
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_F\DATA\VF021119\
  Data File : VF061601.D                                          
  Acq On    : 11 Feb 2019  22:27
  Operator  : VA/AP
  Sample    : K1458-11RE
  Misc      : 5.04g/5mL/MSVOA-F/SOIL
  ALS Vial  : 22   Sample Multiplier: 1
 
  Quant Time: Feb 12 03:29:53 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_F\METHODS\82F011519S.M
  Quant Title  : SW846 8260
  QLast Update : Wed Jan 16 04:51:59 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           4.86  168     2843    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          5.58  114     3723    50.00 ug/l   -0.02
    63) Chlorobenzene-d5             9.76  117     1802    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      12.55  152      152    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        4.82   65     1100    31.34 ug/l   -0.02  
     Spiked Amount     50.000                      Recovery   =   62.68%
    35) Dibromofluoromethane         4.10  113     1438    48.95 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   97.90%
    50) Toluene-d8                   7.53   98     3382    42.02 ug/l   -0.02  
     Spiked Amount     50.000                      Recovery   =   84.04%
    62) 4-Bromofluorobenzene        11.40   95      699    18.59 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   37.18%
 
   Target Compounds                                                   Qvalue
     3) Chloromethane                1.11   50      172     4.199 ug/l #    44
     4) Vinyl Chloride               1.16   62      144     3.952 ug/l #    43
     5) Bromomethane                 1.32   94      222     9.344 ug/l #     2
     6) Chloroethane                 1.35   64       69     4.274 ug/l #    41
     8) Diethyl Ether                1.77   74       67     7.382 ug/l      70
    10) Methyl Iodide                1.77  142       83     1.573 ug/l #    27
    11) Tert butyl alcohol           2.50   59       72    48.461 ug/l #    64
    12) 1,1-Dichloroethene           1.76   96       69     2.729 ug/l #     1
    13) Acrolein                     2.09   56      324   253.047 ug/l      84
    14) Allyl chloride               2.06   41     1173    43.994 ug/l #    60
    15) Acrylonitrile                2.94   53       69    18.131 ug/l #    14
    16) Acetone                      2.20   43      370    52.545 ug/l #    46
    18) Methyl Acetate               2.41   43      620    44.398 ug/l      98
    19) Methyl tert-butyl Ether      2.39   73       97     1.711 ug/l #     1
    20) Methylene Chloride           2.15   84       98     2.428 ug/l #    10
    21) trans-1,2-Dichloroethene     2.34   96       87     3.127 ug/l #     1
    22) Diisopropyl ether            2.78   45      340     3.779 ug/l #    29
    23) Vinyl Acetate                3.15   43      156     7.085 ug/l #    78
    24) 1,1-Dichloroethane           2.83   63       63     1.116 ug/l #    85
    25) 2-Butanone                   4.35   43      119    10.162 ug/l #    57
    26) 2,2-Dichloropropane          3.61   77       60     1.729 ug/l #    61
    29) Tetrahydrofuran              4.07   42      179    35.501 ug/l #    38
    31) Cyclohexane                  3.52   56       73     1.294 ug/l #    13
    36) 1,1-Dichloropropene          4.25   75       62     1.436 ug/l #    44
    37) Ethyl Acetate                4.07   43       69     3.999 ug/l #     5
    39) Methylcyclohexane            5.43   83      565    12.078 ug/l #    15
    41) Methacrylonitrile            4.66   41       72     7.842 ug/l #     7
    43) Isopropyl Acetate            6.89   43      170     7.850 ug/l #    51
    44) Trichloroethene              5.36  130       65     2.206 ug/l       1
    48) Methyl methacrylate          6.70   41       62     4.263 ug/l #    19
    49) 1,4-Dioxane                  6.59   88       60   560.571 ug/l #     1
    51) 4-Methyl-2-Pentanone         8.24   43      319    20.037 ug/l #    39
    56) Ethyl methacrylate           8.60   69     1432    68.524 ug/l #    69
    57) 1,3-Dichloropropane          8.87   76       60     1.782 ug/l #    43
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                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_F\DATA\VF021119\
  Data File : VF061601.D                                          
  Acq On    : 11 Feb 2019  22:27
  Operator  : VA/AP
  Sample    : K1458-11RE
  Misc      : 5.04g/5mL/MSVOA-F/SOIL
  ALS Vial  : 22   Sample Multiplier: 1
 
  Quant Time: Feb 12 03:29:53 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_F\METHODS\82F011519S.M
  Quant Title  : SW846 8260
  QLast Update : Wed Jan 16 04:51:59 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
    58) 2-Chloroethyl Vinyl ether    7.31   63       85    62.036 ug/l #    47
    59) 2-Hexanone                   9.46   43      267    24.050 ug/l #    26
    74) N-amyl acetate              11.34   43       76    25.998 ug/l #    24
    75) 1,1,2,2-Tetrachloroethane   11.67   83      253   114.878 ug/l #    24
    78) n-propylbenzene             11.57   91       90     5.567 ug/l #    54
    79) 2-Chlorotoluene             11.72   91       69     8.044 ug/l #    45
    80) 1,3,5-Trimethylbenzene      11.69  105      321    32.175 ug/l #    28
    82) 4-Chlorotoluene             11.89   91       63     7.279 ug/l #    43
    84) 1,2,4-Trimethylbenzene      12.19  105       70     6.812 ug/l #     1
    85) sec-Butylbenzene            12.31  105       62     4.421 ug/l #    56
    89) n-Butylbenzene              12.86   91       68     5.728 ug/l #    27
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                              Quantitation Report    (Not Reviewed)

  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_F\DATA\VF021119\
  Data File : VF061601.D                                          
  Acq On    : 11 Feb 2019  22:27
  Operator  : VA/AP
  Sample    : K1458-11RE
  Misc      : 5.04g/5mL/MSVOA-F/SOIL
  ALS Vial  : 22   Sample Multiplier: 1

  Quant Time: Feb 12 03:29:53 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_F\METHODS\82F011519S.M
  Quant Title  : SW846 8260
  QLast Update : Wed Jan 16 04:51:59 2019
  Response via : Initial Calibration
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 4.86 min  Scan# 428
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:168 Resp:    2843
Ion  Ratio  Lower  Upper
168  100
 99   31.9   53.5   80.3#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 429 (4.863 min): VF061407.D (-421) (-)
168

99

65 137
1491177551 8437

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
168

44

99
11765 137

75 150

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 428 (4.855 min): VF061601.D (-409) (-)
168

99
65 117 137

79 15049

4.75 4.80 4.85 4.90 4.95

0

500

1000

Time-->

Abundance Ion 168.00 (167.70 to 168.70): VF061601.D

  4.86

Ion  99.00 (98.70 to 99.70): VF061601.D

#3
Chloromethane
Concen:    4.199 ug/l  
RT: 1.11 min  Scan# 48
Delta R.T.   0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 50 Resp:     172
Ion  Ratio  Lower  Upper
 50  100
 52    0.0   24.6   36.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 47 (1.095 min): VF061407.D (-40) (-)
50

35 6242 9468 83

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
44

80655036 118

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 48 (1.107 min): VF061601.D (-27) (-)
80

43
65

36 50
118

1.08 1.10 1.12 1.14

0

50

100

150

200

Time-->

Abundance Ion  50.00 (49.70 to 50.70): VF061601.D

  1.11

Ion  52.00 (51.70 to 52.70): VF061601.D
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#4
Vinyl Chloride
Concen:    3.952 ug/l  
RT: 1.16 min  Scan# 53
Delta R.T.   0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 62 Resp:     144
Ion  Ratio  Lower  Upper
 62  100
 64    0.0   25.6   38.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 51 (1.135 min): VF061407.D (-42) (-)
62

35
49

77 91 190

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

94 108 21178 24762

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 53 (1.156 min): VF061601.D (-31) (-)
9438

211108
55

24778

1.12 1.14 1.16 1.18 1.20

0

50

100

150

Time-->

Abundance Ion  62.00 (61.70 to 62.70): VF061601.D

  1.16

Ion  64.00 (63.70 to 64.70): VF061601.D

#5
Bromomethane
Concen:    9.344 ug/l  
RT: 1.32 min  Scan# 70
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 94 Resp:     222
Ion  Ratio  Lower  Upper
 94  100
 96    0.0   76.0  114.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 71 (1.332 min): VF061407.D (-59) (-)
94

43
16513366

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

9470 128 227 286

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 70 (1.324 min): VF061601.D (-51) (-)
44

94

70 227128 286

1.28 1.30 1.32 1.34 1.36

0

50

100

150

200

250

300

Time-->

Abundance Ion  94.00 (93.70 to 94.70): VF061601.D

  1.32

Ion  96.00 (95.70 to 96.70): VF061601.D
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#6
Chloroethane
Concen:    4.274 ug/l  
RT: 1.35 min  Scan# 73
Delta R.T.   -0.04 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 64 Resp:      69
Ion  Ratio  Lower  Upper
 64  100
 66    0.0   26.6   40.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 77 (1.391 min): VF061407.D (-67) (-)
64

49

10178 207 243

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
44

94 11164 169125 220 241 258

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 73 (1.353 min): VF061601.D (-57) (-)
42 82

106
25864 241125 169 220

1.32 1.34 1.36 1.38

0

50

100

150

200

Time-->

Abundance Ion  64.00 (63.70 to 64.70): VF061601.D

  1.35

Ion  66.00 (65.70 to 66.70): VF061601.D

#8
Diethyl Ether
Concen:    7.382 ug/l  
RT: 1.77 min  Scan# 115
Delta R.T.   0.14 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 74 Resp:      67
Ion  Ratio  Lower  Upper
 74  100
 45   96.5   65.8  197.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 101 (1.628 min): VF061407.D (-93) (-)
59

45

74

94 164 207

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

71 94 142 25257 201

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 115 (1.768 min): VF061601.D (-81) (-)
44

77 142 2529157 201

1.74 1.76 1.78

0

100

200

300

400

500

Time-->

Abundance Ion  74.00 (73.70 to 74.70): VF061601.D

  1.77

Ion  45.00 (44.70 to 45.70): VF061601.D
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#10
Methyl Iodide
Concen:    1.573 ug/l  
RT: 1.77 min  Scan# 115
Delta R.T.   -0.15 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:142 Resp:      83
Ion  Ratio  Lower  Upper
142  100
127    0.0   50.7   76.1#
141    0.0   11.8   17.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 130 (1.914 min): VF061407.D (-117) (-)
142

127

45 63 78 91

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

71 94 142 25257 201

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 115 (1.768 min): VF061601.D (-110) (-)
44

9471 25214257 201

1.74 1.76 1.78 1.80
0

50

100

150

Time-->

Abundance Ion 142.00 (141.70 to 142.70): VF061601.D

  1.77

Ion 127.00 (126.70 to 127.70): VF061601.D
Ion 141.00 (140.70 to 141.70): VF061601.D

#11
Tert butyl alcohol
Concen:   48.461 ug/l  
RT: 2.50 min  Scan# 189
Delta R.T.   -0.06 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 59 Resp:      72
Ion  Ratio  Lower  Upper
 59  100
 57    0.0   11.9   17.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 195 (2.555 min): VF061407.D (-189) (-)
59

39
9478 127

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
44

94 207108 14756 17277 159

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 189 (2.498 min): VF061601.D (-175) (-)
94 207

10836 147

59 17215979

2.46 2.48 2.50 2.52

0

50

100

150

Time-->

Abundance Ion  59.00 (58.70 to 59.70): VF061601.D

  2.50

Ion  57.00 (56.70 to 57.70): VF061601.D
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#12
1,1-Dichloroethene
Concen:    2.729 ug/l  
RT: 1.76 min  Scan# 114
Delta R.T.   -0.04 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 96 Resp:      69
Ion  Ratio  Lower  Upper
 96  100
 61    0.0  186.9  280.3#
 98    0.0   53.0   79.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 118 (1.796 min): VF061407.D (-108) (-)
61

96

35
15178 116132 280218167 201

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

67 83 193

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 114 (1.758 min): VF061601.D (-98) (-)
44

72

96 193

1.72 1.74 1.76 1.78

0

50

100

150

Time-->

Abundance Ion  96.00 (95.70 to 96.70): VF061601.D

  1.76

Ion  61.00 (60.70 to 61.70): VF061601.D
Ion  98.00 (97.70 to 98.70): VF061601.D

#13
Acrolein
Concen:  253.047 ug/l  
RT: 2.09 min  Scan# 148
Delta R.T.   0.10 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 56 Resp:     324
Ion  Ratio  Lower  Upper
 56  100
 55   85.2   57.5   86.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 138 (1.993 min): VF061407.D (-133) (-)
56

37

70 9580 126

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
44

68 785137 57 95

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 148 (2.093 min): VF061601.D (-117) (-)
40

68

78
56

95

2.05 2.10 2.15

0

100

200

300

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VF061601.D

  2.09

Ion  55.00 (54.70 to 55.70): VF061601.D
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#14
Allyl chloride
Concen:   43.994 ug/l  
RT: 2.06 min  Scan# 145
Delta R.T.   -0.03 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 41 Resp:    1173
Ion  Ratio  Lower  Upper
 41  100
 39   79.5   94.6  141.8#
 76    0.0   25.9   38.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 148 (2.092 min): VF061407.D (-141) (-)
39

76

49 61 98 117 162151

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

946655 78 191

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 145 (2.063 min): VF061601.D (-128) (-)
41

66
9178 191

55

2.00 2.05 2.10

0

200

400

600

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VF061601.D

  2.06

Ion  39.00 (38.70 to 39.70): VF061601.D
Ion  76.00 (75.70 to 76.70): VF061601.D

#15
Acrylonitrile
Concen:   18.131 ug/l  
RT: 2.94 min  Scan# 234
Delta R.T.   0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 53 Resp:      69
Ion  Ratio  Lower  Upper
 53  100
 52    0.0   69.6  104.4#
 51    0.0   36.8   55.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 233 (2.930 min): VF061407.D (-223) (-)
53

38

111 15972 82 94

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
44

55 72 116

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 234 (2.941 min): VF061601.D (-213) (-)
40

54

72
116

2.92 2.94 2.96
0

100

200

300

Time-->

Abundance Ion  53.00 (52.70 to 53.70): VF061601.D

  2.94

Ion  52.00 (51.70 to 52.70): VF061601.D
Ion  51.00 (50.70 to 51.70): VF061601.D
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#16
Acetone
Concen:   52.545 ug/l  
RT: 2.20 min  Scan# 159
Delta R.T.   -0.03 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 43 Resp:     370
Ion  Ratio  Lower  Upper
 43  100
 58   39.6   13.3   19.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 162 (2.230 min): VF061407.D (-156) (-)
43

58

8973 103

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

58 82 126 251177 207

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 159 (2.202 min): VF061601.D (-142) (-)
39

58 82 126
251

177 212

2.20 2.25

0

100

200

300

400

500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061601.D

  2.20

Ion  58.00 (57.70 to 58.70): VF061601.D

#18
Methyl Acetate
Concen:   44.398 ug/l  
RT: 2.41 min  Scan# 180
Delta R.T.   0.07 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 43 Resp:     620
Ion  Ratio  Lower  Upper
 43  100
 74   15.9   13.4   20.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 173 (2.338 min): VF061407.D (-169) (-)
43

74

15057 237127

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

94 18817570 21858

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 180 (2.409 min): VF061601.D (-153) (-)
43

188
175

93 21870

2.38 2.40 2.42 2.44

0

200

400

600

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061601.D

  2.41

Ion  74.00 (73.70 to 74.70): VF061601.D
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#19
Methyl tert-butyl Ether
Concen:    1.711 ug/l  
RT: 2.39 min  Scan# 178
Delta R.T.   -0.04 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 73 Resp:      97
Ion  Ratio  Lower  Upper
 73  100
 57   81.1   14.8   22.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 182 (2.427 min): VF061407.D (-175) (-)
73

41
57

101 127 207

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

25473 9457

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 178 (2.389 min): VF061601.D (-162) (-)
44

73 2549457

2.38 2.40

0

50

100

150

Time-->

Abundance Ion  73.00 (72.70 to 73.70): VF061601.D

  2.39

Ion  57.00 (56.70 to 57.70): VF061601.D

#20
Methylene Chloride
Concen:    2.428 ug/l  
RT: 2.15 min  Scan# 154
Delta R.T.   -0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 84 Resp:      98
Ion  Ratio  Lower  Upper
 84  100
 49   72.3  120.0  180.0#
 51  170.5   38.6   58.0#
 86    0.0   61.0   91.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 156 (2.171 min): VF061407.D (-152) (-)
49

84

35

97 12370

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

9466 79 128107 195 239

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 154 (2.152 min): VF061601.D (-136) (-)
9454

79
128

107 195 239

39

2.14 2.16 2.18
0

100

200

300

400

Time-->

Abundance Ion  84.00 (83.70 to 84.70): VF061601.D

  2.15

Ion  49.00 (48.70 to 49.70): VF061601.D
Ion  51.00 (50.70 to 51.70): VF061601.D
Ion  86.00 (85.70 to 86.70): VF061601.D
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#21
trans-1,2-Dichloroethene
Concen:    3.127 ug/l  
RT: 2.34 min  Scan# 173
Delta R.T.   0.03 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 96 Resp:      87
Ion  Ratio  Lower  Upper
 96  100
 61    0.0  131.8  197.8#
 98    0.0   47.4   71.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 170 (2.309 min): VF061407.D (-164) (-)
61

96

35
81 171

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

9470 119 136 25057

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 173 (2.340 min): VF061601.D (-150) (-)
53

37 78
119 136 250

96

2.32 2.34 2.36

0

50

100

150

200

250

300

Time-->

Abundance Ion  96.00 (95.70 to 96.70): VF061601.D

  2.34

Ion  61.00 (60.70 to 61.70): VF061601.D
Ion  98.00 (97.70 to 98.70): VF061601.D

#22
Diisopropyl ether
Concen:    3.779 ug/l  
RT: 2.78 min  Scan# 218
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 45 Resp:     340
Ion  Ratio  Lower  Upper
 45  100
 43  102.1   39.0   58.6#
 87    0.0   13.9   20.9#
 59   43.0    7.8   11.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 219 (2.792 min): VF061407.D (-210) (-)
45

87
59

102 127 144 188

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
44

94 13265 79 234 265

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 218 (2.784 min): VF061601.D (-199) (-)
50

83
13210735

65
265234

2.76 2.78 2.80
0

200

400

600

Time-->

Abundance Ion  45.00 (44.70 to 45.70): VF061601.D

  2.78

Ion  43.00 (42.70 to 43.70): VF061601.D
Ion  87.00 (86.70 to 87.70): VF061601.D
Ion  59.00 (58.70 to 59.70): VF061601.D
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#23
Vinyl Acetate
Concen:    7.085 ug/l  
RT: 3.15 min  Scan# 255
Delta R.T.   -0.03 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 43 Resp:     156
Ion  Ratio  Lower  Upper
 43  100
 86    0.0    6.2    9.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 258 (3.177 min): VF061407.D (-251) (-)
43

86
71 20757

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
44

265

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 255 (3.149 min): VF061601.D (-238) (-)
55

26540

3.13 3.14 3.15 3.16

0

50

100

150

200

250

300

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061601.D

  3.15

Ion  86.00 (85.70 to 86.70): VF061601.D

#24
1,1-Dichloroethane
Concen:    1.116 ug/l  
RT: 2.83 min  Scan# 223
Delta R.T.   -0.03 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 63 Resp:      63
Ion  Ratio  Lower  Upper
 63  100
 98    0.0    2.9    8.8#
100    0.0    1.6    4.8#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 226 (2.861 min): VF061407.D (-220) (-)
63

83
35 9847 109 130 171

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
44

948155 68 142

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 223 (2.833 min): VF061601.D (-206) (-)
94

40 142
53 70

2.80 2.82 2.84 2.86
0

50

100

Time-->

Abundance Ion  63.00 (62.70 to 63.70): VF061601.D

  2.83

Ion  98.00 (97.70 to 98.70): VF061601.D
Ion 100.00 (99.70 to 100.70): VF061601.D
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#25
2-Butanone
Concen:   10.162 ug/l  
RT: 4.35 min  Scan# 377
Delta R.T.   0.03 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 43 Resp:     119
Ion  Ratio  Lower  Upper
 43  100
 72    0.0   15.8   23.6#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 374 (4.321 min): VF061407.D (-366) (-)
43

72
5641

5245 50 59 64

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance
44

40

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 377 (4.352 min): VF061601.D (-354) (-)
44

41

4.32 4.34 4.36 4.38

0

50

100

150

200

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061601.D

  4.35

Ion  72.00 (71.70 to 72.70): VF061601.D

#26
2,2-Dichloropropane
Concen:    1.729 ug/l  
RT: 3.61 min  Scan# 302
Delta R.T.   0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 77 Resp:      60
Ion  Ratio  Lower  Upper
 77  100
 97    0.0    8.5   25.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 300 (3.591 min): VF061407.D (-290) (-)
77

41

97
57

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

20777

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 302 (3.612 min): VF061601.D (-279) (-)
207

77

3.58 3.60 3.62 3.64

0

20

40

60

80

100

120

Time-->

Abundance Ion  77.00 (76.70 to 77.70): VF061601.D

  3.61
Ion  97.00 (96.70 to 97.70): VF061601.D
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#29
Tetrahydrofuran
Concen:   35.501 ug/l  
RT: 4.07 min  Scan# 348
Delta R.T.   0.00 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 42 Resp:     179
Ion  Ratio  Lower  Upper
 42  100
 72    0.0   28.9   43.3#
 71    0.0   29.6   44.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 348 (4.064 min): VF061407.D (-336) (-)
97

42

61

72
113

85 190123 160

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

111
79

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 348 (4.066 min): VF061601.D (-297) (-)
111

42

79

4.02 4.04 4.06 4.08
0

50

100

150

200

Time-->

Abundance Ion  42.00 (41.70 to 42.70): VF061601.D

  4.07

Ion  72.00 (71.70 to 72.70): VF061601.D
Ion  71.00 (70.70 to 71.70): VF061601.D

#31
Cyclohexane
Concen:    1.294 ug/l  
RT: 3.52 min  Scan# 293
Delta R.T.   -0.16 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 56 Resp:      73
Ion  Ratio  Lower  Upper
 56  100
 69    0.0   24.6   36.8#
 84    0.0   74.2  111.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 309 (3.680 min): VF061407.D (-300) (-)
56 84

69
42 130

95 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

20256

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 293 (3.523 min): VF061601.D (-289) (-)
44

20256

3.50 3.52 3.54

0

50

100

150

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VF061601.D

  3.52

Ion  69.00 (68.70 to 69.70): VF061601.D
Ion  84.00 (83.70 to 84.70): VF061601.D
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#33
1,2-Dichloroethane-d4
Concen:   31.339 ug/l  
RT: 4.82 min  Scan# 424
Delta R.T.   -0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 65 Resp:    1100
Ion  Ratio  Lower  Upper
 65  100
 67   39.6    0.0   99.8 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 426 (4.834 min): VF061407.D (-420) (-)
65

168

99
51

13735 75 117 14984

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
44

65
168

102

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 424 (4.816 min): VF061601.D (-406) (-)
44

65

168

102

4.75 4.80 4.85 4.90

0

100

200

300

400

Time-->

Abundance Ion  65.00 (64.70 to 65.70): VF061601.D

  4.82

Ion  67.00 (66.70 to 67.70): VF061601.D

#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 5.58 min  Scan# 501
Delta R.T.   -0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:114 Resp:    3723
Ion  Ratio  Lower  Upper
114  100
 63   10.2    0.0   39.0 
 88   11.2    0.0   37.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 503 (5.593 min): VF061407.D (-494) (-)
114

8863
50 7538 194

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
11444

69 88

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 501 (5.575 min): VF061601.D (-452) (-)
114

44

69 88

5.50 5.55 5.60 5.65 5.70

0

500

1000

1500

2000

Time-->

Abundance Ion 114.00 (113.70 to 114.70): VF061601.D

  5.58

Ion  63.00 (62.70 to 63.70): VF061601.D
Ion  88.00 (87.70 to 88.70): VF061601.D
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#35
Dibromofluoromethane
Concen:   48.949 ug/l  
RT: 4.10 min  Scan# 351
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:113 Resp:    1438
Ion  Ratio  Lower  Upper
113  100
111   83.0   79.4  119.0 
192    0.0   12.4   18.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 352 (4.104 min): VF061407.D (-344) (-)
113

97

43 61
79

192
160 173

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

113

81

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 351 (4.096 min): VF061601.D (-332) (-)
113

40
51 81

4.00 4.05 4.10 4.15

0

200

400

600

800

Time-->

Abundance Ion 113.00 (112.70 to 113.70): VF061601.D

  4.10

Ion 111.00 (110.70 to 111.70): VF061601.D
Ion 192.00 (191.70 to 192.70): VF061601.D

#36
1,1-Dichloropropene
Concen:    1.436 ug/l  
RT: 4.25 min  Scan# 367
Delta R.T.   -0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 75 Resp:      62
Ion  Ratio  Lower  Upper
 75  100
110    0.0   15.8   47.3#
 77    0.0   24.0   36.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 369 (4.272 min): VF061407.D (-361) (-)
75

39

110

49 83
60 95

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
44

75

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 367 (4.253 min): VF061601.D (-349) (-)
40

75

4.22 4.24 4.26 4.28
0

50

100

Time-->

Abundance Ion  75.00 (74.70 to 75.70): VF061601.D

  4.25

Ion 110.00 (109.70 to 110.70): VF061601.D
Ion  77.00 (76.70 to 77.70): VF061601.D
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#37
Ethyl Acetate
Concen:    3.999 ug/l  
RT: 4.07 min  Scan# 348
Delta R.T.   -0.03 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 43 Resp:      69
Ion  Ratio  Lower  Upper
 43  100
 61    0.0   81.7  122.5#
 70    0.0    6.2    9.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 351 (4.094 min): VF061407.D (-340) (-)
11197

6143

81
192

71
160 171

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

111
79

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 348 (4.066 min): VF061601.D (-331) (-)
111

39

79

4.04 4.06 4.08
0

50

100

150

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061601.D

  4.07

Ion  61.00 (60.70 to 61.70): VF061601.D
Ion  70.00 (69.70 to 70.70): VF061601.D

#39
Methylcyclohexane
Concen:   12.078 ug/l  
RT: 5.43 min  Scan# 486
Delta R.T.   -0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 83 Resp:     565
Ion  Ratio  Lower  Upper
 83  100
 55    0.0   67.4  101.2#
 98    0.0   36.7   55.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 488 (5.445 min): VF061407.D (-479) (-)
8355

41

98

69

130 168 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

83

63

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 486 (5.427 min): VF061601.D (-468) (-)
83

41
63

5.40 5.45

0

100

200

300

400

500

600

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VF061601.D

  5.43

Ion  55.00 (54.70 to 55.70): VF061601.D
Ion  98.00 (97.70 to 98.70): VF061601.D
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#41
Methacrylonitrile
Concen:    7.842 ug/l  
RT: 4.66 min  Scan# 408
Delta R.T.   -0.08 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 41 Resp:      72
Ion  Ratio  Lower  Upper
 41  100
 39  149.6   43.1   64.7#
 67    0.0   38.8   58.2#
 52    0.0   33.2   49.8#

Ref

Raw

Sub

0 20 40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 416 (4.735 min): VF061407.D (-409) (-)
41

67

84 230119

0 20 40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
44

0 20 40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 408 (4.658 min): VF061601.D (-396) (-)

4.64 4.66 4.68
0

50

100

150

200

250

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VF061601.D

  4.66

Ion  39.00 (38.70 to 39.70): VF061601.D
Ion  67.00 (66.70 to 67.70): VF061601.D
Ion  52.00 (51.70 to 52.70): VF061601.D

#43
Isopropyl Acetate
Concen:    7.850 ug/l  
RT: 6.89 min  Scan# 634
Delta R.T.   -0.07 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 43 Resp:     170
Ion  Ratio  Lower  Upper
 43  100
 61    0.0   20.3   30.5#
 87    0.0    0.5    0.7#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 641 (6.955 min): VF061407.D (-631) (-)
43

61
73

87 109 159

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
44

96

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 634 (6.887 min): VF061601.D (-590) (-)
39 96

6.86 6.88 6.90 6.92
0

50

100

150

200

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061601.D

  6.89

Ion  61.00 (60.70 to 61.70): VF061601.D
Ion  87.00 (86.70 to 87.70): VF061601.D
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#44
Trichloroethene
Concen:    2.206 ug/l  
RT: 5.36 min  Scan# 479
Delta R.T.   -0.14 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:130 Resp:      65
Ion  Ratio  Lower  Upper
130  100
 95    0.0    0.0  202.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 493 (5.495 min): VF061407.D (-485) (-)
95 130

60

43

72 84

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

143130 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 479 (5.358 min): VF061601.D (-473) (-)
40

143
130 207

5.32 5.34 5.36 5.38

0

20

40

60

80

100

120

Time-->

Abundance Ion 129.90 (129.60 to 130.60): VF061601.D

  5.36

Ion  94.90 (94.60 to 95.60): VF061601.D

#48
Methyl methacrylate
Concen:    4.263 ug/l  
RT: 6.70 min  Scan# 615
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 41 Resp:      62
Ion  Ratio  Lower  Upper
 41  100
 69    0.0   51.7   77.5#
 39    0.0   49.2   73.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 616 (6.708 min): VF061407.D (-610) (-)
41

69

100

59 88
53 8236 110

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
44

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 615 (6.700 min): VF061601.D (-596) (-)
41

6.68 6.70 6.72
0

50

100

150

200

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VF061601.D

  6.70

Ion  69.00 (68.70 to 69.70): VF061601.D
Ion  39.00 (38.70 to 39.70): VF061601.D
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#49
1,4-Dioxane
Concen:  560.571 ug/l  
RT: 6.59 min  Scan# 604
Delta R.T.   -0.11 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 88 Resp:      60
Ion  Ratio  Lower  Upper
 88  100
 43  191.2   55.5   83.3#
 58    0.0   59.9   89.9#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 615 (6.698 min): VF061407.D (-610) (-)
41

69

100

8859
825336

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
44

55
39 88

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 604 (6.591 min): VF061601.D (-564) (-)
55

39 88

6.56 6.58 6.60 6.62

0

100

200

300

Time-->

Abundance Ion  88.00 (87.70 to 88.70): VF061601.D

  6.59

Ion  43.00 (42.70 to 43.70): VF061601.D
Ion  58.00 (57.70 to 58.70): VF061601.D

#50
Toluene-d8
Concen:   42.018 ug/l  
RT: 7.53 min  Scan# 699
Delta R.T.   -0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 98 Resp:    3382
Ion  Ratio  Lower  Upper
 98  100
100   38.2   55.6   83.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 701 (7.547 min): VF061407.D (-694) (-)
98

42 7054
48 64 827636 87 92

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
98

44

55 70

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 699 (7.528 min): VF061601.D (-681) (-)
98

55 7044

7.50 7.60

0

500

1000

1500

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VF061601.D

  7.53

Ion 100.00 (99.70 to 100.70): VF061601.D
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#51
4-Methyl-2-Pentanone
Concen:   20.037 ug/l  
RT: 8.24 min  Scan# 771
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 43 Resp:     319
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   28.8   43.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 772 (8.247 min): VF061407.D (-765) (-)
43

58

85 100
72 112 191 208177132 147 163

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

57

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 771 (8.239 min): VF061601.D (-752) (-)
43 57

8.20 8.22 8.24 8.26

0

50

100

150

200

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061601.D

  8.24

Ion  58.00 (57.70 to 58.70): VF061601.D

#56
Ethyl methacrylate
Concen:   68.524 ug/l  
RT: 8.60 min  Scan# 808
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 69 Resp:    1432
Ion  Ratio  Lower  Upper
 69  100
 41   40.9   57.5   86.3#
 39   52.3   32.0   48.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 809 (8.612 min): VF061407.D (-803) (-)
69

41

9986
11458 208

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

69 111

55

20783
155

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 808 (8.604 min): VF061601.D (-789) (-)
111

69

39
207

56
89 155

8.50 8.55 8.60 8.65 8.70

0

200

400

600

Time-->

Abundance Ion  69.00 (68.70 to 69.70): VF061601.D

  8.60

Ion  41.00 (40.70 to 41.70): VF061601.D
Ion  39.00 (38.70 to 39.70): VF061601.D
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#57
1,3-Dichloropropane
Concen:    1.782 ug/l  
RT: 8.87 min  Scan# 835
Delta R.T.   0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 76 Resp:      60
Ion  Ratio  Lower  Upper
 76  100
 78    0.0   25.3   37.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 833 (8.849 min): VF061407.D (-824) (-)
76

41

62 11497 209 264

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
44

177 20776

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 835 (8.870 min): VF061601.D (-813) (-)
44

17776 209

8.84 8.86 8.88 8.90

0

20

40

60

80

100

120

Time-->

Abundance Ion  76.00 (75.70 to 76.70): VF061601.D

  8.87
Ion  78.00 (77.70 to 78.70): VF061601.D

#58
2-Chloroethyl Vinyl ether
Concen:   62.036 ug/l  
RT: 7.31 min  Scan# 677
Delta R.T.   0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 63 Resp:      85
Ion  Ratio  Lower  Upper
 63  100
106    0.0   21.9   32.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 675 (7.290 min): VF061407.D (-669) (-)
75

39

63 110
51

87 133 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

63 99

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 677 (7.311 min): VF061601.D (-655) (-)
43

63
99

7.28 7.30 7.32 7.34

0

50

100

150

Time-->

Abundance Ion  63.00 (62.70 to 63.70): VF061601.D

  7.31

Ion 106.00 (105.70 to 106.70): VF061601.D
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#59
2-Hexanone
Concen:   24.050 ug/l  
RT: 9.46 min  Scan# 895
Delta R.T.   -0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 43 Resp:     267
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   25.9   77.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 897 (9.480 min): VF061407.D (-894) (-)
43

58

10085

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
44

91 13177 260

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 895 (9.462 min): VF061601.D (-877) (-)
40

91 131
260

9.44 9.46 9.48

0

50

100

150

200

250

300

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061601.D

  9.46
Ion  58.00 (57.70 to 58.70): VF061601.D

#62
4-Bromofluorobenzene
Concen:   18.587 ug/l  
RT: 11.40 min  Scan# 1091
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 95 Resp:     699
Ion  Ratio  Lower  Upper
 95  100
174   53.6    0.0  130.4 
176   56.6    0.0  126.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1092 (11.403 min): VF061407.D (-1087) (-)
95

174

75

50
37 62 117 141 152105 12886

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
44

95
81 176

55 67

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1091 (11.395 min): VF061601.D (-1072) (-)
44 95

81 176

67
56

11.35 11.40 11.45

0

100

200

300

400

500

600

Time-->

Abundance Ion  95.00 (94.70 to 95.70): VF061601.D

 11.40

Ion 174.00 (173.70 to 174.70): VF061601.D
Ion 176.00 (175.70 to 176.70): VF061601.D
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#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 9.76 min  Scan# 925
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:117 Resp:    1802
Ion  Ratio  Lower  Upper
117  100
 82   69.1   46.4   69.6 
119   17.6   27.2   40.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 926 (9.766 min): VF061407.D (-919) (-)
117

82

54

38 99 293

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

117

82

207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 925 (9.758 min): VF061601.D (-906) (-)
117

82

55

20739

9.70 9.75 9.80 9.85

0

200

400

600

800

1000

1200

Time-->

Abundance Ion 117.00 (116.70 to 117.70): VF061601.D

  9.76

Ion  82.00 (81.70 to 82.70): VF061601.D
Ion 119.00 (118.70 to 119.70): VF061601.D

#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 12.55 min  Scan# 1208
Delta R.T.   0.00 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:152 Resp:     152
Ion  Ratio  Lower  Upper
152  100
115    0.0   30.0   90.0#
150   97.3    0.0  321.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1208 (12.548 min): VF061407.D (-1203) (-)
150

115
7552

38 8763 99 126 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

15078 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1208 (12.549 min): VF061601.D (-1188) (-)
40

152

78
207

12.50 12.55

0

100

200

300

Time-->

Abundance Ion 152.00 (151.70 to 152.70): VF061601.D

 12.55

Ion 115.00 (114.70 to 115.70): VF061601.D
Ion 150.00 (149.70 to 150.70): VF061601.D
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#74
N-amyl acetate
Concen:   25.998 ug/l  
RT: 11.34 min  Scan# 1085
Delta R.T.   -0.03 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 43 Resp:      76
Ion  Ratio  Lower  Upper
 43  100
 70    0.0   27.6   41.4#
 55   81.3   15.4   23.2#
 61    0.0   21.8   32.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1088 (11.364 min): VF061407.D (-1080) (-)
43

70
61

8551 77 97 10636 131

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
44

69 9655

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1085 (11.336 min): VF061601.D (-1037) (-)
43

55

69

11.32 11.34 11.36
0

50

100

150

200

250

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF061601.D

 11.34

Ion  70.00 (69.70 to 70.70): VF061601.D
Ion  55.00 (54.70 to 55.70): VF061601.D
Ion  61.00 (60.70 to 61.70): VF061601.D

#75
1,1,2,2-Tetrachloroethane
Concen:  114.878 ug/l  
RT: 11.67 min  Scan# 1119
Delta R.T.   -0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 83 Resp:     253
Ion  Ratio  Lower  Upper
 83  100
131    0.0    4.0   12.2#
 85    0.0   32.7   98.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1121 (11.690 min): VF061407.D (-1116) (-)
83

956135 131 16847 72 206120

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

55
69 83 97 208

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1119 (11.671 min): VF061601.D (-1101) (-)
39

83
97

53 208

69

11.65 11.70

0

50

100

150

200

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VF061601.D

 11.67

Ion 131.00 (130.70 to 131.70): VF061601.D
Ion  85.00 (84.70 to 85.70): VF061601.D
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#78
n-propylbenzene
Concen:    5.567 ug/l  
RT: 11.57 min  Scan# 1109
Delta R.T.   -0.02 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 91 Resp:      90
Ion  Ratio  Lower  Upper
 91  100
120    0.0   10.9   32.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1111 (11.591 min): VF061407.D (-1106) (-)
91

120
65 7839 51 1055745 98 11185

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
44

91

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1109 (11.573 min): VF061601.D (-1090) (-)
44

91

11.54 11.56 11.58 11.60

0

50

100

150

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VF061601.D

 11.57
Ion 120.00 (119.70 to 120.70): VF061601.D

#79
2-Chlorotoluene
Concen:    8.044 ug/l  
RT: 11.72 min  Scan# 1124
Delta R.T.   0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 91 Resp:      69
Ion  Ratio  Lower  Upper
 91  100
126    0.0   15.0   45.1#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1123 (11.709 min): VF061407.D (-1118) (-)
91

126

6339 50 73 168101 15882

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
44

69 9155

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1124 (11.721 min): VF061601.D (-1103) (-)
45

69
9155

11.70 11.72 11.74

0

50

100

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VF061601.D

 11.72
Ion 126.00 (125.70 to 126.70): VF061601.D
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#80
1,3,5-Trimethylbenzene
Concen:   32.175 ug/l  
RT: 11.69 min  Scan# 1121
Delta R.T.   -0.13 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:105 Resp:     321
Ion  Ratio  Lower  Upper
105  100
120    0.0   24.7   74.1#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1134 (11.818 min): VF061407.D (-1129) (-)
105

120

77 9139 51 6558 85 98 11371

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
44

10553 96

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1121 (11.691 min): VF061601.D (-1114) (-)
44

105
53 96

11.65 11.70

0

50

100

150

200

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VF061601.D

 11.69
Ion 120.00 (119.70 to 120.70): VF061601.D

#82
4-Chlorotoluene
Concen:    7.279 ug/l  
RT: 11.89 min  Scan# 1141
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 91 Resp:      63
Ion  Ratio  Lower  Upper
 91  100
126    0.0   16.0   47.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1142 (11.897 min): VF061407.D (-1137) (-)
91

126

63
39 50 74 102113 176 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

55 73 91

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1141 (11.888 min): VF061601.D (-1122) (-)
44

55 73 91

11.86 11.88 11.90 11.92
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20
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100

120

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VF061601.D

 11.89
Ion 126.00 (125.70 to 126.70): VF061601.D
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#84
1,2,4-Trimethylbenzene
Concen:    6.812 ug/l  
RT: 12.19 min  Scan# 1172
Delta R.T.   -0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:105 Resp:      70
Ion  Ratio  Lower  Upper
105  100
120  133.9   24.9   74.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1173 (12.202 min): VF061407.D (-1168) (-)
105

120

77 9139 51 65 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

83
1206955 105

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1172 (12.194 min): VF061601.D (-1153) (-)
83

39 12069
10557

12.16 12.18 12.20 12.22

0

50

100

150

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VF061601.D

 12.19

Ion 120.00 (119.70 to 120.70): VF061601.D

#85
sec-Butylbenzene
Concen:    4.421 ug/l  
RT: 12.31 min  Scan# 1184
Delta R.T.   0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion:105 Resp:      62
Ion  Ratio  Lower  Upper
105  100
134    0.0   10.0   30.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1183 (12.301 min): VF061407.D (-1179) (-)
105

1349177
5139 65 119 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

55 67 105

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1184 (12.312 min): VF061601.D (-1163) (-)
40

55 67 105

12.28 12.30 12.32 12.34

0
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40

60
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Time-->

Abundance Ion 105.00 (104.70 to 105.70): VF061601.D

 12.31

Ion 134.00 (133.70 to 134.70): VF061601.D
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#89
n-Butylbenzene
Concen:    5.728 ug/l  
RT: 12.86 min  Scan# 1239
Delta R.T.   0.01 min
Lab File:   VF061601.D
Acq: 11 Feb 2019  22:27    

Tgt Ion: 91 Resp:      68
Ion  Ratio  Lower  Upper
 91  100
 92    0.0   31.6   94.7#
134    0.0   13.6   40.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1238 (12.844 min): VF061407.D (-1233) (-)
91

134

65 10539 7851 117 146 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

69 9156

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1239 (12.855 min): VF061601.D (-1218) (-)
69

42 53
91

12.82 12.84 12.86 12.88
0

50

100

150

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VF061601.D

 12.86

Ion  92.00 (91.70 to 92.70): VF061601.D
Ion 134.00 (133.70 to 134.70): VF061601.D
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