
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_F\DATA\VF051119\
  Data File : VF062463.D                                          
  Acq On    : 11 May 2019  16:40
  Operator  : FY/SY
  Sample    : K2729-04RE
  Misc      : 5.95g/5mL/MSVOA_F/SOIL
  ALS Vial  : 14   Sample Multiplier: 1
 
  Quant Time: May 12 03:47:32 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82F050619S.M
  Quant Title  : SW846 8260
  QLast Update : Tue May 07 04:34:57 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           5.06  168   312652    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          5.78  114   411890    50.00 ug/l    0.00
    63) Chlorobenzene-d5             9.92  117   319687    50.00 ug/l    0.02
    72) 1,4-Dichlorobenzene-d4      12.61  152   165771    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        5.04   65   151811    51.38 ug/l    0.02  
     Spiked Amount     50.000                      Recovery   =  102.76%
    35) Dibromofluoromethane         4.31  113   162970    49.66 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   99.32%
    50) Toluene-d8                   7.71   98   339417    42.73 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   85.46%
    62) 4-Bromofluorobenzene        11.49   95   136599    38.12 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   76.24%
 
   Target Compounds                                                   Qvalue
     5) Bromomethane                 1.37   94      332    Below Cal  #    36
     8) Diethyl Ether                1.73   74     1340     1.793 ug/l      63
    11) Tert butyl alcohol           2.72   59      297     1.779 ug/l #    70
    13) Acrolein                     2.10   56      372    Below Cal  #     1
    14) Allyl chloride               2.14   41     3842     1.814 ug/l #     7
    15) Acrylonitrile                3.07   53      538     1.701 ug/l #    19
    16) Acetone                      2.35   43    19331    32.342 ug/l      97
    18) Methyl Acetate               2.50   43     5338     1.883 ug/l #    72
    20) Methylene Chloride           2.34   84    14186     6.560 ug/l #    89
    25) 2-Butanone                   4.53   43     1229     1.637 ug/l #    86
    29) Tetrahydrofuran              4.27   42      600     1.739 ug/l #    36
    37) Ethyl Acetate                4.30   43     1075    Below Cal  #    73
    38) Carbon Tetrachloride         4.11  117       75    Below Cal  #    14
    39) Methylcyclohexane            5.79   83     6604     1.861 ug/l #    37
    44) Trichloroethene              5.69  130     9560     3.340 ug/l      96
    49) 1,4-Dioxane                  6.90   88       61    Below Cal  #    13
    59) 2-Hexanone                   9.60   43     1802     2.137 ug/l #    40
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 5.06 min  Scan# 459
Delta R.T.   0.01 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion:168 Resp:  312652
Ion  Ratio  Lower  Upper
168  100
 99   57.1   45.9   68.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 458 (5.051 min): VF062344.D (-449) (-)
168

99

65
137

1178037 199 233 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
168

99

65
137

1178037 207188 233 250 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 459 (5.058 min): VF062463.D (-428) (-)
168

99

65
137

1178037 188 210 250 281233

4.90 5.00 5.10 5.20

0

20000

40000

60000

80000

100000

120000

Time-->

Abundance Ion 167.90 (167.60 to 168.60): VF062463.D

  5.06

Ion  98.90 (98.60 to 99.60): VF062463.D

#5
Bromomethane
Concen:   Below Cal    
RT: 1.37 min  Scan# 85
Delta R.T.   -0.03 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 94 Resp:     332
Ion  Ratio  Lower  Upper
 94  100
 96   32.6   75.4  113.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 88 (1.403 min): VF062344.D (-75) (-)
94

44
63 140 160 183199 234 266281110

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

207
9473 233191133 165115 293

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 85 (1.371 min): VF062463.D (-58) (-)
44

9473 233207191133115 161 293

1.34 1.36 1.38 1.40
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Time-->

Abundance Ion  93.90 (93.60 to 94.60): VF062463.D

  1.37

Ion  95.90 (95.60 to 96.60): VF062463.D
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#8
Diethyl Ether
Concen:    1.793 ug/l  
RT: 1.73 min  Scan# 121
Delta R.T.   0.02 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 74 Resp:    1340
Ion  Ratio  Lower  Upper
 74  100
 45  101.0   73.9  221.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 119 (1.709 min): VF062344.D (-115) (-)
59

43

75 21196 275190123 141 255159

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

20774
96 115 233181 267136 165 292

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 121 (1.726 min): VF062463.D (-89) (-)
39

77

59

95 211123 246193 267165
229 292

1.65 1.70 1.75

0

200

400

600

800

1000

Time-->

Abundance Ion  74.00 (73.70 to 74.70): VF062463.D

  1.73

Ion  45.00 (44.70 to 45.70): VF062463.D

#11
Tert butyl alcohol
Concen:    1.779 ug/l  
RT: 2.72 min  Scan# 222
Delta R.T.   0.02 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 59 Resp:     297
Ion  Ratio  Lower  Upper
 59  100
 57    0.0    9.3   13.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 220 (2.705 min): VF062344.D (-211) (-)
59

41

93 234123 192 252209139 15777 176

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

20769 23319094 137 260115 291154

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 222 (2.722 min): VF062463.D (-190) (-)
6951 190

102
130

217
245 291147

87 163

2.70 2.72 2.74

0

100

200

300

400

500

Time-->

Abundance Ion  59.00 (58.70 to 59.70): VF062463.D

  2.72

Ion  57.00 (56.70 to 57.70): VF062463.D
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#13
Acrolein
Concen:   Below Cal    
RT: 2.10 min  Scan# 159
Delta R.T.   -0.00 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 56 Resp:     372
Ion  Ratio  Lower  Upper
 56  100
 55  243.5   58.4   87.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 159 (2.103 min): VF062344.D (-153) (-)
56

37

23674 105 215121 185 268155 252 283

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

20773
103 233119 281147 181 254

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 159 (2.101 min): VF062463.D (-129) (-)
39

81
233103

119
28114755 181 215

254

2.08 2.10 2.12

0

200
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600

800

1000
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Time-->

Abundance Ion  56.00 (55.70 to 56.70): VF062463.D

  2.10

Ion  55.00 (54.70 to 55.70): VF062463.D

#14
Allyl chloride
Concen:    1.814 ug/l  
RT: 2.14 min  Scan# 163
Delta R.T.   -0.05 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 41 Resp:    3842
Ion  Ratio  Lower  Upper
 41  100
 39    0.0   90.8  136.2#
 76    5.0   22.2   33.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 168 (2.192 min): VF062344.D (-162) (-)
39

76

59 211 235193 258 28595 119 169137

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

207
73 94 234 281117 177159133

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 163 (2.140 min): VF062463.D (-138) (-)
41

207
83

281234117 159 17867 133
100

2.10 2.15 2.20 2.25

0

500

1000

1500

Time-->

Abundance Ion  41.00 (40.70 to 41.70): VF062463.D

  2.14

Ion  39.00 (38.70 to 39.70): VF062463.D
Ion  75.90 (75.60 to 76.60): VF062463.D
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#15
Acrylonitrile
Concen:    1.701 ug/l  
RT: 3.07 min  Scan# 257
Delta R.T.   -0.02 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 53 Resp:     538
Ion  Ratio  Lower  Upper
 53  100
 52    0.0   77.2  115.8#
 51   83.8   40.6   61.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 259 (3.089 min): VF062344.D (-253) (-)
53

36 78 234144 212165105 260 282299122 191

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
44

207

73 95 264232150166 190111 133

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 257 (3.067 min): VF062463.D (-229) (-)
40

73

95
264

232150 195166 213111 133

3.05 3.10

0

200

400

600

Time-->

Abundance Ion  53.00 (52.70 to 53.70): VF062463.D

  3.07

Ion  52.00 (51.70 to 52.70): VF062463.D
Ion  51.00 (50.70 to 51.70): VF062463.D

#16
Acetone
Concen:   32.342 ug/l  
RT: 2.35 min  Scan# 184
Delta R.T.   -0.00 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 43 Resp:   19331
Ion  Ratio  Lower  Upper
 43  100
 58   15.1   13.1   19.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 184 (2.350 min): VF062344.D (-178) (-)
43

58 84

219235 283105 260131147162 185

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

84

20758
115 233132 161 191 260 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 184 (2.347 min): VF062463.D (-154) (-)
43

84

58
115 208 262191132 160 285

2.20 2.30 2.40

0

1000

2000

3000

4000

5000

6000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF062463.D

  2.35

Ion  58.00 (57.70 to 58.70): VF062463.D
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#18
Methyl Acetate
Concen:    1.883 ug/l  
RT: 2.50 min  Scan# 199
Delta R.T.   0.03 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 43 Resp:    5338
Ion  Ratio  Lower  Upper
 43  100
 74    6.2   15.0   22.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 196 (2.468 min): VF062344.D (-192) (-)
43

74

95 233115 215135 161 186 289260

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

20777 94 191 233110 15712660 253

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 199 (2.495 min): VF062463.D (-166) (-)
43

9375 110 151132 211 253190 232

2.40 2.45 2.50 2.55 2.60

0

500

1000

1500

2000

2500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF062463.D

  2.50

Ion  74.00 (73.70 to 74.70): VF062463.D

#20
Methylene Chloride
Concen:    6.560 ug/l  
RT: 2.34 min  Scan# 183
Delta R.T.   -0.00 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 84 Resp:   14186
Ion  Ratio  Lower  Upper
 84  100
 49  142.4  117.5  176.3 
 51   42.7   37.0   55.4 
 86   85.6   49.3   73.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 183 (2.340 min): VF062344.D (-173) (-)
43

84

28159 208166 234249101117133

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
49

84

207
65 137 177105 233 281156 252 297121

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 183 (2.337 min): VF062463.D (-153) (-)
49

84

105 127 177194 281232212 250 29765 143159

2.30 2.40 2.50
0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  83.90 (83.60 to 84.60): VF062463.D

  2.34

Ion  48.90 (48.60 to 49.60): VF062463.D
Ion  50.90 (50.60 to 51.60): VF062463.D
Ion  85.90 (85.60 to 86.60): VF062463.D
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#25
2-Butanone
Concen:    1.637 ug/l  
RT: 4.53 min  Scan# 405
Delta R.T.   -0.00 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 43 Resp:    1229
Ion  Ratio  Lower  Upper
 43  100
 72   23.8   14.2   21.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 405 (4.528 min): VF062344.D (-398) (-)
43

72
281208 23389 111 133 191

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

207

73 233111 14591 176 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 405 (4.526 min): VF062463.D (-375) (-)
79 20811143

193
145

176
283

4.50 4.55 4.60

0

100

200

300

400

500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF062463.D

  4.53

Ion  72.00 (71.70 to 72.70): VF062463.D

#29
Tetrahydrofuran
Concen:    1.739 ug/l  
RT: 4.27 min  Scan# 379
Delta R.T.   0.01 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 42 Resp:     600
Ion  Ratio  Lower  Upper
 42  100
 72    0.0   31.4   47.0#
 71    0.0   31.7   47.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 378 (4.262 min): VF062344.D (-368) (-)
9742

61

113
81 192137 159 207223 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
113

44 79
20719294

15761 233136 176 281255

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 379 (4.269 min): VF062463.D (-348) (-)
113

79
94 189

42 20715761 232 281136 255172

4.25 4.30

0

200

400

600

Time-->

Abundance Ion  42.00 (41.70 to 42.70): VF062463.D

  4.27

Ion  72.00 (71.70 to 72.70): VF062463.D
Ion  71.00 (70.70 to 71.70): VF062463.D
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#33
1,2-Dichloroethane-d4
Concen:   51.380 ug/l  
RT: 5.04 min  Scan# 457
Delta R.T.   0.02 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 65 Resp:  151811
Ion  Ratio  Lower  Upper
 65  100
 67   46.1    0.0   85.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 455 (5.021 min): VF062344.D (-448) (-)
65

168

99

13735 11780 211192 233 260 280

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
16865

99

137
35 11780 207 233191 267282

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 457 (5.038 min): VF062463.D (-425) (-)
16865

99

137
11735 80 211 267282191 233

4.90 5.00 5.10 5.20

0

10000

20000

30000

40000

50000

60000

Time-->

Abundance Ion  64.90 (64.60 to 65.60): VF062463.D

  5.04

Ion  66.90 (66.60 to 67.60): VF062463.D

#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 5.78 min  Scan# 532
Delta R.T.   0.01 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion:114 Resp:  411890
Ion  Ratio  Lower  Upper
114  100
 63   20.1    0.0   37.4 
 88   18.7    0.0   36.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 531 (5.770 min): VF062344.D (-523) (-)
114

63 88

38 133148 165 193209 233 268

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
114

63 88

37 207132 162177 232 287

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 532 (5.777 min): VF062463.D (-501) (-)
114

63 88

37 132 162177 196 213 233 287

5.60 5.70 5.80 5.90 6.00

0

50000

100000

150000

200000

Time-->

Abundance Ion 113.90 (113.60 to 114.60): VF062463.D

  5.78

Ion  63.00 (62.70 to 63.70): VF062463.D
Ion  87.90 (87.60 to 88.60): VF062463.D
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#35
Dibromofluoromethane
Concen:   49.664 ug/l  
RT: 4.31 min  Scan# 383
Delta R.T.   0.01 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion:113 Resp:  162970
Ion  Ratio  Lower  Upper
113  100
111  104.3   79.4  119.0 
192   22.6   16.0   24.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 382 (4.301 min): VF062344.D (-374) (-)
113

97

6143
79 192

160175137 210 233 260 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
111

79 192
94 16044 207175 28113359 241225

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 383 (4.309 min): VF062463.D (-352) (-)
111

79 192
94 16042 175 20859 225 241 281

4.20 4.30 4.40 4.50

0

20000

40000

60000

80000

Time-->

Abundance Ion 112.80 (112.50 to 113.50): VF062463.D

  4.31

Ion 110.80 (110.50 to 111.50): VF062463.D
Ion 191.70 (191.40 to 192.40): VF062463.D

#37
Ethyl Acetate
Concen:   Below Cal    
RT: 4.30 min  Scan# 382
Delta R.T.   -0.00 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 43 Resp:    1075
Ion  Ratio  Lower  Upper
 43  100
 61    0.0    0.0    0.0 
 70    0.0    8.2   12.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 382 (4.301 min): VF062344.D (-373) (-)
113

97

43 61
81

192

160175 209 233 260 281129

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
111

79
192

94 16044 207175 23362 133 250 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 382 (4.299 min): VF062463.D (-352) (-)
111

79
192

94 16017539 13355 208223 259 281

4.30 4.35

0

100

200

300

400

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF062463.D

  4.30

Ion  60.90 (60.60 to 61.60): VF062463.D
Ion  70.00 (69.70 to 70.70): VF062463.D
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#38
Carbon Tetrachloride
Concen:   Below Cal    
RT: 4.11 min  Scan# 363
Delta R.T.   -0.07 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion:117 Resp:      75
Ion  Ratio  Lower  Upper
117  100
119    0.0   73.4  110.2#
121    0.0   27.4   41.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 370 (4.183 min): VF062344.D (-361) (-)
117

8247

65 21198 137 163 193 233 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

207

73
233 266 28313489 190117 170

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 363 (4.112 min): VF062463.D (-340) (-)
78 266

283
13457 19341 97 117 170 227

209

4.10 4.12 4.14

0

50

100

150

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VF062463.D

  4.11

Ion 118.80 (118.50 to 119.50): VF062463.D
Ion 120.80 (120.50 to 121.50): VF062463.D

#39
Methylcyclohexane
Concen:    1.861 ug/l  
RT: 5.79 min  Scan# 533
Delta R.T.   0.16 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 83 Resp:    6604
Ion  Ratio  Lower  Upper
 83  100
 55   33.1   69.0  103.6#
 98    0.0   38.6   58.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 517 (5.632 min): VF062344.D (-508) (-)
8355

39 98

130 208149 191 226

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
114

63 88

37 207184 229 282131

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 533 (5.787 min): VF062463.D (-487) (-)
114

63 88

37 209 229 282131 170 191

5.70 5.80 5.90

0

500

1000

1500

2000

2500

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VF062463.D

  5.79

Ion  55.00 (54.70 to 55.70): VF062463.D
Ion  98.00 (97.70 to 98.70): VF062463.D
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#44
Trichloroethene
Concen:    3.340 ug/l  
RT: 5.69 min  Scan# 523
Delta R.T.   0.01 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion:130 Resp:    9560
Ion  Ratio  Lower  Upper
130  100
 95   98.5    0.0  189.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 522 (5.681 min): VF062344.D (-514) (-)
13095

60

43

11575 147163 183 211 248 285

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
13095

60

20744
77 110 233148

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 523 (5.689 min): VF062463.D (-492) (-)
13095

60

37 20777 110 148 235

5.60 5.65 5.70 5.75 5.80

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion 129.80 (129.50 to 130.50): VF062463.D

  5.69

Ion  94.90 (94.60 to 95.60): VF062463.D

#49
1,4-Dioxane
Concen:   Below Cal    
RT: 6.90 min  Scan# 646
Delta R.T.   0.04 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 88 Resp:      61
Ion  Ratio  Lower  Upper
 88  100
 43  142.6   55.6   83.4#
 58  132.8   52.8   79.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 642 (6.864 min): VF062344.D (-637) (-)
41

69

100
85

207128 174 191 230

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44 207

77 137 192 233119 161 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 646 (6.901 min): VF062463.D (-612) (-)
74 133 192

39 233
161

281
105 215

6.88 6.90 6.92
0

50

100

150

200

250

Time-->

Abundance Ion  88.00 (87.70 to 88.70): VF062463.D

  6.90

Ion  43.00 (42.70 to 43.70): VF062463.D
Ion  58.00 (57.70 to 58.70): VF062463.D
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#50
Toluene-d8
Concen:   42.730 ug/l  
RT: 7.71 min  Scan# 728
Delta R.T.   0.01 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 98 Resp:  339417
Ion  Ratio  Lower  Upper
 98  100
100   65.6   53.3   79.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 727 (7.702 min): VF062344.D (-720) (-)
98

42 70
175 209 235 260 286118134

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
98

42 70
207 233 261133 156 191

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 728 (7.710 min): VF062463.D (-697) (-)
98

42 70
261133 156 191 237207

7.60 7.70 7.80

0

50000

100000

150000

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VF062463.D

  7.71

Ion 100.00 (99.70 to 100.70): VF062463.D

#59
2-Hexanone
Concen:    2.137 ug/l  
RT: 9.60 min  Scan# 920
Delta R.T.   -0.01 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 43 Resp:    1802
Ion  Ratio  Lower  Upper
 43  100
 58    8.2   24.3   73.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 921 (9.614 min): VF062344.D (-918) (-)
43

58

10085
207 285131 158 177 233 260

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44 207

73
96

191133 227 281115 255

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 920 (9.602 min): VF062463.D (-891) (-)
43

207

95 13371 227115 255

9.55 9.60 9.65 9.70

0

100

200

300

400

500

600

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VF062463.D

  9.60

Ion  58.00 (57.70 to 58.70): VF062463.D
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#62
4-Bromofluorobenzene
Concen:   38.117 ug/l  
RT: 11.49 min  Scan# 1112
Delta R.T.   0.01 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion: 95 Resp:  136599
Ion  Ratio  Lower  Upper
 95  100
174  100.2    0.0  191.8 
176   99.2    0.0  193.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1111 (11.487 min): VF062344.D (-1106) (-)
95

174

75

50

117 143158 193 211 281233

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95 174

75

50

141 207117 156 233 251 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1112 (11.495 min): VF062463.D (-1081) (-)
95 174

75

50

141117 156 211 233 251 281

11.40 11.50 11.60 11.70

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  94.90 (94.60 to 95.60): VF062463.D

 11.49

Ion 173.80 (173.50 to 174.50): VF062463.D
Ion 175.80 (175.50 to 176.50): VF062463.D

#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 9.92 min  Scan# 952
Delta R.T.   0.02 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion:117 Resp:  319687
Ion  Ratio  Lower  Upper
117  100
 82   51.9   42.2   63.2 
119   33.6   25.0   37.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 950 (9.900 min): VF062344.D (-944) (-)
117

82

54

38 99 133 159 177 207 281235

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
117

82

54

38 99 207179 233 281133

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 952 (9.918 min): VF062463.D (-920) (-)
117

82

54

38 99 281137 179 208 233

9.80 9.90 10.00 10.10

0

50000

100000

150000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VF062463.D

  9.92

Ion  82.00 (81.70 to 82.70): VF062463.D
Ion 118.90 (118.60 to 119.60): VF062463.D
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#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 12.61 min  Scan# 1225
Delta R.T.   -0.00 min
Lab File:   VF062463.D
Acq: 11 May 2019  16:40    

Tgt Ion:152 Resp:  165771
Ion  Ratio  Lower  Upper
152  100
115   54.1   26.4   79.2 
150  154.7    0.0  335.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1225 (12.611 min): VF062344.D (-1220) (-)
150

115
7852

37 97 132 168 197212 234 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
150

115

7852

99 20736 132 167 233 285191

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1225 (12.609 min): VF062463.D (-1195) (-)
150

115

7852

9936 132 175 195210 285

12.50 12.60 12.70 12.80

0

50000

100000

150000

200000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VF062463.D

 12.61

Ion 114.90 (114.60 to 115.60): VF062463.D
Ion 149.90 (149.60 to 150.60): VF062463.D
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