
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_L\DATA\VL032322\
  Data File : VL038719.D                                          
  Acq On    : 23 Mar 2022  17:12
  Operator  : SY/AP
  Sample    : N2047-02
  Misc      : 400mL/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Mar 24 04:34:17 2022
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_L\METHODS\VL032122AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO-15   Instrument: MSVOA_LMon Mar 21 17:09:26 2022
  QLast Update : Mon Mar 21 17:09:26 2022
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Bromochloromethane           5.65   49   720932    10.00 ppbv    0.00
    33) 1,4-Difluorobenzene          7.16  114  1891161    10.00 ppbv    0.00
    55) Chlorobenzene-d5            12.07  117  1768829    10.00 ppbv    0.00
 
   System Monitoring Compounds                                        
    68) 1-Bromo-4-Fluorobenzene     14.39   95  1278763     9.43 ppbv    0.00  
     Spiked Amount     10.000   Range  65 - 135    Recovery   =   94.30% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane      3.05   85    23736     0.245 ppbv      92
     3) Chlorodifluoromethane        2.99   51    25025     0.329 ppbv #    91
     4) Chloromethane                3.13   50     4240     0.101 ppbv      91
     9) Propene                      3.01   41    50144     1.364 ppbv      96
    11) Trichlorofluoromethane       3.94  101    25641     0.300 ppbv      97
    12) 1,1,2-Trichlorotrifluoroet   4.48  101     3070     0.047 ppbv #     1
    13) Ethanol                      3.60   45   133396    32.897 ppbv      91
    15) Acetone                      3.84   43   907501    14.588 ppbv #    89
    16) 1,3-Butadiene                3.34   39     5551     0.157 ppbv #     6
    17) tert-Butyl alcohol           4.29   59    24607     0.453 ppbv #    86
    19) Isopropyl Alcohol            4.00   45     2619     0.076 ppbv #    91
    20) Methylene Chloride           4.33   84    78490     2.996 ppbv      98
    21) Allyl Chloride               4.35   41     2376     0.053 ppbv #    75
    23) Vinyl Acetate                5.05   43    14503     0.241 ppbv #    66
    25) Ethyl Acetate                5.67   43    45243     0.289 ppbv #    76
    26) Hexane                       5.67   57    57416     0.819 ppbv #    36
    27) Carbon Disulfide             4.54   76     3009     0.044 ppbv #    73
    29) Chloroform                   5.74   83    84563     0.753 ppbv      95
    34) 2-Butanone                   5.23   43   837632    11.191 ppbv      98
    35) Carbon Tetrachloride         7.00  117     5124     0.047 ppbv #    81
    36) Benzene                      6.87   78    24225     0.166 ppbv #    90
    39) 1,2-Dichloropropane          7.16   63   429256     7.523 ppbv #    29
    51) 2-Hexanone                  10.13   43    68745     0.688 ppbv #   100
    52) Tetrachloroethene           11.20  164   845160    15.823 ppbv      96
    53) Toluene                      9.79   91    86749     0.553 ppbv      99
    59) m/p-Xylene                  12.96   91    10699     0.059 ppbv #    19
    65) tert-Butylbenzene           16.97  119   214418     0.924 ppbv #    25
    75) 1,3-Dichlorobenzene         16.96  146    11777     0.092 ppbv #     1
    79) Naphthalene                 22.18  128    14826     0.096 ppbv #    82
    80) Naphthalene,2-methyl-       24.96  142     4410     0.107 ppbv #    58
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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  Sample    : N2047-02
  Misc      : 400mL/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1
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#1
Bromochloromethane
Concen:   10.000 ppbv  
RT: 5.65 min  Scan# 891
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 49 Resp:  720932
Ion  Ratio  Lower  Upper
 49  100
128   55.0   26.2   78.6 
130   69.6   33.7  101.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 893 (5.658 min): VL038648.D (-879) (-)
43

130

51 93
61 70 79

116 142

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
49

130

93
81

41 57 11669

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 891 (5.652 min): VL038719.D (-738) (-)
49

130

93
79

57 11437 69

5.60 5.65 5.70 5.75

0

100000

200000

300000

400000

Time-->

Abundance Ion  49.10 (48.80 to 49.80): VL038719.D

  5.65

Ion 128.00 (127.70 to 128.70): VL038719.D
Ion 130.00 (129.70 to 130.70): VL038719.D

#2
Dichlorodifluoromethane
Concen:    0.245 ppbv  
RT: 3.05 min  Scan# 81
Delta R.T.   -0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 85 Resp:   23736
Ion  Ratio  Lower  Upper
 85  100
 87   28.3   26.0   39.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 81 (3.047 min): VL038648.D (-70) (-)
85

50 101
66 120 243

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
85

44

10160

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 81 (3.047 min): VL038719.D (-1) (-)
85

44

10360

3.00 3.05 3.10

0

5000

10000

15000

Time-->

Abundance Ion  85.00 (84.70 to 85.70): VL038719.D

  3.05

Ion  87.00 (86.70 to 87.70): VL038719.D
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#3
Chlorodifluoromethane
Concen:    0.329 ppbv  
RT: 2.99 min  Scan# 62
Delta R.T.   -0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 51 Resp:   25025
Ion  Ratio  Lower  Upper
 51  100
 67   13.8   14.1   21.1#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 62 (2.986 min): VL038648.D (-46) (-)
51

67

854737 41 70 8863

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance
44

51

674137 8347

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 62 (2.986 min): VL038719.D (-1) (-)
44

51

674137 8347

2.90 3.00 3.10

0

5000

10000

Time-->

Abundance Ion  51.00 (50.70 to 51.70): VL038719.D

  2.99

Ion  67.00 (66.70 to 67.70): VL038719.D

#4
Chloromethane
Concen:    0.101 ppbv  
RT: 3.13 min  Scan# 108
Delta R.T.   -0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 50 Resp:    4240
Ion  Ratio  Lower  Upper
 50  100
 52   36.9   25.5   38.3 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 109 (3.137 min): VL038648.D (-98) (-)
50

47
37 43 53

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance
50

44

40 65
47 858135

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 108 (3.134 min): VL038719.D (-1) (-)
50

44

6541 47 85813538

3.10 3.12 3.14

0

1000

2000

3000

4000

Time-->

Abundance Ion  50.10 (49.80 to 50.80): VL038719.D

  3.13

Ion  52.10 (51.80 to 52.80): VL038719.D
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#9
Propene
Concen:    1.364 ppbv  
RT: 3.01 min  Scan# 70
Delta R.T.   0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 41 Resp:   50144
Ion  Ratio  Lower  Upper
 41  100
 42   66.8   56.2   84.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 69 (3.009 min): VL038648.D (-58) (-)
41

94 12357

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
41

60
85 205

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 70 (3.012 min): VL038719.D (-1) (-)
41

60
85 205

2.95 3.00 3.05

0

5000

10000

15000

20000

25000

30000

Time-->

Abundance Ion  41.10 (40.80 to 41.80): VL038719.D

  3.01

Ion  42.10 (41.80 to 42.80): VL038719.D

#11
Trichlorofluoromethane
Concen:    0.300 ppbv  
RT: 3.94 min  Scan# 360
Delta R.T.   -0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:101 Resp:   25641
Ion  Ratio  Lower  Upper
101  100
103   62.2   51.9   77.9 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 361 (3.948 min): VL038648.D (-348) (-)
101

45
66

82 1175436

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
101

43

58

8268 117 171

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 360 (3.944 min): VL038719.D (-206) (-)
101

43

58

8268 117 171

3.90 3.95 4.00

0

5000

10000

15000

Time-->

Abundance Ion 101.00 (100.70 to 101.70): VL038719.D

  3.94

Ion 103.00 (102.70 to 103.70): VL038719.D
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#12
1,1,2-Trichlorotrifluoroethane
Concen:    0.047 ppbv  
RT: 4.48 min  Scan# 526
Delta R.T.   -0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:101 Resp:    3070
Ion  Ratio  Lower  Upper
101  100
151  165.4   62.9   94.3#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 527 (4.481 min): VL038648.D (-511) (-)
101

151

85

66
47 116

132 16937

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
101

151

44

85

66
11655 132

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 526 (4.478 min): VL038719.D (-372) (-)
101 151

85

49

66
11638 132

4.48 4.50

0

1000

2000

3000

4000

Time-->

Abundance Ion 101.00 (100.70 to 101.70): VL038719.D

  4.48

Ion 151.00 (150.70 to 151.70): VL038719.D

#13
Ethanol
Concen:   32.897 ppbv  
RT: 3.60 min  Scan# 252
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 45 Resp:  133396
Ion  Ratio  Lower  Upper
 45  100
 46   43.3   15.1   60.5 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90
0

50

m/z-->

Abundance Scan 254 (3.604 min): VL038648.D (-243) (-)
45

42
39 53 80 85

30 35 40 45 50 55 60 65 70 75 80 85 90
0

50

m/z-->

Abundance
45

42
39 5336 80

30 35 40 45 50 55 60 65 70 75 80 85 90
0

50

m/z-->

Abundance Scan 252 (3.597 min): VL038719.D (-99) (-)
45

42
36 53 80

3.55 3.60 3.65

0

10000

20000

30000

40000

50000

60000

Time-->

Abundance Ion  45.10 (44.80 to 45.80): VL038719.D

  3.60

Ion  46.10 (45.80 to 46.80): VL038719.D
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#15
Acetone
Concen:   14.588 ppbv  
RT: 3.84 min  Scan# 327
Delta R.T.   -0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 43 Resp:  907501
Ion  Ratio  Lower  Upper
 43  100
 58   35.2   23.3   34.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 328 (3.841 min): VL038648.D (-317) (-)
43

58

80

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

58

80 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 327 (3.838 min): VL038719.D (-173) (-)
43

58

80 281

3.80 3.90

0

100000

200000

300000

400000

500000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL038719.D

  3.84

Ion  58.10 (57.80 to 58.80): VL038719.D

#16
1,3-Butadiene
Concen:    0.157 ppbv  
RT: 3.34 min  Scan# 171
Delta R.T.   0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 39 Resp:    5551
Ion  Ratio  Lower  Upper
 39  100
 54    0.0   69.1  103.7#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 167 (3.324 min): VL038648.D (-151) (-)
39 54

70 77 128

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
41

56

49 85

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 171 (3.337 min): VL038719.D (-12) (-)
41

56

49 85

3.33 3.34 3.34 3.35

0

5000

10000

15000

Time-->

Abundance Ion  39.10 (38.80 to 39.80): VL038719.D

  3.34

Ion  54.10 (53.80 to 54.80): VL038719.D

VL038719.D  VL032122AIR.M      Thu Mar 24 04:35:42 2022      Page 7

Instrument :
MSVOA_L
ClientSampleId :
C0PA0



#17
tert-Butyl alcohol
Concen:    0.453 ppbv  
RT: 4.29 min  Scan# 468
Delta R.T.   0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 59 Resp:   24607
Ion  Ratio  Lower  Upper
 59  100
 57   15.5    8.2   12.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 464 (4.279 min): VL038648.D (-452) (-)
59

96

41

11049 8170 142

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
59

43

51 7036 82

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 468 (4.292 min): VL038719.D (-309) (-)
59

43

51 70

4.25 4.30

0

5000

10000

15000

Time-->

Abundance Ion  59.10 (58.80 to 59.80): VL038719.D

  4.29

Ion  57.10 (56.80 to 57.80): VL038719.D

#19
Isopropyl Alcohol
Concen:    0.076 ppbv  
RT: 4.00 min  Scan# 377
Delta R.T.   0.04 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 45 Resp:    2619
Ion  Ratio  Lower  Upper
 45  100
 58    0.0    2.3    3.5#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 364 (3.957 min): VL038648.D (-350) (-)
101

45

66
37 82 1175951 108 12372

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
42

55

70

81 1016136 49

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 377 (3.999 min): VL038719.D (-209) (-)
42

55

70

81 1016149

3.99 4.00 4.00 4.00 4.01

0

2000

4000

6000

8000

Time-->

Abundance Ion  45.10 (44.80 to 45.80): VL038719.D

  4.00

Ion  58.10 (57.80 to 58.80): VL038719.D
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#20
Methylene Chloride
Concen:    2.996 ppbv  
RT: 4.33 min  Scan# 481
Delta R.T.   -0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 84 Resp:   78490
Ion  Ratio  Lower  Upper
 84  100
 49  135.2  111.2  166.8 
 51   42.2   32.8   49.2 
 86   65.0   51.4   77.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 482 (4.337 min): VL038648.D (-470) (-)
49

84

37 10958 70

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
49

84

41 59 70

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 481 (4.333 min): VL038719.D (-327) (-)
49

84

39 70

4.30 4.35
0

20000

40000

60000

80000

Time-->

Abundance Ion  84.00 (83.70 to 84.70): VL038719.D

  4.33

Ion  49.10 (48.80 to 49.80): VL038719.D
Ion  51.10 (50.80 to 51.80): VL038719.D
Ion  86.00 (85.70 to 86.70): VL038719.D

#21
Allyl Chloride
Concen:    0.053 ppbv  
RT: 4.35 min  Scan# 485
Delta R.T.   -0.06 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 41 Resp:    2376
Ion  Ratio  Lower  Upper
 41  100
 76    0.0   25.0   37.6#
 39   80.0   56.6   85.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 503 (4.404 min): VL038648.D (-493) (-)
41

76

6350 95 128

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
49

84

41 59 70

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 485 (4.346 min): VL038719.D (-348) (-)
49

84

37 59 70

4.34 4.36

0

1000

2000

3000

Time-->

Abundance Ion  41.10 (40.80 to 41.80): VL038719.D

  4.35

Ion  76.10 (75.80 to 76.80): VL038719.D
Ion  39.10 (38.80 to 39.80): VL038719.D
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#23
Vinyl Acetate
Concen:    0.241 ppbv  
RT: 5.05 min  Scan# 704
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 43 Resp:   14503
Ion  Ratio  Lower  Upper
 43  100
 86   13.7    5.6    8.4#
 42   29.7    6.8   10.2#
 44    1.6    4.2    6.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 708 (5.063 min): VL038648.D (-700) (-)
43

86
7969 127

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
43

55
75

86
67

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 704 (5.050 min): VL038719.D (-553) (-)
43

55
75

86
67

5.02 5.04 5.06
0

5000

10000

15000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL038719.D

  5.05

Ion  86.10 (85.80 to 86.80): VL038719.D
Ion  42.10 (41.80 to 42.80): VL038719.D
Ion  44.10 (43.80 to 44.80): VL038719.D

#25
Ethyl Acetate
Concen:    0.289 ppbv  
RT: 5.67 min  Scan# 898
Delta R.T.   0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 43 Resp:   45243
Ion  Ratio  Lower  Upper
 43  100
 45    0.0    8.2   12.4#
 61    0.9    8.3   12.5#
 70    1.0    5.6    8.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 896 (5.668 min): VL038648.D (-883) (-)
43

57 130

9370 8150 11436

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
49

130

57 9341
81

69 114

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 898 (5.674 min): VL038719.D (-741) (-)
49

130

9357
41 81

69 114

5.60 5.65 5.70 5.75
0

10000

20000

30000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL038719.D

  5.67

Ion  45.10 (44.80 to 45.80): VL038719.D
Ion  61.10 (60.80 to 61.80): VL038719.D
Ion  70.10 (69.80 to 70.80): VL038719.D
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#26
Hexane
Concen:    0.819 ppbv  
RT: 5.67 min  Scan# 897
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 57 Resp:   57416
Ion  Ratio  Lower  Upper
 57  100
 41  107.6   67.0  100.4#
 43   82.4  184.2  276.2#
 56   61.5   42.6   64.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 899 (5.677 min): VL038648.D (-885) (-)
43

57

130
86 9370 7950 11936

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
49

130

935741 79
86 11464 71

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 897 (5.671 min): VL038719.D (-744) (-)
49

130

93
5741 79

86 11467

5.60 5.65 5.70 5.75
0

10000

20000

30000

40000

50000

Time-->

Abundance Ion  57.10 (56.80 to 57.80): VL038719.D

  5.67

Ion  41.10 (40.80 to 41.80): VL038719.D
Ion  43.10 (42.80 to 43.80): VL038719.D
Ion  56.10 (55.80 to 56.80): VL038719.D

#27
Carbon Disulfide
Concen:    0.044 ppbv  
RT: 4.54 min  Scan# 545
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 76 Resp:    3009
Ion  Ratio  Lower  Upper
 76  100
 44   26.7   12.4   18.6#
 78    0.0    7.8   11.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 547 (4.546 min): VL038648.D (-533) (-)
76

44
64 12853

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
44 76

86 1016136 51

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 545 (4.539 min): VL038719.D (-392) (-)
76

41 86 10149 61

4.50 4.52 4.54 4.56

0

1000

2000

3000

4000

Time-->

Abundance Ion  76.00 (75.70 to 76.70): VL038719.D

  4.54

Ion  44.10 (43.80 to 44.80): VL038719.D
Ion  78.00 (77.70 to 78.70): VL038719.D
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#29
Chloroform
Concen:    0.753 ppbv  
RT: 5.74 min  Scan# 917
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 83 Resp:   84563
Ion  Ratio  Lower  Upper
 83  100
 85   61.0   51.7   77.5 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 920 (5.745 min): VL038648.D (-904) (-)
83

47

37 11772 97 124

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
83

49
130

935741 11869

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 917 (5.735 min): VL038719.D (-765) (-)
83

49
130

93
1186736

5.70 5.75 5.80

0

10000

20000

30000

40000

50000

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VL038719.D

  5.74

Ion  85.00 (84.70 to 85.70): VL038719.D

#33
1,4-Difluorobenzene
Concen:   10.000 ppbv  
RT: 7.16 min  Scan# 1360
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:114 Resp: 1891161
Ion  Ratio  Lower  Upper
114  100
 63   23.2   19.4   29.0 
 88   17.3   13.9   20.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1362 (7.166 min): VL038648.D (-1345) (-)
114

63
88

50 75 9537 107 130

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
114

63 88
50 75 9537 131

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1360 (7.160 min): VL038719.D (-1207) (-)
114

63 88
50 75 9537 131

7.10 7.20 7.30

0

200000

400000

600000

800000

1000000

1200000

Time-->

Abundance Ion 114.10 (113.80 to 114.80): VL038719.D

  7.16

Ion  63.10 (62.80 to 63.80): VL038719.D
Ion  88.10 (87.80 to 88.80): VL038719.D
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#34
2-Butanone
Concen:   11.191 ppbv  
RT: 5.23 min  Scan# 760
Delta R.T.   -0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 43 Resp:  837632
Ion  Ratio  Lower  Upper
 43  100
 72   23.1   17.8   26.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 761 (5.234 min): VL038648.D (-750) (-)
43

72

57
96

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
43

72

57
258

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 760 (5.230 min): VL038719.D (-606) (-)
43

72

57
258

5.15 5.20 5.25 5.30 5.35

0

100000

200000

300000

400000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL038719.D

  5.23

Ion  72.10 (71.80 to 72.80): VL038719.D

#35
Carbon Tetrachloride
Concen:    0.047 ppbv  
RT: 7.00 min  Scan# 1311
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:117 Resp:    5124
Ion  Ratio  Lower  Upper
117  100
119   78.5   78.1  117.1 
121   22.2   25.8   38.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1313 (7.009 min): VL038648.D (-1296) (-)
117

8247

37 58 70 124100

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
117

8247
5640 70

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1311 (7.002 min): VL038719.D (-1158) (-)
117

47 82
5637 70

6.98 7.00 7.02 7.04

0

1000

2000

3000

4000

5000

6000

Time-->

Abundance Ion 117.00 (116.70 to 117.70): VL038719.D

  7.00

Ion 119.00 (118.70 to 119.70): VL038719.D
Ion 121.00 (120.70 to 121.70): VL038719.D
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#36
Benzene
Concen:    0.166 ppbv  
RT: 6.87 min  Scan# 1270
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 78 Resp:   24225
Ion  Ratio  Lower  Upper
 78  100
 77   18.1   18.1   27.1#
 50   12.0   13.6   20.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1274 (6.883 min): VL038648.D (-1256) (-)
78

51

93 110 12836

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
78

51

129 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1270 (6.870 min): VL038719.D (-1119) (-)
78

51

281129

6.80 6.85 6.90

0

5000

10000

15000

Time-->

Abundance Ion  78.10 (77.80 to 78.80): VL038719.D

  6.87

Ion  77.10 (76.80 to 77.80): VL038719.D
Ion  50.10 (49.80 to 50.80): VL038719.D

#39
1,2-Dichloropropane
Concen:    7.523 ppbv  
RT: 7.16 min  Scan# 1360
Delta R.T.   -0.44 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 63 Resp:  429256
Ion  Ratio  Lower  Upper
 63  100
 41    0.8   49.0   73.6#
 62   15.7   53.9   80.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1497 (7.600 min): VL038648.D (-1481) (-)
63

41

76

97 112 234

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
114

63 88
50 7537 131100

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1360 (7.160 min): VL038719.D (-1342) (-)
114

63 88
50 7537 131100

7.10 7.15 7.20 7.25

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion  63.10 (62.80 to 63.80): VL038719.D

  7.16

Ion  41.10 (40.80 to 41.80): VL038719.D
Ion  62.10 (61.80 to 62.80): VL038719.D
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#51
2-Hexanone
Concen:    0.688 ppbv  
RT: 10.13 min  Scan# 2284
Delta R.T.   0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 43 Resp:   68745
Ion  Ratio  Lower  Upper
 43  100
 58   51.5   41.2   61.8 
 98    1.6    0.2    0.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 2281 (10.121 min): VL038648.D (-2264) (-)
43

58

100857150 7836 92 110 129

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
43

58

8571 1005036

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 2284 (10.131 min): VL038719.D (-2126) (-)
43

58

85 100715036

10.05 10.10 10.15 10.20

0

10000

20000

30000

40000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL038719.D

 10.13

Ion  58.10 (57.80 to 58.80): VL038719.D
Ion  98.20 (97.90 to 98.90): VL038719.D

#52
Tetrachloroethene
Concen:   15.823 ppbv  
RT: 11.20 min  Scan# 2618
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:164 Resp:  845160
Ion  Ratio  Lower  Upper
164  100
166  122.1  103.3  154.9 
129  101.6   85.2  127.8 
131   97.1   78.3  117.5 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2620 (11.211 min): VL038648.D (-2603) (-)
166

129

94

47
59

82
37 11770

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
166129

94

47
59

82
37 11770 142

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2618 (11.204 min): VL038719.D (-2465) (-)
166129

94

47
59

82
37 11770 142

11.10 11.20 11.30
0

200000

400000

600000

Time-->

Abundance Ion 163.90 (163.60 to 164.60): VL038719.D

 11.20

Ion 165.90 (165.60 to 166.60): VL038719.D
Ion 129.00 (128.70 to 129.70): VL038719.D
Ion 131.00 (130.70 to 131.70): VL038719.D
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#53
Toluene
Concen:    0.553 ppbv  
RT: 9.79 min  Scan# 2177
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 91 Resp:   86749
Ion  Ratio  Lower  Upper
 91  100
 92   60.3   48.7   73.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 2180 (9.796 min): VL038648.D (-2162) (-)
91

39 65
51

77 84 10599 128

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
91

39 65
51

8474 106

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 2177 (9.787 min): VL038719.D (-2025) (-)
91

39 65
51

8474 106

9.70 9.75 9.80 9.85

0

10000

20000

30000

40000

Time-->

Abundance Ion  91.10 (90.80 to 91.80): VL038719.D

  9.79

Ion  92.10 (91.80 to 92.80): VL038719.D

#55
Chlorobenzene-d5
Concen:   10.000 ppbv  
RT: 12.07 min  Scan# 2886
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:117 Resp: 1768829
Ion  Ratio  Lower  Upper
117  100
 82   64.6   51.6   77.4 
119   33.8   26.9   40.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 2889 (12.076 min): VL038648.D (-2873) (-)
117

82

54

40 13166 95 207 231

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
117

82

54

40 9966 163 207

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 2886 (12.066 min): VL038719.D (-2734) (-)
117

82

54

40 9966 207

12.00 12.10 12.20

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion 117.10 (116.80 to 117.80): VL038719.D

 12.07

Ion  82.10 (81.80 to 82.80): VL038719.D
Ion 119.10 (118.80 to 119.80): VL038719.D
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#59
m/p-Xylene
Concen:    0.059 ppbv  
RT: 12.96 min  Scan# 3164
Delta R.T.   -0.03 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 91 Resp:   10699
Ion  Ratio  Lower  Upper
 91  100
106  100.5   37.2   55.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 3172 (12.986 min): VL038648.D (-3147) (-)
91

106

7751
17337 130 252

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
91

106

7741
57 165129

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 3164 (12.960 min): VL038719.D (-3017) (-)
91

106

7741 57 165129

12.95 13.00

0

2000

4000

6000

8000

Time-->

Abundance Ion  91.10 (90.80 to 91.80): VL038719.D

 12.96

Ion 106.10 (105.80 to 106.80): VL038719.D

#65
tert-Butylbenzene
Concen:    0.924 ppbv  
RT: 16.97 min  Scan# 4410
Delta R.T.   0.23 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:119 Resp:  214418
Ion  Ratio  Lower  Upper
119  100
 91    3.4   61.2   91.8#
134    2.5   16.3   24.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 4337 (16.732 min): VL038648.D (-4316) (-)
119

91

41
65

135

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
281

19373 133 265249
17745 103 161 209224 297

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 4410 (16.966 min): VL038719.D (-4182) (-)
281

19373 133 265249
17710345 161 209224 297

16.90 16.95 17.00 17.05

0

20000

40000

60000

80000

Time-->

Abundance Ion 119.20 (118.90 to 119.90): VL038719.D

 16.97

Ion  91.10 (90.80 to 91.80): VL038719.D
Ion 134.20 (133.90 to 134.90): VL038719.D
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#68
1-Bromo-4-Fluorobenzene
Concen:    9.429 ppbv  
RT: 14.39 min  Scan# 3610
Delta R.T.   -0.01 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion: 95 Resp: 1278763
Ion  Ratio  Lower  Upper
 95  100
174   72.7   56.1   84.1 
175    5.2    4.2    6.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 3613 (14.404 min): VL038648.D (-3592) (-)
95

174

75

50

37 62 141112 124 15086 161

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
95

174

75

50

6237 143112 123 152 16385

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 3610 (14.394 min): VL038719.D (-3458) (-)
95

174

75

50

6237 143113 126 15385 163104

14.30 14.40 14.50

0

200000

400000

600000

Time-->

Abundance Ion  95.10 (94.80 to 95.80): VL038719.D

 14.39

Ion 174.00 (173.70 to 174.70): VL038719.D
Ion 175.00 (174.70 to 175.70): VL038719.D

#75
1,3-Dichlorobenzene
Concen:    0.092 ppbv  
RT: 16.96 min  Scan# 4408
Delta R.T.   -0.02 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:146 Resp:   11777
Ion  Ratio  Lower  Upper
146  100
111  659.2   22.2   66.6#
148    0.0   32.5   97.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 4415 (16.982 min): VL038648.D (-4395) (-)
146

1119175
50

128 281163179195 221 249265

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
281

19373 133 265249
17710345 209149 225 297

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 4408 (16.960 min): VL038719.D (-4260) (-)
281

19373 133 265249
17710345 161 209226 297

16.90 16.95

0

5000

10000

15000

20000

25000

30000

Time-->

Abundance Ion 146.00 (145.70 to 146.70): VL038719.D

 16.96

Ion 111.10 (110.80 to 111.80): VL038719.D
Ion 148.00 (147.70 to 148.70): VL038719.D
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#79
Naphthalene
Concen:    0.096 ppbv  
RT: 22.18 min  Scan# 6030
Delta R.T.   -0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:128 Resp:   14826
Ion  Ratio  Lower  Upper
128  100
127    6.6   10.2   15.4#
129    3.9    9.2   13.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 6031 (22.178 min): VL038648.D (-6007) (-)
128

10251 74 147 18436

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
128

73
43 57

95
267166110 151 251190

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 6030 (22.175 min): VL038719.D (-5876) (-)
128

956951 166 190 251150110

22.15 22.20

0

2000

4000

6000

8000

Time-->

Abundance Ion 128.10 (127.80 to 128.80): VL038719.D

 22.18

Ion 127.10 (126.80 to 127.80): VL038719.D
Ion 129.10 (128.80 to 129.80): VL038719.D

#80
Naphthalene,2-methyl-
Concen:    0.107 ppbv  
RT: 24.96 min  Scan# 6896
Delta R.T.   0.00 min
Lab File:   VL038719.D
Acq: 23 Mar 2022  17:12    

Tgt Ion:142 Resp:    4410
Ion  Ratio  Lower  Upper
142  100
141  117.0   66.4   99.6#
115   65.2   27.8   41.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 6896 (24.960 min): VL038648.D (-6875) (-)
142

115

63 8939 180

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
281

41 57 13373 193 24995 265115 163 208

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 6896 (24.960 min): VL038719.D (-6740) (-)
281

133 19373 24955 26591 109 17739 208161

24.90 25.00

0

500

1000

1500

2000

2500

Time-->

Abundance Ion 142.00 (141.70 to 142.70): VL038719.D

 24.96

Ion 141.00 (140.70 to 141.70): VL038719.D
Ion 115.00 (114.70 to 115.70): VL038719.D
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