
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_L\DATA\VL032322\
  Data File : VL038727.D                                          
  Acq On    : 23 Mar 2022  22:29
  Operator  : SY/AP
  Sample    : N2047-04DL 5X
  Misc      : 400mL/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Mar 24 04:35:51 2022
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_L\METHODS\VL032122AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO-15   Instrument: MSVOA_LMon Mar 21 17:09:26 2022
  QLast Update : Mon Mar 21 17:09:26 2022
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Bromochloromethane           5.66   49   885504    10.00 ppbv    0.00
    33) 1,4-Difluorobenzene          7.16  114  2303987    10.00 ppbv    0.00
    55) Chlorobenzene-d5            12.07  117  1955220    10.00 ppbv    0.00
 
   System Monitoring Compounds                                        
    68) 1-Bromo-4-Fluorobenzene     14.40   95  1424993     9.51 ppbv    0.00  
     Spiked Amount     10.000   Range  65 - 135    Recovery   =   95.10% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane      3.05   85     9229     0.078 ppbv      94
     3) Chlorodifluoromethane        2.98   51     5256     0.056 ppbv      99
     9) Propene                      3.01   41     2467     0.055 ppbv #    15
    11) Trichlorofluoromethane       3.94  101     3799     0.036 ppbv      98
    13) Ethanol                      3.61   45     6295     1.264 ppbv #     1
    15) Acetone                      3.86   43    35170     0.460 ppbv #    78
    20) Methylene Chloride           4.34   84     8726     0.271 ppbv      96
    26) Hexane                       5.67   57     3834     0.045 ppbv #    47
    39) 1,2-Dichloropropane          7.16   63   532390     7.659 ppbv #    29
    52) Tetrachloroethene           11.21  164   104523     1.606 ppbv      95
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

VL032122AIR.M Thu Mar 24 04:37:12 2022                                                Page: 1

Instrument :
MSVOA_L
ClientSampleId :
C0PA2DL

Instrument :
MSVOA_L
ClientSampleId :
C0PA2DL



                              Quantitation Report    (Not Reviewed)

  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_L\DATA\VL032322\
  Data File : VL038727.D                                          
  Acq On    : 23 Mar 2022  22:29
  Operator  : SY/AP
  Sample    : N2047-04DL 5X
  Misc      : 400mL/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Mar 24 04:35:51 2022
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_L\METHODS\VL032122AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO-15   Instrument: MSVOA_LMon Mar 21 17:09:26 2022
  QLast Update : Mon Mar 21 17:09:26 2022
  Response via : Initial Calibration

4.00 6.00 8.00 10.00 12.00 14.00 16.00 18.00 20.00 22.00 24.00 26.00
0

200000

400000

600000

800000

1000000

1200000

1400000

1600000

1800000

2000000

2200000

2400000

2600000

2800000

3000000

Time-->

Abundance TIC: VL038727.D

1-
B

ro
m

o-
4-

F
lu

or
ob

en
ze

ne
,S

C
hl

or
ob

en
ze

ne
-d

5,
I

T
et

ra
ch

lo
ro

et
he

ne
,T

1,
4-

D
ifl

uo
ro

be
nz

en
e,

I
1,

2-
D

ic
hl

or
op

ro
pa

ne
,T

H
ex

an
e,

T
B

ro
m

oc
hl

or
om

et
ha

ne
,I

M
et

hy
le

ne
 C

hl
or

id
e,

T
T

ric
hl

or
of

lu
or

om
et

ha
ne

,T
A

ce
to

ne
,T

E
th

an
ol

P
ro

pe
ne

,T
C

hl
or

od
ifl

uo
ro

m
et

ha
ne

D
ic

hl
or

od
ifl

uo
ro

m
et

ha
ne

,T

VL032122AIR.M Thu Mar 24 04:37:13 2022                                                Page: 2

Instrument :
MSVOA_L
ClientSampleId :
C0PA2DL



#1
Bromochloromethane
Concen:   10.000 ppbv  
RT: 5.66 min  Scan# 893
Delta R.T.   -0.00 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 49 Resp:  885504
Ion  Ratio  Lower  Upper
 49  100
128   54.3   26.2   78.6 
130   70.3   33.7  101.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 893 (5.658 min): VL038648.D (-879) (-)
43

130

51 93
61 70 79

86 11636 142

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
49

130

93
79

37 11464 8656 71

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 893 (5.658 min): VL038727.D (-738) (-)
49

130

93
79

37 11663 70 86

5.60 5.70 5.80

0

100000

200000

300000

400000

500000

Time-->

Abundance Ion  49.10 (48.80 to 49.80): VL038727.D

  5.66

Ion 128.00 (127.70 to 128.70): VL038727.D
Ion 130.00 (129.70 to 130.70): VL038727.D

#2
Dichlorodifluoromethane
Concen:    0.078 ppbv  
RT: 3.05 min  Scan# 81
Delta R.T.   -0.00 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 85 Resp:    9229
Ion  Ratio  Lower  Upper
 85  100
 87   29.0   26.0   39.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 81 (3.047 min): VL038648.D (-70) (-)
85

50 101
66 120 243

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
85

44

10266

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 81 (3.047 min): VL038727.D (-1) (-)
85

44

10266

3.00 3.02 3.04 3.06 3.08

0

2000

4000
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Time-->

Abundance Ion  85.00 (84.70 to 85.70): VL038727.D

  3.05

Ion  87.00 (86.70 to 87.70): VL038727.D
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#3
Chlorodifluoromethane
Concen:    0.056 ppbv  
RT: 2.98 min  Scan# 61
Delta R.T.   -0.00 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 51 Resp:    5256
Ion  Ratio  Lower  Upper
 51  100
 67   18.1   14.1   21.1 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 62 (2.986 min): VL038648.D (-46) (-)
51

67

854737 41 70 8863

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance
44

51
40 67

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 61 (2.983 min): VL038727.D (-1) (-)
44

51

67

2.95 3.00 3.05
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500

1000

1500
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Time-->

Abundance Ion  51.00 (50.70 to 51.70): VL038727.D

  2.98

Ion  67.00 (66.70 to 67.70): VL038727.D

#9
Propene
Concen:    0.055 ppbv  
RT: 3.01 min  Scan# 70
Delta R.T.   0.00 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 41 Resp:    2467
Ion  Ratio  Lower  Upper
 41  100
 42    0.0   56.2   84.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 69 (3.009 min): VL038648.D (-58) (-)
41

94 12348 8557 66

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
44

38
51 60

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 70 (3.012 min): VL038727.D (-1) (-)
44

38
51 60

2.98 2.99 3.00 3.01 3.02

0

1000

2000

3000

Time-->

Abundance Ion  41.10 (40.80 to 41.80): VL038727.D

  3.01

Ion  42.10 (41.80 to 42.80): VL038727.D
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#11
Trichlorofluoromethane
Concen:    0.036 ppbv  
RT: 3.94 min  Scan# 360
Delta R.T.   -0.00 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion:101 Resp:    3799
Ion  Ratio  Lower  Upper
101  100
103   63.0   51.9   77.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 361 (3.948 min): VL038648.D (-348) (-)
101

45
66

8237 1175951 10872

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
101

43

6658
35 84

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 360 (3.944 min): VL038727.D (-206) (-)
101

43

6658
35 84

3.92 3.94 3.96

0

500

1000

1500

2000

2500

3000

Time-->

Abundance Ion 101.00 (100.70 to 101.70): VL038727.D

  3.94

Ion 103.00 (102.70 to 103.70): VL038727.D

#13
Ethanol
Concen:    1.264 ppbv  
RT: 3.61 min  Scan# 256
Delta R.T.   0.01 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 45 Resp:    6295
Ion  Ratio  Lower  Upper
 45  100
 46  113.2   15.1   60.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 254 (3.604 min): VL038648.D (-243) (-)
45

80

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
45

82 213

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 256 (3.610 min): VL038727.D (-99) (-)
45

82 213

3.58 3.60 3.62

0

2000

4000

6000

8000

Time-->

Abundance Ion  45.10 (44.80 to 45.80): VL038727.D

  3.61

Ion  46.10 (45.80 to 46.80): VL038727.D
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#15
Acetone
Concen:    0.460 ppbv  
RT: 3.86 min  Scan# 335
Delta R.T.   0.02 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 43 Resp:   35170
Ion  Ratio  Lower  Upper
 43  100
 58   41.1   23.3   34.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 328 (3.841 min): VL038648.D (-317) (-)
43

58

80

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
43

58

81 94 242

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 335 (3.864 min): VL038727.D (-173) (-)
43

58

94 24281

3.85 3.90

0

5000

10000

15000

20000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL038727.D

  3.86

Ion  58.10 (57.80 to 58.80): VL038727.D

#20
Methylene Chloride
Concen:    0.271 ppbv  
RT: 4.34 min  Scan# 482
Delta R.T.   -0.00 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 84 Resp:    8726
Ion  Ratio  Lower  Upper
 84  100
 49  140.1  111.2  166.8 
 51   40.9   32.8   49.2 
 86   52.9   51.4   77.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 482 (4.337 min): VL038648.D (-470) (-)
49

84

37 54 10970

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
49

84

5941

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 482 (4.337 min): VL038727.D (-327) (-)
49

84

5941

4.30 4.35 4.40
0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  84.00 (83.70 to 84.70): VL038727.D

  4.34

Ion  49.10 (48.80 to 49.80): VL038727.D
Ion  51.10 (50.80 to 51.80): VL038727.D
Ion  86.00 (85.70 to 86.70): VL038727.D
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#26
Hexane
Concen:    0.045 ppbv  
RT: 5.67 min  Scan# 897
Delta R.T.   -0.01 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 57 Resp:    3834
Ion  Ratio  Lower  Upper
 57  100
 41  128.3   67.0  100.4#
 43  136.9  184.2  276.2#
 56   84.5   42.6   64.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 899 (5.677 min): VL038648.D (-885) (-)
43

130
8661

114

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
49

130

93

11464 280

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 897 (5.671 min): VL038727.D (-744) (-)
49

130

93

11464 280

5.64 5.66 5.68 5.70
0

1000

2000

3000

4000

Time-->

Abundance Ion  57.10 (56.80 to 57.80): VL038727.D

  5.67

Ion  41.10 (40.80 to 41.80): VL038727.D
Ion  43.10 (42.80 to 43.80): VL038727.D
Ion  56.10 (55.80 to 56.80): VL038727.D

#33
1,4-Difluorobenzene
Concen:   10.000 ppbv  
RT: 7.16 min  Scan# 1361
Delta R.T.   -0.00 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion:114 Resp: 2303987
Ion  Ratio  Lower  Upper
114  100
 63   23.5   19.4   29.0 
 88   17.1   13.9   20.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1362 (7.166 min): VL038648.D (-1345) (-)
114

63
88

50 75 9537 107 130

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
114

63 88
50 7537 95

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1361 (7.163 min): VL038727.D (-1207) (-)
114

63 88
50 7537 95

7.10 7.20 7.30

0

500000

1000000

Time-->

Abundance Ion 114.10 (113.80 to 114.80): VL038727.D

  7.16

Ion  63.10 (62.80 to 63.80): VL038727.D
Ion  88.10 (87.80 to 88.80): VL038727.D
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#39
1,2-Dichloropropane
Concen:    7.659 ppbv  
RT: 7.16 min  Scan# 1360
Delta R.T.   -0.44 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 63 Resp:  532390
Ion  Ratio  Lower  Upper
 63  100
 41    0.0   49.0   73.6#
 62   17.0   53.9   80.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1497 (7.600 min): VL038648.D (-1481) (-)
63

41

76

97 112 234

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
114

63
88

50 7537 203129

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1360 (7.160 min): VL038727.D (-1342) (-)
114

63
88

50 7537 203129

7.10 7.20 7.30

0

100000

200000

300000

Time-->

Abundance Ion  63.10 (62.80 to 63.80): VL038727.D

  7.16

Ion  41.10 (40.80 to 41.80): VL038727.D
Ion  62.10 (61.80 to 62.80): VL038727.D

#52
Tetrachloroethene
Concen:    1.606 ppbv  
RT: 11.21 min  Scan# 2619
Delta R.T.   -0.00 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion:164 Resp:  104523
Ion  Ratio  Lower  Upper
164  100
166  120.7  103.3  154.9 
129  102.8   85.2  127.8 
131  102.3   78.3  117.5 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2620 (11.211 min): VL038648.D (-2603) (-)
166

129

94

47
59

82
37 11770

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
166129

94

47
59

82
37 11770

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 2619 (11.208 min): VL038727.D (-2465) (-)
166129

94

47
59

82
37 11770

11.15 11.20 11.25
0

20000

40000

60000

80000

Time-->

Abundance Ion 163.90 (163.60 to 164.60): VL038727.D

 11.21

Ion 165.90 (165.60 to 166.60): VL038727.D
Ion 129.00 (128.70 to 129.70): VL038727.D
Ion 131.00 (130.70 to 131.70): VL038727.D
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#55
Chlorobenzene-d5
Concen:   10.000 ppbv  
RT: 12.07 min  Scan# 2887
Delta R.T.   -0.01 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion:117 Resp: 1955220
Ion  Ratio  Lower  Upper
117  100
 82   65.6   51.6   77.4 
119   33.6   26.9   40.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 2889 (12.076 min): VL038648.D (-2873) (-)
117

82

54

40 13166 95 207 231

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
117

82

54

40 9966 207

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 2887 (12.069 min): VL038727.D (-2734) (-)
117

82

54

40 9966 207

12.00 12.10 12.20

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion 117.10 (116.80 to 117.80): VL038727.D

 12.07

Ion  82.10 (81.80 to 82.80): VL038727.D
Ion 119.10 (118.80 to 119.80): VL038727.D

#68
1-Bromo-4-Fluorobenzene
Concen:    9.506 ppbv  
RT: 14.40 min  Scan# 3611
Delta R.T.   -0.01 min
Lab File:   VL038727.D
Acq: 23 Mar 2022  22:29    

Tgt Ion: 95 Resp: 1424993
Ion  Ratio  Lower  Upper
 95  100
174   71.3   56.1   84.1 
175    5.0    4.2    6.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 3613 (14.404 min): VL038648.D (-3592) (-)
95

174

75

50

37 62 141112 124 15086 161

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
95

174

75

50

6137 117 143129 15386 106

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 3611 (14.397 min): VL038727.D (-3458) (-)
95

174

75

50

6137 143119 129 15386 106

14.30 14.40 14.50

0

200000

400000

600000

Time-->

Abundance Ion  95.10 (94.80 to 95.80): VL038727.D

 14.40

Ion 174.00 (173.70 to 174.70): VL038727.D
Ion 175.00 (174.70 to 175.70): VL038727.D
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