
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_L\Data\VL020924\
  Data File : VL041060.D                                          
  Acq On    :  9 Feb 2024  16:25
  Operator  : SY/MD
  Sample    : P1420‐06
  Misc      : 400mL/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Feb 12 00:48:14 2024
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_L\methods\VL012324AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO‐15   Instrument: MSVOA_LFri Aug 26 06:05:16 2022
  QLast Update : Mon Feb 12 00:40:04 2024
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Bromochloromethane          5.185   49  1083743    10.000 ppbv     0.00
    33) 1,4‐Difluorobenzene         6.648  114  2992380    10.000 ppbv     0.00
    55) Chlorobenzene‐d5           11.462  117  2705955    10.000 ppbv     0.00
 
   System Monitoring Compounds                                        
    68) 1‐Bromo‐4‐Fluorobenzene    13.770   95  2010862     9.839 ppbv    0.00  
     Spiked Amount     10.000   Range  65 ‐ 135    Recovery   =   98.400% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane     2.726   85   113289     0.473 ppbv      97
     3) Chlorodifluoromethane       2.671   51    75076     0.412 ppbv #    87
     4) Chloromethane               2.809   50    44756     0.655 ppbv      99
     7) Chloroethane                3.192   64      672     0.028 ppbv #    27
     9) Propene                     2.700   41   158843     2.657 ppbv #    67
    10) Heptane                     7.574   43     7920     0.054 ppbv #    35
    11) Trichlorofluoromethane      3.558  101    41399     0.215 ppbv      86
    12) 1,1,2‐Trichlorotrifluo...   4.063  101     6015     0.043 ppbv #    38
    13) Ethanol                     3.234   45   488060    34.251 ppbv      93
    15) Acetone                     3.465   43   889871     6.421 ppbv     100
    16) 1,3‐Butadiene               2.980   39     3535     0.053 ppbv #     1
    19) Isopropyl Alcohol           3.584   45    72740     0.907 ppbv #     1
    20) Methylene Chloride          3.928   84  1707255    32.014 ppbv      97
    21) Allyl Chloride              3.976   41     1785     0.021 ppbv #     1
    23) Vinyl Acetate               4.623   43     7204     0.050 ppbv #    58
    25) Ethyl Acetate               5.211   43   885640     3.524 ppbv #    77
    26) Hexane                      5.208   57  1253920    11.707 ppbv #    38
    30) Cyclohexane                 6.597   84     2054     0.023 ppbv #     1
    34) 2‐Butanone                  4.787   43    51857     0.364 ppbv #    75
    36) Benzene                     6.365   78    75005     0.304 ppbv #    92
    39) 1,2‐Dichloropropane         6.648   63   714709     7.341 ppbv #    24
    41) Tetrahydrofuran             5.208   42   461143     4.764 ppbv #    51
    44) 2,2,4‐Trimethylpentane      7.324   57    42904     0.103 ppbv #    84
    53) Toluene                     9.217   91   147449     0.545 ppbv      97
    58) Ethyl Benzene              12.082   91    14125     0.039 ppbv      95
    59) m/p‐Xylene                 12.365   91    14428     0.046 ppbv #     1
    74) 1,2,4‐Trimethylbenzene     16.108  105     9540     0.028 ppbv #    46
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Bromochloromethane
Concen:   10.000 ppbv  
RT:   5.185 min  Scan# 803
Delta R.T.  0.009 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 49 Resp: 1083743
Ion  Ratio  Lower  Upper
 49  100
128   51.9   23.9   71.7 
130   66.3   31.1   93.5 
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#2
Dichlorodifluoromethane
Concen:    0.473 ppbv  
RT:   2.726 min  Scan# 38
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 85 Resp:  113289
Ion  Ratio  Lower  Upper
 85  100
 87   31.3   26.3   39.5 
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#3
Chlorodifluoromethane
Concen:    0.412 ppbv  
RT:   2.671 min  Scan# 21
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 51 Resp:   75076
Ion  Ratio  Lower  Upper
 51  100
 67   12.8   14.8   22.2#
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#4
Chloromethane
Concen:    0.655 ppbv  
RT:   2.809 min  Scan# 64
Delta R.T.  0.013 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 50 Resp:   44756
Ion  Ratio  Lower  Upper
 50  100
 52   32.2   26.2   39.4 
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#7
Chloroethane
Concen:    0.028 ppbv  
RT:   3.192 min  Scan# 183
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 64 Resp:     672
Ion  Ratio  Lower  Upper
 64  100
 66   73.2   26.0   39.0#
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#9
Propene
Concen:    2.657 ppbv  
RT:   2.700 min  Scan# 30
Delta R.T.  0.023 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 41 Resp:  158843
Ion  Ratio  Lower  Upper
 41  100
 42   45.7   59.0   88.4#
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 2.700
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#10
Heptane
Concen:    0.054 ppbv  
RT:   7.574 min  Scan# 1546
Delta R.T.  0.006 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 43 Resp:    7920
Ion  Ratio  Lower  Upper
 43  100
 57   94.0   39.4   59.2#
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#11
Trichlorofluoromethane
Concen:    0.215 ppbv  
RT:   3.558 min  Scan# 297
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion:101 Resp:   41399
Ion  Ratio  Lower  Upper
101  100
103   53.3   51.4   77.2 
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 3.558
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#12
1,1,2‐Trichlorotrifluoroethane
Concen:    0.043 ppbv  
RT:   4.063 min  Scan# 454
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion:101 Resp:    6015
Ion  Ratio  Lower  Upper
101  100
151  122.2   56.6   85.0#
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#13
Ethanol
Concen:   34.251 ppbv  
RT:   3.234 min  Scan# 196
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 45 Resp:  488060
Ion  Ratio  Lower  Upper
 45  100
 46   36.3   16.2   64.8 
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#15
Acetone
Concen:    6.421 ppbv  
RT:   3.465 min  Scan# 268
Delta R.T.  0.013 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 43 Resp:  889871
Ion  Ratio  Lower  Upper
 43  100
 58   27.9   22.2   33.2 
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#16
1,3‐Butadiene
Concen:    0.053 ppbv  
RT:   2.980 min  Scan# 117
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 39 Resp:    3535
Ion  Ratio  Lower  Upper
 39  100
 54  192.5   62.7   94.1#
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Abundance Scan 108 (2.951 min): VL040990.D\data.ms (-91
39.0

71.9 109.2 161.9 280.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 117 (2.980 min): VL041060.D\data.ms
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Abundance Scan 117 (2.980 min): VL041060.D\data.ms (-1) 
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Abundance

 2.980
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#19
Isopropyl Alcohol
Concen:    0.907 ppbv  
RT:   3.584 min  Scan# 305
Delta R.T.  0.023 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 45 Resp:   72740
Ion  Ratio  Lower  Upper
 45  100
 58  343.4    2.2    3.4#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 291 (3.539 min): VL040990.D\data.ms (-28
100.945.0

140.4 194.7 292.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 305 (3.584 min): VL041060.D\data.ms
45.0

100.9
151.4

50 100 150 200 250
0

50

m/z-->

Abundance Scan 305 (3.584 min): VL041060.D\data.ms (-14
45.0

100.9
151.4

3.55 3.60 3.65

0

10000

20000

30000

Time-->

Abundance
 3.584

#20
Methylene Chloride
Concen:   32.014 ppbv  
RT:   3.928 min  Scan# 412
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 84 Resp: 1707255
Ion  Ratio  Lower  Upper
 84  100
 49  156.1  128.1  192.1 
 51   51.0   36.5   54.7 
 86   66.7   54.1   81.1 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 402 (3.896 min): VL040990.D\data.ms (-39
49.0

83.9

213.7 254.0133.5165.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 412 (3.928 min): VL041060.D\data.ms
49.0

83.9

127.4 167.2 202.5 250.1 283.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 412 (3.928 min): VL041060.D\data.ms (-25
49.0

83.9

121.1 157.6 207.3 250.1 283.6

3.90 4.00

0

500000

1000000

1500000

Time-->

Abundance

 3.928
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#21
Allyl Chloride
Concen:    0.021 ppbv  
RT:   3.976 min  Scan# 427
Delta R.T.  ‐0.003 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 41 Resp:    1785
Ion  Ratio  Lower  Upper
 41  100
 76    0.0   25.0   37.4#
 39  293.2   67.0  100.6#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 422 (3.960 min): VL040990.D\data.ms (-41
41.0

76.0

134.9 249.6284.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 427 (3.976 min): VL041060.D\data.ms
49.0

83.9

127.9 168.9 217.1 258.8 298.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 427 (3.976 min): VL041060.D\data.ms (-27
49.0

83.9

168.9127.9 217.1 286.6

3.97 3.98 3.99

0

1000

2000

3000

4000

5000

Time-->

Abundance

 3.976

#23
Vinyl Acetate
Concen:    0.050 ppbv  
RT:   4.623 min  Scan# 628
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 43 Resp:    7204
Ion  Ratio  Lower  Upper
 43  100
 86   32.4    5.4    8.0#
 42   26.2    8.6   13.0#
 44    3.8    4.3    6.5#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 618 (4.591 min): VL040990.D\data.ms (-61
43.0

86.0
126.8 295.4206.4165.3 256.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 628 (4.623 min): VL041060.D\data.ms
43.0

86.1
239.2158.1 204.6 288.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 628 (4.623 min): VL041060.D\data.ms (-46
43.0

86.1
239.2158.1 204.6 288.9

4.62 4.62 4.63 4.63

0

5000

10000

15000

20000

Time-->

Abundance

 4.623
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#25
Ethyl Acetate
Concen:    3.524 ppbv  
RT:   5.211 min  Scan# 811
Delta R.T.  0.019 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 43 Resp:  885640
Ion  Ratio  Lower  Upper
 43  100
 45    0.6    8.2   12.4#
 61    0.4    7.9   11.9#
 70    1.6    5.4    8.2#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 797 (5.166 min): VL040990.D\data.ms (-78
43.0

129.8
92.8

194.5 258.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 811 (5.211 min): VL041060.D\data.ms
57.0

129.9
92.9 206.9 277.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 811 (5.211 min): VL041060.D\data.ms (-64
57.0

129.9
92.9 206.9 277.8

5.15 5.20 5.25 5.30

0

100000

200000

300000

400000

Time-->

Abundance
 5.211

#26
Hexane
Concen:   11.707 ppbv  
RT:   5.208 min  Scan# 810
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 57 Resp: 1253920
Ion  Ratio  Lower  Upper
 57  100
 41   88.3   74.4  111.6 
 43   72.0  190.6  285.8#
 56   52.7   43.0   64.4 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 800 (5.176 min): VL040990.D\data.ms (-78
43.0

86.1 129.9
207.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 810 (5.208 min): VL041060.D\data.ms
57.0

129.9
92.9

182.5 277.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 810 (5.208 min): VL041060.D\data.ms (-65
57.0

129.9
92.9

182.5 277.8

5.20 5.30

0

200000

400000

600000

Time-->

Abundance
 5.208
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#30
Cyclohexane
Concen:    0.023 ppbv  
RT:   6.597 min  Scan# 1242
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 84 Resp:    2054
Ion  Ratio  Lower  Upper
 84  100
 56  453.9  111.7  167.5#
 41  476.2   71.0  106.6#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1232 (6.565 min): VL040990.D\data.ms (-1
56.0

90.9 127.7 188.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1242 (6.597 min): VL041060.D\data.ms
55.9

219.6113.9 256.8178.4 296.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1242 (6.597 min): VL041060.D\data.ms (-1
55.9

113.9 219.7 256.8178.4 296.6

6.59 6.59 6.60 6.61

0

2000

4000

6000

Time-->

Abundance

 6.597

#33
1,4‐Difluorobenzene
Concen:   10.000 ppbv  
RT:   6.648 min  Scan# 1258
Delta R.T.  0.006 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion:114 Resp: 2992380
Ion  Ratio  Lower  Upper
114  100
 63   24.5   20.8   31.2 
 88   17.7   14.3   21.5 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1248 (6.616 min): VL040990.D\data.ms (-1
114.0

63.0

243.5151.2 198.2

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1258 (6.648 min): VL041060.D\data.ms
114.0

63.0

151.0 206.0 296.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1258 (6.648 min): VL041060.D\data.ms (-1
114.0

63.0

151.0 206.0 296.6

6.60 6.70

0

500000

1000000

1500000

Time-->

Abundance
 6.648
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#34
2‐Butanone
Concen:    0.364 ppbv  
RT:   4.787 min  Scan# 679
Delta R.T.  0.016 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 43 Resp:   51857
Ion  Ratio  Lower  Upper
 43  100
 72   33.7   17.5   26.3#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 667 (4.748 min): VL040990.D\data.ms (-65
43.0

79.8 128.0 224.4

50 100 150 200 250
0

50

m/z-->

Abundance Scan 679 (4.787 min): VL041060.D\data.ms
43.1

123.082.0 282.5234.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 679 (4.787 min): VL041060.D\data.ms (-51
43.0

123.0 234.7 282.5

4.75 4.80 4.85

0

10000

20000

30000

Time-->

Abundance
 4.787

#36
Benzene
Concen:    0.304 ppbv  
RT:   6.365 min  Scan# 1170
Delta R.T.  0.006 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 78 Resp:   75005
Ion  Ratio  Lower  Upper
 78  100
 77   17.6   19.0   28.4#
 50   18.5   15.8   23.6 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1160 (6.333 min): VL040990.D\data.ms (-1
78.0

39.0
112.1 155.5 242.3 283.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1170 (6.365 min): VL041060.D\data.ms
78.0

39.0
162.1 256.1127.9 205.0 295.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1170 (6.365 min): VL041060.D\data.ms (-1
78.0

39.0
162.1 256.1127.9 205.0 295.8

6.30 6.35 6.40

0

10000

20000

30000

40000

Time-->

Abundance
 6.365
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#39
1,2‐Dichloropropane
Concen:    7.341 ppbv  
RT:   6.648 min  Scan# 1258
Delta R.T.  ‐0.408 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 63 Resp:  714709
Ion  Ratio  Lower  Upper
 63  100
 41    0.0   59.6   89.4#
 62   17.9   55.6   83.4#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1379 (7.037 min): VL040990.D\data.ms (-1
63.0

96.9 219.6 269.3175.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1258 (6.648 min): VL041060.D\data.ms
114.0

63.0

151.0 206.0 296.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1258 (6.648 min): VL041060.D\data.ms (-1
114.0

63.0

151.0 206.0 296.6

6.55 6.60 6.65 6.70

0

100000

200000

300000

Time-->

Abundance
 6.648

#41
Tetrahydrofuran
Concen:    4.764 ppbv  
RT:   5.208 min  Scan# 810
Delta R.T.  ‐0.331 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 42 Resp:  461143
Ion  Ratio  Lower  Upper
 42  100
 72    1.0   30.0   45.0#
 71   15.4   29.5   44.3#

Ref

Raw

Sub

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 906 (5.517 min): VL040990.D\data.ms (-89
42.0

77.1 127.6 210.9 299.0250.0

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 810 (5.208 min): VL041060.D\data.ms
57.0

129.9
92.9

182.5 277.8

50 100 150 200 250 300
0

50

m/z-->

Abundance Scan 810 (5.208 min): VL041060.D\data.ms (-75
57.0

129.9
92.9

182.5 277.8
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50000

100000
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250000

Time-->

Abundance
 5.208
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#44
2,2,4‐Trimethylpentane
Concen:    0.103 ppbv  
RT:   7.324 min  Scan# 1468
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 57 Resp:   42904
Ion  Ratio  Lower  Upper
 57  100
 41   43.3   28.6   43.0#
 56   42.6   25.2   37.8#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1457 (7.288 min): VL040990.D\data.ms (-1
57.1

99.0 129.8 167.9 217.7 251.2

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1468 (7.324 min): VL041060.D\data.ms
57.0

99.0 243.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1468 (7.324 min): VL041060.D\data.ms (-1
57.0

99.0 243.8

7.25 7.30 7.35

0

5000

10000

15000

20000

Time-->

Abundance
 7.324

#53
Toluene
Concen:    0.545 ppbv  
RT:   9.217 min  Scan# 2057
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 91 Resp:  147449
Ion  Ratio  Lower  Upper
 91  100
 92   58.2   48.6   72.8 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2046 (9.182 min): VL040990.D\data.ms (-2
91.0

39.0
292.164.6

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2057 (9.217 min): VL041060.D\data.ms
91.0

39.0

220.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2057 (9.217 min): VL041060.D\data.ms (-1
91.0

39.0

220.7
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20000
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Time-->

Abundance
 9.217
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#55
Chlorobenzene‐d5
Concen:   10.000 ppbv  
RT:  11.462 min  Scan# 2755
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion:117 Resp: 2705955
Ion  Ratio  Lower  Upper
117  100
 82   62.8   51.7   77.5 
119   33.3   23.8   35.6 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2744 (11.426 min): VL040990.D\data.ms (-
117.0

82.0

40.0
162.9 209.0 281.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2755 (11.462 min): VL041060.D\data.ms
117.0

82.0

40.1
151.8 285.1200.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2755 (11.462 min): VL041060.D\data.ms (-
117.0

82.0

40.0
151.8 200.8 285.1

11.40 11.50

0

500000

1000000

Time-->

Abundance
11.462

#58
Ethyl Benzene
Concen:    0.039 ppbv  
RT:  12.082 min  Scan# 2948
Delta R.T.  0.006 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 91 Resp:   14125
Ion  Ratio  Lower  Upper
 91  100
106   28.5   24.8   37.2 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2937 (12.047 min): VL040990.D\data.ms (-
91.0

51.0
137.1 231.5 268.9176.3

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2948 (12.082 min): VL041060.D\data.ms
91.0

50.8
156.9 245.9 293.4

50 100 150 200 250
0

50

m/z-->

Abundance Scan 2948 (12.082 min): VL041060.D\data.ms (-
91.0

50.8
156.9 252.2 293.4

12.05 12.10

0

2000

4000

6000

8000

Time-->

Abundance
12.082
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#59
m/p‐Xylene
Concen:    0.046 ppbv  
RT:  12.365 min  Scan# 3036
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 91 Resp:   14428
Ion  Ratio  Lower  Upper
 91  100
106  237.6   34.9   52.3#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3026 (12.333 min): VL040990.D\data.ms (-
91.0

51.0
172.8131.2 221.7255.9 298.5

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3036 (12.365 min): VL041060.D\data.ms
91.0

38.9
156.2190.0 235.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3036 (12.365 min): VL041060.D\data.ms (-
91.0

50.9 149.1 193.3 235.8

12.35 12.36 12.37

0

5000

10000

15000

20000

Time-->

Abundance
12.365

#68
1‐Bromo‐4‐Fluorobenzene
Concen:    9.839 ppbv  
RT:  13.770 min  Scan# 3473
Delta R.T.  0.010 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion: 95 Resp: 2010862
Ion  Ratio  Lower  Upper
 95  100
174   65.6   49.1   73.7 
175    4.9    3.7    5.5 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3462 (13.735 min): VL040990.D\data.ms (-
95.0

173.9

50.0

294.128.8 208.4 252.7

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3473 (13.770 min): VL041060.D\data.ms
95.0

173.9

50.0

128.9 237.6 281.8

50 100 150 200 250
0

50

m/z-->

Abundance Scan 3473 (13.770 min): VL041060.D\data.ms (-
95.0

175.9

50.0

140.9 237.6 281.8

13.70 13.80
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200000
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600000
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Time-->

Abundance
13.770

VL041060.D  VL012324AIR.M      Mon Feb 12 00:48:40 2024       Page 17

Instrument :
MSVOA_L
ClientSampleId :

Instrument :
MSVOA_L
ClientSampleId :



#74
1,2,4‐Trimethylbenzene
Concen:    0.028 ppbv  
RT:  16.108 min  Scan# 4200
Delta R.T.  0.013 min
Lab File:   VL041060.D
Acq:  9 Feb 2024  16:25    

Tgt Ion:105 Resp:    9540
Ion  Ratio  Lower  Upper
105  100
120   23.3   39.3   58.9#
 91    6.9   48.7   73.1#
 77    3.2   19.8   29.8#

Ref

Raw

Sub

50 100 150 200 250
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