
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_L\DATA\VL030320\
  Data File : VL034763.D                                          
  Acq On    :  3 Mar 2020  14:29
  Operator  : SY/AP
  Sample    : L1704-03
  Misc      : 400ml/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Mar 04 05:46:30 2020
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_L\METHODS\VL022620AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO-15   Instrument: MSVOA_LFri Feb 28 01:15:02 2020
  QLast Update : Fri Feb 28 01:15:02 2020
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Bromochloromethane           5.69   49   930575    10.00 ppbv    0.03
    33) 1,4-Difluorobenzene          7.21  114  1934272    10.00 ppbv    0.02
    55) Chlorobenzene-d5            12.14  117  1801540    10.00 ppbv    0.03
 
   System Monitoring Compounds                                        
    68) 1-Bromo-4-Fluorobenzene     14.48   95  1576460    10.67 ppbv    0.02  
     Spiked Amount     10.000   Range  65 - 135    Recovery   =  106.70% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane      3.02   85    64672     0.441 ppbv #    84
     3) Chlorodifluoromethane        2.93   51   234720     2.337 ppbv #    67
     4) Chloromethane                3.11   50    46731     0.831 ppbv      91
     7) Chloroethane                 3.54   64      598     0.029 ppbv #    41
     9) Propene                      3.19   41   330796     7.880 ppbv      99
    11) Trichlorofluoromethane       3.94  101    34914     0.272 ppbv      96
    13) Ethanol                      3.60   45   394742    29.766 ppbv      95
    15) Acetone                      3.84   43  9752793    91.973 ppbv #    69
    16) 1,3-Butadiene                3.29   39    46061     0.938 ppbv #    18
    17) tert-Butyl alcohol           4.31   59     2404     0.030 ppbv #     1
    19) Isopropyl Alcohol            3.97   45    11744     0.186 ppbv #    94
    20) Methylene Chloride           4.35   84    61706     1.565 ppbv #    93
    23) Vinyl Acetate                5.09   43   110721     0.768 ppbv #    95
    26) Hexane                       5.70   57     3748     0.043 ppbv #     3
    34) 2-Butanone                   5.26   43     7878     0.065 ppbv #    53
    39) 1,2-Dichloropropane          7.21   63   565597     8.510 ppbv #    23
    53) Toluene                      9.85   91     9085     0.051 ppbv #    20
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Bromochloromethane
Concen:   10.000 ppbv  
RT: 5.69 min  Scan# 903
Delta R.T.   0.03 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 49 Resp:  930575
Ion  Ratio  Lower  Upper
 49  100
128   43.3   21.6   65.0 
130   57.8   27.7   83.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 895 (5.664 min): VL034676.D (-881) (-)
43

130

57 93
73 114 151 192 237 253

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
49

130

93

11463 223 26077 241165 191

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 903 (5.690 min): VL034763.D (-739) (-)
49

130

93
79

11463 234 265165 191 213

5.60 5.65 5.70 5.75

0

200000

400000

600000

Time-->

Abundance Ion  49.10 (48.80 to 49.80): VL034763.D

  5.69

Ion 128.00 (127.70 to 128.70): VL034763.D
Ion 130.00 (129.70 to 130.70): VL034763.D

#2
Dichlorodifluoromethane
Concen:    0.441 ppbv  
RT: 3.02 min  Scan# 73
Delta R.T.   0.01 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 85 Resp:   64672
Ion  Ratio  Lower  Upper
 85  100
 87   27.2   29.2   43.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 70 (3.012 min): VL034676.D (-59) (-)
85

50
10166 163 193 248 280136 214120

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
85

44

101
66 126 197 260141 157 177 219 243

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 73 (3.022 min): VL034763.D (-1) (-)
85

44

101
66 126 197 260141 157 177 219 243

3.00 3.05

0

20000

40000

60000

Time-->

Abundance Ion  85.00 (84.70 to 85.70): VL034763.D

  3.02

Ion  87.00 (86.70 to 87.70): VL034763.D
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#3
Chlorodifluoromethane
Concen:    2.337 ppbv  
RT: 2.93 min  Scan# 46
Delta R.T.   -0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 51 Resp:  234720
Ion  Ratio  Lower  Upper
 51  100
 67    4.5   15.5   23.3#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 51 (2.951 min): VL034676.D (-37) (-)
51

67

8536 173 268233129 148

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
51

69 95 237 281114 145 253207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 46 (2.935 min): VL034763.D (-1) (-)
51

69 95 253 281114 145 207 237

2.80 2.90 3.00

0

50000

100000

150000

Time-->

Abundance Ion  51.00 (50.70 to 51.70): VL034763.D

  2.93

Ion  67.00 (66.70 to 67.70): VL034763.D

#4
Chloromethane
Concen:    0.831 ppbv  
RT: 3.11 min  Scan# 102
Delta R.T.   0.01 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 50 Resp:   46731
Ion  Ratio  Lower  Upper
 50  100
 52   26.2   25.0   37.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 99 (3.105 min): VL034676.D (-86) (-)
50

94 134 217 266

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
50

85 26668 202 226 298130

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 102 (3.115 min): VL034763.D (-1) (-)
50

8568 202 226 251 298130

3.10 3.15

0

10000

20000

30000

40000

Time-->

Abundance Ion  50.10 (49.80 to 50.80): VL034763.D

  3.11

Ion  52.10 (51.80 to 52.80): VL034763.D
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#7
Chloroethane
Concen:    0.029 ppbv  
RT: 3.54 min  Scan# 234
Delta R.T.   0.01 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 64 Resp:     598
Ion  Ratio  Lower  Upper
 64  100
 66    0.0   26.7   40.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 230 (3.526 min): VL034676.D (-219) (-)
64

49

36 108 192 24480 175

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
44

64

150
79 108 204 246

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 234 (3.539 min): VL034763.D (-74) (-)
64 150

79
108 204 246

3.53 3.54 3.55

0

200

400

600

800

1000

1200

Time-->

Abundance Ion  64.10 (63.80 to 64.80): VL034763.D

  3.54

Ion  66.10 (65.80 to 66.80): VL034763.D

#9
Propene
Concen:    7.880 ppbv  
RT: 3.19 min  Scan# 124
Delta R.T.   0.22 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 41 Resp:  330796
Ion  Ratio  Lower  Upper
 41  100
 42   69.1   54.9   82.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 57 (2.970 min): VL034676.D (-47) (-)
41

152 189109 24557 78

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
43

57 24078 166 183 214

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 124 (3.186 min): VL034763.D (-1) (-)
43

57 24078 166 183 214

3.15 3.20

0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion  41.10 (40.80 to 41.80): VL034763.D

  3.19

Ion  42.10 (41.80 to 42.80): VL034763.D
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#11
Trichlorofluoromethane
Concen:    0.272 ppbv  
RT: 3.94 min  Scan# 359
Delta R.T.   0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion:101 Resp:   34914
Ion  Ratio  Lower  Upper
101  100
103   61.1   51.2   76.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 354 (3.925 min): VL034676.D (-341) (-)
101

6647
82 117 202217 261 283

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
101

43

66
82 133 179 257272

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 359 (3.941 min): VL034763.D (-198) (-)
101

43

66
82 133 179 248 272

3.90 3.95 4.00

0

5000

10000

15000

20000

25000

Time-->

Abundance Ion 101.00 (100.70 to 101.70): VL034763.D

  3.94

Ion 103.00 (102.70 to 103.70): VL034763.D

#13
Ethanol
Concen:   29.766 ppbv  
RT: 3.60 min  Scan# 252
Delta R.T.   0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 45 Resp:  394742
Ion  Ratio  Lower  Upper
 45  100
 46   35.4   15.4   61.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 246 (3.578 min): VL034676.D (-236) (-)
45

22672 18892

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
45

167 185143 24080

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 252 (3.597 min): VL034763.D (-90) (-)
45

186 24080 143 167

3.55 3.60 3.65

0

50000

100000

150000

200000

Time-->

Abundance Ion  45.10 (44.80 to 45.80): VL034763.D

  3.60

Ion  46.10 (45.80 to 46.80): VL034763.D
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#15
Acetone
Concen:   91.973 ppbv  
RT: 3.84 min  Scan# 326
Delta R.T.   0.01 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 43 Resp: 9752793
Ion  Ratio  Lower  Upper
 43  100
 58   42.7   21.4   32.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 323 (3.825 min): VL034676.D (-312) (-)
43

58

80 100 237

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
43

58

182 216 25514372 101

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 326 (3.835 min): VL034763.D (-167) (-)
43

58

218 25572 101 143 182

3.75 3.80 3.85 3.90

0

1000000

2000000

3000000

4000000

5000000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL034763.D

  3.84

Ion  58.10 (57.80 to 58.80): VL034763.D

#16
1,3-Butadiene
Concen:    0.938 ppbv  
RT: 3.29 min  Scan# 155
Delta R.T.   -0.01 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 39 Resp:   46061
Ion  Ratio  Lower  Upper
 39  100
 54    9.3   67.0  100.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 157 (3.292 min): VL034676.D (-142) (-)
39

55 106 258 29477

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
41

57 221 248175

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 155 (3.285 min): VL034763.D (-1) (-)
41

57 221 248175

3.24 3.26 3.28 3.30 3.32

0

100000

200000

300000

400000

500000

Time-->

Abundance Ion  39.10 (38.80 to 39.80): VL034763.D

  3.29

Ion  54.10 (53.80 to 54.80): VL034763.D
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#17
tert-Butyl alcohol
Concen:    0.030 ppbv  
RT: 4.31 min  Scan# 474
Delta R.T.   0.04 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 59 Resp:    2404
Ion  Ratio  Lower  Upper
 59  100
 57  367.5    8.8   13.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 462 (4.272 min): VL034676.D (-449) (-)
59

96
41

76 136 177 221 261 296

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
43

59

222 27079 170 296

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 474 (4.311 min): VL034763.D (-306) (-)
43

59

222 27079 170 296

4.30 4.31 4.32

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion  59.10 (58.80 to 59.80): VL034763.D

  4.31

Ion  57.10 (56.80 to 57.80): VL034763.D

#19
Isopropyl Alcohol
Concen:    0.186 ppbv  
RT: 3.97 min  Scan# 367
Delta R.T.   0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 45 Resp:   11744
Ion  Ratio  Lower  Upper
 45  100
 58    0.0    1.8    2.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 360 (3.944 min): VL034676.D (-348) (-)
45

61 80 99 117 136 252

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

58

10382 153 189 267

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 367 (3.967 min): VL034763.D (-204) (-)
43

58

103 153 189 26782

3.94 3.96 3.98

0

5000

10000

15000

Time-->

Abundance Ion  45.10 (44.80 to 45.80): VL034763.D

  3.97

Ion  58.10 (57.80 to 58.80): VL034763.D
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#20
Methylene Chloride
Concen:    1.565 ppbv  
RT: 4.35 min  Scan# 485
Delta R.T.   0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 84 Resp:   61706
Ion  Ratio  Lower  Upper
 84  100
 49  156.0  122.8  184.2 
 51   41.3   38.6   58.0 
 86   73.7   47.7   71.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 478 (4.324 min): VL034676.D (-467) (-)
49

84

64 104 190206 286

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
49

84

19866 118 251 275

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 485 (4.346 min): VL034763.D (-322) (-)
49

84

66 198118 251 275

4.30 4.35 4.40
0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  84.00 (83.70 to 84.70): VL034763.D

  4.35

Ion  49.10 (48.80 to 49.80): VL034763.D
Ion  51.10 (50.80 to 51.80): VL034763.D
Ion  86.00 (85.70 to 86.70): VL034763.D

#23
Vinyl Acetate
Concen:    0.768 ppbv  
RT: 5.09 min  Scan# 715
Delta R.T.   0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 43 Resp:  110721
Ion  Ratio  Lower  Upper
 43  100
 86    7.4    6.0    9.0 
 42   11.7    8.0   12.0 
 44   10.0    4.5    6.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 708 (5.063 min): VL034676.D (-700) (-)
43

86
65 122 184 248139 203

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
43

86
70 148103 132 199 232 260

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 715 (5.086 min): VL034763.D (-552) (-)
43

86
14858 103 132 199 232 260

5.05 5.10
0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL034763.D

  5.09

Ion  86.10 (85.80 to 86.80): VL034763.D
Ion  42.10 (41.80 to 42.80): VL034763.D
Ion  44.10 (43.80 to 44.80): VL034763.D

VL034763.D  VL022620AIR.M      Wed Mar 04 05:40:46 2020      Page 9

Instrument :
MSVOA_L
ClientSampleId :
IA-3-4



#26
Hexane
Concen:    0.043 ppbv  
RT: 5.70 min  Scan# 907
Delta R.T.   0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 57 Resp:    3748
Ion  Ratio  Lower  Upper
 57  100
 41  214.1   70.3  105.5#
 43  360.1  177.0  265.4#
 56  107.8   42.6   64.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 900 (5.681 min): VL034676.D (-886) (-)
43

130
8670

161 217 255 279 298109

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
49

130

93

11465 198 268

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 907 (5.703 min): VL034763.D (-744) (-)
49

130

93

11465 198 268

5.69 5.70 5.71 5.72 5.73
0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  57.10 (56.80 to 57.80): VL034763.D

  5.70

Ion  41.10 (40.80 to 41.80): VL034763.D
Ion  43.10 (42.80 to 43.80): VL034763.D
Ion  56.10 (55.80 to 56.80): VL034763.D

#33
1,4-Difluorobenzene
Concen:   10.000 ppbv  
RT: 7.21 min  Scan# 1375
Delta R.T.   0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion:114 Resp: 1934272
Ion  Ratio  Lower  Upper
114  100
 63   29.4   22.9   34.3 
 88   19.3   15.8   23.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1368 (7.185 min): VL034676.D (-1352) (-)
114

63
88

37 238 266137 206175

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
114

63
88

37 152 186 229 262 298

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1375 (7.208 min): VL034763.D (-1212) (-)
114

63
88

37 152 186 229 262 298

7.15 7.20 7.25

0

500000

1000000

Time-->

Abundance Ion 114.10 (113.80 to 114.80): VL034763.D

  7.21

Ion  63.10 (62.80 to 63.80): VL034763.D
Ion  88.10 (87.80 to 88.80): VL034763.D
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#34
2-Butanone
Concen:    0.065 ppbv  
RT: 5.26 min  Scan# 768
Delta R.T.   0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 43 Resp:    7878
Ion  Ratio  Lower  Upper
 43  100
 72    0.0   18.2   27.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 761 (5.234 min): VL034676.D (-748) (-)
43

72

95 131 153170 195 244 275 296

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

72

89 167 202

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 768 (5.256 min): VL034763.D (-605) (-)
43

72

89 167 202

5.22 5.24 5.26

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL034763.D

  5.26

Ion  72.10 (71.80 to 72.80): VL034763.D

#39
1,2-Dichloropropane
Concen:    8.510 ppbv  
RT: 7.21 min  Scan# 1375
Delta R.T.   -0.42 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 63 Resp:  565597
Ion  Ratio  Lower  Upper
 63  100
 41    0.0   60.2   90.4#
 62   17.6   56.3   84.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1505 (7.626 min): VL034676.D (-1490) (-)
63

41

79 97 114 142 167 221 291

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
114

63
88

37 152 186 229 262 298

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1375 (7.208 min): VL034763.D (-1349) (-)
114

63
88

37 152 186 229 262 298

7.15 7.20 7.25

0

100000

200000

300000

400000

Time-->

Abundance Ion  63.10 (62.80 to 63.80): VL034763.D

  7.21

Ion  41.10 (40.80 to 41.80): VL034763.D
Ion  62.10 (61.80 to 62.80): VL034763.D

VL034763.D  VL022620AIR.M      Wed Mar 04 05:40:47 2020      Page 11

Instrument :
MSVOA_L
ClientSampleId :
IA-3-4



#53
Toluene
Concen:    0.051 ppbv  
RT: 9.85 min  Scan# 2198
Delta R.T.   0.03 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 91 Resp:    9085
Ion  Ratio  Lower  Upper
 91  100
 92    0.0   48.5   72.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2190 (9.828 min): VL034676.D (-2173) (-)
91

6539

119134 197 214 249

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
91

39 63
131 150 202 230 251 279106

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2198 (9.854 min): VL034763.D (-2034) (-)
91

39 63
131 251 279106 147 230202

9.84 9.86 9.88

0

2000

4000

6000

8000

Time-->

Abundance Ion  91.10 (90.80 to 91.80): VL034763.D

  9.85

Ion  92.10 (91.80 to 92.80): VL034763.D

#55
Chlorobenzene-d5
Concen:   10.000 ppbv  
RT: 12.14 min  Scan# 2910
Delta R.T.   0.03 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion:117 Resp: 1801540
Ion  Ratio  Lower  Upper
117  100
 82   71.2   54.1   81.1 
119   33.0   27.6   41.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2902 (12.118 min): VL034676.D (-2888) (-)
117

82

54

38 99 133 163 196 252 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
117

82

54

38 99 133 153 178 205 246

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2910 (12.143 min): VL034763.D (-2746) (-)
117

82

54

38 99 133 153 178 205 246

12.10 12.20

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion 117.10 (116.80 to 117.80): VL034763.D

 12.14

Ion  82.10 (81.80 to 82.80): VL034763.D
Ion 119.10 (118.80 to 119.80): VL034763.D
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#68
1-Bromo-4-Fluorobenzene
Concen:   10.672 ppbv  
RT: 14.48 min  Scan# 3636
Delta R.T.   0.02 min
Lab File:   VL034763.D
Acq:  3 Mar 2020  14:29    

Tgt Ion: 95 Resp: 1576460
Ion  Ratio  Lower  Upper
 95  100
174   63.0   50.7   76.1 
175    4.5    3.9    5.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3629 (14.455 min): VL034676.D (-3610) (-)
95

17675

50

141110 262125 15735 233

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
95

17475

50

119 141157 193 273219

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3636 (14.478 min): VL034763.D (-3473) (-)
95

17475

50

119 141157 193 273219

14.40 14.50

0

200000

400000

600000

800000

Time-->

Abundance Ion  95.10 (94.80 to 95.80): VL034763.D

 14.48

Ion 174.00 (173.70 to 174.70): VL034763.D
Ion 175.00 (174.70 to 175.70): VL034763.D
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