
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_L\DATA\VL030320\
  Data File : VL034769.D                                          
  Acq On    :  3 Mar 2020  18:28
  Operator  : SY/AP
  Sample    : L1704-05DL 10X
  Misc      : 400ml/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Mar 04 05:47:58 2020
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_L\METHODS\VL022620AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO-15   Instrument: MSVOA_LFri Feb 28 01:15:02 2020
  QLast Update : Fri Feb 28 01:15:02 2020
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Bromochloromethane           5.69   49  1236977    10.00 ppbv    0.03
    33) 1,4-Difluorobenzene          7.21  114  2583431    10.00 ppbv    0.03
    55) Chlorobenzene-d5            12.15  117  2531528    10.00 ppbv    0.03
 
   System Monitoring Compounds                                        
    68) 1-Bromo-4-Fluorobenzene     14.48   95  2136939    10.29 ppbv    0.03  
     Spiked Amount     10.000   Range  65 - 135    Recovery   =  102.90% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane      3.02   85     9549     0.049 ppbv #    65
     4) Chloromethane                3.12   50     2973     0.040 ppbv #    74
     9) Propene                      3.19   41    27713     0.497 ppbv      93
    10) Heptane                      8.16   43  1413328     9.840 ppbv      99
    13) Ethanol                      3.60   45    24465     1.388 ppbv #    37
    15) Acetone                      3.84   43 11297639    80.151 ppbv #    60
    16) 1,3-Butadiene                3.29   39     3511     0.054 ppbv #     7
    17) tert-Butyl alcohol           3.84   59   267032     2.472 ppbv #     1
    19) Isopropyl Alcohol            3.97   45     2874     0.034 ppbv #    94
    20) Methylene Chloride           4.35   84    13153     0.251 ppbv      90
    23) Vinyl Acetate                5.09   43    14506     0.076 ppbv #    77
    25) Ethyl Acetate                5.70   43   120787     0.484 ppbv #    89
    26) Hexane                       5.71   57    41623     0.362 ppbv #     1
    30) Cyclohexane                  7.17   84    69484     0.780 ppbv      94
    34) 2-Butanone                   5.26   43    44764     0.275 ppbv      97
    36) Benzene                      6.92   78     6117     0.027 ppbv #    73
    39) 1,2-Dichloropropane          7.22   63   726290     8.182 ppbv #    22
    42) Bromodichloromethane         7.84   83     7167     0.039 ppbv #    24
    43) Methyl Methacrylate          8.15   69     8529     0.091 ppbv #     1
    44) 2,2,4-Trimethylpentane       8.17   57   710736     1.823 ppbv #     1
    53) Toluene                      9.86   91  7414549    31.243 ppbv      92
    58) Ethyl Benzene               12.77   91    23829     0.078 ppbv      97
    59) m/p-Xylene                  13.05   91    36897     0.138 ppbv #    32
    60) o-Xylene                    13.76   91    67959     0.256 ppbv      94
    64) n-propylbenzene             15.63  120    32414     0.325 ppbv #    52
    65) tert-Butylbenzene           16.83  119    28737     0.086 ppbv #     1
    71) 2-Chlorotoluene             15.63   91   188113     0.628 ppbv #    45
    72) 4-Ethyltoluene              15.91  105   213759     0.724 ppbv      99
    73) 1,3,5-Trimethylbenzene      16.07  105   149839     0.528 ppbv      95
    74) 1,2,4-Trimethylbenzene      16.83  105   456951     1.458 ppbv #    69
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

VL022620AIR.M Wed Mar 04 05:42:10 2020                                                Page: 1

Instrument :
MSVOA_L
ClientSampleId :
IA-5-4DL

Instrument :
MSVOA_L
ClientSampleId :
IA-5-4DL



                              Quantitation Report    (Not Reviewed)

  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_L\DATA\VL030320\
  Data File : VL034769.D                                          
  Acq On    :  3 Mar 2020  18:28
  Operator  : SY/AP
  Sample    : L1704-05DL 10X
  Misc      : 400ml/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1

  Quant Time: Mar 04 05:47:58 2020
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_L\METHODS\VL022620AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO-15   Instrument: MSVOA_LFri Feb 28 01:15:02 2020
  QLast Update : Fri Feb 28 01:15:02 2020
  Response via : Initial Calibration

4.00 6.00 8.00 10.00 12.00 14.00 16.00 18.00 20.00 22.00 24.00 26.00
0

500000

1000000

1500000

2000000

2500000

3000000

3500000

4000000

4500000

5000000

5500000

6000000

6500000

7000000

7500000

8000000

8500000

9000000

9500000

   1e+07

1.05e+07

 1.1e+07

1.15e+07

 1.2e+07

1.25e+07

Time-->

Abundance TIC: VL034769.D

1,
2,

4-
T

rim
et

hy
lb

en
ze

ne
,T

te
rt

-B
ut

yl
be

nz
en

e

1,
3,

5-
T

rim
et

hy
lb

en
ze

ne
,T

4-
E

th
yl

to
lu

en
e,

T
n-

pr
op

yl
be

nz
en

e
2-

C
hl

or
ot

ol
ue

ne

1-
B

ro
m

o-
4-

F
lu

or
ob

en
ze

ne
,S

o-
X

yl
en

e,
T

m
/p

-X
yl

en
e,

T
E

th
yl

 B
en

ze
ne

,T

C
hl

or
ob

en
ze

ne
-d

5,
I

T
ol

ue
ne

,T

2,
2,

4-
T

rim
et

hy
lp

en
ta

ne
,T

H
ep

ta
ne

,T
M

et
hy

l M
et

ha
cr

yl
at

e
B

ro
m

od
ic

hl
or

om
et

ha
ne

,T

1,
2-

D
ic

hl
or

op
ro

pa
ne

,T
1,

4-
D

ifl
uo

ro
be

nz
en

e,
I

C
yc

lo
he

xa
ne

,T
B

en
ze

ne
,T

H
ex

an
e,

T
E

th
yl

 A
ce

ta
te

,T
B

ro
m

oc
hl

or
om

et
ha

ne
,I

2-
B

ut
an

on
e,

T
V

in
yl

 A
ce

ta
te

,T

M
et

hy
le

ne
 C

hl
or

id
e,

T
Is

op
ro

py
l A

lc
oh

ol
,T

A
ce

to
ne

,T
te

rt
-B

ut
yl

 a
lc

oh
ol

E
th

an
ol

1,
3-

B
ut

ad
ie

ne
,T

P
ro

pe
ne

,T
C

hl
or

om
et

ha
ne

D
ic

hl
or

od
ifl

uo
ro

m
et

ha
ne

,T

VL022620AIR.M Wed Mar 04 05:42:11 2020                                                Page: 2

Instrument :
MSVOA_L
ClientSampleId :
IA-5-4DL



#1
Bromochloromethane
Concen:   10.000 ppbv  
RT: 5.69 min  Scan# 904
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 49 Resp: 1236977
Ion  Ratio  Lower  Upper
 49  100
128   43.6   21.6   65.0 
130   54.7   27.7   83.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 895 (5.664 min): VL034676.D (-881) (-)
43

130

93
61

114 151 19277 237253

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
49

130

93

64 185 206 251 284111 222

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 904 (5.693 min): VL034769.D (-740) (-)
49

130

93

64 185 206 251 284111 222

5.65 5.70 5.75

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion  49.10 (48.80 to 49.80): VL034769.D

  5.69

Ion 128.00 (127.70 to 128.70): VL034769.D
Ion 130.00 (129.70 to 130.70): VL034769.D

#2
Dichlorodifluoromethane
Concen:    0.049 ppbv  
RT: 3.02 min  Scan# 74
Delta R.T.   0.01 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 85 Resp:    9549
Ion  Ratio  Lower  Upper
 85  100
 87   15.8   29.2   43.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 70 (3.012 min): VL034676.D (-59) (-)
85

50
10166 163 193 248 280136 214120

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
85

44
101

66 185 243 290143 163 220

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 74 (3.025 min): VL034769.D (-1) (-)
85

44
101

66 185 243 290143 163 220

3.00 3.02 3.04

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  85.00 (84.70 to 85.70): VL034769.D

  3.02

Ion  87.00 (86.70 to 87.70): VL034769.D

VL034769.D  VL022620AIR.M      Wed Mar 04 05:42:12 2020      Page 3

Instrument :
MSVOA_L
ClientSampleId :
IA-5-4DL



#4
Chloromethane
Concen:    0.040 ppbv  
RT: 3.12 min  Scan# 103
Delta R.T.   0.01 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 50 Resp:    2973
Ion  Ratio  Lower  Upper
 50  100
 52   16.6   25.0   37.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 99 (3.105 min): VL034676.D (-86) (-)
50

36 94 134 217 266

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
50

111
65 197 260179 230

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 103 (3.118 min): VL034769.D (-1) (-)
50

111
65 197 260179 230

3.09 3.10 3.11 3.12 3.13

0

1000

2000

3000

4000

Time-->

Abundance Ion  50.10 (49.80 to 50.80): VL034769.D

  3.12

Ion  52.10 (51.80 to 52.80): VL034769.D

#9
Propene
Concen:    0.497 ppbv  
RT: 3.19 min  Scan# 124
Delta R.T.   0.22 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 41 Resp:   27713
Ion  Ratio  Lower  Upper
 41  100
 42   73.9   54.9   82.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 57 (2.970 min): VL034676.D (-47) (-)
41

152 189109 24557 78

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

58 91 115 278186 227

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 124 (3.185 min): VL034769.D (-1) (-)
43

58 91 115 278186 227

3.15 3.20

0

5000

10000

15000

20000

25000

Time-->

Abundance Ion  41.10 (40.80 to 41.80): VL034769.D

  3.19

Ion  42.10 (41.80 to 42.80): VL034769.D
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#10
Heptane
Concen:    9.840 ppbv  
RT: 8.16 min  Scan# 1672
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 43 Resp: 1413328
Ion  Ratio  Lower  Upper
 43  100
 57   50.3   41.0   61.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1664 (8.137 min): VL034676.D (-1649) (-)
43

71

100
206 225240

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

71

100
294115 137 164 189

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1672 (8.163 min): VL034769.D (-1509) (-)
43

71

100
115 137 175 282

8.10 8.15 8.20 8.25

0

200000

400000

600000

800000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL034769.D

  8.16

Ion  57.10 (56.80 to 57.80): VL034769.D

#13
Ethanol
Concen:    1.388 ppbv  
RT: 3.60 min  Scan# 252
Delta R.T.   0.02 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 45 Resp:   24465
Ion  Ratio  Lower  Upper
 45  100
 46    0.0   15.4   61.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 246 (3.578 min): VL034676.D (-236) (-)
45

22672 18892

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
45

77 146 233 280

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 252 (3.597 min): VL034769.D (-91) (-)
45

77 146 233 280

3.56 3.58 3.60

0

5000

10000

15000

20000

25000

30000

Time-->

Abundance Ion  45.10 (44.80 to 45.80): VL034769.D

  3.60

Ion  46.10 (45.80 to 46.80): VL034769.D
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#15
Acetone
Concen:   80.151 ppbv  
RT: 3.84 min  Scan# 327
Delta R.T.   0.01 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 43 Resp:11297639
Ion  Ratio  Lower  Upper
 43  100
 58   47.5   21.4   32.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 323 (3.825 min): VL034676.D (-312) (-)
43

59 80 100 237

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

59 137 221 238 265 291101 18579

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 327 (3.838 min): VL034769.D (-168) (-)
43

59 185 223 265 29113779 101

3.75 3.80 3.85 3.90 3.95

0

1000000

2000000

3000000

4000000

5000000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL034769.D

  3.84

Ion  58.10 (57.80 to 58.80): VL034769.D

#16
1,3-Butadiene
Concen:    0.054 ppbv  
RT: 3.29 min  Scan# 156
Delta R.T.   -0.00 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 39 Resp:    3511
Ion  Ratio  Lower  Upper
 39  100
 54    0.0   67.0  100.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 157 (3.292 min): VL034676.D (-142) (-)
39

55 106 258 29477

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
41

56

196 220 27015573 107

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 156 (3.288 min): VL034769.D (-2) (-)
41

56

196 220 27015573 107

3.28 3.29 3.30 3.31

0

1000

2000

3000

4000

5000

6000

Time-->

Abundance Ion  39.10 (38.80 to 39.80): VL034769.D

  3.29

Ion  54.10 (53.80 to 54.80): VL034769.D
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#17
tert-Butyl alcohol
Concen:    2.472 ppbv  
RT: 3.84 min  Scan# 327
Delta R.T.   -0.43 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 59 Resp:  267032
Ion  Ratio  Lower  Upper
 59  100
 57   71.3    8.8   13.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 462 (4.272 min): VL034676.D (-449) (-)
59

96
41

76 111 136 177 221 261 296

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

59 137 221 238 265 291101 18579

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 327 (3.838 min): VL034769.D (-307) (-)
43

59 137 221 238 265 291101 18579

3.80 3.85 3.90

0

50000

100000

150000

200000

Time-->

Abundance Ion  59.10 (58.80 to 59.80): VL034769.D

  3.84

Ion  57.10 (56.80 to 57.80): VL034769.D

#19
Isopropyl Alcohol
Concen:    0.034 ppbv  
RT: 3.97 min  Scan# 367
Delta R.T.   0.02 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 45 Resp:    2874
Ion  Ratio  Lower  Upper
 45  100
 58    0.0    1.8    2.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 360 (3.944 min): VL034676.D (-348) (-)
45

59 80 99 117 136 252

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
43

58

79 100 141 235 250

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 367 (3.967 min): VL034769.D (-205) (-)
43

58

79 100 141 235 250

3.96 3.96 3.96 3.97

0

2000

4000

6000

8000

Time-->

Abundance Ion  45.10 (44.80 to 45.80): VL034769.D

  3.97

Ion  58.10 (57.80 to 58.80): VL034769.D
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#20
Methylene Chloride
Concen:    0.251 ppbv  
RT: 4.35 min  Scan# 486
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 84 Resp:   13153
Ion  Ratio  Lower  Upper
 84  100
 49  163.2  122.8  184.2 
 51   54.4   38.6   58.0 
 86   71.1   47.7   71.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 478 (4.324 min): VL034676.D (-467) (-)
49

84

64 104 190206 286

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
49

84

126 20067

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 486 (4.349 min): VL034769.D (-323) (-)
49

84

12667 200

4.32 4.33 4.34 4.35 4.36
0

10000

20000

30000

40000

Time-->

Abundance Ion  84.00 (83.70 to 84.70): VL034769.D

  4.35

Ion  49.10 (48.80 to 49.80): VL034769.D
Ion  51.10 (50.80 to 51.80): VL034769.D
Ion  86.00 (85.70 to 86.70): VL034769.D

#23
Vinyl Acetate
Concen:    0.076 ppbv  
RT: 5.09 min  Scan# 715
Delta R.T.   0.02 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 43 Resp:   14506
Ion  Ratio  Lower  Upper
 43  100
 86   14.1    6.0    9.0#
 42    0.0    8.0   12.0#
 44   13.4    4.5    6.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 708 (5.063 min): VL034676.D (-700) (-)
43

86
65 122 184 248139 203

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

8670 113128 278222176

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 715 (5.086 min): VL034769.D (-553) (-)
43

8670 113128 176 220 278

5.08 5.09 5.10
0

5000

10000

15000

20000

25000

30000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL034769.D

  5.09

Ion  86.10 (85.80 to 86.80): VL034769.D
Ion  42.10 (41.80 to 42.80): VL034769.D
Ion  44.10 (43.80 to 44.80): VL034769.D
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#25
Ethyl Acetate
Concen:    0.484 ppbv  
RT: 5.70 min  Scan# 907
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 43 Resp:  120787
Ion  Ratio  Lower  Upper
 43  100
 45    6.7    8.2   12.4#
 61    4.5    7.8   11.6#
 70    4.6    6.1    9.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 897 (5.671 min): VL034676.D (-884) (-)
43

130

9361
157 246 28177 114

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
49

130

93

11470 278 297263

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 907 (5.703 min): VL034769.D (-742) (-)
49

130

93

11470 263278 297

5.65 5.70 5.75
0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL034769.D

  5.70

Ion  45.10 (44.80 to 45.80): VL034769.D
Ion  61.10 (60.80 to 61.80): VL034769.D
Ion  70.10 (69.80 to 70.80): VL034769.D

#26
Hexane
Concen:    0.362 ppbv  
RT: 5.71 min  Scan# 909
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 57 Resp:   41623
Ion  Ratio  Lower  Upper
 57  100
 41  254.6   70.3  105.5#
 43    0.0  177.0  265.4#
 56    0.0   42.6   64.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 900 (5.681 min): VL034676.D (-886) (-)
43

130
8670

161 217 255 279 298109

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
49

130

93

71 150 235 272113 194

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 909 (5.709 min): VL034769.D (-745) (-)
49

130

93

71 150 194 246 272113

5.70 5.72 5.74
0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  57.10 (56.80 to 57.80): VL034769.D

  5.71

Ion  41.10 (40.80 to 41.80): VL034769.D
Ion  43.10 (42.80 to 43.80): VL034769.D
Ion  56.10 (55.80 to 56.80): VL034769.D
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#30
Cyclohexane
Concen:    0.780 ppbv  
RT: 7.17 min  Scan# 1362
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 84 Resp:   69484
Ion  Ratio  Lower  Upper
 84  100
 56  144.1  113.4  170.2 
 41   97.7   68.2  102.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1354 (7.140 min): VL034676.D (-1339) (-)
56

84

39

109 136 162 195 232 274

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
56

84

39

117 176193 248 298

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1362 (7.166 min): VL034769.D (-1199) (-)
56

84

39

117 176193 248 298

7.10 7.15 7.20

0

20000

40000

60000

Time-->

Abundance Ion  84.20 (83.90 to 84.90): VL034769.D

  7.17

Ion  56.10 (55.80 to 56.80): VL034769.D
Ion  41.10 (40.80 to 41.80): VL034769.D

#33
1,4-Difluorobenzene
Concen:   10.000 ppbv  
RT: 7.21 min  Scan# 1377
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion:114 Resp: 2583431
Ion  Ratio  Lower  Upper
114  100
 63   28.3   22.9   34.3 
 88   20.2   15.8   23.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1368 (7.185 min): VL034676.D (-1352) (-)
114

63
88

37 238 266137 206175

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
114

63
88

37 142 173 241

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 1377 (7.214 min): VL034769.D (-1213) (-)
114

63
88

37 142 173 241

7.15 7.20 7.25

0

500000

1000000

1500000

Time-->

Abundance Ion 114.10 (113.80 to 114.80): VL034769.D

  7.21

Ion  63.10 (62.80 to 63.80): VL034769.D
Ion  88.10 (87.80 to 88.80): VL034769.D
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#34
2-Butanone
Concen:    0.275 ppbv  
RT: 5.26 min  Scan# 770
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 43 Resp:   44764
Ion  Ratio  Lower  Upper
 43  100
 72   21.4   18.2   27.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 761 (5.234 min): VL034676.D (-748) (-)
43

72

95 131 153170 195 244 275 296

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

72
24898 153 230

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 770 (5.263 min): VL034769.D (-606) (-)
43

72

98 153 230 248

5.25 5.30

0

5000

10000

15000

20000

25000

30000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL034769.D

  5.26

Ion  72.10 (71.80 to 72.80): VL034769.D

#36
Benzene
Concen:    0.027 ppbv  
RT: 6.92 min  Scan# 1287
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 78 Resp:    6117
Ion  Ratio  Lower  Upper
 78  100
 77   16.0   19.5   29.3#
 50   36.3   14.6   21.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1279 (6.899 min): VL034676.D (-1265) (-)
78

51

154 174 226 254 278 30094

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
78

50

145 29518511898 162 269

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1287 (6.925 min): VL034769.D (-1124) (-)
78

50
145 295185118 162 269

6.90 6.92 6.94

0

1000

2000

3000

4000

5000

6000

Time-->

Abundance Ion  78.10 (77.80 to 78.80): VL034769.D

  6.92

Ion  77.10 (76.80 to 77.80): VL034769.D
Ion  50.10 (49.80 to 50.80): VL034769.D
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#39
1,2-Dichloropropane
Concen:    8.182 ppbv  
RT: 7.22 min  Scan# 1378
Delta R.T.   -0.41 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 63 Resp:  726290
Ion  Ratio  Lower  Upper
 63  100
 41    0.0   60.2   90.4#
 62   15.9   56.3   84.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1505 (7.626 min): VL034676.D (-1490) (-)
63

41

79 97 114 142 167 221 291

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
114

63
88

38 137 177 214 275 299

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1378 (7.217 min): VL034769.D (-1350) (-)
114

63
88

38 137 177 214 275 299

7.15 7.20 7.25

0

200000

400000

600000

800000

Time-->

Abundance Ion  63.10 (62.80 to 63.80): VL034769.D

  7.22

Ion  41.10 (40.80 to 41.80): VL034769.D
Ion  62.10 (61.80 to 62.80): VL034769.D

#42
Bromodichloromethane
Concen:    0.039 ppbv  
RT: 7.84 min  Scan# 1571
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 83 Resp:    7167
Ion  Ratio  Lower  Upper
 83  100
 85    0.0   51.1   76.7#
127    0.0    5.8    8.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1562 (7.809 min): VL034676.D (-1544) (-)
83

47
129

114 165 232 27062 99

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
7055

39

98 182 273114 158 250

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1571 (7.838 min): VL034769.D (-1407) (-)
70

55

38 98 182 273158 250

7.82 7.83 7.84 7.85

0

5000

10000

15000

20000

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VL034769.D

  7.84

Ion  85.00 (84.70 to 85.70): VL034769.D
Ion 126.90 (126.60 to 127.60): VL034769.D
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#43
Methyl Methacrylate
Concen:    0.091 ppbv  
RT: 8.15 min  Scan# 1667
Delta R.T.   0.12 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 69 Resp:    8529
Ion  Ratio  Lower  Upper
 69  100
 41    0.0  118.2  177.2#
100    0.0   24.2   36.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1629 (8.025 min): VL034676.D (-1614) (-)
41

69

100

85
240 280122 142 167 195

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

71

100
118 182 208

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1667 (8.147 min): VL034769.D (-1474) (-)
98

79

196
118

36

8.12 8.14 8.16

0

200000

400000

600000

Time-->

Abundance Ion  69.10 (68.80 to 69.80): VL034769.D

  8.15

Ion  41.10 (40.80 to 41.80): VL034769.D
Ion 100.10 (99.80 to 100.80): VL034769.D

#44
2,2,4-Trimethylpentane
Concen:    1.823 ppbv  
RT: 8.17 min  Scan# 1673
Delta R.T.   0.29 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 57 Resp:  710736
Ion  Ratio  Lower  Upper
 57  100
 41  138.6   26.0   39.0#
 56   64.8   25.6   38.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1584 (7.880 min): VL034676.D (-1560) (-)
57

41

99 13081 223 280

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
43

71

100
137 154 176 232 260

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1673 (8.166 min): VL034769.D (-1429) (-)
43

71

100
137 154 176 232 260

8.10 8.15 8.20 8.25

0

200000

400000

600000

Time-->

Abundance Ion  57.10 (56.80 to 57.80): VL034769.D

  8.17

Ion  41.10 (40.80 to 41.80): VL034769.D
Ion  56.10 (55.80 to 56.80): VL034769.D
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#53
Toluene
Concen:   31.243 ppbv  
RT: 9.86 min  Scan# 2200
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 91 Resp: 7414549
Ion  Ratio  Lower  Upper
 91  100
 92   67.0   48.5   72.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 2190 (9.828 min): VL034676.D (-2173) (-)
91

6539

119 142 197214 249

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
91

39 65

129 245 265 291207107

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 2200 (9.860 min): VL034769.D (-2035) (-)
91

39 65

129 245 265 291207107

9.75 9.80 9.85 9.90 9.95

0

1000000

2000000

3000000

Time-->

Abundance Ion  91.10 (90.80 to 91.80): VL034769.D

  9.86

Ion  92.10 (91.80 to 92.80): VL034769.D

#55
Chlorobenzene-d5
Concen:   10.000 ppbv  
RT: 12.15 min  Scan# 2912
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion:117 Resp: 2531528
Ion  Ratio  Lower  Upper
117  100
 82   70.4   54.1   81.1 
119   32.8   27.6   41.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2902 (12.118 min): VL034676.D (-2888) (-)
117

82

54

38 99 133 163 196 252 281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
117

82

54

38 99 135 265

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 2912 (12.150 min): VL034769.D (-2747) (-)
117

82

54

38 99 135 265

12.10 12.20

0

500000

1000000

1500000

Time-->

Abundance Ion 117.10 (116.80 to 117.80): VL034769.D

 12.15

Ion  82.10 (81.80 to 82.80): VL034769.D
Ion 119.10 (118.80 to 119.80): VL034769.D
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#58
Ethyl Benzene
Concen:    0.078 ppbv  
RT: 12.77 min  Scan# 3105
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 91 Resp:   23829
Ion  Ratio  Lower  Upper
 91  100
106   28.5   24.0   36.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 3097 (12.745 min): VL034676.D (-3079) (-)
91

51
10775 149 186 275

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance
91

39
65

161107 208130 182 242 298

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 3105 (12.770 min): VL034769.D (-2942) (-)
91

51
75 161 208107 130 182 242 298

12.75

0

5000

10000

15000

20000

Time-->

Abundance Ion  91.10 (90.80 to 91.80): VL034769.D

 12.77

Ion 106.10 (105.80 to 106.80): VL034769.D

#59
m/p-Xylene
Concen:    0.138 ppbv  
RT: 13.05 min  Scan# 3193
Delta R.T.   0.02 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 91 Resp:   36897
Ion  Ratio  Lower  Upper
 91  100
106    0.0   35.6   53.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3186 (13.031 min): VL034676.D (-3161) (-)
91

106

51
74 130 159175 214 233 258 28036

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
91

106

39
55 76 122 150166 191 210 234

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3193 (13.053 min): VL034769.D (-3031) (-)
91

106

39
63 122 150166 191 210 234

13.04 13.06 13.08 13.10

0

10000

20000

30000

40000

50000

Time-->

Abundance Ion  91.10 (90.80 to 91.80): VL034769.D

 13.05

Ion 106.10 (105.80 to 106.80): VL034769.D
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#60
o-Xylene
Concen:    0.256 ppbv  
RT: 13.76 min  Scan# 3412
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 91 Resp:   67959
Ion  Ratio  Lower  Upper
 91  100
106   39.8   21.9   65.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3404 (13.732 min): VL034676.D (-3382) (-)
91

51
131 1681077436 148 194 287

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
91

39 65 107 149124 175 220 282

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3412 (13.757 min): VL034769.D (-3249) (-)
91

39 65 107 149124 187 220 282

13.70 13.75 13.80

0

10000

20000

30000

40000

Time-->

Abundance Ion  91.10 (90.80 to 91.80): VL034769.D

 13.76

Ion 106.10 (105.80 to 106.80): VL034769.D

#64
n-propylbenzene
Concen:    0.325 ppbv  
RT: 15.63 min  Scan# 3995
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion:120 Resp:   32414
Ion  Ratio  Lower  Upper
120  100
 91  588.7  369.8  554.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3985 (15.600 min): VL034676.D (-3967) (-)
91

120
65

39
187 209 279234

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
91

120
6539

170 193140 234 258 287

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3995 (15.632 min): VL034769.D (-3830) (-)
91

120
65

39
140 170 207 239 258 287

15.60 15.65

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion 120.20 (119.90 to 120.90): VL034769.D

 15.63

Ion  91.10 (90.80 to 91.80): VL034769.D
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#65
tert-Butylbenzene
Concen:    0.086 ppbv  
RT: 16.83 min  Scan# 4368
Delta R.T.   0.04 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion:119 Resp:   28737
Ion  Ratio  Lower  Upper
119  100
 91  211.5   69.1  103.7#
134    0.0   15.8   23.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4355 (16.789 min): VL034676.D (-4333) (-)
11991

41 134
65

166 222 286

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
105

120

77
39 55

140 203 227 274182

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4368 (16.831 min): VL034769.D (-4200) (-)
105

120

77
39 55

140 182 211 237 274

16.82 16.84 16.86

0

10000

20000

30000

Time-->

Abundance Ion 119.20 (118.90 to 119.90): VL034769.D

 16.83

Ion  91.10 (90.80 to 91.80): VL034769.D
Ion 134.20 (133.90 to 134.90): VL034769.D

#68
1-Bromo-4-Fluorobenzene
Concen:   10.295 ppbv  
RT: 14.48 min  Scan# 3638
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 95 Resp: 2136939
Ion  Ratio  Lower  Upper
 95  100
174   64.3   50.7   76.1 
175    4.6    3.9    5.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3629 (14.455 min): VL034676.D (-3610) (-)
95

17675

50

14136 110124 262155 233

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance
95

174
75

50

117 14136 155 212 237 261

40 60 80 100 120 140 160 180 200 220 240 260
0

50

m/z-->

Abundance Scan 3638 (14.484 min): VL034769.D (-3474) (-)
95

174
75

50

14136 117 155 237212 261

14.40 14.45 14.50 14.55

0

200000

400000

600000

800000

1000000

1200000

Time-->

Abundance Ion  95.10 (94.80 to 95.80): VL034769.D

 14.48

Ion 174.00 (173.70 to 174.70): VL034769.D
Ion 175.00 (174.70 to 175.70): VL034769.D
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#71
2-Chlorotoluene
Concen:    0.628 ppbv  
RT: 15.63 min  Scan# 3995
Delta R.T.   0.14 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion: 91 Resp:  188113
Ion  Ratio  Lower  Upper
 91  100
126    0.2   11.8   47.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3952 (15.494 min): VL034676.D (-3933) (-)
91

126
63

39
172 214 260108

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
91

120
6539

170 193140 234 258 287

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 3995 (15.632 min): VL034769.D (-3797) (-)
91

120
65

39
170 193 234 258 287140

15.55 15.60 15.65 15.70

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  91.10 (90.80 to 91.80): VL034769.D

 15.63

Ion 126.10 (125.80 to 126.80): VL034769.D

#72
4-Ethyltoluene
Concen:    0.724 ppbv  
RT: 15.91 min  Scan# 4081
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion:105 Resp:  213759
Ion  Ratio  Lower  Upper
105  100
120   29.5   23.7   35.5 
 91   15.7   10.9   16.3 
 77   15.5   12.2   18.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4072 (15.880 min): VL034676.D (-4057) (-)
105

120
77

39
59 219 274158

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
105

120
775741

174149 258 287217

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4081 (15.908 min): VL034769.D (-3917) (-)
105

120
775739

144 174 217 258 287

15.85 15.90 15.95
0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion 105.10 (104.80 to 105.80): VL034769.D

 15.91

Ion 120.20 (119.90 to 120.90): VL034769.D
Ion  91.10 (90.80 to 91.80): VL034769.D
Ion  77.10 (76.80 to 77.80): VL034769.D

VL034769.D  VL022620AIR.M      Wed Mar 04 05:42:17 2020      Page 18

Instrument :
MSVOA_L
ClientSampleId :
IA-5-4DL



#73
1,3,5-Trimethylbenzene
Concen:    0.528 ppbv  
RT: 16.07 min  Scan# 4131
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion:105 Resp:  149839
Ion  Ratio  Lower  Upper
105  100
120   42.9   37.1   55.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4121 (16.037 min): VL034676.D (-4103) (-)
105

120

77
39

58 156 174 252237

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
105

120

7741 57
135 174 244 277

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4131 (16.069 min): VL034769.D (-3966) (-)
105

120

7739 58 135 174 244 277

16.00 16.05 16.10

0

20000

40000

60000

80000

Time-->

Abundance Ion 105.10 (104.80 to 105.80): VL034769.D

 16.07

Ion 120.20 (119.90 to 120.90): VL034769.D

#74
1,2,4-Trimethylbenzene
Concen:    1.458 ppbv  
RT: 16.83 min  Scan# 4368
Delta R.T.   0.03 min
Lab File:   VL034769.D
Acq:  3 Mar 2020  18:28    

Tgt Ion:105 Resp:  456951
Ion  Ratio  Lower  Upper
105  100
120   43.5   37.9   56.9 
 91   11.7   43.9   65.9#
 77   16.5   20.3   30.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4360 (16.805 min): VL034676.D (-4339) (-)
105

120

77
39

58 135 160 185 204 283

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
105

120

77
39 55

140 203 227 274182

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 4368 (16.831 min): VL034769.D (-4204) (-)
105

120

77
39 55

140 182 211227 274

16.80 16.90
0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion 105.10 (104.80 to 105.80): VL034769.D

 16.83

Ion 120.20 (119.90 to 120.90): VL034769.D
Ion  91.10 (90.80 to 91.80): VL034769.D
Ion  77.10 (76.80 to 77.80): VL034769.D
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