
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_L\DATA\VL032222\
  Data File : VL038711.D                                          
  Acq On    : 23 Mar 2022   9:51
  Operator  : SY/AP
  Sample    : N1961-14DL2 20X
  Misc      : 400mL/MSVOA_L
  ALS Vial  : 1   Sample Multiplier: 1
 
  Quant Time: Mar 24 02:53:15 2022
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_L\METHODS\VL032122AIR.M
  Quant Title  : AIR ANALYSIS BY METHOD TO-15   Instrument: MSVOA_LMon Mar 21 17:09:26 2022
  QLast Update : Mon Mar 21 17:09:26 2022
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Bromochloromethane           5.65   49   671545    10.00 ppbv    0.00
    33) 1,4-Difluorobenzene          7.15  114  1783972    10.00 ppbv   -0.01
    55) Chlorobenzene-d5            12.06  117  1542921    10.00 ppbv   -0.02
 
   System Monitoring Compounds                                        
    68) 1-Bromo-4-Fluorobenzene     14.39   95  1142806     9.66 ppbv   -0.02  
     Spiked Amount     10.000   Range  65 - 135    Recovery   =   96.60% 
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane      3.04   85     3744     0.041 ppbv      93
     3) Chlorodifluoromethane        2.98   51    10319     0.145 ppbv      95
     8) Dichlorotetrafluoroethane    3.04   85     3744     0.042 ppbv #    13
     9) Propene                      3.01   41     7888     0.230 ppbv      84
    13) Ethanol                      3.60   45     3277     0.868 ppbv #     1
    15) Acetone                      3.86   43    46346     0.800 ppbv #    72
    20) Methylene Chloride           4.33   84    62753     2.571 ppbv      96
    21) Allyl Chloride               4.12   41   196794     4.719 ppbv #    54
    25) Ethyl Acetate                5.67   43    49707     0.341 ppbv #    91
    26) Hexane                       5.67   57    44639     0.684 ppbv #    54
    30) Cyclohexane                  7.11   84     8793     0.155 ppbv #     1
    39) 1,2-Dichloropropane          7.15   63   416528     7.738 ppbv #    29
    53) Toluene                      9.78   91  1142149     7.720 ppbv     100
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Bromochloromethane
Concen:   10.000 ppbv  
RT: 5.65 min  Scan# 890
Delta R.T.   -0.01 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 49 Resp:  671545
Ion  Ratio  Lower  Upper
 49  100
128   54.2   26.2   78.6 
130   70.1   33.7  101.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 893 (5.658 min): VL038648.D (-879) (-)
43

130

51 93
61 70 79

86 11636 142

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
49

130

93
81

5737 11664

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 890 (5.648 min): VL038711.D (-738) (-)
49

130

93
79

5737 11664 86
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0

100000

200000

300000

400000

Time-->

Abundance Ion  49.10 (48.80 to 49.80): VL038711.D

  5.65

Ion 128.00 (127.70 to 128.70): VL038711.D
Ion 130.00 (129.70 to 130.70): VL038711.D

#2
Dichlorodifluoromethane
Concen:    0.041 ppbv  
RT: 3.04 min  Scan# 79
Delta R.T.   -0.01 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 85 Resp:    3744
Ion  Ratio  Lower  Upper
 85  100
 87   36.6   26.0   39.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 81 (3.047 min): VL038648.D (-70) (-)
85
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66 120 243
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85

44

60 103
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Abundance Scan 79 (3.041 min): VL038711.D (-1) (-)
85

44

60 103
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Abundance Ion  85.00 (84.70 to 85.70): VL038711.D

  3.04

Ion  87.00 (86.70 to 87.70): VL038711.D
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#3
Chlorodifluoromethane
Concen:    0.145 ppbv  
RT: 2.98 min  Scan# 60
Delta R.T.   -0.01 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 51 Resp:   10319
Ion  Ratio  Lower  Upper
 51  100
 67   15.6   14.1   21.1 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 62 (2.986 min): VL038648.D (-46) (-)
51

67

854737 41 70 8863

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance
51

44

67
40

37 85

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 60 (2.980 min): VL038711.D (-1) (-)
51

44

67

853740
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2000
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Time-->

Abundance Ion  51.00 (50.70 to 51.70): VL038711.D

  2.98

Ion  67.00 (66.70 to 67.70): VL038711.D

#8
Dichlorotetrafluoroethane
Concen:    0.042 ppbv  
RT: 3.04 min  Scan# 79
Delta R.T.   -0.14 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 85 Resp:    3744
Ion  Ratio  Lower  Upper
 85  100
135    0.0   57.8   86.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 124 (3.186 min): VL038648.D (-114) (-)
85

135

101
69

1511164737 58 170
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0

50

m/z-->

Abundance
85

44

60 103
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Abundance Scan 79 (3.041 min): VL038711.D (-1) (-)
85
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Abundance Ion  85.00 (84.70 to 85.70): VL038711.D

  3.04

Ion 135.00 (134.70 to 135.70): VL038711.D
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#9
Propene
Concen:    0.230 ppbv  
RT: 3.01 min  Scan# 70
Delta R.T.   0.00 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 41 Resp:    7888
Ion  Ratio  Lower  Upper
 41  100
 42   57.3   56.2   84.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 69 (3.009 min): VL038648.D (-58) (-)
41

94 12348 8557 66

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
44

38
6051

67

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 70 (3.012 min): VL038711.D (-1) (-)
39

6051
67

3.00 3.05

0

1000

2000
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Time-->

Abundance Ion  41.10 (40.80 to 41.80): VL038711.D

  3.01

Ion  42.10 (41.80 to 42.80): VL038711.D

#13
Ethanol
Concen:    0.868 ppbv  
RT: 3.60 min  Scan# 254
Delta R.T.   -0.00 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 45 Resp:    3277
Ion  Ratio  Lower  Upper
 45  100
 46   97.1   15.1   60.5#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90
0

50

m/z-->

Abundance Scan 254 (3.604 min): VL038648.D (-243) (-)
45

42
39 53 80 85
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m/z-->

Abundance
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m/z-->

Abundance Scan 254 (3.604 min): VL038711.D (-99) (-)
45
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Abundance Ion  45.10 (44.80 to 45.80): VL038711.D

  3.60

Ion  46.10 (45.80 to 46.80): VL038711.D
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#15
Acetone
Concen:    0.800 ppbv  
RT: 3.86 min  Scan# 334
Delta R.T.   0.02 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 43 Resp:   46346
Ion  Ratio  Lower  Upper
 43  100
 58   14.0   23.3   34.9#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 328 (3.841 min): VL038648.D (-317) (-)
43

58

39 5336 80
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50

m/z-->

Abundance
43
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39

53 7050 73

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 334 (3.861 min): VL038711.D (-173) (-)
42

57

39
7053 7350

3.80 3.85 3.90

0

5000

10000

15000

20000

25000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL038711.D

  3.86

Ion  58.10 (57.80 to 58.80): VL038711.D

#20
Methylene Chloride
Concen:    2.571 ppbv  
RT: 4.33 min  Scan# 480
Delta R.T.   -0.01 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 84 Resp:   62753
Ion  Ratio  Lower  Upper
 84  100
 49  142.0  111.2  166.8 
 51   42.4   32.8   49.2 
 86   71.0   51.4   77.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 482 (4.337 min): VL038648.D (-470) (-)
49

84

37 54 10970

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
49

84

37 7043 59

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 480 (4.330 min): VL038711.D (-327) (-)
49

84

37 59 70

4.30 4.35 4.40
0

20000

40000

60000

Time-->

Abundance Ion  84.00 (83.70 to 84.70): VL038711.D

  4.33

Ion  49.10 (48.80 to 49.80): VL038711.D
Ion  51.10 (50.80 to 51.80): VL038711.D
Ion  86.00 (85.70 to 86.70): VL038711.D
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#21
Allyl Chloride
Concen:    4.719 ppbv  
RT: 4.12 min  Scan# 414
Delta R.T.   -0.29 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 41 Resp:  196794
Ion  Ratio  Lower  Upper
 41  100
 76    0.0   25.0   37.6#
 39   36.7   56.6   85.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 503 (4.404 min): VL038648.D (-493) (-)
41

76

6350 95 128

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
43

57
72

50 6536

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 414 (4.118 min): VL038711.D (-348) (-)
43

57
72

50 6536

4.05 4.10 4.15 4.20 4.25

0

50000

100000

Time-->

Abundance Ion  41.10 (40.80 to 41.80): VL038711.D

  4.12

Ion  76.10 (75.80 to 76.80): VL038711.D
Ion  39.10 (38.80 to 39.80): VL038711.D

#25
Ethyl Acetate
Concen:    0.341 ppbv  
RT: 5.67 min  Scan# 897
Delta R.T.   0.00 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 43 Resp:   49707
Ion  Ratio  Lower  Upper
 43  100
 45    7.3    8.2   12.4#
 61    6.0    8.3   12.5#
 70    4.7    5.6    8.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 896 (5.668 min): VL038648.D (-883) (-)
43

57 130

9370 8150 11436

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
49

130

93
5741 79

8671 11664

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 897 (5.671 min): VL038711.D (-741) (-)
49

130

93
5741 79

8671 11664

5.60 5.65 5.70 5.75
0

10000

20000

30000

Time-->

Abundance Ion  43.10 (42.80 to 43.80): VL038711.D

  5.67

Ion  45.10 (44.80 to 45.80): VL038711.D
Ion  61.10 (60.80 to 61.80): VL038711.D
Ion  70.10 (69.80 to 70.80): VL038711.D
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#26
Hexane
Concen:    0.684 ppbv  
RT: 5.67 min  Scan# 897
Delta R.T.   -0.01 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 57 Resp:   44639
Ion  Ratio  Lower  Upper
 57  100
 41   93.0   67.0  100.4 
 43  117.8  184.2  276.2#
 56   60.4   42.6   64.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 899 (5.677 min): VL038648.D (-885) (-)
43

57

130
86 9370 7950 11936

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
49

130

93
5741 79

8671 11664

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 897 (5.671 min): VL038711.D (-744) (-)
49

130

93
5741 79

8671 11664

5.60 5.65 5.70 5.75
0

10000

20000

30000

Time-->

Abundance Ion  57.10 (56.80 to 57.80): VL038711.D

  5.67

Ion  41.10 (40.80 to 41.80): VL038711.D
Ion  43.10 (42.80 to 43.80): VL038711.D
Ion  56.10 (55.80 to 56.80): VL038711.D

#30
Cyclohexane
Concen:    0.155 ppbv  
RT: 7.11 min  Scan# 1346
Delta R.T.   -0.01 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 84 Resp:    8793
Ion  Ratio  Lower  Upper
 84  100
 56  279.5  108.2  162.4#
 41  210.3   61.8   92.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1348 (7.121 min): VL038648.D (-1333) (-)
56

84

41

69

7749 94 113 120

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
56 84

41
114

69

63
77 9449 128

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1346 (7.115 min): VL038711.D (-1193) (-)
56 84

41
114

69

63
77 9449 128

7.10 7.11 7.12 7.13

0

5000

10000

15000

Time-->

Abundance Ion  84.20 (83.90 to 84.90): VL038711.D

  7.11

Ion  56.10 (55.80 to 56.80): VL038711.D
Ion  41.10 (40.80 to 41.80): VL038711.D
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#33
1,4-Difluorobenzene
Concen:   10.000 ppbv  
RT: 7.15 min  Scan# 1358
Delta R.T.   -0.01 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion:114 Resp: 1783972
Ion  Ratio  Lower  Upper
114  100
 63   24.1   19.4   29.0 
 88   17.3   13.9   20.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1362 (7.166 min): VL038648.D (-1345) (-)
114

63
88

50 75 9537 107 130

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
114

63
88

50 75 9537

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1358 (7.153 min): VL038711.D (-1207) (-)
114

63
88

50 75 9537

7.10 7.20 7.30

0

200000

400000

600000

800000

1000000

Time-->

Abundance Ion 114.10 (113.80 to 114.80): VL038711.D

  7.15

Ion  63.10 (62.80 to 63.80): VL038711.D
Ion  88.10 (87.80 to 88.80): VL038711.D

#39
1,2-Dichloropropane
Concen:    7.738 ppbv  
RT: 7.15 min  Scan# 1358
Delta R.T.   -0.45 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 63 Resp:  416528
Ion  Ratio  Lower  Upper
 63  100
 41    0.4   49.0   73.6#
 62   16.4   53.9   80.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1497 (7.600 min): VL038648.D (-1481) (-)
63

41

76

97 112 234

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance
114

63
88

50 7537 100

40 60 80 100 120 140 160 180 200 220
0

50

m/z-->

Abundance Scan 1358 (7.153 min): VL038711.D (-1342) (-)
114

63
88

50 7537 100

7.10 7.15 7.20 7.25

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion  63.10 (62.80 to 63.80): VL038711.D

  7.15

Ion  41.10 (40.80 to 41.80): VL038711.D
Ion  62.10 (61.80 to 62.80): VL038711.D
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#53
Toluene
Concen:    7.720 ppbv  
RT: 9.78 min  Scan# 2175
Delta R.T.   -0.02 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 91 Resp: 1142149
Ion  Ratio  Lower  Upper
 91  100
 92   60.6   48.7   73.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 2180 (9.796 min): VL038648.D (-2162) (-)
91

39 65
51

77 84 10599 128

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
91

6539 51
74 84 105 114

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 2175 (9.780 min): VL038711.D (-2025) (-)
91

6539 51
74 84 105 114

9.70 9.75 9.80 9.85

0

100000

200000

300000

400000

500000

600000

Time-->

Abundance Ion  91.10 (90.80 to 91.80): VL038711.D

  9.78

Ion  92.10 (91.80 to 92.80): VL038711.D

#55
Chlorobenzene-d5
Concen:   10.000 ppbv  
RT: 12.06 min  Scan# 2883
Delta R.T.   -0.02 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion:117 Resp: 1542921
Ion  Ratio  Lower  Upper
117  100
 82   65.2   51.6   77.4 
119   34.1   26.9   40.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 2889 (12.076 min): VL038648.D (-2873) (-)
117

82

54

40 13195 207 23167

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
117

82

54

40
99 24567

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 2883 (12.057 min): VL038711.D (-2734) (-)
117

82

54

40 99 24567

12.00 12.10

0

200000

400000

600000

800000

Time-->

Abundance Ion 117.10 (116.80 to 117.80): VL038711.D

 12.06

Ion  82.10 (81.80 to 82.80): VL038711.D
Ion 119.10 (118.80 to 119.80): VL038711.D
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#68
1-Bromo-4-Fluorobenzene
Concen:    9.661 ppbv  
RT: 14.39 min  Scan# 3608
Delta R.T.   -0.02 min
Lab File:   VL038711.D
Acq: 23 Mar 2022   9:51    

Tgt Ion: 95 Resp: 1142806
Ion  Ratio  Lower  Upper
 95  100
174   71.3   56.1   84.1 
175    5.0    4.2    6.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 3613 (14.404 min): VL038648.D (-3592) (-)
95

174

75

50

37 62 141112 124 15086 161

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
95

174

75

50

6137 141117 128 150 16186 104

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 3608 (14.388 min): VL038711.D (-3458) (-)
95

174

75

50

6137 141117 128 150 16186 104

14.30 14.40 14.50

0

100000

200000

300000

400000

500000

600000

Time-->

Abundance Ion  95.10 (94.80 to 95.80): VL038711.D

 14.39

Ion 174.00 (173.70 to 174.70): VL038711.D
Ion 175.00 (174.70 to 175.70): VL038711.D
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