
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX012725\
  Data File : VX044721.D                                          
  Acq On    : 27 Jan 2025  14:09
  Operator  : JC/MD
  Sample    : Q1173‐05
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 12   Sample Multiplier: 1
 
  Quant Time: Jan 28 04:12:18 2025
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_X\Method\82X011525W.M
  Quant Title  : SW846 8260
  QLast Update : Thu Jan 16 01:16:09 2025
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Pentafluorobenzene          5.544  168   143949    50.000 ug/l     0.00
    34) 1,4‐Difluorobenzene         6.757  114   289107    50.000 ug/l     0.00
    63) Chlorobenzene‐d5           10.049  117   257515    50.000 ug/l     0.00
    72) 1,4‐Dichlorobenzene‐d4     12.018  152   112964    50.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    33) 1,2‐Dichloroethane‐d4       5.946   65   103939    47.836 ug/l    0.00  
     Spiked Amount     50.000   Range  74 ‐ 125    Recovery   =   95.680% 
    35) Dibromofluoromethane        5.379  113    93332    50.816 ug/l    0.00  
     Spiked Amount     50.000   Range  75 ‐ 124    Recovery   =  101.640% 
    50) Toluene‐d8                  8.647   98   348739    54.456 ug/l    0.00  
     Spiked Amount     50.000   Range  86 ‐ 113    Recovery   =  108.920% 
    62) 4‐Bromofluorobenzene       11.079   95   127861    53.558 ug/l    0.00  
     Spiked Amount     50.000   Range  77 ‐ 121    Recovery   =  107.120% 
 
   Target Compounds                                                   Qvalue
     3) Chloromethane               1.288   50      493     0.235 ug/l #    76
     6) Chloroethane                1.666   64      507     1.336 ug/l #    79
    11) Tert butyl alcohol          2.947   59      823     1.699 ug/l #    94
    12) 1,1‐Dichloroethene          2.313   96      402     0.239 ug/l #    90
    13) Acrolein                    2.233   56      307     1.347 ug/l #    22
    16) Acetone                     2.380   43     6091     7.085 ug/l      97
    19) Methyl tert‐butyl Ether     3.111   73     1573     0.258 ug/l #    84
    24) 1,1‐Dichloroethane          3.611   63     2251     0.665 ug/l #    81
    30) Chloroform                  5.099   83     2310     0.677 ug/l      99
    31) Cyclohexane                 5.538   56     3338     1.220 ug/l #     1
    32) 1,1,1‐Trichloroethane       5.379   97      668     0.213 ug/l #    23
    36) 1,1‐Dichloropropene         5.544   75    12051     4.714 ug/l #    49
    38) Carbon Tetrachloride        5.538  117    14388     5.003 ug/l #    16
    44) Trichloroethene             7.129  130     3350     1.759 ug/l      98
    59) 2‐Hexanone                  9.464   43      477     0.234 ug/l #    59
    64) Tetrachloroethene           9.275  164      474     0.293 ug/l #    81
    74) N‐amyl acetate             10.860   43     1970     0.433 ug/l #     1
    76) 1,2,3‐Trichloropropane     11.079   75    62684    22.865 ug/l #    32
    81) trans‐1,4‐Dichloro‐2‐b...  11.079   75    62684    52.289 ug/l #    12
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

82X011525W.M Tue Jan 28 04:12:27 2025                                                      Page:  1

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



                                        Quantitation Report    (Not Reviewed)

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX012725\
  Data File : VX044721.D                                          
  Acq On    : 27 Jan 2025  14:09
  Operator  : JC/MD
  Sample    : Q1173‐05
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 12   Sample Multiplier: 1

  Quant Time: Jan 28 04:12:18 2025
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_X\Method\82X011525W.M
  Quant Title  : SW846 8260
  QLast Update : Thu Jan 16 01:16:09 2025
  Response via : Initial Calibration

2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00
0

50000

100000

150000

200000

250000

300000

350000

400000

450000

500000

550000

600000

650000

Time-->

Abundance TIC: VX044721.D\data.ms

1,
4-

D
ic

hl
or

ob
en

ze
ne

-d
4,

I

4-
B

ro
m

of
lu

or
ob

en
ze

ne
,S

1,
2,

3-
T

ric
hl

or
op

ro
pa

ne
,T

 
tr

an
s-

1,
4-

D
ic

hl
or

o-
2-

bu
te

ne
,T

N
-a

m
yl

 a
ce

ta
te

,T

C
hl

or
ob

en
ze

ne
-d

5,
I

2-
H

ex
an

on
e,

T
 

T
et

ra
ch

lo
ro

et
he

ne
,T

 

T
ol

ue
ne

-d
8,

S

T
ric

hl
or

oe
th

en
e,

T
M

1,
4-

D
ifl

uo
ro

be
nz

en
e,

I

1,
2-

D
ic

hl
or

oe
th

an
e-

d4
,S

P
en

ta
flu

or
ob

en
ze

ne
,I

1,
1-

D
ic

hl
or

op
ro

pe
ne

,T
 

C
yc

lo
he

xa
ne

,T
 

C
ar

bo
n 

T
et

ra
ch

lo
rid

e,
T

 
1,

1,
1-

T
ric

hl
or

oe
th

an
e,

T
 

D
ib

ro
m

of
lu

or
om

et
ha

ne
,S

C
hl

or
of

or
m

,C
 

1,
1-

D
ic

hl
or

oe
th

an
e,

P
 

M
et

hy
l t

er
t-

bu
ty

l E
th

er
,T

 
T

er
t b

ut
yl

 a
lc

oh
ol

,T
 

A
ce

to
ne

,T
 

1,
1-

D
ic

hl
or

oe
th

en
e,

C
M

A
cr

ol
ei

n,
T

 

C
hl

or
oe

th
an

e,
T

 

C
hl

or
om

et
ha

ne
,P

82X011525W.M Tue Jan 28 04:12:29 2025                                                      Page: 2

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT:   5.544 min  Scan# 731
Delta R.T.  ‐0.000 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion:168 Resp:  143949
Ion  Ratio  Lower  Upper
168  100
 99   61.8   51.1   76.7 

Ref

Raw

Sub
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Abundance
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#3
Chloromethane
Concen:    0.235 ug/l  
RT:   1.288 min  Scan# 33
Delta R.T.  ‐0.012 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 50 Resp:     493
Ion  Ratio  Lower  Upper
 50  100
 52   20.1   27.0   40.4#

Ref
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Sub
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Abundance Scan 35 (1.300 min): VX044651.D\data.ms (-29) 
50.0

35.0
108.069.1 129.183.2

40 60 80 100 120
0

50

m/z-->

Abundance Scan 33 (1.288 min): VX044721.D\data.ms
44.0 63.9

40 60 80 100 120
0

50

m/z-->

Abundance Scan 33 (1.288 min): VX044721.D\data.ms (-1) (-
63.9

47.9

1.25 1.30 1.35

0

100

200

300

400

Time-->

Abundance
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#6
Chloroethane
Concen:    1.336 ug/l  
RT:   1.666 min  Scan# 95
Delta R.T.  0.006 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 64 Resp:     507
Ion  Ratio  Lower  Upper
 64  100
 66   21.2   26.6   39.8#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 94 (1.660 min): VX044651.D\data.ms (-90) 
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Abundance
 1.666

#11
Tert butyl alcohol
Concen:    1.699 ug/l  
RT:   2.947 min  Scan# 305
Delta R.T.  ‐0.036 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 59 Resp:     823
Ion  Ratio  Lower  Upper
 59  100
 57    3.0    3.9    5.9#

Ref
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#12
1,1‐Dichloroethene
Concen:    0.239 ug/l  
RT:   2.313 min  Scan# 201
Delta R.T.  0.006 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 96 Resp:     402
Ion  Ratio  Lower  Upper
 96  100
 61  155.9  131.1  196.7 
 98   49.4   51.2   76.8#

Ref
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Sub
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 2.313

#13
Acrolein
Concen:    1.347 ug/l  
RT:   2.233 min  Scan# 188
Delta R.T.  ‐0.006 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 56 Resp:     307
Ion  Ratio  Lower  Upper
 56  100
 55  132.6   55.1   82.7#

Ref
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#16
Acetone
Concen:    7.085 ug/l  
RT:   2.380 min  Scan# 212
Delta R.T.  ‐0.006 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 43 Resp:    6091
Ion  Ratio  Lower  Upper
 43  100
 58   29.1   24.6   37.0 

Ref
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Abundance
 2.380

#19
Methyl tert‐butyl Ether
Concen:    0.258 ug/l  
RT:   3.111 min  Scan# 332
Delta R.T.  0.000 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 73 Resp:    1573
Ion  Ratio  Lower  Upper
 73  100
 57   29.5   17.4   26.0#
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Abundance Scan 332 (3.111 min): VX044651.D\data.ms (-32
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#24
1,1‐Dichloroethane
Concen:    0.665 ug/l  
RT:   3.611 min  Scan# 414
Delta R.T.  0.012 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 63 Resp:    2251
Ion  Ratio  Lower  Upper
 63  100
 98    0.0    3.6   10.9#
100    0.0    2.5    7.5#

Ref
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Abundance
 3.611

#30
Chloroform
Concen:    0.677 ug/l  
RT:   5.099 min  Scan# 658
Delta R.T.  0.012 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 83 Resp:    2310
Ion  Ratio  Lower  Upper
 83  100
 85   63.1   51.2   76.8 
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#31
Cyclohexane
Concen:    1.220 ug/l  
RT:   5.538 min  Scan# 730
Delta R.T.  0.079 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 56 Resp:    3338
Ion  Ratio  Lower  Upper
 56  100
 69  187.2   26.8   40.2#
 84  165.0   71.0  106.4#

Ref

Raw
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Abundance Scan 717 (5.458 min): VX044651.D\data.ms (-70
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Abundance

 5.538

#32
1,1,1‐Trichloroethane
Concen:    0.213 ug/l  
RT:   5.379 min  Scan# 704
Delta R.T.  0.006 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 97 Resp:     668
Ion  Ratio  Lower  Upper
 97  100
 99    0.0   51.6   77.4#
 61    0.0   35.6   53.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 703 (5.373 min): VX044651.D\data.ms (-69
97.0

61.0

191.935.0 120.9 159.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 704 (5.379 min): VX044721.D\data.ms
110.9

80.9 191.8
159.840.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 704 (5.379 min): VX044721.D\data.ms (-65
110.9

78.9 191.8
159.843.9
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Time-->

Abundance
 5.379
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#33
1,2‐Dichloroethane‐d4
Concen:   47.836 ug/l  
RT:   5.946 min  Scan# 797
Delta R.T.  ‐0.006 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 65 Resp:  103939
Ion  Ratio  Lower  Upper
 65  100
 67   54.6    0.0  103.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 798 (5.952 min): VX044651.D\data.ms (-78
65.0

102.0
35.0

207.1
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Abundance Scan 797 (5.946 min): VX044721.D\data.ms
65.0

102.0

37.0 168.2
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0
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Abundance Scan 797 (5.946 min): VX044721.D\data.ms (-74
65.0

102.0

37.0
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10000

20000

30000

Time-->

Abundance
 5.946

#34
1,4‐Difluorobenzene
Concen:   50.000 ug/l  
RT:   6.757 min  Scan# 930
Delta R.T.  0.000 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion:114 Resp:  289107
Ion  Ratio  Lower  Upper
114  100
 63   20.9    0.0   43.0 
 88   15.8    0.0   35.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 930 (6.757 min): VX044651.D\data.ms (-91
114.0

63.0 88.0

37.0 206.9

40 60 80 100 120 140 160 180 200
0

50
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Abundance Scan 930 (6.757 min): VX044721.D\data.ms
114.0

63.0 88.0
37.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 930 (6.757 min): VX044721.D\data.ms (-88
114.0

63.0 88.0
37.0
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0

20000

40000
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Abundance
 6.757
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#35
Dibromofluoromethane
Concen:   50.816 ug/l  
RT:   5.379 min  Scan# 704
Delta R.T.  0.000 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion:113 Resp:   93332
Ion  Ratio  Lower  Upper
113  100
111  102.2   81.6  122.4 
192   17.6   14.4   21.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 704 (5.379 min): VX044651.D\data.ms (-69
97.0

61.0

191.9
120.937.0 159.8

40 60 80 100 120 140 160 180 200
0

50
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Abundance Scan 704 (5.379 min): VX044721.D\data.ms
110.9

80.9 191.8
159.840.0

40 60 80 100 120 140 160 180 200
0

50
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Abundance Scan 704 (5.379 min): VX044721.D\data.ms (-65
110.9

80.9 191.8
159.840.8

5.30 5.40 5.50

0

10000

20000

30000

Time-->

Abundance
 5.379

#36
1,1‐Dichloropropene
Concen:    4.714 ug/l  
RT:   5.544 min  Scan# 731
Delta R.T.  ‐0.140 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 75 Resp:   12051
Ion  Ratio  Lower  Upper
 75  100
110    8.5   17.9   53.8#
 77    0.0   24.5   36.7#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 754 (5.684 min): VX044651.D\data.ms (-74
75.0

116.9

39.1

94.9

40 60 80 100 120 140 160
0
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m/z-->

Abundance Scan 731 (5.544 min): VX044721.D\data.ms
168.0

99.0

137.0
118.075.0

40.0
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0

50
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Abundance Scan 731 (5.544 min): VX044721.D\data.ms (-70
168.0

99.0

137.0
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55.135.9
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Time-->

Abundance
 5.544
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#38
Carbon Tetrachloride
Concen:    5.003 ug/l  
RT:   5.538 min  Scan# 730
Delta R.T.  ‐0.134 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion:117 Resp:   14388
Ion  Ratio  Lower  Upper
117  100
119    5.0   76.0  114.0#
121    0.0   24.6   36.8#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 752 (5.672 min): VX044651.D\data.ms (-74
116.9

75.0

47.0

94.9
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Abundance Scan 730 (5.538 min): VX044721.D\data.ms
168.0

99.0

137.0
75.0 118.0

37.0 56.0
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Abundance Scan 730 (5.538 min): VX044721.D\data.ms (-70
168.0

99.0

137.0
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54.936.0

5.50 5.60
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1000
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4000

Time-->

Abundance
 5.538

#44
Trichloroethene
Concen:    1.759 ug/l  
RT:   7.129 min  Scan# 991
Delta R.T.  0.012 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion:130 Resp:    3350
Ion  Ratio  Lower  Upper
130  100
 95  102.3    0.0  208.2 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 989 (7.116 min): VX044651.D\data.ms (-97
95.0 129.9

60.0

37.0 76.9

40 60 80 100 120 140
0
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Abundance Scan 991 (7.129 min): VX044721.D\data.ms
94.9 129.9

40.0
60.0

113.8

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 991 (7.129 min): VX044721.D\data.ms (-94
129.994.9

60.0
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7.10 7.20

0

500

1000

Time-->

Abundance
 7.129
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#50
Toluene‐d8
Concen:   54.456 ug/l  
RT:   8.647 min  Scan# 1240
Delta R.T.  0.000 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 98 Resp:  348739
Ion  Ratio  Lower  Upper
 98  100
100   66.4   53.2   79.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1240 (8.647 min): VX044651.D\data.ms (-1
98.0

70.042.0 54.1
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Abundance Scan 1240 (8.647 min): VX044721.D\data.ms
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Abundance Scan 1240 (8.647 min): VX044721.D\data.ms (-1
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50000

100000

150000
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Time-->

Abundance
 8.647

#59
2‐Hexanone
Concen:    0.234 ug/l  
RT:   9.464 min  Scan# 1374
Delta R.T.  0.031 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 43 Resp:     477
Ion  Ratio  Lower  Upper
 43  100
 58   26.0   27.8   83.3#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1369 (9.433 min): VX044651.D\data.ms (-1
43.0
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Abundance Scan 1374 (9.464 min): VX044721.D\data.ms
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Abundance Scan 1374 (9.464 min): VX044721.D\data.ms (-1
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Abundance

 9.464
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#62
4‐Bromofluorobenzene
Concen:   53.558 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  0.000 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 95 Resp:  127861
Ion  Ratio  Lower  Upper
 95  100
174   68.9    0.0  133.0 
176   67.1    0.0  129.4 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX044651.D\data.ms (-
95.0

174.0
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Abundance Scan 1639 (11.079 min): VX044721.D\data.ms
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Abundance Scan 1639 (11.079 min): VX044721.D\data.ms (-
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20000

40000

60000

80000
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Abundance
11.079

#63
Chlorobenzene‐d5
Concen:   50.000 ug/l  
RT:  10.049 min  Scan# 1470
Delta R.T.  0.000 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion:117 Resp:  257515
Ion  Ratio  Lower  Upper
117  100
 82   58.7   47.6   71.4 
119   32.2   25.4   38.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1470 (10.049 min): VX044651.D\data.ms (-
117.0

82.0

54.1

40.0 99.069.1
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Abundance Scan 1470 (10.049 min): VX044721.D\data.ms
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Abundance Scan 1470 (10.049 min): VX044721.D\data.ms (-
117.0
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Abundance
10.049
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#64
Tetrachloroethene
Concen:    0.293 ug/l  
RT:   9.275 min  Scan# 1343
Delta R.T.  0.006 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion:164 Resp:     474
Ion  Ratio  Lower  Upper
164  100
166  155.2  102.0  153.0#
129   83.0   81.1  121.7 
131  112.6   79.0  118.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1342 (9.269 min): VX044651.D\data.ms (-1
165.9
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47.0
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Abundance Scan 1343 (9.275 min): VX044721.D\data.ms
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Abundance Scan 1343 (9.275 min): VX044721.D\data.ms (-1
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Abundance

 9.275

#72
1,4‐Dichlorobenzene‐d4
Concen:   50.000 ug/l  
RT:  12.018 min  Scan# 1793
Delta R.T.  0.000 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion:152 Resp:  112964
Ion  Ratio  Lower  Upper
152  100
115   61.5   43.8  131.4 
150  156.4    0.0  347.8 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50
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Abundance Scan 1793 (12.018 min): VX044651.D\data.ms (-
150.0
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Abundance Scan 1793 (12.018 min): VX044721.D\data.ms
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#74
N‐amyl acetate
Concen:    0.433 ug/l  
RT:  10.860 min  Scan# 1603
Delta R.T.  0.018 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 43 Resp:    1970
Ion  Ratio  Lower  Upper
 43  100
 70  127.3   35.2   52.8#
 55   94.9   19.0   28.4#
 61    0.0   20.0   30.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50
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Abundance Scan 1600 (10.841 min): VX044651.D\data.ms (-
43.1
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Abundance Scan 1603 (10.860 min): VX044721.D\data.ms
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Time-->

Abundance

10.860

#76
1,2,3‐Trichloropropane
Concen:   22.865 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  ‐0.158 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 75 Resp:   62684
Ion  Ratio  Lower  Upper
 75  100
 77    1.2   23.4   70.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50
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Abundance Scan 1665 (11.238 min): VX044651.D\data.ms (-
75.0

110.0
39.1

145.7

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX044721.D\data.ms
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#81
trans‐1,4‐Dichloro‐2‐butene
Concen:   52.289 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  0.061 min
Lab File:   VX044721.D
Acq: 27 Jan 2025  14:09    

Tgt Ion: 75 Resp:   62684
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   74.3  111.5#
 89    0.0   37.4   56.0#

Ref

Raw

Sub
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Abundance Scan 1629 (11.018 min): VX044651.D\data.ms (-
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