
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX041020\
  Data File : VX015618.D                                          
  Acq On    : 10 Apr 2020  14:03
  Operator  : JC/SP
  Sample    : L2209-02
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 9   Sample Multiplier: 1
 
  Quant Time: Apr 11 00:20:37 2020
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\624X032520W.M
  Quant Title  : METHOD 624 VOLATILE ORGANIC ANALYSIS
  QLast Update : Thu Mar 26 02:31:53 2020
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Bromochloromethane           4.98  128   192637    30.00 ug/l    0.00
    28) 1,4-Difluorobenzene          6.84  114  1089137    30.00 ug/l    0.00
    57) Chlorobenzene-d5            10.10  117   995733    30.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    27) 1,2-Dichloroethane-d4        6.04   65   469167    31.17 ug/l    0.00  
     Spiked Amount     30.000   Range  50 - 169    Recovery   =  103.90% 
    60) 4-Bromofluorobenzene        11.12   95   496843    29.16 ug/l    0.00  
     Spiked Amount     30.000   Range  56 - 143    Recovery   =   97.20% 
    63) Toluene-d8                   8.70   98  1254327    29.65 ug/l    0.00  
     Spiked Amount     30.000   Range  66 - 137    Recovery   =   98.83% 
 
   Target Compounds                                                   Qvalue
    15) Acetone                      2.42   58    18855    11.285 ug/l      78
    23) tert-Butyl Alcohol           3.01   59     3481     1.077 ug/l #    86
    45) 1,4-Dioxane                  7.74   88      483     1.527 ug/l #    70
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Bromochloromethane
Concen:   30.000 ug/l  
RT: 4.98 min  Scan# 672
Delta R.T.   -0.01 min
Lab File:   VX015618.D
Acq: 10 Apr 2020  14:03    

Tgt Ion:128 Resp:  192637
Ion  Ratio  Lower  Upper
128  100
 49  174.9    0.0  428.0 
130  127.8    0.0  324.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 673 (4.990 min): VX015347.D (-660) (-)
49

130

9367

203 221237 254147 272288164181110

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50
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Abundance
49

130

93

114 260150 28330016770 183 201218234
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0
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m/z-->

Abundance Scan 672 (4.984 min): VX015618.D (-591) (-)
49

130

93

114 18473 203 221237253148 270 288165
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Time-->

Abundance Ion 128.00 (127.70 to 128.70): VX015618.D

  4.98

Ion  49.00 (48.70 to 49.70): VX015618.D
Ion 130.00 (129.70 to 130.70): VX015618.D

#15
Acetone
Concen:   11.285 ug/l  
RT: 2.42 min  Scan# 251
Delta R.T.   -0.01 min
Lab File:   VX015618.D
Acq: 10 Apr 2020  14:03    

Tgt Ion: 58 Resp:   18855
Ion  Ratio  Lower  Upper
 58  100
 43  380.2  267.8  401.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 252 (2.423 min): VX015347.D (-245) (-)
43

59 271184 291127 20175 145 219162111 23692 254
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Abundance
43

59 144 166109 20718976 26812692 237 284300

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0
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Abundance Scan 251 (2.417 min): VX015618.D (-170) (-)
43

81 144119 176 207 26860 237100 284300160
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Abundance Ion  58.00 (57.70 to 58.70): VX015618.D

  2.42

Ion  43.00 (42.70 to 43.70): VX015618.D
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#23
tert-Butyl Alcohol
Concen:    1.077 ug/l  
RT: 3.01 min  Scan# 348
Delta R.T.   -0.01 min
Lab File:   VX015618.D
Acq: 10 Apr 2020  14:03    

Tgt Ion: 59 Resp:    3481
Ion  Ratio  Lower  Upper
 59  100
 52   17.6    0.2    0.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 349 (3.015 min): VX015347.D (-339) (-)
59

41

89 210133 228 250152 271 289105 172188
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Abundance
44
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77 13098 299151 239172 210 272115 194 256
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0

50
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Abundance Scan 348 (3.009 min): VX015618.D (-267) (-)
59

41

75 14298 299117 172 235210 255191 277
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Abundance Ion  59.00 (58.70 to 59.70): VX015618.D

  3.01

Ion  52.00 (51.70 to 52.70): VX015618.D

#27
1,2-Dichloroethane-d4
Concen:   31.167 ug/l  
RT: 6.04 min  Scan# 845
Delta R.T.   0.01 min
Lab File:   VX015618.D
Acq: 10 Apr 2020  14:03    

Tgt Ion: 65 Resp:  469167
Ion  Ratio  Lower  Upper
 65  100
 67   49.5   40.9   61.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 844 (6.033 min): VX015347.D (-831) (-)
65

102

49 206133 22483 241150 261278166 299184

40 60 80 100 120 140 160 180 200 220 240 260 280 300
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Abundance
65

102

49 266158 28517619311883 209134 226242
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m/z-->

Abundance Scan 845 (6.039 min): VX015618.D (-762) (-)
65

102

49 19611786 218 237134 253 275152 292169
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Abundance Ion  65.00 (64.70 to 65.70): VX015618.D

  6.04

Ion  67.00 (66.70 to 67.70): VX015618.D
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#28
1,4-Difluorobenzene
Concen:   30.000 ug/l  
RT: 6.84 min  Scan# 976
Delta R.T.   -0.00 min
Lab File:   VX015618.D
Acq: 10 Apr 2020  14:03    

Tgt Ion:114 Resp: 1089137
Ion  Ratio  Lower  Upper
114  100
 63   22.3   17.4   26.2 
 88   16.2   12.9   19.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 976 (6.837 min): VX015347.D (-965) (-)
114

63
88

37 191 210 229131 247 266149 282 299166

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50
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114

63 88
38 257154 279170188 299203130 220236
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Abundance Scan 976 (6.837 min): VX015618.D (-894) (-)
114
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Abundance Ion 114.00 (113.70 to 114.70): VX015618.D

  6.84

Ion  63.00 (62.70 to 63.70): VX015618.D
Ion  88.00 (87.70 to 88.70): VX015618.D

#45
1,4-Dioxane
Concen:    1.527 ug/l  
RT: 7.74 min  Scan# 1124
Delta R.T.   0.02 min
Lab File:   VX015618.D
Acq: 10 Apr 2020  14:03    

Tgt Ion: 88 Resp:     483
Ion  Ratio  Lower  Upper
 88  100
 43   68.3   32.1   48.1#
 58   92.3   59.4   89.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1121 (7.721 min): VX015347.D (-1114) (-)
88
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41
128 169106 153 208 229245261277294186
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Abundance Scan 1124 (7.740 min): VX015618.D (-1039) (-)
38 71

92 168
114 195151 254 288134 221
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Abundance Ion  88.00 (87.70 to 88.70): VX015618.D

  7.74

Ion  43.00 (42.70 to 43.70): VX015618.D
Ion  58.00 (57.70 to 58.70): VX015618.D
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#57
Chlorobenzene-d5
Concen:   30.000 ug/l  
RT: 10.10 min  Scan# 1511
Delta R.T.   -0.00 min
Lab File:   VX015618.D
Acq: 10 Apr 2020  14:03    

Tgt Ion:117 Resp:  995733
Ion  Ratio  Lower  Upper
117  100
 82   56.1   45.0   67.6 
119   31.9   25.5   38.3 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1511 (10.099 min): VX015347.D (-1505) (-)
117

82

54

38 99 204 222239135 259275291152168184

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50
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Abundance
117

82

54

38 99 268155 284174 193209133 226241

40 60 80 100 120 140 160 180 200 220 240 260 280 300
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50
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Abundance Scan 1511 (10.099 min): VX015618.D (-1429) (-)
117

82

54

38 99 183 203 223240134 256273151 290167
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Time-->

Abundance Ion 117.00 (116.70 to 117.70): VX015618.D

 10.10

Ion  82.00 (81.70 to 82.70): VX015618.D
Ion 119.00 (118.70 to 119.70): VX015618.D

#60
4-Bromofluorobenzene
Concen:   29.156 ug/l  
RT: 11.12 min  Scan# 1679
Delta R.T.   -0.00 min
Lab File:   VX015618.D
Acq: 10 Apr 2020  14:03    

Tgt Ion: 95 Resp:  496843
Ion  Ratio  Lower  Upper
 95  100
174   84.6   66.4   99.6 
176   82.4   64.1   96.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1679 (11.123 min): VX015347.D (-1673) (-)
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75

50

141117 193209225242259275157 292
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Abundance
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50

119 143 282299191208225241257
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Abundance Scan 1679 (11.123 min): VX015618.D (-1597) (-)
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Abundance Ion  95.00 (94.70 to 95.70): VX015618.D

 11.12

Ion 174.00 (173.70 to 174.70): VX015618.D
Ion 176.00 (175.70 to 176.70): VX015618.D
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#63
Toluene-d8
Concen:   29.650 ug/l  
RT: 8.70 min  Scan# 1281
Delta R.T.   -0.00 min
Lab File:   VX015618.D
Acq: 10 Apr 2020  14:03    

Tgt Ion: 98 Resp: 1254327
Ion  Ratio  Lower  Upper
 98  100
100   66.2   52.2   78.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280 300
0

50

m/z-->

Abundance Scan 1281 (8.697 min): VX015347.D (-1274) (-)
98

42 70
195115 213230131 247263155 279295171
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Abundance
98

42 70
276157 293175114 192209130 229 247
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Abundance Scan 1281 (8.697 min): VX015618.D (-1199) (-)
98

42 70
176 195118 211229 247138 264281297154
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Abundance Ion  98.00 (97.70 to 98.70): VX015618.D

  8.70

Ion 100.00 (99.70 to 100.70): VX015618.D
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