
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX042519\
  Data File : VX009169.D                                          
  Acq On    : 25 Apr 2019  17:53
  Operator  : JC/SP
  Sample    : K2566-04
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 18   Sample Multiplier: 1
 
  Quant Time: Apr 26 04:40:55 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X041519W.M
  Quant Title  : SW846 8260
  QLast Update : Wed Apr 17 06:47:58 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           5.66  168   201457    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          6.86  114   325491    50.00 ug/l    0.00
    63) Chlorobenzene-d5            10.11  117   281933    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      12.08  152   118145    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        6.06   65   135310    47.66 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   95.32%
    35) Dibromofluoromethane         5.50  113    98683    47.24 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   94.48%
    50) Toluene-d8                   8.71   98   409666    49.18 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   98.36%
    62) 4-Bromofluorobenzene        11.13   95   135090    45.94 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   91.88%
 
   Target Compounds                                                   Qvalue
     3) Chloromethane                1.32   50      590     0.207 ug/l      94
     5) Bromomethane                 1.64   94      138     3.922 ug/l #    64
     6) Chloroethane                 1.70   64     5769     3.538 ug/l #    49
    11) Tert butyl alcohol           3.04   59      717     1.138 ug/l #    74
    16) Acetone                      2.45   43     4792     3.255 ug/l #    86
    17) Carbon Disulfide             2.57   76      514     1.332 ug/l #    57
    20) Methylene Chloride           2.85   84      818     0.325 ug/l      89
    28) Bromochloromethane           5.02   49       94    Below Cal  #    48
    31) Cyclohexane                  5.66   56     4680     1.035 ug/l #     1
    36) 1,1-Dichloropropene          5.67   75    15803     4.694 ug/l #    50
    38) Carbon Tetrachloride         5.67  117    18947     6.639 ug/l #    19
    49) 1,4-Dioxane                  7.88   88       44     0.682 ug/l #     1
    76) 1,2,3-Trichloropropane      11.13   75    68971    23.908 ug/l #    33
    81) trans-1,4-Dichloro-2-buten  11.13   75    68971    61.378 ug/l #    11
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 5.66 min  Scan# 739
Delta R.T.   -0.01 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion:168 Resp:  201457
Ion  Ratio  Lower  Upper
168  100
 99   56.5   43.0   64.6 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 740 (5.665 min): VX008953.D (-727) (-)
168

99

137
117 1497561 8637 50

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
14911875 846144

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 739 (5.659 min): VX009169.D (-691) (-)
168

99

137
117 14975 84614937

5.50 5.60 5.70 5.80

0

20000

40000

60000

80000

Time-->

Abundance Ion 167.90 (167.60 to 168.60): VX009169.D

  5.66

Ion  98.90 (98.60 to 99.60): VX009169.D

#3
Chloromethane
Concen:    0.207 ug/l  
RT: 1.32 min  Scan# 28
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 50 Resp:     590
Ion  Ratio  Lower  Upper
 50  100
 52   28.8   25.5   38.3 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90
0

50

m/z-->

Abundance Scan 28 (1.325 min): VX008953.D (-23) (-)
50

4737 75 7843 826653 59

30 35 40 45 50 55 60 65 70 75 80 85 90
0

50

m/z-->

Abundance
44

40
50 64

36 47 7854 57

30 35 40 45 50 55 60 65 70 75 80 85 90
0

50

m/z-->

Abundance Scan 28 (1.324 min): VX009169.D (-1) (-)
50

64

35 42 7838 47 5754

1.30 1.35

0

100

200

300

400
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Time-->

Abundance Ion  49.90 (49.60 to 50.60): VX009169.D

  1.32

Ion  51.90 (51.60 to 52.60): VX009169.D
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#5
Bromomethane
Concen:    3.922 ug/l  
RT: 1.64 min  Scan# 80
Delta R.T.   0.01 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 94 Resp:     138
Ion  Ratio  Lower  Upper
 94  100
 96  126.4   73.9  110.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 79 (1.636 min): VX008953.D (-72) (-)
94

47 63 115 146 193 219177 250 291

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
44

64

94 111 207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 80 (1.641 min): VX009169.D (-30) (-)
64

48

94

111 207

1.62 1.64 1.66 1.68

0

50

100

150

Time-->

Abundance Ion  93.90 (93.60 to 94.60): VX009169.D

  1.64
Ion  95.90 (95.60 to 96.60): VX009169.D

#6
Chloroethane
Concen:    3.538 ug/l  
RT: 1.70 min  Scan# 90
Delta R.T.   -0.02 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 64 Resp:    5769
Ion  Ratio  Lower  Upper
 64  100
 66    2.5   24.2   36.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 93 (1.721 min): VX008953.D (-83) (-)
64

49

37 94 20782

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

64

80 98

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 90 (1.702 min): VX009169.D (-44) (-)
64

48

35 9879

1.50 1.60 1.70

0

500

1000

1500

Time-->

Abundance Ion  63.90 (63.60 to 64.60): VX009169.D

  1.70

Ion  65.90 (65.60 to 66.60): VX009169.D
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#11
Tert butyl alcohol
Concen:    1.138 ug/l  
RT: 3.04 min  Scan# 309
Delta R.T.   -0.01 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 59 Resp:     717
Ion  Ratio  Lower  Upper
 59  100
 57   20.2    8.4   12.6#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 310 (3.044 min): VX008953.D (-298) (-)
59

41

5638 5344 5047 63 71 80

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance
40

44 59 89
36 67565052

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 309 (3.037 min): VX009169.D (-261) (-)
59 89

6735 5638 5052

42

2.95 3.00 3.05 3.10

0

50

100

150

200

250

Time-->

Abundance Ion  59.00 (58.70 to 59.70): VX009169.D

  3.04

Ion  57.00 (56.70 to 57.70): VX009169.D

#16
Acetone
Concen:    3.255 ug/l  
RT: 2.45 min  Scan# 212
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 43 Resp:    4792
Ion  Ratio  Lower  Upper
 43  100
 58   38.9   24.8   37.2#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 212 (2.446 min): VX008953.D (-205) (-)
43

58

39 54 7536 48

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance
43

58
40

37 53 61 73 78 88

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 212 (2.446 min): VX009169.D (-163) (-)
43

58

4037 53 61 73 78 88

2.40 2.45 2.50

0

500

1000

1500

2000

2500

3000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX009169.D

  2.45

Ion  58.00 (57.70 to 58.70): VX009169.D
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#17
Carbon Disulfide
Concen:    1.332 ug/l  
RT: 2.57 min  Scan# 232
Delta R.T.   0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 76 Resp:     514
Ion  Ratio  Lower  Upper
 76  100
 78   24.6    7.2   10.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 232 (2.568 min): VX008953.D (-223) (-)
76

44
38 6455 108

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
40

76

51

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 232 (2.568 min): VX009169.D (-183) (-)
76

51
35 42

2.55 2.60

0

100

200

300

Time-->

Abundance Ion  75.90 (75.60 to 76.60): VX009169.D

  2.57

Ion  77.90 (77.60 to 78.60): VX009169.D

#20
Methylene Chloride
Concen:    0.325 ug/l  
RT: 2.85 min  Scan# 279
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 84 Resp:     818
Ion  Ratio  Lower  Upper
 84  100
 49  132.8  115.4  173.0 
 51   38.5   35.8   53.6 
 86   53.8   52.1   78.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 279 (2.855 min): VX008953.D (-270) (-)
49

84

37 63 70 127 141

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
40

49

84

59 70

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 279 (2.855 min): VX009169.D (-230) (-)
49

84

41 7059

2.80 2.85 2.90
0

200

400

600

800

1000

Time-->

Abundance Ion  83.90 (83.60 to 84.60): VX009169.D

  2.85

Ion  48.90 (48.60 to 49.60): VX009169.D
Ion  50.90 (50.60 to 51.60): VX009169.D
Ion  85.90 (85.60 to 86.60): VX009169.D
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#28
Bromochloromethane
Concen:   Below Cal    
RT: 5.02 min  Scan# 635
Delta R.T.   0.01 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 49 Resp:      94
Ion  Ratio  Lower  Upper
 49  100
129    0.0    0.0    3.6 
130   21.3   50.4   75.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 634 (5.019 min): VX008953.D (-618) (-)
49

13041

67

93
79

114

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
40

49 56

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 635 (5.025 min): VX009169.D (-585) (-)
43

56
36

5.00 5.02 5.04 5.06

0

50

100

150

Time-->

Abundance Ion  48.90 (48.60 to 49.60): VX009169.D

  5.02

Ion 128.80 (128.50 to 129.50): VX009169.D
Ion 129.80 (129.50 to 130.50): VX009169.D

#31
Cyclohexane
Concen:    1.035 ug/l  
RT: 5.66 min  Scan# 739
Delta R.T.   0.08 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 56 Resp:    4680
Ion  Ratio  Lower  Upper
 56  100
 69  171.5   23.3   34.9#
 84  142.4   61.7   92.5#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 726 (5.580 min): VX008953.D (-711) (-)
56

84

41

69

150

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
14911875 846144

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 739 (5.659 min): VX009169.D (-677) (-)
168

99

137
117 1497561 844937

5.60 5.70

0

1000

2000

3000

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VX009169.D

  5.66

Ion  69.00 (68.70 to 69.70): VX009169.D
Ion  84.00 (83.70 to 84.70): VX009169.D
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#33
1,2-Dichloroethane-d4
Concen:   47.659 ug/l  
RT: 6.06 min  Scan# 805
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 65 Resp:  135310
Ion  Ratio  Lower  Upper
 65  100
 67   53.7    0.0  108.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 805 (6.062 min): VX008953.D (-793) (-)
65

51

102

37 72 7844 8659 92

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
65

51

102

37 72 86 9643 59

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 805 (6.061 min): VX009169.D (-756) (-)
65

51

102

37 72 86 9643 59

5.90 6.00 6.10 6.20

0

10000

20000

30000

40000

50000

60000

Time-->

Abundance Ion  64.90 (64.60 to 65.60): VX009169.D

  6.06

Ion  66.90 (66.60 to 67.60): VX009169.D

#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 6.86 min  Scan# 936
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion:114 Resp:  325491
Ion  Ratio  Lower  Upper
114  100
 63   23.5    0.0   46.0 
 88   16.9    0.0   32.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 936 (6.860 min): VX008953.D (-924) (-)
114

63
88

5750 75 948138 6944 100

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
114

63 88
5750 75 94816937 44

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 936 (6.860 min): VX009169.D (-887) (-)
114

63 88
5750 75 948137 6944

6.80 6.90 7.00

0

50000

100000

150000

Time-->

Abundance Ion 113.90 (113.60 to 114.60): VX009169.D

  6.86

Ion  63.00 (62.70 to 63.70): VX009169.D
Ion  87.90 (87.60 to 88.60): VX009169.D
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#35
Dibromofluoromethane
Concen:   47.241 ug/l  
RT: 5.50 min  Scan# 713
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion:113 Resp:   98683
Ion  Ratio  Lower  Upper
113  100
111  103.8   82.9  124.3 
192   21.5   17.4   26.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 713 (5.501 min): VX008953.D (-700) (-)
97

111

61

19281
1214737 160 173

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
111

19279
94 16040 17159

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 713 (5.500 min): VX009169.D (-664) (-)
111

19279
93 1601714836 59

5.40 5.50 5.60

0

10000

20000

30000

40000

Time-->

Abundance Ion 112.80 (112.50 to 113.50): VX009169.D

  5.50

Ion 110.80 (110.50 to 111.50): VX009169.D
Ion 191.70 (191.40 to 192.40): VX009169.D

#36
1,1-Dichloropropene
Concen:    4.694 ug/l  
RT: 5.67 min  Scan# 740
Delta R.T.   -0.13 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 75 Resp:   15803
Ion  Ratio  Lower  Upper
 75  100
110    8.8   16.9   50.7#
 77    0.0   25.0   37.4#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 762 (5.799 min): VX008953.D (-751) (-)
75

117

39

8449
60 95 107

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
11775 14961 8444

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 740 (5.665 min): VX009169.D (-713) (-)
168

99

137
117 14975 846137 51

5.60 5.70

0

2000

4000

6000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX009169.D

  5.67

Ion 109.90 (109.60 to 110.60): VX009169.D
Ion  76.90 (76.60 to 77.60): VX009169.D

VX009169.D  82X041519W.M      Fri Apr 26 04:31:51 2019      Page 9

Instrument :
MSVOA_X
ClientSampleId :
S37-0014



#38
Carbon Tetrachloride
Concen:    6.639 ug/l  
RT: 5.67 min  Scan# 740
Delta R.T.   -0.12 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion:117 Resp:   18947
Ion  Ratio  Lower  Upper
117  100
119    6.5   73.8  110.8#
121    0.0   23.6   35.4#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 760 (5.787 min): VX008953.D (-749) (-)
11775

47 8437
60 10795

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
11775 14961 8444

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 740 (5.665 min): VX009169.D (-711) (-)
168

99

137
11775 14961 8437 51

5.60 5.70

0

2000

4000

6000

8000

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VX009169.D

  5.67

Ion 118.80 (118.50 to 119.50): VX009169.D
Ion 120.80 (120.50 to 121.50): VX009169.D

#49
1,4-Dioxane
Concen:    0.682 ug/l  
RT: 7.88 min  Scan# 1104
Delta R.T.   0.15 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 88 Resp:      44
Ion  Ratio  Lower  Upper
 88  100
 43  297.7   29.3   43.9#
 58   56.8   62.6   93.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1080 (7.738 min): VX008953.D (-1073) (-)
88

58

43

6938 998349

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
40

46 57 72 88

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1104 (7.884 min): VX009169.D (-1031) (-)
4338 57

7249 88

7.86 7.88 7.90
0

50

100

150

Time-->

Abundance Ion  88.00 (87.70 to 88.70): VX009169.D

  7.88

Ion  43.00 (42.70 to 43.70): VX009169.D
Ion  58.00 (57.70 to 58.70): VX009169.D
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#50
Toluene-d8
Concen:   49.175 ug/l  
RT: 8.71 min  Scan# 1240
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 98 Resp:  409666
Ion  Ratio  Lower  Upper
 98  100
100   64.3   51.4   77.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1240 (8.714 min): VX008953.D (-1232) (-)
98

7042 54
82

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
98

42 7054
82 110 168

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 1240 (8.713 min): VX009169.D (-1191) (-)
98

42 7054
82 110 168

8.60 8.70 8.80 8.90

0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VX009169.D

  8.71

Ion 100.00 (99.70 to 100.70): VX009169.D

#62
4-Bromofluorobenzene
Concen:   45.937 ug/l  
RT: 11.13 min  Scan# 1637
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 95 Resp:  135090
Ion  Ratio  Lower  Upper
 95  100
174   79.3    0.0  159.6 
176   77.0    0.0  154.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1637 (11.134 min): VX008953.D (-1630) (-)
95

174

75

50
37 61 143117 152104 128

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
95

174

75

50
37 61 119 141130 15086 161105

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1637 (11.134 min): VX009169.D (-1588) (-)
95

174

75

50
37 62 119 141130 15086 161105

11.10 11.20

0

50000

100000

Time-->

Abundance Ion  94.90 (94.60 to 95.60): VX009169.D

 11.13

Ion 173.80 (173.50 to 174.50): VX009169.D
Ion 175.80 (175.50 to 176.50): VX009169.D

VX009169.D  82X041519W.M      Fri Apr 26 04:31:52 2019      Page 11

Instrument :
MSVOA_X
ClientSampleId :
S37-0014



#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 10.11 min  Scan# 1469
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion:117 Resp:  281933
Ion  Ratio  Lower  Upper
117  100
 82   61.1   48.2   72.4 
119   31.8   25.0   37.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1469 (10.110 min): VX008953.D (-1462) (-)
117

82

54

40 7661 89 9947 70 109

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
117

82

54

40 7661 89 997047 109

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1469 (10.109 min): VX009169.D (-1420) (-)
117

82

54

40 7661 89 997047 109

10.00 10.10 10.20

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VX009169.D

 10.11

Ion  82.00 (81.70 to 82.70): VX009169.D
Ion 118.90 (118.60 to 119.60): VX009169.D

#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 12.08 min  Scan# 1792
Delta R.T.   -0.00 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion:152 Resp:  118145
Ion  Ratio  Lower  Upper
152  100
115   58.5   41.4  124.2 
150  156.2    0.0  349.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1792 (12.079 min): VX008953.D (-1785) (-)
150

115
7852

1349140 64 99 124

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
150

115
7852

8740 62 9970 124132

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1792 (12.079 min): VX009169.D (-1743) (-)
150

115
7852

8740 62 99 12470 132

12.00 12.10 12.20

0

50000

100000

150000

200000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VX009169.D

 12.08

Ion 114.90 (114.60 to 115.60): VX009169.D
Ion 149.90 (149.60 to 150.60): VX009169.D
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#76
1,2,3-Trichloropropane
Concen:   23.908 ug/l  
RT: 11.13 min  Scan# 1637
Delta R.T.   -0.16 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 75 Resp:   68971
Ion  Ratio  Lower  Upper
 75  100
 77    1.5   22.7   68.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1663 (11.292 min): VX008953.D (-1659) (-)
75

110
39

49 61 99
89 124 146

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
95

174

75

50
37 61 119 141130 15386 105

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1637 (11.134 min): VX009169.D (-1614) (-)
95

174

75

50
37 61 119 141130 15386 105

11.10 11.20

0

10000

20000

30000

40000

50000

60000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX009169.D

 11.13

Ion  77.00 (76.70 to 77.70): VX009169.D

#81
trans-1,4-Dichloro-2-butene
Concen:   61.378 ug/l  
RT: 11.13 min  Scan# 1637
Delta R.T.   0.06 min
Lab File:   VX009169.D
Acq: 25 Apr 2019  17:53    

Tgt Ion: 75 Resp:   68971
Ion  Ratio  Lower  Upper
 75  100
 53    0.2   78.2  117.4#
 89    0.0   36.0   54.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1627 (11.073 min): VX008953.D (-1622) (-)
7553 88

39

64
12497 109

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
95

174

75

50
37 61 119 141130 15386 105

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1637 (11.134 min): VX009169.D (-1578) (-)
95

174

75

50
37 62 141119129 15116186 105

11.10 11.20

0

20000

40000

60000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX009169.D

 11.13

Ion  53.00 (52.70 to 53.70): VX009169.D
Ion  88.90 (88.60 to 89.60): VX009169.D
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