
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX051321\
  Data File : VX021951.D                                          
  Acq On    : 13 May 2021  01:28
  Operator  : JC/MD
  Sample    : M2340‐02 5X
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 23   Sample Multiplier: 1
 
  Quant Time: May 13 06:29:45 2021
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_X\Method\624X051321W.M
  Quant Title  : METHOD 624 VOLATILE ORGANIC ANALYSIS
  QLast Update : Thu May 13 06:11:35 2021
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Bromochloromethane          4.903  128    17704    30.00 ug/l     0.00
    28) 1,4‐Difluorobenzene         6.769  114   104317    30.00 ug/l     0.00
    57) Chlorobenzene‐d5           10.055  117    92734    30.00 ug/l     0.00
 
   System Monitoring Compounds                                        
    27) 1,2‐Dichloroethane‐d4       5.964   65    41591    30.50 ug/l    0.00  
     Spiked Amount     30.000   Range  91 ‐ 110    Recovery   =  101.67% 
    60) 4‐Bromofluorobenzene       11.085   95    47305    30.74 ug/l    0.00  
     Spiked Amount     30.000   Range  63 ‐ 112    Recovery   =  102.47% 
    63) Toluene‐d8                  8.653   98   125572    29.63 ug/l    0.00  
     Spiked Amount     30.000   Range  91 ‐ 112    Recovery   =   98.77% 
 
   Target Compounds                                                   Qvalue
    12) Methyl Acetate              2.709   43    52331    35.96 ug/l      95
    13) Acrolein                    2.410   56       67     0.30 ug/l     100
    14) Acrylonitrile               2.605   53      121     0.20 ug/l #    37
    15) Acetone                     2.379   58   414891  2340.81 ug/l      93
    18) Methylene Chloride          2.800   84      585     0.47 ug/l #    70
    20) Diisopropyl ether           3.763   45     1679     0.48 ug/l #    74
    23) tert‐Butyl Alcohol          2.965   59     2429     8.42 ug/l #   100
    25) Chloroform                  5.098   83     3942     1.86 ug/l      94
    30) 2‐Butanone                  4.568   43     4623     5.00 ug/l #    75
    38) Methylcyclohexane           7.824   83      380     0.21 ug/l #    27
    41) Bromodichloromethane        7.824   83      380     0.22 ug/l #    55
    43) Ethyl Acetate               4.720   43     1047     0.56 ug/l #    91
    44) Isopropyl Acetate           6.348   43     3632     1.17 ug/l #    82
    47) n‐amyl Acetate             10.860   43      852     0.33 ug/l #    85
    48) t‐1,3‐Dichloropropene       8.555   75     3230     1.67 ug/l #    41
    49) cis‐1,3‐Dichloropropene     8.555   75     3230     1.55 ug/l #    63
    56) Bromoform                  11.091  173      272     0.35 ug/l #     1
    58) 4‐Methyl‐2‐Pentanone        8.573   43    22199    11.87 ug/l #    85
    59) 2‐Hexanone                  9.433   43    19624    14.17 ug/l      98
    71) 1,1,2,2‐Tetrachloroethane  11.274   83      888     0.48 ug/l #    47
    72) 1,2,3‐Trichloropropane     11.085   75    24484    14.79 ug/l      65
    77) t‐1,4‐Dichloro‐2‐butene    11.030   75      942     1.40 ug/l #    17
    88) 1,2‐Dibromo‐3‐Chloropr...  12.871   75    10789    25.95 ug/l #     5
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Bromochloromethane
Concen:   30.00 ug/l  
RT:   4.903 min  Scan# 626
Delta R.T.  ‐0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion:128 Resp:   17704
Ion  Ratio  Lower  Upper
128  100
 49  175.9    0.0  442.5 
130  129.5    0.0  323.3 
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#12
Methyl Acetate
Concen:   35.96 ug/l  
RT:   2.709 min  Scan# 266
Delta R.T.  0.000 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 43 Resp:   52331
Ion  Ratio  Lower  Upper
 43  100
 74   25.5   18.5   27.7 

Ref
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#13
Acrolein
Concen:    0.30 ug/l  
RT:   2.410 min  Scan# 217
Delta R.T.  0.171 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 56 Resp:      67
Ion  Ratio  Lower  Upper
 56  100
 55   71.6   57.6   86.4 

Ref

Raw

Sub
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0
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 2.410

#14
Acrylonitrile
Concen:    0.20 ug/l  
RT:   2.605 min  Scan# 249
Delta R.T.  ‐0.463 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 53 Resp:     121
Ion  Ratio  Lower  Upper
 53  100
 52    0.0   39.3  117.9#
 51   35.5   17.1   51.2 

Ref
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#15
Acetone
Concen: 2340.81 ug/l  
RT:   2.379 min  Scan# 212
Delta R.T.  ‐0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 58 Resp:  414891
Ion  Ratio  Lower  Upper
 58  100
 43  297.8  249.5  374.3 

Ref

Raw
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#18
Methylene Chloride
Concen:    0.47 ug/l  
RT:   2.800 min  Scan# 281
Delta R.T.  0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 84 Resp:     585
Ion  Ratio  Lower  Upper
 84  100
 49   73.6  101.6  152.4#
 51   34.4   30.5   45.7 
 86   75.9   53.4   80.2 

Ref
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#20
Diisopropyl ether
Concen:    0.48 ug/l  
RT:   3.763 min  Scan# 439
Delta R.T.  ‐0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 45 Resp:    1679
Ion  Ratio  Lower  Upper
 45  100
 43   42.5   58.5   87.7#
 87   31.0   22.2   33.4 
 59   10.3    9.0   13.6 

Ref
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#23
tert‐Butyl Alcohol
Concen:    8.42 ug/l  
RT:   2.965 min  Scan# 308
Delta R.T.  ‐0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 59 Resp:    2429
Ion  Ratio  Lower  Upper
 59  100
 52    0.0    0.0    0.0 

Ref
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#25
Chloroform
Concen:    1.86 ug/l  
RT:   5.098 min  Scan# 658
Delta R.T.  ‐0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 83 Resp:    3942
Ion  Ratio  Lower  Upper
 83  100
 85   69.5   51.9   77.9 
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#27
1,2‐Dichloroethane‐d4
Concen:   30.50 ug/l  
RT:   5.964 min  Scan# 800
Delta R.T.  0.000 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 65 Resp:   41591
Ion  Ratio  Lower  Upper
 65  100
 67   52.7   41.5   62.3 
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#28
1,4‐Difluorobenzene
Concen:   30.00 ug/l  
RT:   6.769 min  Scan# 932
Delta R.T.  ‐0.000 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion:114 Resp:  104317
Ion  Ratio  Lower  Upper
114  100
 63   20.0   16.6   25.0 
 88   16.5   13.1   19.7 

Ref
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Sub
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114.1

63.0 88.1
50.1 75.037.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 932 (6.769 min): VX021951.D\data.ms
114.1

63.1 88.0
50.1 75.137.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 932 (6.769 min): VX021951.D\data.ms (-85
114.1

63.1 88.0
50.1 75.137.1

6.70 6.80

0

10000

20000

30000

40000

Time-->

Abundance
 6.769

#30
2‐Butanone
Concen:    5.00 ug/l  
RT:   4.568 min  Scan# 571
Delta R.T.  0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 43 Resp:    4623
Ion  Ratio  Lower  Upper
 43  100
 57    3.8    6.4    9.6#
 72   12.8   22.1   33.1#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 570 (4.562 min): VX021934.D\data.ms (-56
43.1

72.1

57.1

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 571 (4.568 min): VX021951.D\data.ms
43.1

75.1

57.1

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 571 (4.568 min): VX021951.D\data.ms (-48
43.1

75.1

57.1

4.50 4.60

0

500

1000

1500

Time-->

Abundance
 4.568
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#38
Methylcyclohexane
Concen:    0.21 ug/l  
RT:   7.824 min  Scan# 1105
Delta R.T.  0.439 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 83 Resp:     380
Ion  Ratio  Lower  Upper
 83  100
 55   11.8   36.4  109.2#
 98    0.0   25.3   75.9#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1033 (7.384 min): VX021934.D\data.ms (-1
83.1

55.1

98.2
41.1

69.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1105 (7.824 min): VX021951.D\data.ms
44.0 83.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1105 (7.824 min): VX021951.D\data.ms (-9
83.1

40.1

7.80 7.85

0

50

100

150

200

250

Time-->

Abundance
 7.824

#41
Bromodichloromethane
Concen:    0.22 ug/l  
RT:   7.824 min  Scan# 1105
Delta R.T.  ‐0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 83 Resp:     380
Ion  Ratio  Lower  Upper
 83  100
 85   28.2   52.6   78.8#
127    0.0    6.1    9.1#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1106 (7.829 min): VX021934.D\data.ms (-1
83.0

47.0
129.0

163.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1105 (7.824 min): VX021951.D\data.ms
44.0 83.1

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1105 (7.824 min): VX021951.D\data.ms (-1
83.1

40.0

7.80 7.85

0

50

100

150

200

250

Time-->

Abundance
 7.824
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#43
Ethyl Acetate
Concen:    0.56 ug/l  
RT:   4.720 min  Scan# 596
Delta R.T.  0.000 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 43 Resp:    1047
Ion  Ratio  Lower  Upper
 43  100
 45   17.9   11.2   16.8#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 596 (4.720 min): VX021934.D\data.ms (-58
43.0

61.0 70.1
88.1

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 596 (4.720 min): VX021951.D\data.ms
43.1

75.1

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 596 (4.720 min): VX021951.D\data.ms (-51
43.1

75.1

4.70 4.75

0

200

400

600

Time-->

Abundance
 4.720

#44
Isopropyl Acetate
Concen:    1.17 ug/l  
RT:   6.348 min  Scan# 863
Delta R.T.  0.000 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 43 Resp:    3632
Ion  Ratio  Lower  Upper
 43  100
 61   12.9   17.0   25.4#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 863 (6.348 min): VX021934.D\data.ms (-84
43.1

61.1
87.1

101.2

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 863 (6.348 min): VX021951.D\data.ms
43.0

61.0 83.071.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 863 (6.348 min): VX021951.D\data.ms (-78
43.0

61.0 83.071.0

6.25 6.30 6.35 6.40

0

500

1000

Time-->

Abundance
 6.348
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#47
n‐amyl Acetate  
Concen:    0.33 ug/l  
RT:  10.860 min  Scan# 1603
Delta R.T.  0.012 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 43 Resp:     852
Ion  Ratio  Lower  Upper
 43  100
 55   30.8   18.9   28.3#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1601 (10.847 min): VX021934.D\data.ms (-
43.1

70.1

87.1 101.1

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1603 (10.860 min): VX021951.D\data.ms
56.1

41.1 113.2

95.1
73.1

128.3

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1603 (10.860 min): VX021951.D\data.ms (-
56.1

113.241.1

95.1
73.1

128.3

10.85

0

500

1000

Time-->

Abundance

10.860

#48
t‐1,3‐Dichloropropene
Concen:    1.67 ug/l  
RT:   8.555 min  Scan# 1225
Delta R.T.  ‐0.427 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 75 Resp:    3230
Ion  Ratio  Lower  Upper
 75  100
 77    0.0   26.8   40.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1295 (8.982 min): VX021934.D\data.ms (-1
75.0

39.0

110.0

51.0 63.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1225 (8.555 min): VX021951.D\data.ms
57.1

43.1

75.1

101.2

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1225 (8.555 min): VX021951.D\data.ms (-1
57.1

43.1

75.1

101.2

8.50 8.55 8.60

0

500

1000

1500

2000

Time-->

Abundance
 8.555
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#49
cis‐1,3‐Dichloropropene
Concen:    1.55 ug/l  
RT:   8.555 min  Scan# 1225
Delta R.T.  0.183 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 75 Resp:    3230
Ion  Ratio  Lower  Upper
 75  100
 77    0.0   24.9   37.3#
 39   31.5   38.6   57.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1195 (8.372 min): VX021934.D\data.ms (-1
75.0

39.1

110.0

51.1 63.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1225 (8.555 min): VX021951.D\data.ms
57.1

43.1

75.1

101.2

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1225 (8.555 min): VX021951.D\data.ms (-1
57.1

43.0

75.1

101.2

8.50 8.55 8.60

0

500

1000

1500

2000

Time-->

Abundance
 8.555

#56
Bromoform
Concen:    0.35 ug/l  
RT:  11.091 min  Scan# 1641
Delta R.T.  0.287 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion:173 Resp:     272
Ion  Ratio  Lower  Upper
173  100
175  754.0   39.4   59.2#
254    0.0    8.0   12.0#

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1594 (10.805 min): VX021934.D\data.ms (-
172.9

79.0

251.9
39.0

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1641 (11.091 min): VX021951.D\data.ms
95.1

176.0

50.1

127.9

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1641 (11.091 min): VX021951.D\data.ms (-
95.1

174.0

50.1

127.9

11.06 11.08 11.10

0

500

1000

Time-->

Abundance

11.091
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#57
Chlorobenzene‐d5
Concen:   30.00 ug/l  
RT:  10.055 min  Scan# 1471
Delta R.T.  ‐0.000 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion:117 Resp:   92734
Ion  Ratio  Lower  Upper
117  100
 82   59.4   44.9   67.3 
119   31.4   25.0   37.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1471 (10.055 min): VX021934.D\data.ms (-
117.1

82.1

54.1

40.0
99.067.2

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1471 (10.055 min): VX021951.D\data.ms
117.1

82.1

54.1
40.1

99.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1471 (10.055 min): VX021951.D\data.ms (-
117.1

82.1

54.1
40.0

99.0

10.00 10.10

0

20000

40000

60000

Time-->

Abundance
10.055

#58
4‐Methyl‐2‐Pentanone
Concen:   11.87 ug/l  
RT:   8.573 min  Scan# 1228
Delta R.T.  ‐0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 43 Resp:   22199
Ion  Ratio  Lower  Upper
 43  100
 58   29.7   31.8   47.6#
 85   13.0   14.9   22.3#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1229 (8.579 min): VX021934.D\data.ms (-1
43.0

58.1

85.1 100.1

69.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1228 (8.573 min): VX021951.D\data.ms
43.1

58.1

85.1 100.2
75.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1228 (8.573 min): VX021951.D\data.ms (-1
43.1

58.1

85.1 100.2
75.0

8.50 8.55 8.60 8.65

0

2000

4000

6000

8000

10000

Time-->

Abundance
 8.573
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#59
2‐Hexanone
Concen:   14.17 ug/l  
RT:   9.433 min  Scan# 1369
Delta R.T.  0.000 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 43 Resp:   19624
Ion  Ratio  Lower  Upper
 43  100
 58   58.2   45.3   67.9 
 57   20.2   15.0   22.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1369 (9.433 min): VX021934.D\data.ms (-1
43.1

58.1

100.185.171.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1369 (9.433 min): VX021951.D\data.ms
43.1

58.1

100.285.171.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1369 (9.433 min): VX021951.D\data.ms (-1
43.1

58.1

100.285.171.0

9.35 9.40 9.45 9.50

0

5000

10000

Time-->

Abundance
 9.433

#60
4‐Bromofluorobenzene
Concen:   30.74 ug/l  
RT:  11.085 min  Scan# 1640
Delta R.T.  0.000 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 95 Resp:   47305
Ion  Ratio  Lower  Upper
 95  100
174   66.5   52.2   78.2 
176   64.6   49.3   73.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX021934.D\data.ms (-
95.1

174.0

75.0

50.1

117.1 141.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX021951.D\data.ms
95.1

174.1

75.1

50.1

142.8116.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX021951.D\data.ms (-
95.1

174.1

75.1

50.0

116.0 140.8

11.05 11.10

0

10000

20000

30000

Time-->

Abundance
11.085
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#63
Toluene‐d8
Concen:   29.63 ug/l  
RT:   8.653 min  Scan# 1241
Delta R.T.  0.001 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 98 Resp:  125572
Ion  Ratio  Lower  Upper
 98  100
100   66.8   52.6   78.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1241 (8.652 min): VX021934.D\data.ms (-1
98.1

70.142.0 54.1
82.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX021951.D\data.ms
98.2

42.1 70.154.1
82.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX021951.D\data.ms (-1
98.2

70.142.1 54.1
82.1

8.60 8.70

0

20000

40000

60000

80000

Time-->

Abundance
 8.653

#71
1,1,2,2‐Tetrachloroethane
Concen:    0.48 ug/l  
RT:  11.274 min  Scan# 1671
Delta R.T.  0.055 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 83 Resp:     888
Ion  Ratio  Lower  Upper
 83  100
131    0.0    4.7   14.1#
 85   17.6   30.8   92.3#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1662 (11.219 min): VX021934.D\data.ms (-
83.0

61.1 130.935.0 168.0
109.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1671 (11.274 min): VX021951.D\data.ms
55.1 83.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1671 (11.274 min): VX021951.D\data.ms (-
83.0

55.0

11.25 11.30

0

200

400

600

Time-->

Abundance
11.274

VX021951.D  624X051321W.M      Thu May 13 06:30:04 2021       Page 15

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



#72
1,2,3‐Trichloropropane
Concen:   14.79 ug/l  
RT:  11.085 min  Scan# 1640
Delta R.T.  ‐0.158 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 75 Resp:   24484
Ion  Ratio  Lower  Upper
 75  100
 77    1.6    0.0   33.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1666 (11.243 min): VX021934.D\data.ms (-
75.0

110.0

39.0

40 60 80 100 120 140 160 180
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50

m/z-->

Abundance Scan 1640 (11.085 min): VX021951.D\data.ms
95.1
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75.1

50.1

142.8116.0

40 60 80 100 120 140 160 180
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50
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Abundance Scan 1640 (11.085 min): VX021951.D\data.ms (-
95.1

174.1

75.1

50.1

116.0 140.8

11.05 11.10 11.15

0

5000

10000

15000

Time-->

Abundance
11.085

#77
t‐1,4‐Dichloro‐2‐butene
Concen:    1.40 ug/l  
RT:  11.030 min  Scan# 1631
Delta R.T.  0.006 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 75 Resp:     942
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   40.2  120.6#
 89    0.0   23.4   70.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1630 (11.024 min): VX021934.D\data.ms (-
88.1

53.1

39.0
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30 40 50 60 70 80 90 100 110 120 130
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Abundance Scan 1631 (11.030 min): VX021951.D\data.ms
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Abundance Scan 1631 (11.030 min): VX021951.D\data.ms (-
99.1

55.1
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39.0
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Time-->

Abundance

11.030
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#88
1,2‐Dibromo‐3‐Chloropropane
Concen:   25.95 ug/l  
RT:  12.871 min  Scan# 1933
Delta R.T.  ‐0.073 min
Lab File:   VX021951.D
Acq: 13 May 2021  01:28    

Tgt Ion: 75 Resp:   10789
Ion  Ratio  Lower  Upper
 75  100
155    0.0   64.6   97.0#
157    0.0   75.8  113.6#

Ref
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