
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX052219\
  Data File : VX009808.D                                          
  Acq On    : 22 May 2019  16:44
  Operator  : JC/SP
  Sample    : K2977-09
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 17   Sample Multiplier: 1
 
  Quant Time: May 23 07:17:25 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X042919W.M
  Quant Title  : SW846 8260
  QLast Update : Thu May 09 07:31:15 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           5.66  168   172464    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          6.86  114   275785    50.00 ug/l    0.00
    63) Chlorobenzene-d5            10.11  117   251057    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      12.08  152   118791    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        6.06   65   118610    50.38 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  100.76%
    35) Dibromofluoromethane         5.50  113    85296    49.20 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   98.40%
    50) Toluene-d8                   8.71   98   354611    50.66 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =  101.32%
    62) 4-Bromofluorobenzene        11.13   95   126014    49.55 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   99.10%
 
   Target Compounds                                                   Qvalue
     3) Chloromethane                1.32   50      716     0.330 ug/l      93
     6) Chloroethane                 1.73   64     1858     1.368 ug/l #    64
    10) Methyl Iodide                2.51  142      131     4.657 ug/l #    50
    11) Tert butyl alcohol           3.04   59     2981     5.470 ug/l      95
    16) Acetone                      2.44   43    97169    76.863 ug/l      97
    17) Carbon Disulfide             2.57   76    71787    15.801 ug/l      99
    18) Methyl Acetate               2.78   43     1552     0.516 ug/l #    84
    25) 2-Butanone                   4.68   43    27765    14.133 ug/l      95
    28) Bromochloromethane           5.01   49       42    Below Cal  #    20
    29) Tetrahydrofuran              5.14   42     1559     1.233 ug/l      97
    36) 1,1-Dichloropropene          5.67   75    13817     5.391 ug/l #    51
    37) Ethyl Acetate                4.68   43    27765     7.775 ug/l #    70
    38) Carbon Tetrachloride         5.66  117    16633     7.143 ug/l #    16
    44) Trichloroethene              7.21  130      499     0.260 ug/l      97
    49) 1,4-Dioxane                  7.74   88       20     0.348 ug/l #     1
    51) 4-Methyl-2-Pentanone         8.64   43     1837     0.492 ug/l      91
    55) 1,1,2-Trichloroethane        9.16   97     2125     1.080 ug/l #    21
    59) 2-Hexanone                   9.49   43     1152     0.393 ug/l      78
    60) Dibromochloromethane         9.34  129      606     0.315 ug/l #    11
    64) Tetrachloroethene            9.34  164      705     0.409 ug/l #    77
    67) Ethyl Benzene               10.25   91    39716     4.297 ug/l      99
    69) o-Xylene                    10.70  106     2159     0.648 ug/l      99
    73) Isopropylbenzene            11.02  105   278474    32.237 ug/l      99
    74) N-amyl acetate              10.91   43     6782     1.347 ug/l #     1
    75) 1,1,2,2-Tetrachloroethane   11.27   83     9621     2.988 ug/l #    41
    76) 1,2,3-Trichloropropane      11.36   75     3811     1.383 ug/l #     1
    78) n-propylbenzene             11.36   91   573059    58.088 ug/l     100
    79) 2-Chlorotoluene             11.36   91   573059    94.153 ug/l #    42
    80) 1,3,5-Trimethylbenzene      11.51  105   321595    44.214 ug/l      99
    81) trans-1,4-Dichloro-2-buten  11.02   75     3513     3.262 ug/l #    65
    82) 4-Chlorotoluene             11.51   91    33796     4.915 ug/l #    46
    83) tert-Butylbenzene           11.77  119    85927    12.144 ug/l      89
    84) 1,2,4-Trimethylbenzene      11.80  105  2774989   380.096 ug/l      98
    85) sec-Butylbenzene            11.94  105   237426    28.303 ug/l      85
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                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX052219\
  Data File : VX009808.D                                          
  Acq On    : 22 May 2019  16:44
  Operator  : JC/SP
  Sample    : K2977-09
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 17   Sample Multiplier: 1
 
  Quant Time: May 23 07:17:25 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X042919W.M
  Quant Title  : SW846 8260
  QLast Update : Thu May 09 07:31:15 2019
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
    86) p-Isopropyltoluene          12.06  119    48345     6.411 ug/l      98
    89) n-Butylbenzene              12.37   91   137307    20.144 ug/l #    20
    90) Hexachloroethane            12.58  117    48904    38.063 ug/l #     7
    92) 1,2-Dibromo-3-Chloropropan  12.97   75     2669     3.695 ug/l #     2
    95) Naphthalene                 13.83  128     5180     0.598 ug/l #    87
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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                              Quantitation Report    (Not Reviewed)

  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX052219\
  Data File : VX009808.D                                          
  Acq On    : 22 May 2019  16:44
  Operator  : JC/SP
  Sample    : K2977-09
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 17   Sample Multiplier: 1

  Quant Time: May 23 07:17:25 2019
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X042919W.M
  Quant Title  : SW846 8260
  QLast Update : Thu May 09 07:31:15 2019
  Response via : Initial Calibration
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT: 5.66 min  Scan# 739
Delta R.T.   -0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:168 Resp:  172464
Ion  Ratio  Lower  Upper
168  100
 99   56.7   42.3   63.5 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 740 (5.665 min): VX009203.D (-726) (-)
168

99

137
117 14975

61 8637 47

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
117 14975 846137 51

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 739 (5.659 min): VX009808.D (-691) (-)
168

99

137
117 14975 846137 51
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0

20000

40000

60000

Time-->

Abundance Ion 167.90 (167.60 to 168.60): VX009808.D

  5.66

Ion  98.90 (98.60 to 99.60): VX009808.D

#3
Chloromethane
Concen:    0.330 ug/l  
RT: 1.32 min  Scan# 28
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 50 Resp:     716
Ion  Ratio  Lower  Upper
 50  100
 52   28.3   25.9   38.9 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 28 (1.324 min): VX009203.D (-21) (-)
50

37 8241 55

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance
44

50

6438 73 90

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 28 (1.325 min): VX009808.D (-1) (-)
50

6437 46
9073

1.30 1.35

0

100

200

300

400

500

600

Time-->

Abundance Ion  49.90 (49.60 to 50.60): VX009808.D

  1.32

Ion  51.90 (51.60 to 52.60): VX009808.D
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#6
Chloroethane
Concen:    1.368 ug/l  
RT: 1.73 min  Scan# 94
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 64 Resp:    1858
Ion  Ratio  Lower  Upper
 64  100
 66   11.7   25.3   37.9#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 92 (1.715 min): VX009203.D (-86) (-)
64

49

36 595443 77 82 91

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
44

64

36 50 8056 10094

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 94 (1.727 min): VX009808.D (-43) (-)
64

48

39
8058 10094

1.60 1.65 1.70 1.75

0

200

400
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800

Time-->

Abundance Ion  63.90 (63.60 to 64.60): VX009808.D

  1.73

Ion  65.90 (65.60 to 66.60): VX009808.D

#10
Methyl Iodide
Concen:    4.657 ug/l  
RT: 2.51 min  Scan# 223
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:142 Resp:     131
Ion  Ratio  Lower  Upper
142  100
127    0.0   32.7   49.1#
141   16.8   11.5   17.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 222 (2.507 min): VX009203.D (-214) (-)
142

127

63 774737 54

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
40

62
47

142
55 77

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 223 (2.513 min): VX009808.D (-173) (-)
62

43

142
51 77

2.50 2.55

0

20

40
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80

100

120

Time-->

Abundance Ion 141.80 (141.50 to 142.50): VX009808.D

  2.51

Ion 126.80 (126.50 to 127.50): VX009808.D
Ion 140.80 (140.50 to 141.50): VX009808.D
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#11
Tert butyl alcohol
Concen:    5.470 ug/l  
RT: 3.04 min  Scan# 309
Delta R.T.   -0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 59 Resp:    2981
Ion  Ratio  Lower  Upper
 59  100
 57    8.4    8.2   12.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 311 (3.050 min): VX009203.D (-299) (-)
59

41

50 71 127 142

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
59

89

40

49 75

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 309 (3.038 min): VX009808.D (-262) (-)
59

89

41
48 75

2.95 3.00 3.05 3.10

0

200

400

600

800

1000

Time-->

Abundance Ion  59.00 (58.70 to 59.70): VX009808.D

  3.04

Ion  57.00 (56.70 to 57.70): VX009808.D

#16
Acetone
Concen:   76.863 ug/l  
RT: 2.44 min  Scan# 211
Delta R.T.   -0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 43 Resp:   97169
Ion  Ratio  Lower  Upper
 43  100
 58   29.6   24.9   37.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 212 (2.446 min): VX009203.D (-205) (-)
43

58

37 64 7552

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
43

58

38 52 100

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 211 (2.440 min): VX009808.D (-163) (-)
43

58

37 53 10048

2.40 2.50

0

20000

40000

60000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX009808.D

  2.44

Ion  58.00 (57.70 to 58.70): VX009808.D
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#17
Carbon Disulfide
Concen:   15.801 ug/l  
RT: 2.57 min  Scan# 232
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 76 Resp:   71787
Ion  Ratio  Lower  Upper
 76  100
 78    8.7    7.4   11.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 232 (2.568 min): VX009203.D (-223) (-)
76

44
38 6450 8256 110

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
76

44
38 6451 58 85

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 232 (2.568 min): VX009808.D (-183) (-)
76

44
38 6451 8558

2.50 2.55 2.60 2.65 2.70

0

10000

20000

30000

40000

Time-->

Abundance Ion  75.90 (75.60 to 76.60): VX009808.D

  2.57

Ion  77.90 (77.60 to 78.60): VX009808.D

#18
Methyl Acetate
Concen:    0.516 ug/l  
RT: 2.78 min  Scan# 267
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 43 Resp:    1552
Ion  Ratio  Lower  Upper
 43  100
 74   27.6   16.2   24.4#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 266 (2.775 min): VX009203.D (-257) (-)
43

74
59

53 8056

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance
43

40

74
36 5946 56 63 7851 69

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 267 (2.782 min): VX009808.D (-217) (-)
74

41 52 58 786356 6935

2.70 2.75 2.80

0

200

400

600

800

1000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX009808.D

  2.78

Ion  74.00 (73.70 to 74.70): VX009808.D
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#25
2-Butanone
Concen:   14.133 ug/l  
RT: 4.68 min  Scan# 578
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 43 Resp:   27765
Ion  Ratio  Lower  Upper
 43  100
 72   20.1   18.2   27.2 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 577 (4.671 min): VX009203.D (-566) (-)
43

72
57

5350 7635 69

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance
43

72
755740 5037 53 6146

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 578 (4.678 min): VX009808.D (-528) (-)
43

72
755739 5136 54 6147

4.60 4.70 4.80

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX009808.D

  4.68

Ion  72.00 (71.70 to 72.70): VX009808.D

#28
Bromochloromethane
Concen:   Below Cal    
RT: 5.01 min  Scan# 632
Delta R.T.   -0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 49 Resp:      42
Ion  Ratio  Lower  Upper
 49  100
129    0.0    0.0    3.8 
130    0.0   51.2   76.8#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 633 (5.013 min): VX009203.D (-618) (-)
49

130

41

67 93
81

116

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
40

47 7363

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 632 (5.007 min): VX009808.D (-584) (-)
37

48 63

5.00 5.01 5.02

0

20

40

60

80

Time-->

Abundance Ion  48.90 (48.60 to 49.60): VX009808.D

  5.01

Ion 128.80 (128.50 to 129.50): VX009808.D
Ion 129.80 (129.50 to 130.50): VX009808.D
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#29
Tetrahydrofuran
Concen:    1.233 ug/l  
RT: 5.14 min  Scan# 654
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 42 Resp:    1559
Ion  Ratio  Lower  Upper
 42  100
 72   36.7   30.4   45.6 
 71   33.2   28.6   43.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 652 (5.129 min): VX009203.D (-642) (-)
42

72

55 8566

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
42

71

5937 50 100

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 654 (5.141 min): VX009808.D (-603) (-)
42

71

5937
10048

5.05 5.10 5.15 5.20

0

100

200

300

400

500

Time-->

Abundance Ion  42.00 (41.70 to 42.70): VX009808.D

  5.14

Ion  72.00 (71.70 to 72.70): VX009808.D
Ion  71.00 (70.70 to 71.70): VX009808.D

#33
1,2-Dichloroethane-d4
Concen:   50.379 ug/l  
RT: 6.06 min  Scan# 805
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 65 Resp:  118610
Ion  Ratio  Lower  Upper
 65  100
 67   52.5    0.0  106.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 805 (6.061 min): VX009203.D (-792) (-)
65

51

102
35 16884

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance
65

51

102

37 82 168

30 40 50 60 70 80 90 100 110 120 130 140 150 160 170
0

50

m/z-->

Abundance Scan 805 (6.062 min): VX009808.D (-756) (-)
65

51

102

37 84

6.00 6.10 6.20

0

10000

20000

30000

40000

50000

Time-->

Abundance Ion  64.90 (64.60 to 65.60): VX009808.D

  6.06

Ion  66.90 (66.60 to 67.60): VX009808.D
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#34
1,4-Difluorobenzene
Concen:   50.000 ug/l  
RT: 6.86 min  Scan# 936
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:114 Resp:  275785
Ion  Ratio  Lower  Upper
114  100
 63   23.9    0.0   45.6 
 88   16.5    0.0   33.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 936 (6.860 min): VX009203.D (-925) (-)
114

63 88
5750 9475 8137 6944

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
114

63
885750 75 948138 6944

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 936 (6.860 min): VX009808.D (-887) (-)
114

63
885750 9475 8138 6944

6.80 6.90 7.00

0

50000

100000

150000

Time-->

Abundance Ion 113.90 (113.60 to 114.60): VX009808.D

  6.86

Ion  63.00 (62.70 to 63.70): VX009808.D
Ion  87.90 (87.60 to 88.60): VX009808.D

#35
Dibromofluoromethane
Concen:   49.199 ug/l  
RT: 5.50 min  Scan# 713
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:113 Resp:   85296
Ion  Ratio  Lower  Upper
113  100
111  103.9   82.8  124.2 
192   22.1   17.0   25.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 712 (5.494 min): VX009203.D (-699) (-)
97

111

61

19279
4737 160 173123

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
111

19281
93 160 17340 52 62

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 713 (5.501 min): VX009808.D (-663) (-)
111

19281
93 160 1725236 62

5.40 5.50 5.60

0

10000

20000

30000

40000

Time-->

Abundance Ion 112.80 (112.50 to 113.50): VX009808.D

  5.50

Ion 110.80 (110.50 to 111.50): VX009808.D
Ion 191.70 (191.40 to 192.40): VX009808.D

VX009808.D  82X042919W.M      Thu May 23 07:13:03 2019      Page 10

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



#36
1,1-Dichloropropene
Concen:    5.391 ug/l  
RT: 5.67 min  Scan# 740
Delta R.T.   -0.13 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 75 Resp:   13817
Ion  Ratio  Lower  Upper
 75  100
110    9.1   16.9   50.6#
 77    0.2   24.8   37.2#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 762 (5.799 min): VX009203.D (-752) (-)
75

117
39

49 84
60 95 107

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
117 1497561 8440 51

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 740 (5.665 min): VX009808.D (-713) (-)
168

99

137
14911775 846137 51

5.60 5.70 5.80

0

2000

4000

6000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX009808.D

  5.67

Ion 109.90 (109.60 to 110.60): VX009808.D
Ion  76.90 (76.60 to 77.60): VX009808.D

#37
Ethyl Acetate
Concen:    7.775 ug/l  
RT: 4.68 min  Scan# 578
Delta R.T.   -0.15 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 43 Resp:   27765
Ion  Ratio  Lower  Upper
 43  100
 61    0.4   10.5   15.7#
 70    0.0    7.9   11.9#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 603 (4.830 min): VX009203.D (-593) (-)
43

61 70
8848 79 96

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
43

72
5738 50 77

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 578 (4.678 min): VX009808.D (-554) (-)
43

72
5750 7737

4.60 4.70 4.80

0

2000

4000

6000

8000

10000

12000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX009808.D

  4.68

Ion  60.90 (60.60 to 61.60): VX009808.D
Ion  70.00 (69.70 to 70.70): VX009808.D
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#38
Carbon Tetrachloride
Concen:    7.143 ug/l  
RT: 5.66 min  Scan# 739
Delta R.T.   -0.12 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:117 Resp:   16633
Ion  Ratio  Lower  Upper
117  100
119    5.7   77.5  116.3#
121    0.0   24.7   37.1#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 759 (5.781 min): VX009203.D (-748) (-)
117

75

47
8437

58 98 107

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
117 14975 846137 51

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 739 (5.659 min): VX009808.D (-710) (-)
168

99

137
117 14975 866137 51

5.60 5.70 5.80

0

2000

4000

6000

8000

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VX009808.D

  5.66

Ion 118.80 (118.50 to 119.50): VX009808.D
Ion 120.80 (120.50 to 121.50): VX009808.D

#44
Trichloroethene
Concen:    0.260 ug/l  
RT: 7.21 min  Scan# 993
Delta R.T.   -0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:130 Resp:     499
Ion  Ratio  Lower  Upper
130  100
 95  102.4    0.0  199.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 994 (7.214 min): VX009203.D (-984) (-)
95 130

60

47
37 8267 114 13774

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
95 130

40 60

81
53

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 993 (7.208 min): VX009808.D (-945) (-)
130

60 95

39
81

53

7.15 7.20 7.25

0

100

200

300

400

Time-->

Abundance Ion 129.80 (129.50 to 130.50): VX009808.D

  7.21

Ion  94.90 (94.60 to 95.60): VX009808.D
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#49
1,4-Dioxane
Concen:    0.348 ug/l  
RT: 7.74 min  Scan# 1081
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 88 Resp:      20
Ion  Ratio  Lower  Upper
 88  100
 43    0.0   28.6   42.8#
 58  260.0   61.7   92.5#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1080 (7.738 min): VX009203.D (-1073) (-)
88

58

43

69 1005338 77 82

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
5740

8645 69 96

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1081 (7.744 min): VX009808.D (-1031) (-)
57

44 86
69 9638

7.72 7.73 7.74 7.75 7.76

0

50

100

150

200

250

Time-->

Abundance Ion  88.00 (87.70 to 88.70): VX009808.D

  7.74

Ion  43.00 (42.70 to 43.70): VX009808.D
Ion  58.00 (57.70 to 58.70): VX009808.D

#50
Toluene-d8
Concen:   50.663 ug/l  
RT: 8.71 min  Scan# 1240
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 98 Resp:  354611
Ion  Ratio  Lower  Upper
 98  100
100   64.3   51.2   76.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1240 (8.713 min): VX009203.D (-1232) (-)
98

42 705448 64 76 82 8836

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
98

42 705448 64 76 82 1128836

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1240 (8.714 min): VX009808.D (-1191) (-)
98

42 705448 64 76 82 1128836

8.60 8.70 8.80

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VX009808.D

  8.71

Ion 100.00 (99.70 to 100.70): VX009808.D
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#51
4-Methyl-2-Pentanone
Concen:    0.492 ug/l  
RT: 8.64 min  Scan# 1228
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 43 Resp:    1837
Ion  Ratio  Lower  Upper
 43  100
 58   42.5   29.5   44.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1228 (8.640 min): VX009203.D (-1219) (-)
43

58

85 100
6751 7237 77

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
43

58

85 1005338 67

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1228 (8.640 min): VX009808.D (-1179) (-)
43

58

85 10053 6735

8.60 8.65 8.70

0

500

1000

1500

2000

2500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX009808.D

  8.64

Ion  58.00 (57.70 to 58.70): VX009808.D

#55
1,1,2-Trichloroethane
Concen:    1.080 ug/l  
RT: 9.16 min  Scan# 1313
Delta R.T.   -0.05 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 97 Resp:    2125
Ion  Ratio  Lower  Upper
 97  100
 83   12.0   68.9  103.3#
 85    0.0   43.8   65.6#
 99    0.0   48.2   72.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1322 (9.213 min): VX009203.D (-1311) (-)
9783

61

49 134
37 69 114

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
9755

41
11269

83
48

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1313 (9.159 min): VX009808.D (-1273) (-)
97

55

11241
69 8448

9.10 9.15 9.20
0

500

1000

1500

Time-->

Abundance Ion  96.90 (96.60 to 97.60): VX009808.D

  9.16

Ion  82.90 (82.60 to 83.60): VX009808.D
Ion  84.90 (84.60 to 85.60): VX009808.D
Ion  98.90 (98.60 to 99.60): VX009808.D
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#59
2-Hexanone
Concen:    0.393 ug/l  
RT: 9.49 min  Scan# 1368
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 43 Resp:    1152
Ion  Ratio  Lower  Upper
 43  100
 58   67.0   25.9   77.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1367 (9.488 min): VX009203.D (-1360) (-)
43

58

100857150 7737 64

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
43

58

95 11036 67 8549

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1368 (9.494 min): VX009808.D (-1318) (-)
43

58

11036 67 1008549

9.45 9.50 9.55

0

200

400

600

800

1000

1200

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX009808.D

  9.49

Ion  58.00 (57.70 to 58.70): VX009808.D

#60
Dibromochloromethane
Concen:    0.315 ug/l  
RT: 9.34 min  Scan# 1343
Delta R.T.   -0.24 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:129 Resp:     606
Ion  Ratio  Lower  Upper
129  100
127    0.0   38.4  115.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1382 (9.579 min): VX009203.D (-1375) (-)
129

48 79
93 208160 17311636 60

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
166

12943
94

59
70

207110

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1343 (9.341 min): VX009808.D (-1333) (-)
166

129
94

43 59
70

207110

9.30 9.35

0

100

200

300

400

Time-->

Abundance Ion 128.80 (128.50 to 129.50): VX009808.D

  9.34

Ion 126.80 (126.50 to 127.50): VX009808.D
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#62
4-Bromofluorobenzene
Concen:   49.547 ug/l  
RT: 11.13 min  Scan# 1637
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 95 Resp:  126014
Ion  Ratio  Lower  Upper
 95  100
174   81.3    0.0  161.6 
176   79.2    0.0  159.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1637 (11.134 min): VX009203.D (-1630) (-)
95

174

75

50
37 61 14311786 153134105

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
95

174

75

50

37 62 117 14184 105 126 150 161

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1637 (11.134 min): VX009808.D (-1588) (-)
95 174

75

50

37 62 117 141150 161105 12686

11.05 11.10 11.15

0

50000

100000

Time-->

Abundance Ion  94.90 (94.60 to 95.60): VX009808.D

 11.13

Ion 173.80 (173.50 to 174.50): VX009808.D
Ion 175.80 (175.50 to 176.50): VX009808.D

#63
Chlorobenzene-d5
Concen:   50.000 ug/l  
RT: 10.11 min  Scan# 1469
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:117 Resp:  251057
Ion  Ratio  Lower  Upper
117  100
 82   59.9   48.8   73.2 
119   32.3   25.8   38.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1469 (10.109 min): VX009203.D (-1462) (-)
117

82

54

40 76 8961 9947 10967

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
117

82

54

40 766147 89 9968 124109

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1469 (10.110 min): VX009808.D (-1420) (-)
117

82

54

40
75 9947 8961 67 123109

10.00 10.10 10.20

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VX009808.D

 10.11

Ion  82.00 (81.70 to 82.70): VX009808.D
Ion 118.90 (118.60 to 119.60): VX009808.D
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#64
Tetrachloroethene
Concen:    0.409 ug/l  
RT: 9.34 min  Scan# 1342
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:164 Resp:     705
Ion  Ratio  Lower  Upper
164  100
166   95.9  101.2  151.8#
129   62.5   74.3  111.5#
131   79.5   71.0  106.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1342 (9.335 min): VX009203.D (-1334) (-)
166

129

94

47
59

82
11770 20736

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
164

131

43 94
70

20755 82

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1342 (9.335 min): VX009808.D (-1293) (-)
164

131

94

20747 59 8236

9.30 9.35
0

200

400

600

800

Time-->

Abundance Ion 163.80 (163.50 to 164.50): VX009808.D

  9.34

Ion 165.80 (165.50 to 166.50): VX009808.D
Ion 128.80 (128.50 to 129.50): VX009808.D
Ion 130.80 (130.50 to 131.50): VX009808.D

#67
Ethyl Benzene
Concen:    4.297 ug/l  
RT: 10.25 min  Scan# 1492
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 91 Resp:   39716
Ion  Ratio  Lower  Upper
 91  100
106   30.5   24.0   36.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1492 (10.250 min): VX009203.D (-1484) (-)
91

106

51 65 7739
85 120

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
91

106

51 65 7739 12684 98 117

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1492 (10.250 min): VX009808.D (-1443) (-)
91

106

51 776539 12698 117

10.20 10.25 10.30

0

10000

20000

30000

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VX009808.D

 10.25

Ion 106.00 (105.70 to 106.70): VX009808.D
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#69
o-Xylene
Concen:    0.648 ug/l  
RT: 10.70 min  Scan# 1566
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:106 Resp:    2159
Ion  Ratio  Lower  Upper
106  100
 91  216.9  109.5  328.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1566 (10.701 min): VX009203.D (-1558) (-)
91

106

7851
39 63

98

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance
9155

10641

69
77

988362 112 12448

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1566 (10.701 min): VX009808.D (-1517) (-)
91

106

57

776539 8450 99 112 124

10.65 10.70 10.75

0

1000

2000

3000

4000

Time-->

Abundance Ion 106.00 (105.70 to 106.70): VX009808.D

 10.70

Ion  91.00 (90.70 to 91.70): VX009808.D

#72
1,4-Dichlorobenzene-d4
Concen:   50.000 ug/l  
RT: 12.08 min  Scan# 1792
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:152 Resp:  118791
Ion  Ratio  Lower  Upper
152  100
115   59.6   41.2  123.6 
150  156.1    0.0  346.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1792 (12.079 min): VX009203.D (-1785) (-)
150

115
7852

1348740 62 99 124

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
150

115
7852

8738 62 107 1349570 123

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1792 (12.079 min): VX009808.D (-1743) (-)
150

115
7852

8738 61 95 107 136124

12.00 12.05 12.10 12.15

0

50000

100000

150000

200000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VX009808.D

 12.08

Ion 114.90 (114.60 to 115.60): VX009808.D
Ion 149.90 (149.60 to 150.60): VX009808.D
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#73
Isopropylbenzene
Concen:   32.237 ug/l  
RT: 11.02 min  Scan# 1618
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:105 Resp:  278474
Ion  Ratio  Lower  Upper
105  100
120   25.8   12.8   38.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1618 (11.018 min): VX009203.D (-1610) (-)
105

120
77

51 9139 65 84 98 113

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
105

120
775139 9163 112 14084 98

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1618 (11.018 min): VX009808.D (-1569) (-)
105

120
7751 9139 6558 14098 11284

11.00 11.10

0

50000

100000

150000

200000

250000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VX009808.D

 11.02

Ion 120.00 (119.70 to 120.70): VX009808.D

#74
N-amyl acetate
Concen:    1.347 ug/l  
RT: 10.91 min  Scan# 1600
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 43 Resp:    6782
Ion  Ratio  Lower  Upper
 43  100
 70   74.5   30.0   45.0#
 55  368.0   17.9   26.9#
 61    0.0   18.4   27.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1598 (10.896 min): VX009203.D (-1587) (-)
43

70

61

87 101 11152 129 175

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
55 83

41
67

97 109
126

138

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1600 (10.908 min): VX009808.D (-1549) (-)
55 83

41
67

97 109
126

138

10.85 10.90
0

5000

10000

15000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX009808.D

 10.91

Ion  70.00 (69.70 to 70.70): VX009808.D
Ion  55.00 (54.70 to 55.70): VX009808.D
Ion  61.00 (60.70 to 61.70): VX009808.D
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#75
1,1,2,2-Tetrachloroethane
Concen:    2.988 ug/l  
RT: 11.27 min  Scan# 1660
Delta R.T.   0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 83 Resp:    9621
Ion  Ratio  Lower  Upper
 83  100
131    0.0    4.6   13.8#
 85   14.5   32.0   96.2#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1659 (11.268 min): VX009203.D (-1651) (-)
83

1569561 131 16851 7437 117 143104

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
69

55
41

125

83
11196

140

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1660 (11.274 min): VX009808.D (-1610) (-)
69

55
41

125

83
111

96 140

11.20 11.25 11.30

0

2000

4000

6000

8000

10000

Time-->

Abundance Ion  82.90 (82.60 to 83.60): VX009808.D

 11.27

Ion 130.80 (130.50 to 131.50): VX009808.D
Ion  84.90 (84.60 to 85.60): VX009808.D

#76
1,2,3-Trichloropropane
Concen:    1.383 ug/l  
RT: 11.36 min  Scan# 1674
Delta R.T.   0.07 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 75 Resp:    3811
Ion  Ratio  Lower  Upper
 75  100
 77  621.8   22.1   66.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1663 (11.292 min): VX009203.D (-1659) (-)
75

110
39

54 90 126 146

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
91

120
6539

281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1674 (11.359 min): VX009808.D (-1614) (-)
91

120
6539

282

11.30 11.35 11.40

0

5000

10000

15000

20000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX009808.D

 11.36

Ion  77.00 (76.70 to 77.70): VX009808.D
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#78
n-propylbenzene
Concen:   58.088 ug/l  
RT: 11.36 min  Scan# 1674
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 91 Resp:  573059
Ion  Ratio  Lower  Upper
 91  100
120   21.9   11.0   33.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1674 (11.359 min): VX009203.D (-1669) (-)
91

120
65

39 191 249265281207

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
91

120
6539

281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1674 (11.359 min): VX009808.D (-1625) (-)
91

120
6539

281

11.30 11.35 11.40

0

100000

200000

300000

400000

500000

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VX009808.D

 11.36

Ion 120.00 (119.70 to 120.70): VX009808.D

#79
2-Chlorotoluene
Concen:   94.153 ug/l  
RT: 11.36 min  Scan# 1674
Delta R.T.   -0.06 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 91 Resp:  573059
Ion  Ratio  Lower  Upper
 91  100
126    0.0   16.3   48.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1684 (11.420 min): VX009203.D (-1679) (-)
91

126

63
39

108

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance
91

120
6539

281

40 60 80 100 120 140 160 180 200 220 240 260 280
0

50

m/z-->

Abundance Scan 1674 (11.359 min): VX009808.D (-1635) (-)
91

120
6539

281

11.30 11.35 11.40

0

100000

200000

300000

400000

500000

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VX009808.D

 11.36

Ion 125.90 (125.60 to 126.60): VX009808.D
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#80
1,3,5-Trimethylbenzene
Concen:   44.214 ug/l  
RT: 11.51 min  Scan# 1698
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:105 Resp:  321595
Ion  Ratio  Lower  Upper
105  100
120   47.8   24.3   72.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1698 (11.506 min): VX009203.D (-1692) (-)
10591

120

39 63 7751
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
105

120

77 9139 51 65 133

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1698 (11.506 min): VX009808.D (-1649) (-)
105

120

77 9139 51 65 133

11.45 11.50 11.55

0

50000

100000

150000

200000

250000

300000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VX009808.D

 11.51

Ion 120.00 (119.70 to 120.70): VX009808.D

#81
trans-1,4-Dichloro-2-butene
Concen:    3.262 ug/l  
RT: 11.02 min  Scan# 1618
Delta R.T.   -0.05 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 75 Resp:    3513
Ion  Ratio  Lower  Upper
 75  100
 53  114.7   79.0  118.6 
 89   94.6   34.7   52.1#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1627 (11.073 min): VX009203.D (-1622) (-)
7553 88

39
62

12496 106

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
105

120
775139 9163 70 112 14084 98

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1618 (11.018 min): VX009808.D (-1578) (-)
105

120
775139 916558 112 14084 98

10.95 11.00 11.05

0

1000

2000

3000

4000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX009808.D

 11.02

Ion  53.00 (52.70 to 53.70): VX009808.D
Ion  88.90 (88.60 to 89.60): VX009808.D
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#82
4-Chlorotoluene
Concen:    4.915 ug/l  
RT: 11.51 min  Scan# 1698
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 91 Resp:   33796
Ion  Ratio  Lower  Upper
 91  100
126    0.3   14.5   43.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1698 (11.506 min): VX009203.D (-1690) (-)
10591

120

6339 7751
207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
105

120

77 9139 51 65 133

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1698 (11.506 min): VX009808.D (-1649) (-)
105

120

77 9139 51 65 133

11.45 11.50 11.55

0

5000

10000

15000

20000

25000

30000

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VX009808.D

 11.51

Ion 125.90 (125.60 to 126.60): VX009808.D

#83
tert-Butylbenzene
Concen:   12.144 ug/l  
RT: 11.77 min  Scan# 1741
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:119 Resp:   85927
Ion  Ratio  Lower  Upper
119  100
 91   70.3   29.5   88.5 
134   23.3   11.4   34.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1741 (11.768 min): VX009203.D (-1734) (-)
119

91

134
41 77 1671036552 200

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
119

91

41 57 71 134

103
154

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1741 (11.768 min): VX009808.D (-1692) (-)
119

91

43 7157 134

103
154

11.70 11.75 11.80

0

100000

200000

300000

Time-->

Abundance Ion 119.00 (118.70 to 119.70): VX009808.D

 11.77

Ion  91.00 (90.70 to 91.70): VX009808.D
Ion 134.00 (133.70 to 134.70): VX009808.D
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#84
1,2,4-Trimethylbenzene
Concen:  380.096 ug/l  
RT: 11.80 min  Scan# 1747
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:105 Resp: 2774989
Ion  Ratio  Lower  Upper
105  100
120   45.4   22.0   66.0 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1747 (11.804 min): VX009203.D (-1734) (-)
105

120

77 9139 51 65 129 166

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
105

120

77 9139 51 65 134 154

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1747 (11.804 min): VX009808.D (-1698) (-)
105

120

77 915139 65 133 154

11.70 11.80 11.90

0

500000

1000000

1500000

2000000

2500000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VX009808.D

 11.80

Ion 120.00 (119.70 to 120.70): VX009808.D

#85
sec-Butylbenzene
Concen:   28.303 ug/l  
RT: 11.94 min  Scan# 1770
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:105 Resp:  237426
Ion  Ratio  Lower  Upper
105  100
134   26.2    9.7   28.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1770 (11.945 min): VX009203.D (-1762) (-)
105

1349177
5139 65 115 126

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
105

1349177
5141 65 115123 152

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1770 (11.945 min): VX009808.D (-1721) (-)
105

1349177
5139 65 115123 154

11.90 11.95 12.00

0

50000

100000

150000

200000

Time-->

Abundance Ion 105.00 (104.70 to 105.70): VX009808.D

 11.94

Ion 134.00 (133.70 to 134.70): VX009808.D
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#86
p-Isopropyltoluene
Concen:    6.411 ug/l  
RT: 12.06 min  Scan# 1789
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:119 Resp:   48345
Ion  Ratio  Lower  Upper
119  100
134   26.2   12.9   38.7 
 91   24.7   11.8   35.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1789 (12.060 min): VX009203.D (-1777) (-)
119

13491

776539 15051 103111

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
119

150

91 13452 78
39 65 103111

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1789 (12.060 min): VX009808.D (-1740) (-)
150

115
52

78

38 1058762 95 125 136

12.05 12.10

0

100000

200000

300000

400000

500000

600000

Time-->

Abundance Ion 119.00 (118.70 to 119.70): VX009808.D

 12.06

Ion 134.00 (133.70 to 134.70): VX009808.D
Ion  91.00 (90.70 to 91.70): VX009808.D

#89
n-Butylbenzene
Concen:   20.144 ug/l  
RT: 12.37 min  Scan# 1840
Delta R.T.   -0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 91 Resp:  137307
Ion  Ratio  Lower  Upper
 91  100
 92   27.9   26.5   79.5 
134  113.2   12.4   37.2#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1842 (12.383 min): VX009203.D (-1834) (-)
91

146
134

11175655039 103 11983

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance
119

105
134

91
7739 6551

150

30 40 50 60 70 80 90 100 110 120 130 140 150 160
0

50

m/z-->

Abundance Scan 1840 (12.371 min): VX009808.D (-1793) (-)
119

105
134

91
7739 51 65

12.35 12.40

0

50000

100000

150000

200000

Time-->

Abundance Ion  91.00 (90.70 to 91.70): VX009808.D

 12.37

Ion  92.00 (91.70 to 92.70): VX009808.D
Ion 134.00 (133.70 to 134.70): VX009808.D
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#90
Hexachloroethane
Concen:   38.063 ug/l  
RT: 12.58 min  Scan# 1875
Delta R.T.   -0.01 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:117 Resp:   48904
Ion  Ratio  Lower  Upper
117  100
201    0.0   42.3  126.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1877 (12.597 min): VX009203.D (-1868) (-)
117 201

166

94
47 82 131

59
7036

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
119

134
91 1057739 51 65

152

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1875 (12.585 min): VX009808.D (-1828) (-)
119

134
5741 93 15210870 81

12.55 12.60

0

10000

20000

30000

40000

50000

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VX009808.D

 12.58

Ion 200.70 (200.40 to 201.40): VX009808.D

#92
1,2-Dibromo-3-Chloropropane
Concen:    3.695 ug/l  
RT: 12.97 min  Scan# 1939
Delta R.T.   -0.02 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion: 75 Resp:    2669
Ion  Ratio  Lower  Upper
 75  100
155    0.9   42.0  126.0#
157    0.0   53.2  159.6#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1943 (12.999 min): VX009203.D (-1935) (-)
15775

39

11993
61 106 187141 201171 236

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance
119

134

91
7739 63 105 147 164

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1939 (12.975 min): VX009808.D (-1894) (-)
119

134

917741 10555 147 164

12.95 13.00

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX009808.D

 12.97

Ion 154.80 (154.50 to 155.50): VX009808.D
Ion 156.80 (156.50 to 157.50): VX009808.D
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#95
Naphthalene
Concen:    0.598 ug/l  
RT: 13.83 min  Scan# 2080
Delta R.T.   0.00 min
Lab File:   VX009808.D
Acq: 22 May 2019  16:44    

Tgt Ion:128 Resp:    5180
Ion  Ratio  Lower  Upper
128  100
127   12.8   10.4   15.6 
129    0.0    8.6   13.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2080 (13.834 min): VX009203.D (-2072) (-)
128

10251 63 7739 89 113

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
128

41
81 14555 69 105

11793
160 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2080 (13.835 min): VX009808.D (-2031) (-)
128

145
63 10550 75 91 20716011636

13.80 13.90

0

1000

2000

3000

4000

5000

Time-->

Abundance Ion 128.00 (127.70 to 128.70): VX009808.D

 13.83

Ion 127.00 (126.70 to 127.70): VX009808.D
Ion 129.00 (128.70 to 129.70): VX009808.D
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