
                              Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX062718\
  Data File : VX002966.D                                          
  Acq On    : 28 Jun 2018  05:18
  Operator  : JC/MD
  Sample    : J3718-07
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 42   Sample Multiplier: 1
 
  Quant Time: Jun 28 06:52:25 2018
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X062518W.M
  Quant Title  : SW846 8260
  QLast Update : Mon Jun 25 14:38:05 2018
  Response via : Initial Calibration
 
   Internal Standards                R.T. QIon  Response  Conc Units Dev(Min)
   --------------------------------------------------------------------------
     1) Pentafluorobenzene           5.67  168   274097    50.00 ug/l    0.00
    34) 1,4-Difluorobenzene          6.87  114   385024    50.00 ug/l    0.00
    63) Chlorobenzene-d5            10.12  117   361741    50.00 ug/l    0.00
    72) 1,4-Dichlorobenzene-d4      12.09  152   211657    50.00 ug/l    0.00
 
   System Monitoring Compounds                                        
    33) 1,2-Dichloroethane-d4        6.07   65   187130    49.39 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   98.78%
    35) Dibromofluoromethane         5.51  113   149912    49.17 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   98.34%
    50) Toluene-d8                   8.72   98   540055    48.50 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   97.00%
    62) 4-Bromofluorobenzene        11.14   95   199263    46.40 ug/l    0.00  
     Spiked Amount     50.000                      Recovery   =   92.80%
 
   Target Compounds                                                   Qvalue
     2) Dichlorodifluoromethane      1.20   85       78    Below Cal  #    43
     5) Bromomethane                 1.65   94     1323    Below Cal       91
     8) Diethyl Ether                2.19   74     2139     1.13 ug/l      81
    10) Methyl Iodide                2.52  142     3220     7.14 ug/l #    96
    11) Tert butyl alcohol           3.07   59    17816    23.61 ug/l     100
    13) Acrolein                     2.29   56      324     4.99 ug/l #    14
    16) Acetone                      2.45   43     9498     6.05 ug/l      93
    17) Carbon Disulfide             2.57   76     4058     0.56 ug/l #    94
    19) Methyl tert-butyl Ether      3.21   73   173179    17.82 ug/l      99
    22) Diisopropyl ether            3.87   45    14293     1.40 ug/l #    91
    23) Vinyl Acetate                3.88   43     8073     0.94 ug/l #    75
    25) 2-Butanone                   4.71   43     2046     0.88 ug/l     100
    29) Tetrahydrofuran              5.18   42     1560     1.04 ug/l #    87
    31) Cyclohexane                  5.57   56     1590     0.33 ug/l #    74
    36) 1,1-Dichloropropene          5.67   75    18762     4.44 ug/l #    51
    38) Carbon Tetrachloride         5.67  117    25418     5.49 ug/l #    15
    39) Methylcyclohexane            7.47   83     3070     0.62 ug/l #    88
    59) 2-Hexanone                   9.31   43     1739     0.48 ug/l      82
    65) Chlorobenzene               10.14  112     7376     0.80 ug/l     100
    68) m/p-Xylenes                 10.36  106     1817     0.31 ug/l      93
    75) 1,1,2,2-Tetrachloroethane   11.29   83      999     0.23 ug/l #     1
    76) 1,2,3-Trichloropropane      11.14   75   104414    27.23 ug/l #    33
    81) trans-1,4-Dichloro-2-buten  11.14   75   104414    77.07 ug/l #     7
    90) Hexachloroethane            12.71  117      436     0.23 ug/l #     1
   --------------------------------------------------------------------------
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Pentafluorobenzene
Concen:   50.00 ug/l  
RT: 5.67 min  Scan# 834
Delta R.T.   0.01 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:168 Resp:  274097
Ion  Ratio  Lower  Upper
168  100
 99   49.3   39.3   58.9 

Ref

Raw
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Abundance Ion 167.90 (167.60 to 168.60): VX002966.D

  5.67

Ion  98.90 (98.60 to 99.60): VX002966.D

#2
Dichlorodifluoromethane
Concen:   Below Cal    
RT: 1.20 min  Scan# 100
Delta R.T.   0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 85 Resp:      78
Ion  Ratio  Lower  Upper
 85  100
 87    0.0   16.0   47.9#

Ref

Raw
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Abundance Scan 100 (1.197 min): VX002859.D (-95) (-)
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Abundance Ion  84.90 (84.60 to 85.60): VX002966.D

  1.20
Ion  86.90 (86.60 to 87.60): VX002966.D

VX002966.D  82X062518W.M      Thu Jun 28 06:52:46 2018      Page 3

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



#5
Bromomethane
Concen:   Below Cal    
RT: 1.65 min  Scan# 175
Delta R.T.   0.02 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 94 Resp:    1323
Ion  Ratio  Lower  Upper
 94  100
 96   84.8   74.9  112.3 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 172 (1.636 min): VX002859.D (-165) (-)
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Abundance Scan 175 (1.654 min): VX002966.D (-123) (-)
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Abundance Ion  93.90 (93.60 to 94.60): VX002966.D

  1.65

Ion  95.90 (95.60 to 96.60): VX002966.D

#8
Diethyl Ether
Concen:    1.13 ug/l  
RT: 2.19 min  Scan# 263
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 74 Resp:    2139
Ion  Ratio  Lower  Upper
 74  100
 45   86.2   53.1  159.4 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 263 (2.191 min): VX002859.D (-253) (-)
59
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Abundance Scan 263 (2.191 min): VX002966.D (-214) (-)
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Abundance Ion  74.00 (73.70 to 74.70): VX002966.D

  2.19

Ion  45.00 (44.70 to 45.70): VX002966.D
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#10
Methyl Iodide
Concen:    7.14 ug/l  
RT: 2.52 min  Scan# 317
Delta R.T.   0.01 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:142 Resp:    3220
Ion  Ratio  Lower  Upper
142  100
127   48.0   36.6   55.0 
141   17.2   11.3   16.9#

Ref

Raw

Sub
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50
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Abundance Scan 316 (2.514 min): VX002859.D (-307) (-)
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Time-->

Abundance Ion 141.80 (141.50 to 142.50): VX002966.D

  2.52

Ion 126.80 (126.50 to 127.50): VX002966.D
Ion 140.80 (140.50 to 141.50): VX002966.D

#11
Tert butyl alcohol
Concen:   23.61 ug/l  
RT: 3.07 min  Scan# 407
Delta R.T.   -0.01 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 59 Resp:   17816
Ion  Ratio  Lower  Upper
 59  100
 57   10.1    8.2   12.2 

Ref
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Abundance Ion  59.00 (58.70 to 59.70): VX002966.D

  3.07

Ion  57.00 (56.70 to 57.70): VX002966.D
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#13
Acrolein
Concen:    4.99 ug/l  
RT: 2.29 min  Scan# 280
Delta R.T.   0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 56 Resp:     324
Ion  Ratio  Lower  Upper
 56  100
 55    0.0   57.0   85.4#

Ref
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Sub
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Abundance Scan 280 (2.294 min): VX002859.D (-273) (-)
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Abundance Ion  56.00 (55.70 to 56.70): VX002966.D

  2.29

Ion  55.00 (54.70 to 55.70): VX002966.D

#16
Acetone
Concen:    6.05 ug/l  
RT: 2.45 min  Scan# 305
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 43 Resp:    9498
Ion  Ratio  Lower  Upper
 43  100
 58   24.1   22.1   33.1 

Ref
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Abundance Scan 305 (2.447 min): VX002859.D (-299) (-)
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Abundance Ion  43.00 (42.70 to 43.70): VX002966.D

  2.45

Ion  58.00 (57.70 to 58.70): VX002966.D
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#17
Carbon Disulfide
Concen:    0.56 ug/l  
RT: 2.57 min  Scan# 326
Delta R.T.   0.01 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 76 Resp:    4058
Ion  Ratio  Lower  Upper
 76  100
 78   10.7    6.9   10.3#

Ref

Raw
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Abundance Scan 325 (2.569 min): VX002859.D (-315) (-)
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Abundance Ion  75.90 (75.60 to 76.60): VX002966.D

  2.57

Ion  77.90 (77.60 to 78.60): VX002966.D

#19
Methyl tert-butyl Ether
Concen:   17.82 ug/l  
RT: 3.21 min  Scan# 430
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 73 Resp:  173179
Ion  Ratio  Lower  Upper
 73  100
 57   22.6   17.7   26.5 

Ref

Raw

Sub
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Abundance Scan 430 (3.209 min): VX002859.D (-418) (-)
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Abundance Scan 430 (3.209 min): VX002966.D (-381) (-)
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Abundance Ion  73.00 (72.70 to 73.70): VX002966.D

  3.21

Ion  57.00 (56.70 to 57.70): VX002966.D
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#22
Diisopropyl ether
Concen:    1.40 ug/l  
RT: 3.87 min  Scan# 539
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 45 Resp:   14293
Ion  Ratio  Lower  Upper
 45  100
 43   51.6   46.8   70.2 
 87   30.6   20.2   30.4#
 59   10.5    8.7   13.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 539 (3.873 min): VX002859.D (-522) (-)
45

87
59

69 102 18035

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
45

87

59
69 102

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 539 (3.873 min): VX002966.D (-490) (-)
45

87

59
69 102

3.80 3.90 4.00
0

2000

4000

6000

8000

Time-->

Abundance Ion  45.00 (44.70 to 45.70): VX002966.D

  3.87

Ion  43.00 (42.70 to 43.70): VX002966.D
Ion  87.00 (86.70 to 87.70): VX002966.D
Ion  59.00 (58.70 to 59.70): VX002966.D

#23
Vinyl Acetate
Concen:    0.94 ug/l  
RT: 3.88 min  Scan# 540
Delta R.T.   0.05 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 43 Resp:    8073
Ion  Ratio  Lower  Upper
 43  100
 86    0.0    7.4   11.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 532 (3.831 min): VX002859.D (-518) (-)
43

86
10257 6338 6950 78

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
45

87

5939 69
76 102

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 540 (3.879 min): VX002966.D (-483) (-)
45

87

5939 69 102

3.75 3.80 3.85 3.90 3.95

0

1000

2000

3000

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX002966.D

  3.88

Ion  86.00 (85.70 to 86.70): VX002966.D
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#25
2-Butanone
Concen:    0.88 ug/l  
RT: 4.71 min  Scan# 677
Delta R.T.   0.01 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 43 Resp:    2046
Ion  Ratio  Lower  Upper
 43  100
 72   23.0   18.5   27.7 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 676 (4.708 min): VX002859.D (-664) (-)
43

72

5739 50 53 69 79

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance
43

40 75
726136 5747 53

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 677 (4.714 min): VX002966.D (-627) (-)
43

726136 755747
40 53

4.60 4.65 4.70 4.75 4.80

0

100

200

300

400

500

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX002966.D

  4.71

Ion  72.00 (71.70 to 72.70): VX002966.D

#29
Tetrahydrofuran
Concen:    1.04 ug/l  
RT: 5.18 min  Scan# 753
Delta R.T.   0.01 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 42 Resp:    1560
Ion  Ratio  Lower  Upper
 42  100
 72   33.5   32.0   48.0 
 71   28.7   30.1   45.1#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 751 (5.166 min): VX002859.D (-741) (-)
42

72

8354 117664836

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
42

71

48 5436

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 753 (5.178 min): VX002966.D (-702) (-)
42

71

52

5.05 5.10 5.15 5.20 5.25

0

100

200

300

400

500

600

Time-->

Abundance Ion  42.00 (41.70 to 42.70): VX002966.D

  5.18

Ion  72.00 (71.70 to 72.70): VX002966.D
Ion  71.00 (70.70 to 71.70): VX002966.D
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#31
Cyclohexane
Concen:    0.33 ug/l  
RT: 5.57 min  Scan# 818
Delta R.T.   -0.01 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 56 Resp:    1590
Ion  Ratio  Lower  Upper
 56  100
 69   31.0   23.7   35.5 
 84   50.1   64.1   96.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 819 (5.580 min): VX002859.D (-803) (-)
56

84

41

69

150

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
56 113

44
84

69 192
150

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 818 (5.574 min): VX002966.D (-770) (-)
56 113

84
41

69 192
150

5.50 5.55 5.60

0

500

1000

1500

2000

2500

3000

Time-->

Abundance Ion  56.00 (55.70 to 56.70): VX002966.D

  5.57

Ion  69.00 (68.70 to 69.70): VX002966.D
Ion  84.00 (83.70 to 84.70): VX002966.D

#33
1,2-Dichloroethane-d4
Concen:   49.39 ug/l  
RT: 6.07 min  Scan# 900
Delta R.T.   0.01 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 65 Resp:  187130
Ion  Ratio  Lower  Upper
 65  100
 67   51.2    0.0  102.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 899 (6.068 min): VX002859.D (-888) (-)
65

51

102

37 44 71 84 9659

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
65

51

102

37 86 9645 58 72

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 900 (6.074 min): VX002966.D (-850) (-)
65

51

102

37 86 9645 58 72

6.00 6.10 6.20

0

20000

40000

60000

80000

Time-->

Abundance Ion  64.90 (64.60 to 65.60): VX002966.D

  6.07

Ion  66.90 (66.60 to 67.60): VX002966.D
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#34
1,4-Difluorobenzene
Concen:   50.00 ug/l  
RT: 6.87 min  Scan# 1030
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:114 Resp:  385024
Ion  Ratio  Lower  Upper
114  100
 63   20.7    0.0   41.4 
 88   15.4    0.0   30.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1030 (6.867 min): VX002859.D (-1018) (-)
114

63 88
5750 75 94816937 44 100

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
114

63
88

5750 9475 816937 44 100

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1030 (6.866 min): VX002966.D (-981) (-)
114

63
88

5750 9475 816937 44 100

6.80 6.90 7.00

0

50000

100000

150000

200000

Time-->

Abundance Ion 113.90 (113.60 to 114.60): VX002966.D

  6.87

Ion  63.00 (62.70 to 63.70): VX002966.D
Ion  87.90 (87.60 to 88.60): VX002966.D

#35
Dibromofluoromethane
Concen:   49.17 ug/l  
RT: 5.51 min  Scan# 807
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:113 Resp:  149912
Ion  Ratio  Lower  Upper
113  100
111  101.7   81.4  122.0 
192   24.3   19.1   28.7 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 807 (5.507 min): VX002859.D (-794) (-)
97

111

61

19279
12147 16037 171

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
111

19279
91 160 17344 55

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 807 (5.507 min): VX002966.D (-758) (-)
111

19279
91 1601715542

5.40 5.50 5.60

0

20000

40000

60000

Time-->

Abundance Ion 112.80 (112.50 to 113.50): VX002966.D

  5.51

Ion 110.80 (110.50 to 111.50): VX002966.D
Ion 191.70 (191.40 to 192.40): VX002966.D
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#36
1,1-Dichloropropene
Concen:    4.44 ug/l  
RT: 5.67 min  Scan# 833
Delta R.T.   -0.13 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 75 Resp:   18762
Ion  Ratio  Lower  Upper
 75  100
110   10.4   18.1   54.4#
 77    0.1   24.3   36.5#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 855 (5.800 min): VX002859.D (-845) (-)
75

117

39

8449
60 95 107 137

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
117 1497561 8444

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 833 (5.665 min): VX002966.D (-806) (-)
168

99

137
117 1497561 845137

5.60 5.70 5.80

0

2000

4000

6000

8000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX002966.D

  5.67

Ion 109.90 (109.60 to 110.60): VX002966.D
Ion  76.90 (76.60 to 77.60): VX002966.D

#38
Carbon Tetrachloride
Concen:    5.49 ug/l  
RT: 5.67 min  Scan# 834
Delta R.T.   -0.12 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:117 Resp:   25418
Ion  Ratio  Lower  Upper
117  100
119    4.8   77.4  116.0#
121    0.0   24.4   36.6#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 853 (5.787 min): VX002859.D (-841) (-)
117

75

39
84

49
60 96 107

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
168

99

137
117 1497555 8444 65

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 834 (5.672 min): VX002966.D (-804) (-)
168

99

137
117 14975 846137 51

5.60 5.70 5.80

0

2000

4000

6000

8000

10000

12000

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VX002966.D

  5.67

Ion 118.80 (118.50 to 119.50): VX002966.D
Ion 120.80 (120.50 to 121.50): VX002966.D
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#39
Methylcyclohexane
Concen:    0.62 ug/l  
RT: 7.47 min  Scan# 1129
Delta R.T.   0.01 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 83 Resp:    3070
Ion  Ratio  Lower  Upper
 83  100
 55   73.2   65.4   98.0 
 98   36.2   37.4   56.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1128 (7.464 min): VX002859.D (-1117) (-)
83

55

9841

69

7750 9163

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance
83

55

41 98
69

7763

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1129 (7.470 min): VX002966.D (-1079) (-)
83

55

42 98
69

7737 63

7.35 7.40 7.45 7.50 7.55

0

500

1000

1500

Time-->

Abundance Ion  83.00 (82.70 to 83.70): VX002966.D

  7.47

Ion  55.00 (54.70 to 55.70): VX002966.D
Ion  98.00 (97.70 to 98.70): VX002966.D

#50
Toluene-d8
Concen:   48.50 ug/l  
RT: 8.72 min  Scan# 1334
Delta R.T.   0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 98 Resp:  540055
Ion  Ratio  Lower  Upper
 98  100
100   63.5   50.9   76.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1334 (8.720 min): VX002859.D (-1327) (-)
98

42 7054
48 64 76 82 8836

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance
98

42 7054
48 64 76 82 1108836

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1334 (8.720 min): VX002966.D (-1285) (-)
98

42 7054
48 64 76 82 1108836

8.60 8.70 8.80 8.90

0

100000

200000

300000

400000

Time-->

Abundance Ion  98.00 (97.70 to 98.70): VX002966.D

  8.72

Ion 100.00 (99.70 to 100.70): VX002966.D

VX002966.D  82X062518W.M      Thu Jun 28 06:52:52 2018      Page 13

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



#59
2-Hexanone
Concen:    0.48 ug/l  
RT: 9.31 min  Scan# 1431
Delta R.T.   -0.19 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 43 Resp:    1739
Ion  Ratio  Lower  Upper
 43  100
 58   36.9   24.6   73.6 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1462 (9.500 min): VX002859.D (-1449) (-)
43

58

1008571
133

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
43

57

11471 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1431 (9.311 min): VX002966.D (-1413) (-)
43

57

11471 207

9.25 9.30 9.35

0

200

400

600

800

1000

1200

Time-->

Abundance Ion  43.00 (42.70 to 43.70): VX002966.D

  9.31

Ion  58.00 (57.70 to 58.70): VX002966.D

#62
4-Bromofluorobenzene
Concen:   46.40 ug/l  
RT: 11.14 min  Scan# 1731
Delta R.T.   0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 95 Resp:  199263
Ion  Ratio  Lower  Upper
 95  100
174   96.4    0.0  187.4 
176   93.4    0.0  181.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1731 (11.140 min): VX002859.D (-1724) (-)
95 174

75

50
38 61 119 141104 129 15284 161

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
95 174

75

50
38 61 117 141106 126 153

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1731 (11.140 min): VX002966.D (-1682) (-)
95 174

75

50
6238 117 141106 126 153

11.10 11.20

0

50000

100000

150000

200000

Time-->

Abundance Ion  94.90 (94.60 to 95.60): VX002966.D

 11.14

Ion 173.80 (173.50 to 174.50): VX002966.D
Ion 175.80 (175.50 to 176.50): VX002966.D
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#63
Chlorobenzene-d5
Concen:   50.00 ug/l  
RT: 10.12 min  Scan# 1563
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:117 Resp:  361741
Ion  Ratio  Lower  Upper
117  100
 82   54.3   45.0   67.4 
119   32.0   25.8   38.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1563 (10.116 min): VX002859.D (-1556) (-)
117

82

54

40 7666 89 9947 109

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance
117

82

54

40 7647 61 89 9970 109

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1563 (10.116 min): VX002966.D (-1514) (-)
117

82

54

40 7647 61 89 9967 109

10.00 10.10 10.20

0

100000

200000

300000

Time-->

Abundance Ion 116.90 (116.60 to 117.60): VX002966.D

 10.12

Ion  82.00 (81.70 to 82.70): VX002966.D
Ion 118.90 (118.60 to 119.60): VX002966.D

#65
Chlorobenzene
Concen:    0.80 ug/l  
RT: 10.14 min  Scan# 1567
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:112 Resp:    7376
Ion  Ratio  Lower  Upper
112  100
114   31.3   25.3   37.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1567 (10.140 min): VX002859.D (-1559) (-)
112

77

51

38 63 97 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
117

82

52
38

9963

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1567 (10.140 min): VX002966.D (-1518) (-)
117

82

52
38

9963

10.10 10.15 10.20

0

1000

2000

3000

4000

5000

6000

Time-->

Abundance Ion 111.90 (111.60 to 112.60): VX002966.D

 10.14

Ion 113.90 (113.60 to 114.60): VX002966.D
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#68
m/p-Xylenes
Concen:    0.31 ug/l  
RT: 10.36 min  Scan# 1603
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:106 Resp:    1817
Ion  Ratio  Lower  Upper
106  100
 91  214.5  163.4  245.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1603 (10.360 min): VX002859.D (-1597) (-)
91

106

775139 65
12098

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance
12759

43

69

84 1099151 77 14012036 99

30 40 50 60 70 80 90 100 110 120 130 140
0

50

m/z-->

Abundance Scan 1603 (10.360 min): VX002966.D (-1554) (-)
12759

43

69

84 1099151 77 120 14036 99

10.30 10.35 10.40

0

500

1000

1500

2000

2500

3000

Time-->

Abundance Ion 106.00 (105.70 to 106.70): VX002966.D

 10.36

Ion  91.00 (90.70 to 91.70): VX002966.D

#72
1,4-Dichlorobenzene-d4
Concen:   50.00 ug/l  
RT: 12.09 min  Scan# 1886
Delta R.T.   -0.00 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:152 Resp:  211657
Ion  Ratio  Lower  Upper
152  100
115   54.3   40.1  120.2 
150  156.9    0.0  347.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1886 (12.085 min): VX002859.D (-1880) (-)
150

115
7852

40 1348963 100

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
150

115
7852

40 8963 101 126 207

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1886 (12.085 min): VX002966.D (-1837) (-)
150

115
7852

40 8963 103 126 207

12.00 12.10 12.20

0

100000

200000

300000

Time-->

Abundance Ion 151.90 (151.60 to 152.60): VX002966.D

 12.09

Ion 114.90 (114.60 to 115.60): VX002966.D
Ion 149.90 (149.60 to 150.60): VX002966.D
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#75
1,1,2,2-Tetrachloroethane
Concen:    0.23 ug/l  
RT: 11.29 min  Scan# 1756
Delta R.T.   0.02 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 83 Resp:     999
Ion  Ratio  Lower  Upper
 83  100
131    0.0    5.6   16.8#
 85  415.6   32.4   97.2#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1753 (11.274 min): VX002859.D (-1745) (-)
83

1589561 131 1685037 74 112 141

40 60 80 100 120 140 160
0

50

m/z-->

Abundance
43

72

57
85 99 110 128 174

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1756 (11.293 min): VX002966.D (-1704) (-)
43

72

57
85 99 113 128 174

11.25 11.30 11.35

0

1000

2000

3000

Time-->

Abundance Ion  82.90 (82.60 to 83.60): VX002966.D

 11.29

Ion 130.80 (130.50 to 131.50): VX002966.D
Ion  84.90 (84.60 to 85.60): VX002966.D

#76
1,2,3-Trichloropropane
Concen:   27.23 ug/l  
RT: 11.14 min  Scan# 1731
Delta R.T.   -0.16 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 75 Resp:  104414
Ion  Ratio  Lower  Upper
 75  100
 77    1.3   22.8   68.3#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1757 (11.299 min): VX002859.D (-1753) (-)
75

110
39

49
61 99

88 124 146

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance
95 174

75

50
38 61 117 141106 12686 153

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1731 (11.140 min): VX002966.D (-1708) (-)
95 174

75

50
6138 117 141106 126 15286 161

11.05 11.10 11.15 11.20

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX002966.D

 11.14

Ion  77.00 (76.70 to 77.70): VX002966.D
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#81
trans-1,4-Dichloro-2-butene
Concen:   77.07 ug/l  
RT: 11.14 min  Scan# 1731
Delta R.T.   0.06 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion: 75 Resp:  104414
Ion  Ratio  Lower  Upper
 75  100
 53    0.2   86.8  130.2#
 89    0.0   38.2   57.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1721 (11.079 min): VX002859.D (-1716) (-)
8853 75

39

64
124 207107

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
95 174

75

50
38 61 117 141106 129 153

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1731 (11.140 min): VX002966.D (-1672) (-)
95 174

75

50
6138 119 143106 131 154

11.05 11.10 11.15 11.20

0

20000

40000

60000

80000

100000

Time-->

Abundance Ion  74.90 (74.60 to 75.60): VX002966.D

 11.14

Ion  53.00 (52.70 to 53.70): VX002966.D
Ion  88.90 (88.60 to 89.60): VX002966.D

#90
Hexachloroethane
Concen:    0.23 ug/l  
RT: 12.71 min  Scan# 1988
Delta R.T.   0.11 min
Lab File:   VX002966.D
Acq: 28 Jun 2018  05:18    

Tgt Ion:117 Resp:     436
Ion  Ratio  Lower  Upper
117  100
201    0.0   49.0  147.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1970 (12.597 min): VX002859.D (-1964) (-)
117 201

166

94
47 12982

59

7036

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance
44

69
13211757

91

105

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1988 (12.707 min): VX002966.D (-1921) (-)
132117

8164
955236

12.65 12.70

0

500

1000

1500

Time-->

Abundance Ion 116.80 (116.50 to 117.50): VX002966.D

 12.71

Ion 200.70 (200.40 to 201.40): VX002966.D
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