
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX081821\
  Data File : VX023828.D                                          
  Acq On    : 18 Aug 2021  19:46
  Operator  : JC/MD
  Sample    : M3414‐01 10X
  Misc      : 5.02g/10mL/100uL/5.00mL/MSVOA_X/MEOH
  ALS Vial  : 26   Sample Multiplier: 1
 
  Quant Time: Aug 19 04:22:11 2021
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_X\Method\82X081721W.M
  Quant Title  : SW846 8260
  QLast Update : Tue Aug 17 11:57:51 2021
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Pentafluorobenzene          5.562  168   135935    50.000 ug/l     0.00
    34) 1,4‐Difluorobenzene         6.769  114   230473    50.000 ug/l     0.00
    63) Chlorobenzene‐d5           10.055  117   218745    50.000 ug/l     0.00
    72) 1,4‐Dichlorobenzene‐d4     12.024  152    87258    50.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    33) 1,2‐Dichloroethane‐d4       5.964   65    95771    50.480 ug/l    0.00  
     Spiked Amount     50.000   Range  78 ‐ 117    Recovery   =  100.960% 
    35) Dibromofluoromethane        5.397  113    73295    48.048 ug/l    0.00  
     Spiked Amount     50.000   Range  75 ‐ 124    Recovery   =   96.100% 
    50) Toluene‐d8                  8.653   98   288439    49.680 ug/l    0.00  
     Spiked Amount     50.000   Range  92 ‐ 112    Recovery   =   99.360% 
    62) 4‐Bromofluorobenzene       11.085   95   100812    47.168 ug/l    0.00  
     Spiked Amount     50.000   Range  83 ‐ 123    Recovery   =   94.340% 
 
   Target Compounds                                                   Qvalue
     5) Bromomethane                1.611   94      627     0.649 ug/l #    37
     6) Chloroethane                1.666   64       20     2.233 ug/l #    43
    10) Methyl Iodide               2.465  142      801     0.422 ug/l #    93
    11) Tert butyl alcohol          2.953   59       79     0.206 ug/l #    73
    13) Acrolein                    2.233   56       69     0.302 ug/l #    52
    16) Acetone                     2.392   43      871     1.027 ug/l      92
    18) Methyl Acetate              2.715   43      488     0.230 ug/l #    64
    20) Methylene Chloride          2.794   84     1344     0.829 ug/l      87
    31) Cyclohexane                 5.501   56     1646     0.675 ug/l #    38
    36) 1,1‐Dichloropropene         5.562   75    10576     4.955 ug/l #    51
    38) Carbon Tetrachloride        5.562  117    13760     6.182 ug/l #    17
    39) Methylcyclohexane           7.385   83     4940     1.901 ug/l      90
    48) Methyl methacrylate         7.665   41      870     0.435 ug/l #    68
    51) 4‐Methyl‐2‐Pentanone        8.653   43     2404     0.906 ug/l #     1
    55) 1,1,2‐Trichloroethane       9.104   97     2314     1.374 ug/l #    19
    56) Ethyl methacrylate          9.134   69      221     0.835 ug/l #    29
    67) Ethyl Benzene              10.195   91    35671     4.475 ug/l      98
    68) m/p‐Xylenes                10.305  106    46456    15.301 ug/l      96
    69) o‐Xylene                   10.646  106      709     0.238 ug/l      80
    73) Isopropylbenzene           10.963  105     9107     1.368 ug/l      98
    75) 1,1,2,2‐Tetrachloroethane  11.195   83      540     0.248 ug/l #    78
    76) 1,2,3‐Trichloropropane     11.085   75    53915    26.487 ug/l #    39
    78) n‐propylbenzene            11.305   91    32915     4.324 ug/l     100
    79) 2‐Chlorotoluene            11.402   91     8690     1.889 ug/l #    41
    80) 1,3,5‐Trimethylbenzene     11.457  105    52406     9.581 ug/l      99
    81) trans‐1,4‐Dichloro‐2‐b...  11.085   75    53915    77.914 ug/l #    12
    82) 4‐Chlorotoluene            11.451   91     6109     1.170 ug/l #    47
    83) tert‐Butylbenzene          11.756  119    22822     4.296 ug/l #    50
    84) 1,2,4‐Trimethylbenzene     11.756  105   188967    34.650 ug/l     100
    85) sec‐Butylbenzene           11.896  105     6532     0.971 ug/l      90
    86) p‐Isopropyltoluene         12.012  119     4028     0.728 ug/l      84
    89) n‐Butylbenzene             12.329   91    24817     5.021 ug/l #    34
    90) Hexachloroethane           12.536  117     3771     5.260 ug/l #     9
    92) 1,2‐Dibromo‐3‐Chloropr...  12.926   75      310     2.742 ug/l #     1
    95) Naphthalene                13.780  128    40533     7.470 ug/l      97
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
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   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT:   5.562 min  Scan# 734
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:168 Resp:  135935
Ion  Ratio  Lower  Upper
168  100
 99   55.0   45.8   68.6 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 734 (5.562 min): VX023756.D\data.ms (-72
168.1

99.0
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Abundance
 5.562

#5
Bromomethane
Concen:    0.649 ug/l  
RT:   1.611 min  Scan# 86
Delta R.T.  0.012 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 94 Resp:     627
Ion  Ratio  Lower  Upper
 94  100
 96   34.6   76.4  114.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 84 (1.599 min): VX023756.D\data.ms (-76) 
94.0

78.9
47.0 63.0 128.0
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Abundance Scan 86 (1.611 min): VX023828.D\data.ms (-35) 
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Abundance
 1.611
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#6
Chloroethane
Concen:    2.233 ug/l  
RT:   1.666 min  Scan# 95
Delta R.T.  ‐0.013 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 64 Resp:      20
Ion  Ratio  Lower  Upper
 64  100
 66    0.0   25.4   38.0#

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 97 (1.679 min): VX023756.D\data.ms (-90) 
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Abundance
 1.666

#10
Methyl Iodide
Concen:    0.422 ug/l  
RT:   2.465 min  Scan# 226
Delta R.T.  0.012 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:142 Resp:     801
Ion  Ratio  Lower  Upper
142  100
127   40.2   33.3   49.9 
141    6.0   11.4   17.0#
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 2.465

VX023828.D  82X081721W.M      Thu Aug 19 04:22:16 2021       Page 5

Instrument :
MSVOA_X
ClientSampleId :
B-1DL



#11
Tert butyl alcohol
Concen:    0.206 ug/l  
RT:   2.953 min  Scan# 306
Delta R.T.  ‐0.030 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 59 Resp:      79
Ion  Ratio  Lower  Upper
 59  100
 57    0.0    7.8   11.8#

Ref
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Abundance
 2.953

#13
Acrolein
Concen:    0.302 ug/l  
RT:   2.233 min  Scan# 188
Delta R.T.  ‐0.012 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 56 Resp:      69
Ion  Ratio  Lower  Upper
 56  100
 55  110.1   56.4   84.6#
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Abundance

 2.233
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#16
Acetone
Concen:    1.027 ug/l  
RT:   2.392 min  Scan# 214
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 43 Resp:     871
Ion  Ratio  Lower  Upper
 43  100
 58   29.9   27.8   41.8 

Ref
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Abundance
 2.392

#18
Methyl Acetate
Concen:    0.230 ug/l  
RT:   2.715 min  Scan# 267
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 43 Resp:     488
Ion  Ratio  Lower  Upper
 43  100
 74    8.8   21.9   32.9#
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 2.715
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#20
Methylene Chloride
Concen:    0.829 ug/l  
RT:   2.794 min  Scan# 280
Delta R.T.  0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 84 Resp:    1344
Ion  Ratio  Lower  Upper
 84  100
 49  127.8   88.6  132.8 
 51   32.3   27.0   40.6 
 86   72.2   50.3   75.5 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 280 (2.794 min): VX023756.D\data.ms (-27
49.0

84.0

37.0 69.9

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 280 (2.794 min): VX023828.D\data.ms
49.1

83.9

42.1
71.1

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50

m/z-->

Abundance Scan 280 (2.794 min): VX023828.D\data.ms (-23
49.1

83.9

42.1
71.1

2.75 2.80 2.85

0

200

400

600

800

Time-->

Abundance

 2.794

#31
Cyclohexane
Concen:    0.675 ug/l  
RT:   5.501 min  Scan# 724
Delta R.T.  0.024 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 56 Resp:    1646
Ion  Ratio  Lower  Upper
 56  100
 69    7.5   25.3   37.9#
 84   24.8   71.4  107.0#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 720 (5.477 min): VX023756.D\data.ms (-70
56.1 84.0

38.1

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 724 (5.501 min): VX023828.D\data.ms
43.0

85.1

168.0
110.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 724 (5.501 min): VX023828.D\data.ms (-67
43.0

85.1

168.0
110.9

5.40 5.45 5.50

0

500

1000

Time-->

Abundance

 5.501
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#33
1,2‐Dichloroethane‐d4
Concen:   50.480 ug/l  
RT:   5.964 min  Scan# 800
Delta R.T.  0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 65 Resp:   95771
Ion  Ratio  Lower  Upper
 65  100
 67   50.7    0.0  105.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 800 (5.964 min): VX023756.D\data.ms (-78
65.0

51.0

102.0
37.0 84.0

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 800 (5.964 min): VX023828.D\data.ms
65.0

51.0

102.0
37.0 83.9

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 800 (5.964 min): VX023828.D\data.ms (-75
65.0

51.0

102.0
37.0 83.9

5.90 6.00 6.10

0

10000

20000

30000

Time-->

Abundance
 5.964

#34
1,4‐Difluorobenzene
Concen:   50.000 ug/l  
RT:   6.769 min  Scan# 932
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:114 Resp:  230473
Ion  Ratio  Lower  Upper
114  100
 63   20.5    0.0   40.8 
 88   16.2    0.0   32.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 932 (6.769 min): VX023756.D\data.ms (-92
114.0

63.0 88.0
50.0 75.037.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 932 (6.769 min): VX023828.D\data.ms
114.1

63.0 88.0
50.0 75.037.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 932 (6.769 min): VX023828.D\data.ms (-88
114.1

63.0 88.0
50.0 75.037.0

6.70 6.80 6.90

0

20000

40000

60000

80000

Time-->

Abundance
 6.769
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#35
Dibromofluoromethane
Concen:   48.048 ug/l  
RT:   5.397 min  Scan# 707
Delta R.T.  0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:113 Resp:   73295
Ion  Ratio  Lower  Upper
113  100
111  102.2   81.9  122.9 
192   19.3   16.7   25.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 707 (5.397 min): VX023756.D\data.ms (-69
97.0

61.0

118.9 191.9
37.0 159.8

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 707 (5.397 min): VX023828.D\data.ms
110.9

80.9 191.9
159.943.9

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 707 (5.397 min): VX023828.D\data.ms (-65
110.9

80.9 191.9
159.940.1

5.30 5.40 5.50

0

5000

10000

15000

20000

25000

Time-->

Abundance
 5.397

#36
1,1‐Dichloropropene
Concen:    4.955 ug/l  
RT:   5.562 min  Scan# 734
Delta R.T.  ‐0.140 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 75 Resp:   10576
Ion  Ratio  Lower  Upper
 75  100
110   11.3   18.1   54.4#
 77    0.0   25.3   37.9#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 757 (5.702 min): VX023756.D\data.ms (-74
75.0

116.9

39.0

96.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 734 (5.562 min): VX023828.D\data.ms
168.1

99.0

137.0
118.075.055.036.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 734 (5.562 min): VX023828.D\data.ms (-70
168.1

99.0

137.0
118.075.055.036.0

5.50 5.60

0

1000

2000

3000

Time-->

Abundance
 5.562
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#38
Carbon Tetrachloride
Concen:    6.182 ug/l  
RT:   5.562 min  Scan# 734
Delta R.T.  ‐0.128 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:117 Resp:   13760
Ion  Ratio  Lower  Upper
117  100
119    6.0   76.2  114.2#
121    0.0   24.8   37.2#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 755 (5.690 min): VX023756.D\data.ms (-74
116.975.0

39.0

94.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 734 (5.562 min): VX023828.D\data.ms
168.1

99.0

137.0
118.075.055.036.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 734 (5.562 min): VX023828.D\data.ms (-70
168.1

99.0

137.0
118.075.055.036.0

5.50 5.60

0

1000

2000

3000

4000

Time-->

Abundance
 5.562

#39
Methylcyclohexane
Concen:    1.901 ug/l  
RT:   7.385 min  Scan# 1033
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 83 Resp:    4940
Ion  Ratio  Lower  Upper
 83  100
 55   86.6   58.9   88.3 
 98   48.6   38.1   57.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1033 (7.385 min): VX023756.D\data.ms (-1
83.1

55.1

98.141.1

69.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1033 (7.385 min): VX023828.D\data.ms
83.155.1

41.1 98.0

70.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1033 (7.385 min): VX023828.D\data.ms (-9
83.155.1

41.1 98.0

70.0

7.30 7.35 7.40 7.45

0

500

1000

1500

2000

Time-->

Abundance
 7.385
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#48
Methyl methacrylate
Concen:    0.435 ug/l  
RT:   7.665 min  Scan# 1079
Delta R.T.  ‐0.037 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 41 Resp:     870
Ion  Ratio  Lower  Upper
 41  100
 69  117.4   76.0  114.0#
 39   90.3   44.6   67.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1085 (7.702 min): VX023756.D\data.ms (-1
41.1 69.0

100.1

85.055.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1079 (7.665 min): VX023828.D\data.ms
69.141.1

55.1

98.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1079 (7.665 min): VX023828.D\data.ms (-1
69.1

44.0
90.857.2

7.65 7.70

0

100

200

300

400

500

Time-->

Abundance

 7.665

#50
Toluene‐d8
Concen:   49.680 ug/l  
RT:   8.653 min  Scan# 1241
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 98 Resp:  288439
Ion  Ratio  Lower  Upper
 98  100
100   63.6   51.9   77.9 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX023756.D\data.ms (-1
98.1

42.0 70.154.1
82.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX023828.D\data.ms
98.1

42.1 70.154.1
82.1 112.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX023828.D\data.ms (-1
98.1

42.1 70.154.1
82.1 112.0

8.60 8.70

0

50000

100000

150000

Time-->

Abundance
 8.653
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#51
4‐Methyl‐2‐Pentanone
Concen:    0.906 ug/l  
RT:   8.653 min  Scan# 1241
Delta R.T.  0.073 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 43 Resp:    2404
Ion  Ratio  Lower  Upper
 43  100
 58  109.2   35.4   53.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1229 (8.580 min): VX023756.D\data.ms (-1
43.0

58.1

85.1 100.1
72.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX023828.D\data.ms
98.1

42.1 70.154.1
82.1 112.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX023828.D\data.ms (-1
98.1

42.1 70.154.0
82.1 112.0

8.60 8.70

0

500

1000

1500

Time-->

Abundance

 8.653

#55
1,1,2‐Trichloroethane
Concen:    1.374 ug/l  
RT:   9.104 min  Scan# 1315
Delta R.T.  ‐0.055 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 97 Resp:    2314
Ion  Ratio  Lower  Upper
 97  100
 83    9.5   69.3  103.9#
 85    0.0   44.3   66.5#
 99    0.0   50.3   75.5#

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1324 (9.159 min): VX023756.D\data.ms (-1
97.0

61.0

132.037.0 81.9 116.9

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1315 (9.104 min): VX023828.D\data.ms
55.1 97.1

112.1
39.0

69.9

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1315 (9.104 min): VX023828.D\data.ms (-1
97.1

55.1

112.1

39.0
70.3

9.05 9.10 9.15

0

500

1000

Time-->

Abundance
 9.104
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#56
Ethyl methacrylate
Concen:    0.835 ug/l  
RT:   9.134 min  Scan# 1320
Delta R.T.  0.012 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 69 Resp:     221
Ion  Ratio  Lower  Upper
 69  100
 41    0.0   46.8   70.2#
 39    0.0   24.7   37.1#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1318 (9.122 min): VX023756.D\data.ms (-1
69.1

41.0

99.086.0
114.155.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1320 (9.134 min): VX023828.D\data.ms
70.241.0 54.9

112.2

97.183.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1320 (9.134 min): VX023828.D\data.ms (-1
54.0

69.1

9.12 9.14

0

100

200

300

400

500

Time-->

Abundance

 9.134

#62
4‐Bromofluorobenzene
Concen:   47.168 ug/l  
RT:  11.085 min  Scan# 1640
Delta R.T.  0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 95 Resp:  100812
Ion  Ratio  Lower  Upper
 95  100
174   79.9    0.0  154.6 
176   76.5    0.0  155.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX023756.D\data.ms (-
95.0 174.0

75.0

50.0

140.9117.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX023828.D\data.ms
95.0 174.0

75.0

50.0

116.9 141.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX023828.D\data.ms (-
95.0 174.0

75.0

50.0

116.9 141.0

11.00 11.10

0

20000

40000

60000

80000

Time-->

Abundance
11.085
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#63
Chlorobenzene‐d5
Concen:   50.000 ug/l  
RT:  10.055 min  Scan# 1471
Delta R.T.  ‐0.006 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:117 Resp:  218745
Ion  Ratio  Lower  Upper
117  100
 82   58.3   47.4   71.2 
119   33.6   26.6   39.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1472 (10.061 min): VX023756.D\data.ms (-
117.1

82.1

52.1

38.1 66.1 99.0

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1471 (10.055 min): VX023828.D\data.ms
117.1

82.1

54.1
40.1

99.067.9

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1471 (10.055 min): VX023828.D\data.ms (-
117.1

82.1

54.1
40.1

99.068.8

10.00 10.10 10.20

0

50000

100000

150000

Time-->

Abundance
10.055

#67
Ethyl Benzene
Concen:    4.475 ug/l  
RT:  10.195 min  Scan# 1494
Delta R.T.  0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 91 Resp:   35671
Ion  Ratio  Lower  Upper
 91  100
106   31.7   24.6   37.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1494 (10.195 min): VX023756.D\data.ms (-
91.1

106.1

51.0 77.1
38.0

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1494 (10.195 min): VX023828.D\data.ms
91.1

106.1

51.1 65.0 78.138.0 125.9

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1494 (10.195 min): VX023828.D\data.ms (-
91.1

106.1

77.051.0
38.0 125.9

10.20

0

10000

20000

30000

Time-->

Abundance

10.195
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#68
m/p‐Xylenes
Concen:   15.301 ug/l  
RT:  10.305 min  Scan# 1512
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:106 Resp:   46456
Ion  Ratio  Lower  Upper
106  100
 91  209.2  162.8  244.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1512 (10.305 min): VX023756.D\data.ms (-
91.0

106.1

77.051.0
37.0

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1512 (10.305 min): VX023828.D\data.ms
91.1

106.1

77.151.0
37.0 126.3

30 40 50 60 70 80 90 100 110 120 130
0

50

m/z-->

Abundance Scan 1512 (10.305 min): VX023828.D\data.ms (-
91.1

106.1

77.151.0
37.0 126.3

10.30 10.40

0

20000

40000

60000

Time-->

Abundance

10.305

#69
o‐Xylene
Concen:    0.238 ug/l  
RT:  10.646 min  Scan# 1568
Delta R.T.  0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:106 Resp:     709
Ion  Ratio  Lower  Upper
106  100
 91  248.7  108.1  324.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1568 (10.646 min): VX023756.D\data.ms (-
91.1

106.1

77.151.0
38.1 64.0 118.8

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1568 (10.646 min): VX023828.D\data.ms
91.1

106.1

57.038.9
77.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1568 (10.646 min): VX023828.D\data.ms (-
91.0

106.1

51.2 78.0

10.60 10.65

0

500

1000

Time-->

Abundance

10.646
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#72
1,4‐Dichlorobenzene‐d4
Concen:   50.000 ug/l  
RT:  12.024 min  Scan# 1794
Delta R.T.  0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:152 Resp:   87258
Ion  Ratio  Lower  Upper
152  100
115   58.9   41.1  123.3 
150  156.3    0.0  349.0 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1794 (12.024 min): VX023756.D\data.ms (-
149.9

119.1

78.052.1

99.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1794 (12.024 min): VX023828.D\data.ms
150.0

115.0
78.152.1

132.094.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1794 (12.024 min): VX023828.D\data.ms (-
150.0

115.0
78.152.1

94.9 132.0

12.00 12.10

0

20000

40000

60000

80000

100000

Time-->

Abundance

12.024

#73
Isopropylbenzene
Concen:    1.368 ug/l  
RT:  10.963 min  Scan# 1620
Delta R.T.  0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:105 Resp:    9107
Ion  Ratio  Lower  Upper
105  100
120   27.5   13.2   39.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1620 (10.963 min): VX023756.D\data.ms (-
105.1

120.1
77.151.0 91.164.138.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1620 (10.963 min): VX023828.D\data.ms
105.1

120.1
77.151.0 91.138.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1620 (10.963 min): VX023828.D\data.ms (-
105.1

120.1
77.051.0 91.038.0

10.90 10.95 11.00

0

2000

4000

6000

Time-->

Abundance
10.963
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#75
1,1,2,2‐Tetrachloroethane
Concen:    0.248 ug/l  
RT:  11.195 min  Scan# 1658
Delta R.T.  ‐0.018 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 83 Resp:     540
Ion  Ratio  Lower  Upper
 83  100
131    0.0    5.1   15.2#
 85   80.0   31.8   95.4 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1661 (11.213 min): VX023756.D\data.ms (-
83.0

156.0
61.0 130.937.0 103.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1658 (11.195 min): VX023828.D\data.ms
57.1

112.2
83.1 140.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1658 (11.195 min): VX023828.D\data.ms (-
57.1

112.2
83.1

11.15 11.20 11.25

0

100

200

300

Time-->

Abundance
11.195

#76
1,2,3‐Trichloropropane
Concen:   26.487 ug/l  
RT:  11.085 min  Scan# 1640
Delta R.T.  ‐0.159 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 75 Resp:   53915
Ion  Ratio  Lower  Upper
 75  100
 77    1.4   19.1   57.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1666 (11.244 min): VX023756.D\data.ms (-
75.0

110.0
39.0

132.6

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX023828.D\data.ms
95.0 174.0

75.0

50.0

116.9 141.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX023828.D\data.ms (-
95.0 174.0

75.0

50.0

117.9 141.0

11.00 11.10

0

10000

20000

30000

40000

Time-->

Abundance
11.085
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#78
n‐propylbenzene
Concen:    4.324 ug/l  
RT:  11.305 min  Scan# 1676
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 91 Resp:   32915
Ion  Ratio  Lower  Upper
 91  100
120   22.9   11.5   34.5 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1676 (11.305 min): VX023756.D\data.ms (-
91.1

120.1
65.0 78.151.0 105.138.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1676 (11.305 min): VX023828.D\data.ms
91.1

120.1
65.0 78.139.1 105.152.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1676 (11.305 min): VX023828.D\data.ms (-
91.1

120.1
65.0 78.139.1 105.152.1

11.30

0

5000

10000

15000

20000

25000

Time-->

Abundance
11.305

#79
2‐Chlorotoluene
Concen:    1.889 ug/l  
RT:  11.402 min  Scan# 1692
Delta R.T.  0.036 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 91 Resp:    8690
Ion  Ratio  Lower  Upper
 91  100
126    0.0   16.6   49.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1686 (11.366 min): VX023756.D\data.ms (-
91.1

126.0

63.0
39.1

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1692 (11.402 min): VX023828.D\data.ms
105.1

77.039.1
174.2

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1692 (11.402 min): VX023828.D\data.ms (-
105.1

77.0
39.0

11.35 11.40

0

5000

10000

15000

20000

25000

Time-->

Abundance

11.402
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#80
1,3,5‐Trimethylbenzene
Concen:    9.581 ug/l  
RT:  11.457 min  Scan# 1701
Delta R.T.  0.006 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:105 Resp:   52406
Ion  Ratio  Lower  Upper
105  100
120   48.2   23.8   71.5 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1700 (11.451 min): VX023756.D\data.ms (-
105.1

120.1

63.039.0 89.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1701 (11.457 min): VX023828.D\data.ms
105.1

120.1

77.039.1 59.1 140.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1701 (11.457 min): VX023828.D\data.ms (-
105.1

120.1

77.039.1 62.0 140.0

11.40 11.50

0

10000

20000

30000

40000

Time-->

Abundance
11.457

#81
trans‐1,4‐Dichloro‐2‐butene
Concen:   77.914 ug/l  
RT:  11.085 min  Scan# 1640
Delta R.T.  0.061 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 75 Resp:   53915
Ion  Ratio  Lower  Upper
 75  100
 53    0.5   74.5  111.7#
 89    0.0   37.9   56.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1630 (11.024 min): VX023756.D\data.ms (-
88.053.1

124.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX023828.D\data.ms
95.0 174.0

75.0

50.0

116.9 141.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1640 (11.085 min): VX023828.D\data.ms (-
95.0 174.0

75.0

50.0

116.9 141.0

11.00 11.10

0

10000

20000

30000

40000

Time-->

Abundance
11.085
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#82
4‐Chlorotoluene
Concen:    1.170 ug/l  
RT:  11.451 min  Scan# 1700
Delta R.T.  ‐0.006 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 91 Resp:    6109
Ion  Ratio  Lower  Upper
 91  100
126    1.1   14.9   44.5#

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1701 (11.457 min): VX023756.D\data.ms (-
105.1

120.1

63.039.1 89.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1700 (11.451 min): VX023828.D\data.ms
105.1

120.1

77.039.0
57.5 140.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1700 (11.451 min): VX023828.D\data.ms (-
105.1

120.1

77.039.0 58.8 140.0

11.40 11.45 11.50

0

1000

2000

3000

4000

Time-->

Abundance
11.451

#83
tert‐Butylbenzene
Concen:    4.296 ug/l  
RT:  11.756 min  Scan# 1750
Delta R.T.  0.037 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:119 Resp:   22822
Ion  Ratio  Lower  Upper
119  100
 91   93.2   27.9   83.7#
134    0.5   11.3   33.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1744 (11.719 min): VX023756.D\data.ms (-
119.1

91.1

41.1 166.965.0 200.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1750 (11.756 min): VX023828.D\data.ms
105.1

77.051.1
133.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1750 (11.756 min): VX023828.D\data.ms (-
105.1

77.039.0
133.1

11.70 11.80

0

5000

10000

15000

Time-->

Abundance
11.756
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#84
1,2,4‐Trimethylbenzene
Concen:   34.650 ug/l  
RT:  11.756 min  Scan# 1750
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:105 Resp:  188967
Ion  Ratio  Lower  Upper
105  100
120   45.0   22.4   67.3 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1750 (11.756 min): VX023756.D\data.ms (-
105.1

77.051.0
129.0 164.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1750 (11.756 min): VX023828.D\data.ms
105.1

77.051.1
133.1

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1750 (11.756 min): VX023828.D\data.ms (-
105.1

77.039.1 57.6 133.1

11.70 11.80

0

50000

100000

150000

Time-->

Abundance
11.756

#85
sec‐Butylbenzene
Concen:    0.971 ug/l  
RT:  11.896 min  Scan# 1773
Delta R.T.  0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:105 Resp:    6532
Ion  Ratio  Lower  Upper
105  100
134   15.1   10.0   29.8 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1773 (11.896 min): VX023756.D\data.ms (-
105.1

134.1
77.1

51.036.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1773 (11.896 min): VX023828.D\data.ms
105.1

57.1 134.241.0 77.1

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1773 (11.896 min): VX023828.D\data.ms (-
105.1

134.257.0
85.141.0

11.90

0

1000

2000

3000

4000

5000

Time-->

Abundance
11.896
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#86
p‐Isopropyltoluene
Concen:    0.728 ug/l  
RT:  12.012 min  Scan# 1792
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:119 Resp:    4028
Ion  Ratio  Lower  Upper
119  100
134   31.4   12.9   38.7 
 91   33.5   11.7   35.0 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1792 (12.012 min): VX023756.D\data.ms (-
119.1

91.1
149.965.139.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1792 (12.012 min): VX023828.D\data.ms
150.0

115.0
78.052.0

131.997.1

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1792 (12.012 min): VX023828.D\data.ms (-
150.0

115.0
78.052.0

131.995.2

12.00 12.05

0

2000

4000

6000

Time-->

Abundance

12.012

#89
n‐Butylbenzene
Concen:    5.021 ug/l  
RT:  12.329 min  Scan# 1844
Delta R.T.  ‐0.006 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 91 Resp:   24817
Ion  Ratio  Lower  Upper
 91  100
 92   33.5   27.4   82.0 
134   99.3   13.2   39.5#

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1845 (12.335 min): VX023756.D\data.ms (-
91.1

146.0

111.0
65.139.0

129.2

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1844 (12.329 min): VX023828.D\data.ms
119.1

91.1

65.139.1
136.1

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1844 (12.329 min): VX023828.D\data.ms (-
119.1

91.0

65.039.0 136.1

12.30 12.40

0

5000

10000

15000

Time-->

Abundance

12.329
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#90
Hexachloroethane
Concen:    5.260 ug/l  
RT:  12.536 min  Scan# 1878
Delta R.T.  ‐0.006 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:117 Resp:    3771
Ion  Ratio  Lower  Upper
117  100
201    0.0   40.4  121.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1879 (12.542 min): VX023756.D\data.ms (-
116.9

200.9165.9

47.0 81.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1878 (12.536 min): VX023828.D\data.ms
119.1

91.1
39.0 65.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1878 (12.536 min): VX023828.D\data.ms (-
119.1

41.0 92.266.0

12.50 12.55

0

500

1000

1500

2000

2500

Time-->

Abundance
12.536

#92
1,2‐Dibromo‐3‐Chloropropane
Concen:    2.742 ug/l  
RT:  12.926 min  Scan# 1942
Delta R.T.  ‐0.019 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion: 75 Resp:     310
Ion  Ratio  Lower  Upper
 75  100
155    0.0   45.3  135.9#
157    0.0   57.7  173.1#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1945 (12.945 min): VX023756.D\data.ms (-
157.075.0

39.0

119.0
184.9 235.9

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1942 (12.926 min): VX023828.D\data.ms
119.1

91.0
39.0

149.0

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1942 (12.926 min): VX023828.D\data.ms (-
119.1

91.0
39.0 149.0

12.90

0

50
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Time-->

Abundance

12.926
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#95
Naphthalene
Concen:    7.470 ug/l  
RT:  13.780 min  Scan# 2082
Delta R.T.  ‐0.000 min
Lab File:   VX023828.D
Acq: 18 Aug 2021  19:46    

Tgt Ion:128 Resp:   40533
Ion  Ratio  Lower  Upper
128  100
127   13.5   10.3   15.5 
129   12.4    8.8   13.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2082 (13.780 min): VX023756.D\data.ms (-
128.1

102.151.0 74.0 207.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2082 (13.780 min): VX023828.D\data.ms
128.1

102.162.939.0 207.3

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2082 (13.780 min): VX023828.D\data.ms (-
128.1

102.151.0 75.0 207.3

13.70 13.80

0

10000

20000

30000

Time-->

Abundance
13.780
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