
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX092122\
  Data File : VX031532.D                                          
  Acq On    : 21 Sep 2022  18:14
  Operator  : JC/MD
  Sample    : N4614‐09
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 24   Sample Multiplier: 1
 
  Quant Time: Sep 22 01:15:26 2022
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_X\Method\82X091922W.M
  Quant Title  : SW846 8260
  QLast Update : Tue Sep 20 09:45:29 2022
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Pentafluorobenzene          5.556  168    83291    50.000 ug/l     0.00
    34) 1,4‐Difluorobenzene         6.763  114   134931    50.000 ug/l     0.00
    63) Chlorobenzene‐d5           10.055  117   119866    50.000 ug/l     0.00
    72) 1,4‐Dichlorobenzene‐d4     12.024  152    55373    50.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    33) 1,2‐Dichloroethane‐d4       5.958   65    87182    57.122 ug/l    0.00  
     Spiked Amount     50.000   Range  74 ‐ 125    Recovery   =  114.240% 
    35) Dibromofluoromethane        5.391  113    73679    52.871 ug/l    0.00  
     Spiked Amount     50.000   Range  75 ‐ 124    Recovery   =  105.740% 
    50) Toluene‐d8                  8.653   98   277064    51.539 ug/l    0.00  
     Spiked Amount     50.000   Range  86 ‐ 113    Recovery   =  103.080% 
    62) 4‐Bromofluorobenzene       11.079   95    89125    48.945 ug/l    0.00  
     Spiked Amount     50.000   Range  83 ‐ 123    Recovery   =   97.880% 
 
   Target Compounds                                                   Qvalue
     6) Chloroethane                1.685   64      553    Below Cal  #    43
    11) Tert butyl alcohol          2.941   59     1554    Below Cal  #    73
    13) Acrolein                    2.337   56      675    Below Cal       85
    16) Acetone                     2.386   43     1466    Below Cal       95
    18) Methyl Acetate              2.770   43     6407     2.807 ug/l #    52
    19) Methyl tert‐butyl Ether     3.117   73     2558     0.546 ug/l #    74
    20) Methylene Chloride          2.794   84      113    Below Cal  #    50
    25) 2‐Butanone                  4.587   43      496     0.421 ug/l #    49
    36) 1,1‐Dichloropropene         5.556   75     6282     2.929 ug/l #    50
    38) Carbon Tetrachloride        5.556  117     7818     3.289 ug/l #    18
    40) Benzene                     6.044   78    11888     1.858 ug/l      98
    55) 1,1,2‐Trichloroethane       9.104   97      549     0.319 ug/l #    15
    67) Ethyl Benzene              10.195   91     4824     0.739 ug/l      93
    68) m/p‐Xylenes                10.305  106      673     0.257 ug/l      99
    73) Isopropylbenzene           10.964  105     5537     1.339 ug/l      99
    75) 1,1,2,2‐Tetrachloroethane  11.268   83       79    Below Cal  #    25
    76) 1,2,3‐Trichloropropane     11.079   75    49790    40.288 ug/l #    37
    78) n‐propylbenzene            11.305   91     5563     1.169 ug/l      97
    80) 1,3,5‐Trimethylbenzene     11.396  105     1438     0.410 ug/l      65
    81) trans‐1,4‐Dichloro‐2‐b...  11.079   75    49790   129.720 ug/l #    11
    84) 1,2,4‐Trimethylbenzene     11.756  105     1671     0.484 ug/l      95
    85) sec‐Butylbenzene           11.890  105     2118     0.492 ug/l      98
    89) n‐Butylbenzene             12.335   91     1378     0.445 ug/l #    45
    90) Hexachloroethane           12.646  117     3560     5.700 ug/l #    15
    92) 1,2‐Dibromo‐3‐Chloropr...  13.164   75      138     0.486 ug/l #     3
    95) Naphthalene                13.780  128     5235     1.319 ug/l      97
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed
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#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT:   5.556 min  Scan# 733
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:168 Resp:   83291
Ion  Ratio  Lower  Upper
168  100
 99   52.7   48.8   73.2 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 733 (5.556 min): VX031454.D\data.ms (-72
168.0

99.0

137.0
118.075.036.0
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Time-->

Abundance
 5.556

#6
Chloroethane
Concen:   Below Cal    
RT:   1.685 min  Scan# 98
Delta R.T.  ‐0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 64 Resp:     553
Ion  Ratio  Lower  Upper
 64  100
 66    0.0   25.0   37.4#

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 98 (1.685 min): VX031454.D\data.ms (-92) 
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37.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 98 (1.685 min): VX031532.D\data.ms
44.0

91.0 207.0117.0
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Abundance Scan 98 (1.685 min): VX031532.D\data.ms (-49) 
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 1.685
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#11
Tert butyl alcohol
Concen:   Below Cal    
RT:   2.941 min  Scan# 304
Delta R.T.  ‐0.048 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 59 Resp:    1554
Ion  Ratio  Lower  Upper
 59  100
 57    0.0    8.2   12.2#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 312 (2.989 min): VX031454.D\data.ms (-29
59.1

207.089.0
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0

50
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Abundance Scan 304 (2.941 min): VX031532.D\data.ms
89.0

59.0
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50
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Abundance Scan 304 (2.941 min): VX031532.D\data.ms (-26
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59.0
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Time-->

Abundance
 2.941

#13
Acrolein
Concen:   Below Cal    
RT:   2.337 min  Scan# 205
Delta R.T.  0.098 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 56 Resp:     675
Ion  Ratio  Lower  Upper
 56  100
 55   58.1   56.0   84.0 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75
0

50

m/z-->

Abundance Scan 189 (2.239 min): VX031454.D\data.ms (-18
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Abundance Scan 205 (2.337 min): VX031532.D\data.ms
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Abundance
 2.337
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#16
Acetone
Concen:   Below Cal    
RT:   2.386 min  Scan# 213
Delta R.T.  ‐0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 43 Resp:    1466
Ion  Ratio  Lower  Upper
 43  100
 58   32.3   23.8   35.8 

Ref

Raw

Sub
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Abundance Scan 213 (2.386 min): VX031454.D\data.ms (-20
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Abundance

 2.386

#18
Methyl Acetate
Concen:    2.807 ug/l  
RT:   2.770 min  Scan# 276
Delta R.T.  0.061 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 43 Resp:    6407
Ion  Ratio  Lower  Upper
 43  100
 74    0.0   18.6   27.8#

Ref
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Abundance Scan 266 (2.709 min): VX031454.D\data.ms (-25
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Abundance
 2.770
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#19
Methyl tert‐butyl Ether
Concen:    0.546 ug/l  
RT:   3.117 min  Scan# 333
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 73 Resp:    2558
Ion  Ratio  Lower  Upper
 73  100
 57   33.9   17.2   25.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0
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m/z-->

Abundance Scan 333 (3.117 min): VX031454.D\data.ms (-32
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Abundance
 3.117

#20
Methylene Chloride
Concen:   Below Cal    
RT:   2.794 min  Scan# 280
Delta R.T.  0.006 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 84 Resp:     113
Ion  Ratio  Lower  Upper
 84  100
 49  146.8  105.9  158.9 
 51    0.0   32.2   48.2#
 86  156.4   50.8   76.2#

Ref

Raw

Sub
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m/z-->

Abundance Scan 279 (2.788 min): VX031454.D\data.ms (-27
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Abundance

 2.794
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#25
2‐Butanone
Concen:    0.421 ug/l  
RT:   4.587 min  Scan# 574
Delta R.T.  0.025 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 43 Resp:     496
Ion  Ratio  Lower  Upper
 43  100
 72    0.0   21.1   31.7#

Ref

Raw

Sub
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Abundance Scan 570 (4.562 min): VX031454.D\data.ms (-56
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Abundance
 4.587

#33
1,2‐Dichloroethane‐d4
Concen:   57.122 ug/l  
RT:   5.958 min  Scan# 799
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 65 Resp:   87182
Ion  Ratio  Lower  Upper
 65  100
 67   52.2    0.0  102.4 

Ref
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50
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Abundance
 5.958
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#34
1,4‐Difluorobenzene
Concen:   50.000 ug/l  
RT:   6.763 min  Scan# 931
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:114 Resp:  134931
Ion  Ratio  Lower  Upper
114  100
 63   18.6    0.0   42.6 
 88   13.7    0.0   33.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 931 (6.763 min): VX031454.D\data.ms (-92
114.0

63.0
88.0

50.0 75.037.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 931 (6.763 min): VX031532.D\data.ms
114.0

63.0 88.050.0 75.038.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 931 (6.763 min): VX031532.D\data.ms (-88
114.0

63.0 88.050.0 75.038.0

6.70 6.80 6.90

0

10000

20000

30000

40000

50000

Time-->

Abundance
 6.763

#35
Dibromofluoromethane
Concen:   52.871 ug/l  
RT:   5.391 min  Scan# 706
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:113 Resp:   73679
Ion  Ratio  Lower  Upper
113  100
111  102.2   82.4  123.6 
192   19.6   14.1   21.1 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 706 (5.391 min): VX031454.D\data.ms (-69
97.0

61.0

191.8118.9
37.0 159.9

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 706 (5.391 min): VX031532.D\data.ms
110.9

78.9
191.8

159.844.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 706 (5.391 min): VX031532.D\data.ms (-65
110.9

78.9
191.8

159.841.1

5.30 5.40 5.50

0

5000

10000

15000

20000

25000

Time-->

Abundance
 5.391
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#36
1,1‐Dichloropropene
Concen:    2.929 ug/l  
RT:   5.556 min  Scan# 733
Delta R.T.  ‐0.134 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 75 Resp:    6282
Ion  Ratio  Lower  Upper
 75  100
110    9.0   17.5   52.5#
 77    0.0   24.9   37.3#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 755 (5.690 min): VX031454.D\data.ms (-74
75.0 116.9

39.0

94.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 733 (5.556 min): VX031532.D\data.ms
168.0

99.0

137.0
118.075.056.037.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 733 (5.556 min): VX031532.D\data.ms (-70
168.0

99.0

137.0
118.075.055.036.0

5.50 5.60

0

500

1000

1500

2000

Time-->

Abundance
 5.556

#38
Carbon Tetrachloride
Concen:    3.289 ug/l  
RT:   5.556 min  Scan# 733
Delta R.T.  ‐0.122 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:117 Resp:    7818
Ion  Ratio  Lower  Upper
117  100
119    5.8   74.6  112.0#
121    0.0   25.3   37.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 753 (5.678 min): VX031454.D\data.ms (-74
116.9

75.0

47.0

207.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 733 (5.556 min): VX031532.D\data.ms
168.0

99.0

137.0
75.050.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 733 (5.556 min): VX031532.D\data.ms (-70
168.0

99.0

137.0
75.050.9

5.50 5.60

0

500

1000

1500

2000

2500

Time-->

Abundance
 5.556
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#40
Benzene
Concen:    1.858 ug/l  
RT:   6.044 min  Scan# 813
Delta R.T.  ‐0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 78 Resp:   11888
Ion  Ratio  Lower  Upper
 78  100
 77   22.4   18.7   28.1 

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 813 (6.044 min): VX031454.D\data.ms (-80
78.0

50.0
39.0 63.0

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 813 (6.044 min): VX031532.D\data.ms
78.0

51.0
39.1 62.9

30 35 40 45 50 55 60 65 70 75 80 85
0

50

m/z-->

Abundance Scan 813 (6.044 min): VX031532.D\data.ms (-76
78.0

51.0
39.1 62.9

6.00 6.10

0

1000

2000

3000

4000

Time-->

Abundance
 6.044

#50
Toluene‐d8
Concen:   51.539 ug/l  
RT:   8.653 min  Scan# 1241
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 98 Resp:  277064
Ion  Ratio  Lower  Upper
 98  100
100   66.2   52.5   78.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX031454.D\data.ms (-1
98.1

42.1 70.154.0
82.0

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX031532.D\data.ms
98.1

42.1 70.154.0
82.0 112.2

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX031532.D\data.ms (-1
98.1

42.1 70.154.0
82.0 112.2

8.60 8.70

0

50000

100000

150000

Time-->

Abundance
 8.653
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#55
1,1,2‐Trichloroethane
Concen:    0.319 ug/l  
RT:   9.104 min  Scan# 1315
Delta R.T.  ‐0.049 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 97 Resp:     549
Ion  Ratio  Lower  Upper
 97  100
 83    0.0   69.0  103.6#
 85    0.0   44.1   66.1#
 99    0.0   51.3   76.9#

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1323 (9.153 min): VX031454.D\data.ms (-1
97.0

61.0

133.937.0 81.9

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1315 (9.104 min): VX031532.D\data.ms
97.0

54.9

112.0
39.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1315 (9.104 min): VX031532.D\data.ms (-1
97.0

112.0

9.05 9.10 9.15

0

100

200

300

Time-->

Abundance
 9.104

#62
4‐Bromofluorobenzene
Concen:   48.945 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 95 Resp:   89125
Ion  Ratio  Lower  Upper
 95  100
174   89.7    0.0  153.2 
176   86.9    0.0  144.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX031454.D\data.ms (-
95.0

176.0

75.0

50.0

140.9116.8

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX031532.D\data.ms
95.0 173.9

75.0

50.0

142.9115.8

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX031532.D\data.ms (-
95.0 173.9

75.0

50.0

142.9115.8

11.00 11.10

0

20000

40000

60000

Time-->

Abundance
11.079
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#63
Chlorobenzene‐d5
Concen:   50.000 ug/l  
RT:  10.055 min  Scan# 1471
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:117 Resp:  119866
Ion  Ratio  Lower  Upper
117  100
 82   54.9   46.8   70.2 
119   32.4   26.4   39.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1471 (10.055 min): VX031454.D\data.ms (-
117.0

82.1

52.0

38.0 66.0 98.9

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1471 (10.055 min): VX031532.D\data.ms
117.0

82.1

52.0

38.0 66.0 99.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1471 (10.055 min): VX031532.D\data.ms (-
117.0

82.1

52.0

38.0 66.0 99.0

10.00 10.10

0

20000

40000

60000

80000

Time-->

Abundance
10.055

#67
Ethyl Benzene
Concen:    0.739 ug/l  
RT:  10.195 min  Scan# 1494
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 91 Resp:    4824
Ion  Ratio  Lower  Upper
 91  100
106   35.1   25.2   37.8 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1494 (10.195 min): VX031454.D\data.ms (-
91.0

106.1

51.0 65.0 77.039.0

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1494 (10.195 min): VX031532.D\data.ms
91.0

106.0

51.0 77.065.039.1

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1494 (10.195 min): VX031532.D\data.ms (-
91.0

106.0

51.0 65.0 77.039.1

10.20

0

1000

2000

3000

Time-->

Abundance
10.195
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#68
m/p‐Xylenes
Concen:    0.257 ug/l  
RT:  10.305 min  Scan# 1512
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:106 Resp:     673
Ion  Ratio  Lower  Upper
106  100
 91  202.7  161.0  241.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1512 (10.305 min): VX031454.D\data.ms (-
91.1

106.1

77.051.039.1 63.0

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1512 (10.305 min): VX031532.D\data.ms
91.1

106.0

39.2 62.9 78.151.8

30 40 50 60 70 80 90 100 110
0

50

m/z-->

Abundance Scan 1512 (10.305 min): VX031532.D\data.ms (-
91.1

106.0

62.9 78.151.839.1

10.30 10.35

0

200

400

600

800

1000

Time-->

Abundance

10.305

#72
1,4‐Dichlorobenzene‐d4
Concen:   50.000 ug/l  
RT:  12.024 min  Scan# 1794
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:152 Resp:   55373
Ion  Ratio  Lower  Upper
152  100
115   58.3   43.4  130.1 
150  159.5    0.0  346.8 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1794 (12.024 min): VX031454.D\data.ms (-
149.9

119.1

78.052.0

99.0

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1794 (12.024 min): VX031532.D\data.ms
150.0

115.0
78.052.0

131.795.9

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1794 (12.024 min): VX031532.D\data.ms (-
150.0

115.0
78.052.0

131.795.9

12.00

0

20000

40000

60000

Time-->

Abundance

12.024
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#73
Isopropylbenzene
Concen:    1.339 ug/l  
RT:  10.964 min  Scan# 1620
Delta R.T.  0.001 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:105 Resp:    5537
Ion  Ratio  Lower  Upper
105  100
120   27.6   13.7   41.0 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1620 (10.963 min): VX031454.D\data.ms (-
105.1

77.051.1
207.0

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1620 (10.964 min): VX031532.D\data.ms
105.1

77.151.0
170.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1620 (10.964 min): VX031532.D\data.ms (-
105.1

77.151.0
170.1

10.90 10.95 11.00

0

1000

2000

3000

4000

Time-->

Abundance
10.964

#75
1,1,2,2‐Tetrachloroethane
Concen:   Below Cal    
RT:  11.268 min  Scan# 1670
Delta R.T.  0.055 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 83 Resp:      79
Ion  Ratio  Lower  Upper
 83  100
131    0.0    5.1   15.4#
 85    0.0   32.6   97.8#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1661 (11.213 min): VX031454.D\data.ms (-
82.9

157.960.0 130.937.0
206.8105.9

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1670 (11.268 min): VX031532.D\data.ms
55.0 170.1

82.8

115.2

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1670 (11.268 min): VX031532.D\data.ms (-
55.0

155.182.8

115.2

11.25 11.30

0

20

40

60

Time-->

Abundance
11.268
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#76
1,2,3‐Trichloropropane
Concen:   40.288 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  ‐0.159 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 75 Resp:   49790
Ion  Ratio  Lower  Upper
 75  100
 77    1.2   20.3   60.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1665 (11.238 min): VX031454.D\data.ms (-
75.0

109.9
39.0

147.9 206.8

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX031532.D\data.ms
95.0 173.9

50.0

142.9118.8

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX031532.D\data.ms (-
95.0 173.9

50.0

142.9118.8

11.00 11.10

0

10000

20000

30000

Time-->

Abundance
11.079

#78
n‐propylbenzene
Concen:    1.169 ug/l  
RT:  11.305 min  Scan# 1676
Delta R.T.  ‐0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 91 Resp:    5563
Ion  Ratio  Lower  Upper
 91  100
120   25.0   11.8   35.4 

Ref

Raw

Sub

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1676 (11.305 min): VX031454.D\data.ms (-
91.0

39.0 207.0 281.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1676 (11.305 min): VX031532.D\data.ms
91.0

39.0 155.1

50 100 150 200 250
0

50

m/z-->

Abundance Scan 1676 (11.305 min): VX031532.D\data.ms (-
91.0

39.0 170.0

11.25 11.30 11.35

0

1000

2000

3000

4000

Time-->

Abundance
11.305
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#80
1,3,5‐Trimethylbenzene
Concen:    0.410 ug/l  
RT:  11.396 min  Scan# 1691
Delta R.T.  ‐0.055 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:105 Resp:    1438
Ion  Ratio  Lower  Upper
105  100
120   25.4   24.5   73.5 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1700 (11.451 min): VX031454.D\data.ms (-
105.1

126.063.039.0
86.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1691 (11.396 min): VX031532.D\data.ms
105.1

40.0 79.1 155.1 175.9

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1691 (11.396 min): VX031532.D\data.ms (-
105.1

79.139.1 175.9

11.35 11.40 11.45

0

200

400

600

800

1000

Time-->

Abundance

11.396

#81
trans‐1,4‐Dichloro‐2‐butene
Concen:  129.720 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  0.061 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 75 Resp:   49790
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   77.6  116.4#
 89    0.0   37.4   56.0#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1629 (11.018 min): VX031454.D\data.ms (-
88.053.0

124.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX031532.D\data.ms
95.0 173.9

75.0

50.0

142.9115.8

40 60 80 100 120 140 160 180
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50

m/z-->

Abundance Scan 1639 (11.079 min): VX031532.D\data.ms (-
95.0 173.9

75.0

50.0

142.9115.8
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Time-->
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11.079
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#84
1,2,4‐Trimethylbenzene
Concen:    0.484 ug/l  
RT:  11.756 min  Scan# 1750
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:105 Resp:    1671
Ion  Ratio  Lower  Upper
105  100
120   48.7   22.6   67.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1750 (11.756 min): VX031454.D\data.ms (-
105.1

77.039.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1750 (11.756 min): VX031532.D\data.ms
105.0

76.9 207.039.0
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0

50
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Abundance Scan 1750 (11.756 min): VX031532.D\data.ms (-
105.0

76.939.0
207.0

11.70 11.75 11.80

0

500

1000

Time-->

Abundance
11.756

#85
sec‐Butylbenzene
Concen:    0.492 ug/l  
RT:  11.890 min  Scan# 1772
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:105 Resp:    2118
Ion  Ratio  Lower  Upper
105  100
134   21.8   10.4   31.1 

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1772 (11.890 min): VX031454.D\data.ms (-
105.1

134.177.0
51.0

36.0

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 1772 (11.890 min): VX031532.D\data.ms
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79.1 133.944.0
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Abundance Scan 1772 (11.890 min): VX031532.D\data.ms (-
105.0

79.1 133.9
40.9 55.2
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#89
n‐Butylbenzene
Concen:    0.445 ug/l  
RT:  12.335 min  Scan# 1845
Delta R.T.  0.000 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 91 Resp:    1378
Ion  Ratio  Lower  Upper
 91  100
 92   30.3   27.0   81.0 
134   77.9   13.3   39.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1845 (12.335 min): VX031454.D\data.ms (-
91.1

146.0

50.0
115.0 207.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1845 (12.335 min): VX031532.D\data.ms
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40.0 133.864.9
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Abundance Scan 1845 (12.335 min): VX031532.D\data.ms (-
91.0
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#90
Hexachloroethane
Concen:    5.700 ug/l  
RT:  12.646 min  Scan# 1896
Delta R.T.  0.104 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:117 Resp:    3560
Ion  Ratio  Lower  Upper
117  100
201    0.0   34.8  104.4#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 1879 (12.542 min): VX031454.D\data.ms (-
116.9

200.9

165.9
93.9

47.0

70.0
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Abundance Scan 1896 (12.646 min): VX031532.D\data.ms
117.0

91.039.1 65.1 155.1
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m/z-->

Abundance Scan 1896 (12.646 min): VX031532.D\data.ms (-
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#92
1,2‐Dibromo‐3‐Chloropropane
Concen:    0.486 ug/l  
RT:  13.164 min  Scan# 1981
Delta R.T.  0.219 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion: 75 Resp:     138
Ion  Ratio  Lower  Upper
 75  100
155    0.0   40.3  120.8#
157    0.0   51.5  154.5#

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1945 (12.945 min): VX031454.D\data.ms (-
156.975.039.0

119.0
186.8 237.8

40 60 80 100 120 140 160 180 200 220 240
0

50

m/z-->

Abundance Scan 1981 (13.164 min): VX031532.D\data.ms
117.1

63.0 167.9
207.2

40 60 80 100 120 140 160 180 200 220 240
0

50
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Abundance Scan 1981 (13.164 min): VX031532.D\data.ms (-
131.1

167.9

75.0 103.0

207.244.0

13.15 13.20

0

50

100

Time-->

Abundance
13.164

#95
Naphthalene
Concen:    1.319 ug/l  
RT:  13.780 min  Scan# 2082
Delta R.T.  0.006 min
Lab File:   VX031532.D
Acq: 21 Sep 2022  18:14    

Tgt Ion:128 Resp:    5235
Ion  Ratio  Lower  Upper
128  100
127   15.1   10.4   15.6 
129   11.5    8.8   13.2 

Ref

Raw

Sub

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2081 (13.774 min): VX031454.D\data.ms (-
128.0

51.0 102.074.0 207.1

40 60 80 100 120 140 160 180 200
0

50

m/z-->

Abundance Scan 2082 (13.780 min): VX031532.D\data.ms
128.0

62.9 102.139.0
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Abundance Scan 2082 (13.780 min): VX031532.D\data.ms (-
128.0

62.9 102.139.0
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