
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX101023\
  Data File : VX038196.D                                          
  Acq On    : 10 Oct 2023  13:13
  Operator  : JC/MD
  Sample    : O4782‐03
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 12   Sample Multiplier: 1
 
  Quant Time: Oct 11 01:36:51 2023
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_X\Method\82X100523W.M
  Quant Title  : SW846 8260
  QLast Update : Thu Oct 05 15:27:13 2023
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Pentafluorobenzene          5.556  168   108774    50.000 ug/l     0.00
    34) 1,4‐Difluorobenzene         6.763  114   195859    50.000 ug/l     0.00
    63) Chlorobenzene‐d5           10.055  117   193424    50.000 ug/l     0.00
    72) 1,4‐Dichlorobenzene‐d4     12.024  152   101036    50.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    33) 1,2‐Dichloroethane‐d4       5.958   65    82229    47.000 ug/l    0.00  
     Spiked Amount     50.000   Range  78 ‐ 117    Recovery   =   94.000% 
    35) Dibromofluoromethane        5.391  113    64686    45.835 ug/l    0.00  
     Spiked Amount     50.000   Range  75 ‐ 124    Recovery   =   91.660% 
    50) Toluene‐d8                  8.647   98   243707    45.191 ug/l    0.00  
     Spiked Amount     50.000   Range  92 ‐ 112    Recovery   =   90.380%#
    62) 4‐Bromofluorobenzene       11.079   95    90950    44.485 ug/l    0.00  
     Spiked Amount     50.000   Range  83 ‐ 123    Recovery   =   88.980% 
 
   Target Compounds                                                   Qvalue
     4) Vinyl Chloride              1.374   62    14229    11.993 ug/l      90
     5) Bromomethane                1.520   94       18    Below Cal  #     3
     6) Chloroethane                1.648   64      107    Below Cal  #    43
    11) Tert butyl alcohol          2.946   59      483    Below Cal  #    78
    12) 1,1‐Dichloroethene          2.319   96     1731     1.739 ug/l #    79
    15) Acrylonitrile               3.105   53      302     0.379 ug/l #     1
    16) Acetone                     2.373   43     2632     3.605 ug/l      93
    17) Carbon Disulfide            2.507   76      661     0.230 ug/l #    82
    19) Methyl tert‐butyl Ether     3.111   73    28938     7.301 ug/l      99
    24) 1,1‐Dichloroethane          3.617   63     7041     3.110 ug/l      99
    25) 2‐Butanone                  4.586   43      464     0.394 ug/l #    51
    27) cis‐1,2‐Dichloroethene      4.495   96     3264     2.224 ug/l      81
    29) Tetrahydrofuran             5.038   42      207     0.270 ug/l #    34
    31) Cyclohexane                 5.550   56     2697     1.423 ug/l #    15
    36) 1,1‐Dichloropropene         5.550   75     8810     4.527 ug/l #    51
    37) Ethyl Acetate               4.586   43      464     0.201 ug/l #    69
    38) Carbon Tetrachloride        5.550  117    11670     6.096 ug/l #    14
    44) Trichloroethene             7.129  130     7505     5.272 ug/l      87
    45) 1,2‐Dichloropropane         7.433   63      511     0.363 ug/l #    83
    49) 1,4‐Dioxane                 7.665   88     1829    45.061 ug/l #    91
    51) 4‐Methyl‐2‐Pentanone        8.653   43     1001     0.421 ug/l #     1
    52) Toluene                     8.720   92     3059     0.863 ug/l      91
    59) 2‐Hexanone                  9.531   43      466     0.244 ug/l #    26
    60) Dibromochloromethane        9.275  129      809     0.545 ug/l #    11
    64) Tetrachloroethene           9.281  164      814     0.650 ug/l #    82
    76) 1,2,3‐Trichloropropane     11.079   75    50864    22.144 ug/l #    39
    81) trans‐1,4‐Dichloro‐2‐b...  11.079   75    50864    63.478 ug/l #     5
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

82X100523W.M Wed Oct 11 01:37:01 2023                                                      Page:  1

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



                                        Quantitation Report    (Not Reviewed)

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX101023\
  Data File : VX038196.D                                          
  Acq On    : 10 Oct 2023  13:13
  Operator  : JC/MD
  Sample    : O4782‐03
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 12   Sample Multiplier: 1

  Quant Time: Oct 11 01:36:51 2023
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_X\Method\82X100523W.M
  Quant Title  : SW846 8260
  QLast Update : Thu Oct 05 15:27:13 2023
  Response via : Initial Calibration

2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

240000

260000

280000

300000

320000

340000

360000

380000

400000

420000

440000

460000

480000

500000

520000

540000

560000

580000

600000

Time-->

Abundance TIC: VX038196.D\data.ms

1,
4-

D
ic

hl
or

ob
en

ze
ne

-d
4,

I

4-
B

ro
m

of
lu

or
ob

en
ze

ne
,S

1,
2,

3-
T

ric
hl

or
op

ro
pa

ne
,T

 
tr

an
s-

1,
4-

D
ic

hl
or

o-
2-

bu
te

ne
,T

C
hl

or
ob

en
ze

ne
-d

5,
I

2-
H

ex
an

on
e,

T
 

T
et

ra
ch

lo
ro

et
he

ne
,T

 
D

ib
ro

m
oc

hl
or

om
et

ha
ne

,T
 

T
ol

ue
ne

,C
M

 
4-

M
et

hy
l-2

-P
en

ta
no

ne
,T

 
T

ol
ue

ne
-d

8,
S

1,
4-

D
io

xa
ne

,T
1,

2-
D

ic
hl

or
op

ro
pa

ne
,C

 

T
ric

hl
or

oe
th

en
e,

T
M

1,
4-

D
ifl

uo
ro

be
nz

en
e,

I

1,
2-

D
ic

hl
or

oe
th

an
e-

d4
,S

P
en

ta
flu

or
ob

en
ze

ne
,I

C
yc

lo
he

xa
ne

,T
 

1,
1-

D
ic

hl
or

op
ro

pe
ne

,T
 

C
ar

bo
n 

T
et

ra
ch

lo
rid

e,
T

 
D

ib
ro

m
of

lu
or

om
et

ha
ne

,S

T
et

ra
hy

dr
of

ur
an

,T

2-
B

ut
an

on
e,

T
 

E
th

yl
 A

ce
ta

te
,T

ci
s-

1,
2-

D
ic

hl
or

oe
th

en
e,

T
 

1,
1-

D
ic

hl
or

oe
th

an
e,

P
 

M
et

hy
l t

er
t-

bu
ty

l E
th

er
,T

 
A

cr
yl

on
itr

ile
,T

 

C
ar

bo
n 

D
is

ul
fid

e,
T

 
A

ce
to

ne
,T

 
1,

1-
D

ic
hl

or
oe

th
en

e,
C

M

V
in

yl
 C

hl
or

id
e,

C
 

82X100523W.M Wed Oct 11 01:37:03 2023                                                      Page: 2

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT:   5.556 min  Scan# 733
Delta R.T.  ‐0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion:168 Resp:  108774
Ion  Ratio  Lower  Upper
168  100
 99   58.6   56.6   85.0 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 733 (5.556 min): VX038084.D\data.ms (-72
168.1
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Abundance
 5.556

#4
Vinyl Chloride
Concen:   11.993 ug/l  
RT:   1.374 min  Scan# 47
Delta R.T.  ‐0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 62 Resp:   14229
Ion  Ratio  Lower  Upper
 62  100
 64   37.4   25.4   38.0 

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 47 (1.374 min): VX038084.D\data.ms (-42) 
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Abundance Scan 47 (1.374 min): VX038196.D\data.ms
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Abundance
 1.374
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#5
Bromomethane
Concen:   Below Cal    
RT:   1.520 min  Scan# 71
Delta R.T.  ‐0.079 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 94 Resp:      18
Ion  Ratio  Lower  Upper
 94  100
 96    0.0   74.6  111.8#

Ref

Raw

Sub

40 60 80 100 120 140
0

50

m/z-->

Abundance Scan 84 (1.599 min): VX038084.D\data.ms (-78) 
94.0

47.0 66.1 117.9 144.2
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Abundance Scan 71 (1.520 min): VX038196.D\data.ms (-35) 
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Abundance
 1.520

#6
Chloroethane
Concen:   Below Cal    
RT:   1.648 min  Scan# 92
Delta R.T.  ‐0.031 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 64 Resp:     107
Ion  Ratio  Lower  Upper
 64  100
 66    0.0   25.1   37.7#

Ref
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50

m/z-->

Abundance Scan 97 (1.679 min): VX038084.D\data.ms (-88) 
64.0

49.0

78.2 133.1

40 60 80 100 120
0

50

m/z-->

Abundance Scan 92 (1.648 min): VX038196.D\data.ms
44.1

64.0

82.1

40 60 80 100 120
0

50

m/z-->

Abundance Scan 92 (1.648 min): VX038196.D\data.ms (-48) 
82.155.1

1.64 1.65 1.66

0

100

200

300

400

Time-->
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 1.648
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#11
Tert butyl alcohol
Concen:   Below Cal    
RT:   2.946 min  Scan# 305
Delta R.T.  ‐0.013 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 59 Resp:     483
Ion  Ratio  Lower  Upper
 59  100
 57    0.0    6.0    9.0#

Ref

Raw

Sub
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50
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Abundance Scan 307 (2.959 min): VX038084.D\data.ms (-29
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Abundance
 2.946

#12
1,1‐Dichloroethene
Concen:    1.739 ug/l  
RT:   2.319 min  Scan# 202
Delta R.T.  ‐0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 96 Resp:    1731
Ion  Ratio  Lower  Upper
 96  100
 61  144.5  144.6  216.8#
 98   56.2   50.4   75.6 
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Abundance Scan 202 (2.319 min): VX038084.D\data.ms (-19
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Abundance Scan 202 (2.319 min): VX038196.D\data.ms (-15
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Abundance

 2.319
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#15
Acrylonitrile
Concen:    0.379 ug/l  
RT:   3.105 min  Scan# 331
Delta R.T.  0.043 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 53 Resp:     302
Ion  Ratio  Lower  Upper
 53  100
 52    0.0   66.0   99.0#
 51  108.9   29.8   44.6#

Ref

Raw

Sub
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Abundance Scan 324 (3.062 min): VX038084.D\data.ms (-31
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30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 331 (3.105 min): VX038196.D\data.ms
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Abundance
 3.105

#16
Acetone
Concen:    3.605 ug/l  
RT:   2.373 min  Scan# 211
Delta R.T.  ‐0.007 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 43 Resp:    2632
Ion  Ratio  Lower  Upper
 43  100
 58   31.2   21.9   32.9 

Ref

Raw
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Abundance Scan 212 (2.380 min): VX038084.D\data.ms (-20
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 2.373

VX038196.D  82X100523W.M      Wed Oct 11 01:37:05 2023       Page 6

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



#17
Carbon Disulfide
Concen:    0.230 ug/l  
RT:   2.507 min  Scan# 233
Delta R.T.  ‐0.001 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 76 Resp:     661
Ion  Ratio  Lower  Upper
 76  100
 78   15.2    7.0   10.6#
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Abundance
 2.508

#19
Methyl tert‐butyl Ether
Concen:    7.301 ug/l  
RT:   3.111 min  Scan# 332
Delta R.T.  0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 73 Resp:   28938
Ion  Ratio  Lower  Upper
 73  100
 57   22.0   17.3   25.9 
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Abundance
 3.111
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#24
1,1‐Dichloroethane
Concen:    3.110 ug/l  
RT:   3.617 min  Scan# 415
Delta R.T.  0.006 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 63 Resp:    7041
Ion  Ratio  Lower  Upper
 63  100
 98    6.8    3.3    9.8 
100    4.7    2.1    6.5 

Ref

Raw

Sub
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0

50
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Abundance Scan 414 (3.611 min): VX038084.D\data.ms (-40
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Abundance Scan 415 (3.617 min): VX038196.D\data.ms (-36
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Time-->

Abundance
 3.617

#25
2‐Butanone
Concen:    0.394 ug/l  
RT:   4.586 min  Scan# 574
Delta R.T.  0.030 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 43 Resp:     464
Ion  Ratio  Lower  Upper
 43  100
 72    0.0   19.4   29.2#

Ref

Raw

Sub
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50
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Abundance Scan 569 (4.556 min): VX038084.D\data.ms (-55
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Abundance Scan 574 (4.586 min): VX038196.D\data.ms
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Abundance Scan 574 (4.586 min): VX038196.D\data.ms (-52
75.043.0
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50
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Time-->

Abundance
 4.586
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#27
cis‐1,2‐Dichloroethene
Concen:    2.224 ug/l  
RT:   4.495 min  Scan# 559
Delta R.T.  0.006 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 96 Resp:    3264
Ion  Ratio  Lower  Upper
 96  100
 61  125.9    0.0  312.2 
 98   70.9    0.0  129.0 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 558 (4.489 min): VX038084.D\data.ms (-54
61.0
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77.0

41.1
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50
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Abundance Scan 559 (4.495 min): VX038196.D\data.ms
61.0 96.0

44.0

30 40 50 60 70 80 90 100
0

50
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Abundance Scan 559 (4.495 min): VX038196.D\data.ms (-50
61.0 96.0

47.036.9

4.40 4.50

0

500

1000

Time-->

Abundance

 4.495

#29
Tetrahydrofuran
Concen:    0.270 ug/l  
RT:   5.038 min  Scan# 648
Delta R.T.  0.037 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 42 Resp:     207
Ion  Ratio  Lower  Upper
 42  100
 72    0.0   34.2   51.4#
 71    0.0   32.2   48.2#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80
0

50
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Abundance Scan 642 (5.001 min): VX038084.D\data.ms (-63
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Abundance Scan 648 (5.038 min): VX038196.D\data.ms
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Abundance Scan 648 (5.038 min): VX038196.D\data.ms (-59
42.1
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Abundance
 5.038
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#31
Cyclohexane
Concen:    1.423 ug/l  
RT:   5.550 min  Scan# 732
Delta R.T.  0.079 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 56 Resp:    2697
Ion  Ratio  Lower  Upper
 56  100
 69  148.1   23.4   35.2#
 84  114.9   65.9   98.9#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50
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Abundance Scan 719 (5.471 min): VX038084.D\data.ms (-70
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Abundance

 5.550

#33
1,2‐Dichloroethane‐d4
Concen:   47.000 ug/l  
RT:   5.958 min  Scan# 799
Delta R.T.  0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 65 Resp:   82229
Ion  Ratio  Lower  Upper
 65  100
 67   50.8    0.0  100.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110
0

50
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Abundance Scan 799 (5.958 min): VX038084.D\data.ms (-78
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Abundance Scan 799 (5.958 min): VX038196.D\data.ms (-75
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Abundance
 5.958
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#34
1,4‐Difluorobenzene
Concen:   50.000 ug/l  
RT:   6.763 min  Scan# 931
Delta R.T.  ‐0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion:114 Resp:  195859
Ion  Ratio  Lower  Upper
114  100
 63   20.7    0.0   45.0 
 88   15.9    0.0   36.6 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 931 (6.763 min): VX038084.D\data.ms (-92
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Abundance
 6.763

#35
Dibromofluoromethane
Concen:   45.835 ug/l  
RT:   5.391 min  Scan# 706
Delta R.T.  0.006 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion:113 Resp:   64686
Ion  Ratio  Lower  Upper
113  100
111  102.7   82.9  124.3 
192   18.3   13.3   19.9 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50
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Abundance Scan 705 (5.385 min): VX038084.D\data.ms (-69
97.0
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191.935.1 118.9
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Abundance Scan 706 (5.391 min): VX038196.D\data.ms
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Abundance Scan 706 (5.391 min): VX038196.D\data.ms (-65
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Abundance
 5.391
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#36
1,1‐Dichloropropene
Concen:    4.527 ug/l  
RT:   5.550 min  Scan# 732
Delta R.T.  ‐0.140 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 75 Resp:    8810
Ion  Ratio  Lower  Upper
 75  100
110    9.5   17.0   50.9#
 77    0.0   24.7   37.1#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50
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Abundance Scan 755 (5.690 min): VX038084.D\data.ms (-74
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Abundance
 5.550

#37
Ethyl Acetate
Concen:    0.201 ug/l  
RT:   4.586 min  Scan# 574
Delta R.T.  ‐0.129 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 43 Resp:     464
Ion  Ratio  Lower  Upper
 43  100
 61    0.0   10.6   16.0#
 70    0.0    8.3   12.5#

Ref

Raw

Sub

30 35 40 45 50 55 60 65 70 75 80 85 90 95
0

50
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Abundance Scan 595 (4.715 min): VX038084.D\data.ms (-58
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Abundance Scan 574 (4.586 min): VX038196.D\data.ms (-54
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Abundance

 4.586
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#38
Carbon Tetrachloride
Concen:    6.096 ug/l  
RT:   5.550 min  Scan# 732
Delta R.T.  ‐0.128 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion:117 Resp:   11670
Ion  Ratio  Lower  Upper
117  100
119    4.2   78.2  117.2#
121    0.0   24.4   36.6#

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50
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Abundance Scan 753 (5.678 min): VX038084.D\data.ms (-74
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Abundance
 5.550

#44
Trichloroethene
Concen:    5.272 ug/l  
RT:   7.129 min  Scan# 991
Delta R.T.  ‐0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion:130 Resp:    7505
Ion  Ratio  Lower  Upper
130  100
 95   89.1    0.0  204.4 

Ref

Raw

Sub
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0

50
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Abundance Scan 991 (7.129 min): VX038084.D\data.ms (-98
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Abundance Scan 991 (7.129 min): VX038196.D\data.ms (-94
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Abundance
 7.129
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#45
1,2‐Dichloropropane
Concen:    0.363 ug/l  
RT:   7.433 min  Scan# 1041
Delta R.T.  ‐0.001 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 63 Resp:     511
Ion  Ratio  Lower  Upper
 63  100
 65   21.0   24.3   36.5#

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1041 (7.434 min): VX038084.D\data.ms (-1
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Abundance
 7.433

#49
1,4‐Dioxane
Concen:   45.061 ug/l  
RT:   7.665 min  Scan# 1079
Delta R.T.  0.006 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 88 Resp:    1829
Ion  Ratio  Lower  Upper
 88  100
 43   41.9    0.0    0.0#
 58   67.2   60.1   90.1 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50
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Abundance Scan 1078 (7.659 min): VX038084.D\data.ms (-1
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Abundance Scan 1079 (7.665 min): VX038196.D\data.ms
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Abundance Scan 1079 (7.665 min): VX038196.D\data.ms (-1
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Abundance
 7.665
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#50
Toluene‐d8
Concen:   45.191 ug/l  
RT:   8.647 min  Scan# 1240
Delta R.T.  ‐0.006 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 98 Resp:  243707
Ion  Ratio  Lower  Upper
 98  100
100   63.6   53.1   79.7 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX038084.D\data.ms (-1
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Abundance
 8.647

#51
4‐Methyl‐2‐Pentanone
Concen:    0.421 ug/l  
RT:   8.653 min  Scan# 1241
Delta R.T.  0.079 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 43 Resp:    1001
Ion  Ratio  Lower  Upper
 43  100
 58  196.5   30.4   45.6#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50
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Abundance Scan 1228 (8.574 min): VX038084.D\data.ms (-1
43.1

58.1

85.1 100.1
72.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1241 (8.653 min): VX038196.D\data.ms
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Abundance

 8.653
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#52
Toluene
Concen:    0.863 ug/l  
RT:   8.720 min  Scan# 1252
Delta R.T.  ‐0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 92 Resp:    3059
Ion  Ratio  Lower  Upper
 92  100
 91  179.4  134.2  201.2 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50
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Abundance Scan 1252 (8.720 min): VX038084.D\data.ms (-1
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Abundance

 8.720

#59
2‐Hexanone
Concen:    0.244 ug/l  
RT:   9.531 min  Scan# 1385
Delta R.T.  0.098 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 43 Resp:     466
Ion  Ratio  Lower  Upper
 43  100
 58    0.0   26.2   78.5#

Ref

Raw

Sub
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Abundance Scan 1369 (9.433 min): VX038084.D\data.ms (-1
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Abundance
 9.531
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#60
Dibromochloromethane
Concen:    0.545 ug/l  
RT:   9.275 min  Scan# 1343
Delta R.T.  ‐0.250 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion:129 Resp:     809
Ion  Ratio  Lower  Upper
129  100
127    0.0   38.8  116.4#

Ref

Raw

Sub
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Abundance Scan 1384 (9.525 min): VX038084.D\data.ms (-1
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#62
4‐Bromofluorobenzene
Concen:   44.485 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 95 Resp:   90950
Ion  Ratio  Lower  Upper
 95  100
174   81.2    0.0  135.6 
176   79.0    0.0  131.0 

Ref
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Sub
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95.1

174.0

75.1

50.0

141.0116.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX038196.D\data.ms
95.1

174.0

75.1

50.1

140.9119.0

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX038196.D\data.ms (-
95.1

174.0

75.1

50.1

140.9119.0

11.00 11.10

0

20000

40000

60000

Time-->

Abundance
11.079

VX038196.D  82X100523W.M      Wed Oct 11 01:37:12 2023       Page 17

Instrument :
MSVOA_X
ClientSampleId :

Instrument :
MSVOA_X
ClientSampleId :



#63
Chlorobenzene‐d5
Concen:   50.000 ug/l  
RT:  10.055 min  Scan# 1471
Delta R.T.  ‐0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion:117 Resp:  193424
Ion  Ratio  Lower  Upper
117  100
 82   57.5   46.2   69.4 
119   33.8   25.5   38.3 

Ref
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Sub
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#64
Tetrachloroethene
Concen:    0.650 ug/l  
RT:   9.281 min  Scan# 1344
Delta R.T.  0.006 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion:164 Resp:     814
Ion  Ratio  Lower  Upper
164  100
166  110.8  102.7  154.1 
129   88.6   80.4  120.6 
131   69.7   76.5  114.7#
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#72
1,4‐Dichlorobenzene‐d4
Concen:   50.000 ug/l  
RT:  12.024 min  Scan# 1794
Delta R.T.  0.000 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion:152 Resp:  101036
Ion  Ratio  Lower  Upper
152  100
115   60.6   43.3  129.9 
150  155.8    0.0  345.0 
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#76
1,2,3‐Trichloropropane
Concen:   22.144 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  ‐0.159 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 75 Resp:   50864
Ion  Ratio  Lower  Upper
 75  100
 77    1.1   19.1   57.5#
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#81
trans‐1,4‐Dichloro‐2‐butene
Concen:   63.478 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  0.061 min
Lab File:   VX038196.D
Acq: 10 Oct 2023  13:13    

Tgt Ion: 75 Resp:   50864
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   90.5  135.7#
 89    0.0   36.9   55.3#

Ref

Raw
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