
                                     LSC Area Percent Report
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX120919\
  Data File : VX013853.D                                          
  Acq On    : 09 Dec 2019  15:46
  Operator  : JC/SP
  Sample    : K6184-22
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 9   Sample Multiplier: 1
 
  Integration Parameters: RTEINT.P
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X112619W.M
  Title     : SW846 8260
 
  Signal    : TIC: VX0137853.D
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   1.070    26   30   41 rBV   985116   1209735  41.69%   7.323%
  2   1.265    58   62   69 rBV    73204     93356   3.22%   0.565%
  3   1.594   108  116  121 rBV10   33996     74098   2.55%   0.449%
  4   2.588   270  279  289 rBV    68748    133151   4.59%   0.806%
  5   5.490   745  755  767 rBV   322448    933747  32.18%   5.653%
 
  6   5.654   770  782  794 rBV   594334   1640817  56.54%   9.933%
  7   6.051   839  847  857 rBV   369626    962699  33.17%   5.828%
  8   6.849   965  978  994 rBV   906505   2126681  73.28%  12.874%
  9   8.709  1277 1283 1297 rVB  1903661   2902083 100.00%  17.568%
 10  10.105  1507 1512 1524 rBV  1774230   2479423  85.44%  15.009%
 
 11  11.135  1674 1681 1691 rBV  1413569   1845569  63.59%  11.172%
 12  12.074  1830 1835 1842 rVB  1747442   2117693  72.97%  12.820%
 
 
                        Sum of corrected areas:    16519052
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                              LSC Report - Integrated Chromatogram

  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX120919\
  Data File : VX013853.D                                          
  Acq On    : 09 Dec 2019  15:46
  Operator  : JC/SP
  Sample    : K6184-22
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 9   Sample Multiplier: 1

  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X112619W.M
  Quant Title  : SW846 8260

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                 Library Search Compound Report
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX120919\
  Data File : VX013853.D                                          
  Acq On    : 09 Dec 2019  15:46
  Operator  : JC/SP
  Sample    : K6184-22
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 9   Sample Multiplier: 1
 
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X112619W.M
  Quant Title  : SW846 8260
 
  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
  No Library Search Compounds Detected
 
 
 
 
 
  *********************************************************************
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                          Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\VOASRV\HPCHEM1\MSVOA_X\DATA\VX120919\
  Data File : VX013853.D                                          
  Acq On    : 09 Dec 2019  15:46
  Operator  : JC/SP
  Sample    : K6184-22
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 9   Sample Multiplier: 1
 
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X112619W.M
  Quant Title  : SW846 8260
 
  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
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