
                                                      LSC Area Percent Report
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX121720\
  Data File : VX020106.D                                          
  Acq On    : 17 Dec 2020  07:50
  Operator  : JC/MD
  Sample    : L5116-03
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 45   Sample Multiplier: 1
 
  Integration Parameters: RTEINT.P
  Integrator: RTE
  Smoothing : ON                             Filtering: 5
  Sampling  : 1                               Min Area: 3 % of largest Peak
  Start Thrs: 0.2                            Max Peaks: 100
  Stop Thrs : 0                          Peak Location: TOP     
 
  If leading or trailing edge < 100 prefer < Baseline drop else tangent >
  Peak separation: 5
 
  Method    : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X120420W.M
  Title     : SW846 8260
 
  Signal     : TIC: VX020106.D
 
 peak  R.T. first  max last  PK   peak      corr.   corr.    % of
   #   min   scan scan scan  TY  height     area    % max.   total
 ---  ----- ----- ---- ---- ---  -------   -------  ------  -------
  1   2.575   238  244  252 rBV    10013     18924   1.19%   0.230%
  2   5.465   702  718  733 rBV2  178643    510067  32.09%   6.196%
  3   5.629   733  745  759 rVV   313154    872951  54.92%  10.604%
  4   6.025   800  810  827 rBV   205939    538844  33.90%   6.546%
  5   6.830   931  942  955 rBV   491910   1157272  72.81%  14.058%
 
  6   8.696  1239 1248 1263 rBV  1020678   1589431 100.00%  19.308%
  7  10.092  1471 1477 1491 rBV   983134   1373567  86.42%  16.686%
  8  11.122  1640 1646 1656 rBV   770068    990152  62.30%  12.028%
  9  12.061  1794 1800 1810 rBV   960400   1180747  74.29%  14.343%
 
 
                        Sum of corrected areas:     8231955
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                                             LSC Report - Integrated Chromatogram

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX121720\
  Data File : VX020106.D                                          
  Acq On    : 17 Dec 2020  07:50
  Operator  : JC/MD
  Sample    : L5116-03
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 45   Sample Multiplier: 1

  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X120420W.M
  Quant Title  : SW846 8260

  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
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                                                Library Search Compound Report
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX121720\
  Data File : VX020106.D                                          
  Acq On    : 17 Dec 2020  07:50
  Operator  : JC/MD
  Sample    : L5116-03
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 45   Sample Multiplier: 1
 
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X120420W.M
  Quant Title  : SW846 8260
 
  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
  No Library Search Compounds Detected
 
 
 
 
 
  *********************************************************************
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                                        Tentatively Identified Compound (LSC) summary
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX121720\
  Data File : VX020106.D                                          
  Acq On    : 17 Dec 2020  07:50
  Operator  : JC/MD
  Sample    : L5116-03
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 45   Sample Multiplier: 1
 
  Quant Method : Z:\VOASRV\HPCHEM1\MSVOA_X\METHOD\82X120420W.M
  Quant Title  : SW846 8260
 
  TIC Library   : C:\DATABASE\NIST11.L
  TIC Integration Parameters: LSCINT.P
 
                                                   |--Internal Standard---|
  TIC Top Hit name      RT  EstConc Units Response |#    RT     Resp  Conc|
----------------------------------------------------------------------------
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