
                                        Quantitation Report    (Not Reviewed)
 
  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX122324\
  Data File : VX044480.D                                          
  Acq On    : 23 Dec 2024  15:15
  Operator  : JC/MD
  Sample    : P5374‐02
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 16   Sample Multiplier: 1
 
  Quant Time: Dec 23 21:58:26 2024
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_X\Method\82X121124W.M
  Quant Title  : SW846 8260
  QLast Update : Thu Dec 12 04:28:14 2024
  Response via : Initial Calibration
 
          Compound                   R.T. QIon  Response  Conc Units Dev(Min)
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
   Internal Standards
     1) Pentafluorobenzene          5.543  168   136476    50.000 ug/l     0.00
    34) 1,4‐Difluorobenzene         6.757  114   243949    50.000 ug/l     0.00
    63) Chlorobenzene‐d5           10.049  117   221103    50.000 ug/l     0.00
    72) 1,4‐Dichlorobenzene‐d4     12.018  152    90813    50.000 ug/l     0.00
 
   System Monitoring Compounds                                        
    33) 1,2‐Dichloroethane‐d4       5.946   65    99200    41.456 ug/l    0.00  
     Spiked Amount     50.000   Range  74 ‐ 125    Recovery   =   82.920% 
    35) Dibromofluoromethane        5.379  113    77969    46.147 ug/l    0.00  
     Spiked Amount     50.000   Range  75 ‐ 124    Recovery   =   92.300% 
    50) Toluene‐d8                  8.647   98   294876    51.732 ug/l    0.00  
     Spiked Amount     50.000   Range  86 ‐ 113    Recovery   =  103.460% 
    62) 4‐Bromofluorobenzene       11.079   95    96446    48.422 ug/l    0.00  
     Spiked Amount     50.000   Range  77 ‐ 121    Recovery   =   96.840% 
 
   Target Compounds                                                   Qvalue
     5) Bromomethane                1.617   94      697     0.467 ug/l #    25
     6) Chloroethane                1.630   64      567     0.433 ug/l #    86
    16) Acetone                     2.386   43      718     0.736 ug/l #    80
    20) Methylene Chloride          2.782   84      377     0.206 ug/l #    43
    29) Tetrahydrofuran             5.025   42     4907     5.512 ug/l #    64
    31) Cyclohexane                 5.550   56     3433     1.329 ug/l #    59
    36) 1,1‐Dichloropropene         5.543   75    11178     5.118 ug/l #    50
    38) Carbon Tetrachloride        5.543  117    14919     6.345 ug/l #    16
    41) Methacrylonitrile           5.019   41     2983     2.081 ug/l #    46
    51) 4‐Methyl‐2‐Pentanone        8.647   43     1418     0.523 ug/l #     1
    76) 1,2,3‐Trichloropropane     11.079   75    51993    25.642 ug/l #    35
    81) trans‐1,4‐Dichloro‐2‐b...  11.079   75    51993    70.858 ug/l #     4
   ‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐‐
 
   (#) = qualifier out of range (m) = manual integration (+) = signals summed

82X121124W.M Mon Dec 23 21:58:35 2024                                                      Page:  1

Instrument :
MSVOA_X
ClientSampleId :
BP-VPB-190A-EB-20241218

Instrument :
MSVOA_X
ClientSampleId :
BP-VPB-190A-EB-20241218



                                        Quantitation Report    (Not Reviewed)

  Data Path : Z:\voasrv\HPCHEM1\MSVOA_X\Data\VX122324\
  Data File : VX044480.D                                          
  Acq On    : 23 Dec 2024  15:15
  Operator  : JC/MD
  Sample    : P5374‐02
  Misc      : 5.0mL/MSVOA_X/WATER
  ALS Vial  : 16   Sample Multiplier: 1

  Quant Time: Dec 23 21:58:26 2024
  Quant Method : Z:\voasrv\HPCHEM1\MSVOA_X\Method\82X121124W.M
  Quant Title  : SW846 8260
  QLast Update : Thu Dec 12 04:28:14 2024
  Response via : Initial Calibration

2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00 11.00 12.00 13.00 14.00 15.00 16.00
0

20000

40000

60000

80000

100000

120000

140000

160000

180000

200000

220000

240000

260000

280000

300000

320000

340000

360000

380000

400000

420000

440000

460000

480000

500000

520000

540000

560000

580000

Time-->

Abundance TIC: VX044480.D\data.ms

1,
4-

D
ic

hl
or

ob
en

ze
ne

-d
4,

I

4-
B

ro
m

of
lu

or
ob

en
ze

ne
,S

1,
2,

3-
T

ric
hl

or
op

ro
pa

ne
,T

 
tr

an
s-

1,
4-

D
ic

hl
or

o-
2-

bu
te

ne
,T

C
hl

or
ob

en
ze

ne
-d

5,
I

4-
M

et
hy

l-2
-P

en
ta

no
ne

,T
 

T
ol

ue
ne

-d
8,

S

1,
4-

D
ifl

uo
ro

be
nz

en
e,

I

1,
2-

D
ic

hl
or

oe
th

an
e-

d4
,S

C
yc

lo
he

xa
ne

,T
 

P
en

ta
flu

or
ob

en
ze

ne
,I

1,
1-

D
ic

hl
or

op
ro

pe
ne

,T
 

C
ar

bo
n 

T
et

ra
ch

lo
rid

e,
T

 
D

ib
ro

m
of

lu
or

om
et

ha
ne

,S

T
et

ra
hy

dr
of

ur
an

,T
M

et
ha

cr
yl

on
itr

ile
,T

M
et

hy
le

ne
 C

hl
or

id
e,

T
 

A
ce

to
ne

,T
 

C
hl

or
oe

th
an

e,
T

 
B

ro
m

om
et

ha
ne

,T
 

82X121124W.M Mon Dec 23 21:58:37 2024                                                      Page: 2

Instrument :
MSVOA_X
ClientSampleId :
BP-VPB-190A-EB-20241218



#1
Pentafluorobenzene
Concen:   50.000 ug/l  
RT:   5.543 min  Scan# 731
Delta R.T.  ‐0.006 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion:168 Resp:  136476
Ion  Ratio  Lower  Upper
168  100
 99   61.6   53.4   80.0 

Ref

Raw

Sub
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#5
Bromomethane
Concen:    0.467 ug/l  
RT:   1.617 min  Scan# 87
Delta R.T.  0.024 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 94 Resp:     697
Ion  Ratio  Lower  Upper
 94  100
 96   21.5   74.9  112.3#

Ref
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Abundance Scan 83 (1.593 min): VX044222.D\data.ms (-75) 
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#6
Chloroethane
Concen:    0.433 ug/l  
RT:   1.630 min  Scan# 89
Delta R.T.  ‐0.037 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 64 Resp:     567
Ion  Ratio  Lower  Upper
 64  100
 66   41.0   26.6   39.8#

Ref

Raw

Sub
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0

50

m/z-->

Abundance Scan 95 (1.666 min): VX044222.D\data.ms (-89) 
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#16
Acetone
Concen:    0.736 ug/l  
RT:   2.386 min  Scan# 213
Delta R.T.  ‐0.006 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 43 Resp:     718
Ion  Ratio  Lower  Upper
 43  100
 58   16.6   21.6   32.4#

Ref
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Abundance Scan 214 (2.392 min): VX044222.D\data.ms (-20
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44.0

38.2

58.1

30 35 40 45 50 55 60 65 70 75 80
0

50

m/z-->

Abundance Scan 213 (2.386 min): VX044480.D\data.ms (-16
43.0

58.136.1

2.35 2.40 2.45

0

100

200

300

Time-->

Abundance
 2.386
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#20
Methylene Chloride
Concen:    0.206 ug/l  
RT:   2.782 min  Scan# 278
Delta R.T.  ‐0.000 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 84 Resp:     377
Ion  Ratio  Lower  Upper
 84  100
 49   53.0  104.2  156.4#
 51   24.0   32.2   48.4#
 86   19.9   50.9   76.3#

Ref

Raw

Sub
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#29
Tetrahydrofuran
Concen:    5.512 ug/l  
RT:   5.025 min  Scan# 646
Delta R.T.  0.018 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 42 Resp:    4907
Ion  Ratio  Lower  Upper
 42  100
 72   15.3   37.0   55.6#
 71   26.2   33.6   50.4#
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 5.025
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#31
Cyclohexane
Concen:    1.329 ug/l  
RT:   5.550 min  Scan# 732
Delta R.T.  0.085 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 56 Resp:    3433
Ion  Ratio  Lower  Upper
 56  100
 69  101.9   24.7   37.1#
 84   98.8   71.0  106.6 

Ref

Raw

Sub
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 5.550

#33
1,2‐Dichloroethane‐d4
Concen:   41.456 ug/l  
RT:   5.946 min  Scan# 797
Delta R.T.  ‐0.006 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 65 Resp:   99200
Ion  Ratio  Lower  Upper
 65  100
 67   51.2    0.0  101.6 

Ref
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 5.946
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#34
1,4‐Difluorobenzene
Concen:   50.000 ug/l  
RT:   6.757 min  Scan# 930
Delta R.T.  ‐0.000 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion:114 Resp:  243949
Ion  Ratio  Lower  Upper
114  100
 63   20.0    0.0   40.6 
 88   15.4    0.0   31.8 

Ref

Raw

Sub
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Abundance Scan 930 (6.757 min): VX044222.D\data.ms (-92
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Abundance
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#35
Dibromofluoromethane
Concen:   46.147 ug/l  
RT:   5.379 min  Scan# 704
Delta R.T.  ‐0.006 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion:113 Resp:   77969
Ion  Ratio  Lower  Upper
113  100
111  101.6   80.4  120.6 
192   18.4   13.3   19.9 

Ref
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#36
1,1‐Dichloropropene
Concen:    5.118 ug/l  
RT:   5.543 min  Scan# 731
Delta R.T.  ‐0.147 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 75 Resp:   11178
Ion  Ratio  Lower  Upper
 75  100
110    9.9   17.3   51.7#
 77    0.0   25.4   38.0#

Ref
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Abundance
 5.543

#38
Carbon Tetrachloride
Concen:    6.345 ug/l  
RT:   5.543 min  Scan# 731
Delta R.T.  ‐0.128 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion:117 Resp:   14919
Ion  Ratio  Lower  Upper
117  100
119    3.9   74.2  111.4#
121    0.0   23.0   34.6#

Ref
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#41
Methacrylonitrile
Concen:    2.081 ug/l  
RT:   5.019 min  Scan# 645
Delta R.T.  0.097 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 41 Resp:    2983
Ion  Ratio  Lower  Upper
 41  100
 39   46.8   44.2   66.4 
 67    0.0   57.2   85.8#
 52    0.0   24.6   37.0#

Ref

Raw

Sub
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50
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Abundance Scan 629 (4.922 min): VX044222.D\data.ms (-61
41.0

67.0

129.9

92.9
113.9

40 60 80 100 120
0

50

m/z-->

Abundance Scan 645 (5.019 min): VX044480.D\data.ms
42.1

72.2

40 60 80 100 120
0

50

m/z-->

Abundance Scan 645 (5.019 min): VX044480.D\data.ms (-58
42.1

72.2

5.00 5.10

0

200

400

600

800

Time-->

Abundance
 5.019

#50
Toluene‐d8
Concen:   51.732 ug/l  
RT:   8.647 min  Scan# 1240
Delta R.T.  ‐0.000 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 98 Resp:  294876
Ion  Ratio  Lower  Upper
 98  100
100   65.4   51.5   77.3 

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1240 (8.647 min): VX044222.D\data.ms (-1
98.1

70.154.042.1
82.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1240 (8.647 min): VX044480.D\data.ms
98.1

42.1 70.154.1
82.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1240 (8.647 min): VX044480.D\data.ms (-1
98.1

42.1 70.154.1
82.1

8.60 8.70

0

50000

100000

150000

Time-->

Abundance
 8.647
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#51
4‐Methyl‐2‐Pentanone
Concen:    0.523 ug/l  
RT:   8.647 min  Scan# 1240
Delta R.T.  0.073 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 43 Resp:    1418
Ion  Ratio  Lower  Upper
 43  100
 58  181.5   29.4   44.0#

Ref

Raw

Sub

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1228 (8.574 min): VX044222.D\data.ms (-1
43.0

58.1

85.1 100.1
69.0

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1240 (8.647 min): VX044480.D\data.ms
98.1

42.1 70.154.1
82.1

30 40 50 60 70 80 90 100
0

50

m/z-->

Abundance Scan 1240 (8.647 min): VX044480.D\data.ms (-1
98.1

42.1 70.154.1
82.1

8.60 8.65 8.70

0

500

1000

Time-->

Abundance

 8.647

#62
4‐Bromofluorobenzene
Concen:   48.422 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  ‐0.000 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 95 Resp:   96446
Ion  Ratio  Lower  Upper
 95  100
174   79.6    0.0  145.8 
176   78.0    0.0  137.8 

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX044222.D\data.ms (-
95.0

174.0

75.0

50.0

140.9116.9

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX044480.D\data.ms
95.1

174.0

75.0

50.1

117.0 142.9

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX044480.D\data.ms (-
95.1

174.0

75.0

50.1

129.9150.0

11.00 11.10

0

20000

40000

60000

Time-->

Abundance
11.079
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#63
Chlorobenzene‐d5
Concen:   50.000 ug/l  
RT:  10.049 min  Scan# 1470
Delta R.T.  ‐0.000 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion:117 Resp:  221103
Ion  Ratio  Lower  Upper
117  100
 82   54.3   45.8   68.8 
119   31.1   25.0   37.4 

Ref

Raw

Sub

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1470 (10.049 min): VX044222.D\data.ms (-
117.0

82.1

54.1

40.0
98.967.1

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1470 (10.049 min): VX044480.D\data.ms
117.1

82.1

54.1
40.1

98.967.0

30 40 50 60 70 80 90 100 110 120
0

50

m/z-->

Abundance Scan 1470 (10.049 min): VX044480.D\data.ms (-
117.1

82.1

54.1
40.0

98.967.0

10.00 10.10

0

50000

100000

150000

Time-->

Abundance
10.049

#72
1,4‐Dichlorobenzene‐d4
Concen:   50.000 ug/l  
RT:  12.018 min  Scan# 1793
Delta R.T.  ‐0.000 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion:152 Resp:   90813
Ion  Ratio  Lower  Upper
152  100
115   60.1   44.5  133.3 
150  155.2    0.0  353.8 

Ref

Raw

Sub

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1793 (12.018 min): VX044222.D\data.ms (-
149.9119.1

78.052.1

102.1

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1793 (12.018 min): VX044480.D\data.ms
150.0

115.1
78.152.1

35.1 132.096.1

40 60 80 100 120 140 160
0

50

m/z-->

Abundance Scan 1793 (12.018 min): VX044480.D\data.ms (-
150.0

115.1
78.152.1

35.1 132.096.1

12.00 12.10

0

20000

40000

60000

80000

100000

Time-->

Abundance

12.018
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#76
1,2,3‐Trichloropropane
Concen:   25.642 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  ‐0.159 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 75 Resp:   51993
Ion  Ratio  Lower  Upper
 75  100
 77    1.0   20.9   62.7#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1665 (11.238 min): VX044222.D\data.ms (-
75.0

110.0
39.1

145.6 170.1

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX044480.D\data.ms
95.1

174.0

75.0

50.1

117.0 142.9

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX044480.D\data.ms (-
95.1

174.0

75.0

50.1

117.0 140.9

11.00 11.10

0

10000

20000

30000

40000

Time-->

Abundance
11.079

#81
trans‐1,4‐Dichloro‐2‐butene
Concen:   70.858 ug/l  
RT:  11.079 min  Scan# 1639
Delta R.T.  0.061 min
Lab File:   VX044480.D
Acq: 23 Dec 2024  15:15    

Tgt Ion: 75 Resp:   51993
Ion  Ratio  Lower  Upper
 75  100
 53    0.0   93.6  140.4#
 89    0.0   37.3   55.9#

Ref

Raw

Sub

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1629 (11.018 min): VX044222.D\data.ms (-
88.053.1

123.8

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX044480.D\data.ms
95.1

174.0

75.0

50.1

117.0 142.9

40 60 80 100 120 140 160 180
0

50

m/z-->

Abundance Scan 1639 (11.079 min): VX044480.D\data.ms (-
95.1

174.0

75.0

50.1

117.0 140.9

11.00 11.10

0

10000

20000

30000

40000

Time-->

Abundance
11.079
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